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Abstract
Background: In chronic obstructive pulmonary disease (COPD), the response of the forced expiratory volume in 1 
second (FEV1) after bronchodilator application is weak. Inspiratory parameters like the forced inspiratory volume in 1 
second (FIV1) and inspiratory capacity (IC) can be responsive to bronchodilators. In an individual patient with COPD, a 
significant bronchodilator response must at least exceed the random variation for that parameter. Therefore, it is 
important that the type of scatter is homoscedastic, as the chance of underestimating or overestimating the random 
variation for low or high parameter values is minimized. The aim of this study is to investigate the random variation 
(type and quantity) of inspiratory parameters.

Methods: In 79 stable COPD patients, spirometry was performed.

The forced inspiratory volume in 1 second (FIV1), inspiratory capacity (IC), maximal inspiratory flow at 50% (MIF50)
and peak inspiratory flow (PIF) were measured five times in one day and again within two weeks of the first
measurement. The values of these parameters, taken within one hour, within one day and between two different
days, were compared. The coefficient of repeatability (CR) was calculated, and, in addition, linear regression was
performed to investigate the type of scatter (homo- or heteroscedastic) of the measured parameters.

Results: The type of scatter was heteroscedastic for all of the parameters when the differences were expressed as 
absolute values; however, when the differences were expressed as the percent change from the initial values, we found 
a more homoscedastic scatter. The CR within one hour of each parameter expressed as the percent change from the 
initial value was: IC, 19%; FIV1, 14%; PIF, 18%; MEF50, 21%.

Conclusions: To obtain a more homoscedastic scatter, percentage changes in FIV1, IC and MIF50 are more appropriate 
than absolute changes.

In an individual patient with COPD, a significant improvement for a particular parameter must at least exceed the 
above-mentioned CR.

Background
The severity of chronic obstructive pulmonary disease
(COPD) is defined by the degree of expiratory airflow
limitation. It is essential for diagnosis and provides a use-
ful description of the severity of pathological changes in
COPD [1]. It is, however, well known that the correlation
between the subjective improvements in dyspnea and the

increases in Forced Expiratory Volume in 1 second
(FEV1) after inhalation of bronchodilators is low [2-4].

Many COPD patients do not show significant revers-
ibility of FEV1 after bronchodilators, as defined by a 12%
improvement from the initial value and at least 200 ml
[5], but may experience less dyspnea from their use.
Taube and co-workers [4] demonstrated that this change
in dyspnea may be related to improvements in inspiratory
flow rates. These authors found that in patients with
severe COPD (FEV1 mean was 38% of the predicted nor-
mal value), the reduction in dyspnea after the inhalation
of a beta (2)-adrenoreceptor agonist was closely corre-
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lated to the change in parameters of forced inspiration,
particularly for the forced inspiratory volume in 1 second
(FIV1), but not with changes in parameters of forced
expiration. They also concluded that, "In less severe
COPD or asthma, the reduction in dyspnea was associ-
ated with the improvements in both FIV1 and FEV1, but
in severe COPD with the improvement in FIV1 only" [6].

O'Donnell et al. found a correlation between the change
of the Inspiratory Capacity (IC) after bronchodilator
administration, dyspnea and duration of exercise [7,8]. In
2005, a published ATS/ERS statement on clinical pulmo-
nary function testing [9] made no recommendations on
the measurement of inspiratory parameters including
FIV1. Therefore, it is unclear how FIV1 and other inspira-
tory parameters should be measured and which improve-
ments in a patient are beyond random variation for these
parameters after the use of bronchodilators or other
interventions.

How FIV1 should be measured in patients with COPD
was the subject of a previous study by our group. We
found that the optimal FIV1 was obtained immediately
after a slow expiration (in contrast to a forced expiration)
and that at least five forced inspiratory maneuvers should
be performed [10].

However, there is no clear consensus about how to
express reversibility in subjects with airflow limitation
[5]. The two most commonly described methods are the
percent change of the initial value and the absolute
change in the parameter value. As the percent change
from the initial value is too sensitive at very low values, as
measured in severe obstructive patients, a third method
uses the percent change from the predicted normal value
[5]. For the inspiratory parameters under study, no
accepted predicted normal values are available; hence, we
used the first two methods.

For an individual patient with COPD, a significant
bronchodilator response must at least exceed the random
variation for the parameter of interest. Therefore, it is
important to know which type of variation or scatter
exists for that parameter. Figure 1 shows a theoretical
dataset of a test-retest lung-function parameter with dif-
ferent types of scatter. In the left panel, we made the
amount of scatter the same for each value of the parame-
ter, called "homoscedastic" scatter. For the whole range of
the parameter, we can use the same value for the random
variation, and a difference of more than 0.2 is beyond the
random variation. The same dataset is used in the right
panel, in which the differences are related to the (average)
parameter value (percent difference) but now the amount
of scatter depends on the parameter value: the higher the
value, the less (in this example) scatter or random varia-
tion there is; this type of scatter is called "heteroscedas-
tic". Therefore, it is important to know the type of scatter
of the parameters in which we are interested. A more

homoscedastic scatter is desired when we express the dif-
ferences as absolute differences or as relative to the
parameter value.

The first topic of this study is to investigate which type
of scatter applies to the (absolute and percent) changes in
inspiratory parameters (FIV1, Inspiratory Capacity (IC),
Peak Inspiratory Flow (PIF) and Maximal Inspiratory
Flow at 50% (MIF50)). Next, we determine the coefficient
of repeatability (CR) for the given parameters [5,11].

Methods
A total of 79 (58 male) consecutive patients who met
ATS-ERS [12] criteria for COPD were recruited from our
outpatient clinic. Criteria for inclusion were a patient age
≥ 40 years, a smoker or former smoker (≥10 pack years),
stable disease and an ability to perform lung function
tests. Excluded patients were those on oral corticoster-
oids or antibiotics in the month before inclusion, or those
who had symptomatic heart failure, respiratory diseases
other than COPD, a history of asthma, allergic rhinitis or
active cancer disease (except basal cell carcinoma of the
skin). The study was approved by the Hospital Medical
Ethical Committee, and all patients gave informed con-
sent.

Patients were asked not to use short-term bronchodila-
tors for the six to eight hours prior to the study and long-
term bronchodilators for at least 12 hours before the
study. Tiotropium and theophylline b.i.d. were not
allowed to be used for the 24 hours prior to the spiromet-
ric test.

Before the tests, a 3.00-liter calibration syringe was
used at three different emptying and filling speeds to
check linearity, as recommended by ATS and ERS stan-
dards [9]. The ambient (room) temperature was mea-
sured before each test session so that BTPS corrections
on the flows and volumes were adequately performed.

Lung function tests were performed five times on the
first day (9, 10, 11, 14 and 15 hours) and once at nine
hours within the following two weeks. Between the two
days, the medication did not change. Also, on the second
day the patients were requested to discontinue broncho-
dilators as on day one.

For expiratory parameters, three adequate and accept-
able flow volume curves were produced in accordance
with conventional ATS/ERS criteria [9]. The largest
forced vital capacity (FVC) and FEV1 were recorded. For
the predicted FEV1 and FVC, the normal values of the
European Respiratory Society were used [13].

For inspiratory parameters, five adequate IC measure-
ments and maximal forced inspirations after a slow and
maximal expiration were obtained. Full inspiration was
obtained when a plateau in the flow was reached or after
at least an eight-second duration of the inspiration. Of
these five maneuvers, we took the highest value obtained
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for the FIV1, IC, PIF and MIF50 [10]. IC was measured by
the method described by Hadcroft and Calverly [14]
immediately before each forced inhalation.

If, during the inspiratory maneuvers, the vital capacity
(VC) was reached before the FIV1, then FIV1 = VC.

The flow-volume curves were measured with a V-
MAX20 (Sensor Medics, ViaSys, Conshohocken, PA,
USA).

In order to obtain proper inspiratory parameters after a
slow expiration, we began the measurement during the
slow expiration and stopped the procedure when the
patient reached maximal inspiration; otherwise, the V-
MAX20 software rejects the values obtained.

Analysis
The five intra-day lung function parameter data were
analyzed with the repeated measures ANOVA and Bon-
ferroni's multiple comparison tests.

The type of scatter (homoscedastic or heteroscedastic)
was determined as follows. The differences between each
test and retest value pair versus the average value were
plotted as described by Bland and Altman [11]. Negative
differences were transformed to positive values by taking
the absolute values of the differences. We applied linear
regression of these transformed differences on the aver-
age value of the parameter. When there is a pure homo-
scedastic scatter, the regression line will be close to
horizontal and the slope will not significantly differ from

zero. When there is a heteroscedastic scatter, the slope of
the regression line will be significantly different from
zero. For each parameter, scatter plots were made for
both absolute differences and percentage differences
from the average value. With linear regression, we tested
for the significances of the slopes. Instead of slopes, we
present standardized slopes, i.e., correlation coefficients,
as these can be compared across parameters and meth-
ods.

The coefficient of repeatability (CR), as established
within one hour, intra-day and inter-day, was determined
by the method described by Bland and Altman [11]. The
CR was determined as 1.64 times the standard deviation
of the differences, represented as absolute values or as
percentages of the average values. We performed a one-
tailed test instead of a two-tailed test, as the interventions
we were interested in were expected to improve a param-
eter; hence, we took 1.64 times SD instead of 1.96 × SD.
This use of a one-tailed test is analogous to the way in
which lower limits of normals are calculated [13]. CR was
used instead of the more common coefficient of variation
(CV) because CV does not take into account the type of
scatter that can be visualized by the scatter plots of Bland
and Altman [11].

Results
Seventy-nine patients were included for day one (intra-
day measurements), and 76 were measured again within

Figure 1 Bland and Altman plots with theoretical types of scatter. The vertical axis shows the test (T) retest (R) difference (T-R); the horizontal axis 
shows the average (T+R/2). Each point corresponds with one test-retest pair. Left panel: dataset with a random scatter not dependent on the param-
eter value. Right panel: same dataset, but now the percent change from the average parameter value is shown; the scatter is highly dependent on 
the parameter value. In the left panel, the scatter can be described with just one value, e.g., the coefficient of repeatability (CR). In the right panel, the 
scatter cannot be precisely described with one value because the scatter on the low and high parameter values will not precisely reflect a fixed CR. 
Thus, for describing random variation, a homoscedastic scatter is preferred.



Visser et al. BMC Pulmonary Medicine 2010, 10:28
http://www.biomedcentral.com/1471-2466/10/28

Page 4 of 9

the following two weeks. For two patients, we were
unable to get an appointment within the two weeks, and
in one there was an exacerbation. The baseline patient
characteristics are summarized in Table 1.

The intra-day mean and SD values did not differ signifi-
cantly (repeated measures ANOVA) on different occa-
sions that day (see Table 2). Therefore, we took three
value pairs per parameter for each patient with a one-
hour difference (9-10, 10-11 and 14-15 hours) for deter-
mination of the type of scatter and the one-hour coeffi-
cient of repeatability.

The type of scatter for the FEV1 and the inspiratory 
parameters FIV1, IC, PIF and MIF
The scatter of differences in IC values versus average IC
value on two occasions in-between one hour is shown in
Figure 2, panel A. The scatter becomes wider when the
average IC increases. Panel B presents the same data,
except that negative difference values are made positive
and a linear regression line is added to the figure. The
regression line is not flat (P < 0.0001), as it would be if the
scatter was independent of the IC (Table 3).

On the other hand, when the difference in IC is
expressed as a percentage of the average IC (Figure 2,
panel C), an evenly distributed scatter can be seen along
the whole range of the average IC. The slope of the linear
regression line is now nearly flat (Figure 2, panel D) and is
not significantly different from zero (Table 3). The other
parameters were investigated in the same way as the IC,
and the results of the linear regression are presented in
Table 3. To visualize the (more homoscedastic) spread,
the scatter plots of the FIV1, IC, MIF50 and PIF

expressed as percentage differences can be seen in Figure
3.

We did not find a flat regression line for either presen-
tation of the parameters (as differences in liters or as per-
centage differences of the average value); however, for all
but the PIF, we found a more flat regression line corre-
sponding to a lower (r) value when the percentage differ-
ence of the average value was used (less significant
difference from zero, as can be seen in Table 3).

The random variability presented by the coefficient of 
repeatability
The coefficients of repeatability for IC, FIV1, MIF50 and
PIF are graphically presented as Bland-Altman plots in
Figure 4, panels A-D. The spread around no difference
(solid line) can be seen, and the coefficient of repeatabil-
ity is presented as the dotted lines ±1.64 × standard devi-
ation. We can also see the relatively even spread around
the solid line, which is an indication of a more homosce-
dastic spread. In patients with COPD, we found that the
one-hour random variabilities expressed as the coeffi-
cients of repeatability (CR) for the lung function parame-
ters are: IC: 19%, FIV1: 14%, PIF: 18% and MEF50: 21%
(Table 4).

In the same way as the one-hour coefficients of repeat-
ability, the intra-day coefficients of repeatability and the
in-between day coefficients of repeatability are investi-
gated.

The intra-day random variabilities expressed as the
coefficients of repeatability (CR) for the lung function
parameters are: IC, 21%; FIV1, 18%; PIF, 18% or 0.90 l/;
and MEF50, 21% (Table 4).

Table 1: Characteristics of the COPD patient group.

Number of subjects 79 Range

Male (%) 58 (73)

Height, m, mean (SD) 1.702 (0.1) 1.49-1.94

Weight, kg, mean (SD) 75.4 (15.9) 39.7-128

BMI, kg/m2, mean (SD) 25.7 (4.96) 18-47

Age, yrs, mean (SD) 65.4 (8.69) 44-83

Current smoker (%) 47 (59)

FEV1, mean (SD) 1.48 (0.70) 0.37-2.65

Predicted FEV1, mean (SD) 2.83 (0.60) 1,26-4.23

FEV1, % predicted, (SD) 48.7 (12.6) 13.5-79.8

GOLD 1 number (%) 13 (17)

GOLD 2 number (%) 24 (30)

GOLD 3 number (%) 28 (35)

GOLD 4 number (%) 14 (18)

COPD = Chronic Obstructive Pulmonary Disease; BMI = Body Mass Index; FEV1 = Forced Expiratory Flow in One second;
GOLD = Global Initiative for Chronic Obstructive Lung Disease (stage 1,2,3 or 4).
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The inter-day random variabilities expressed as the
coefficients of repeatability (CR) for the lung function
parameters are: IC: 23%, FIV1: 14%, PIF: 18% and MEF50:
21% (Table 4).

Discussion
Type of scatter
This study has shown that within the same subject, differ-
ences in lung function parameters (IC, FIV1, MIF50 and
PIF) before and after one hour can more appropriately be
described when taken as the percentages of the initial val-
ues than as differences in the absolute values because of
the more homoscedastic scatter. All measured parame-
ters showed a scatter that was significantly dependent on
the average parameter value and thus is heteroscedastic if
we present the differences in liters or L/sec. On the other
hand, if we represent the difference as the percentage of
the average value (which is nearby the initial value), we
found no significant dependence on the parameter value
for IC and less dependence on the values for the FIV1 and
MIF50.

Several studies have addressed the variability of lung
function parameters, especially on forced expiration [15-
19], but used the variation coefficient instead of the
method described by Bland and Altman [11]. Therefore,
the type of spread was not investigated. In the ATS-ERS
statement, the method of Bland and Altman is described
as the preferred method for investigating the random
variation, and this method makes the type of spread visi-
ble [5,11].

The only exception is the PIF, which displays a slightly
steeper slope when expressed as the percentage differ-
ence.

Random variability
The one-hour repeatability is by far the most important
random variability because most interventions we are
interested in, such as bronchodilator response, can be
measured within one hour. Subjects must at least exceed
this random variation before it can be decided that an
improvement of an intervention can be attributed to that
intervention. We did not find any CR for inspiratory
parameters in the literature.

Table 2: Mean and (SD) values of lung function parameters on five occasions during the day

Parameter/time 9 10 11 14 15

FEV1 1.48 (0.70) 1.48 (0.69) 1.48 (0.90) 1.48 (0.70) 1.41 (0.68)

FIV1 2.70 (0.85) 2.71 (0.87) 2.69 (0.87) 2.65 (0.84) 2.62 (0.81)

IC 2.13 (0.69) 2.15 (0.68) 2.17 (0.72) 2.18 (0.75) 2.14 (0.79)

MIF50 4.68 (1.63) 4.61 (1.61) 4.65 (1.62) 4.51 (1.55) 4.47 (1.18)

PIF 4.96 (1.67) 4.92 (1.66) 4.95 (1.67) 4.89 (1.61) 4.84 (1.65)

FEV1 = Forced Expiratory Flow in one second; FIV1 = Forced Inspiratory Flow in One second; IC- Inspiratory Capacity; MIF50 = Maximal 
Inspiratory Flow at 50%; PIF = peak Inspiratory Flow.

Table 3: Linear regression: standardized slopes (r) and P values; tests whether the slope is significantly different from 
zero. N = 237

Parameter Standardized slope (r) P value (significance from zero slope)

FEV1 0.37 <0.0001

%FEV1 0.10 0.1 (NS)

IC 0.27 <0.0001

%IC 0.05 0.46 (NS)

FIV1 0.20 0.002

%FIV1 0.13 0.045

PIF 0.20 0.002

%PIF 0.24 0.0002

MIF50 0.22 0.0009

%MIF50 0.14 0.0267

FEV1 = Forced Expiratory Flow in one second; FIV1 = Forced Inspiratory Flow in One second; IC- Inspiratory Capacity; MIF50 = Maximal 
Inspiratory Flow at 50%; PIF = peak Inspiratory Flow. See also Figures 2 and 3 and the text for further explanation.
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We decided to pool our patients' data (with one-hour
differences measured at three time-points a day per
patient) to obtain more data points and, thus, more reli-
able results. This pooling was possible because we found
no significant differences between the group means and
spreads and no significant differences of the parameters
between the measurements between 9 a.m. and 2 p.m.
This result is in contrast with Calverley et al. [20] and van
Noord et al. [21], who found significantly lower values at
3 and 6 a.m.; however, we did not measure at these hours.

We chose the CR instead of the more popular variation
coefficient because it more precisely reflects the repeat-
ability and provides a graphical representation of the type
of scatter, as stated by Bland and Altman [11] and the rec-
ommendations of the ERS-ATS committee [5].

The CR for the PIF is less than that for the MIF50
which may be because the MIF50 is situated near the PIF
in maximal inspiratory flow volume curves but is seldom
exactly aligned; thus, the MIF50 demonstrated more
spread.

Whether PIF improvement is therefore more sensitive
to bronchodilators than PIF is not answered by this study.

The intra-day coefficients of repeatability are impor-
tant to know when we are performing interventions that
take more than one hour, i.e., medications such as theo-
phylline, tiotroprium or other interventions that take
more time to retest.

We selected the 9-to-14-hour difference because all
parameters as group means did not change during this
interval. There was a small but significant decrease in
some parameters (FEV1 and MIF50) on the 9-to-15-hour
interval; therefore, we took the 9-to-14 as our difference.
We think that this decrease in some parameter values
may be due to the fact that patients at the end become
tired of repeating this procedure five times a day, during
which time they were not allowed to take any bronchodi-
lator drugs, or that there may be some circadian effect
[20,21]. The higher intraday CR value, than the one hour
CR value, could be expected because of the greater time
interval.

Improvements of interventions taking more than one
day can be considered as beyond random variation when
the inter-day coefficients of repeatability are taken into
account. Between the two days, patients did not change

Figure 2 Panel A: Bland-Altman plot showing the absolute difference of Inspiratory Capacity (IC) versus the average; it shows a heterosce-
dastic scatter of the IC. Panel B: Absolute difference of IC versus average IC plus linear regression; this panel shows a slope in the regression line. Panel 
C: Difference IC now presented as the percentage of the average value; this panel shows a homoscedastic scatter. Panel D: Percentage difference of 
IC versus average IC plus linear regression; this panel shows a flat slope of the regression line, not significantly different from zero. The dashed lines in 
panel B and D represent the confidence interval of the regression line.
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their medication and no exacerbations occurred. A weak
point of these CR is that we were unable to see all patients
on an exact inter-day interval of one week because we
were dependent on when our patients were able to visit
our outpatient department again. As the smallest interval
was three days, and the greatest interval was eight days,
the analyses were all conducted within two weeks. In gen-

eral, the longer the interval between the two measure-
ments (from one hour to several days), the greater the CR
obtained. This result may be caused by the longer time
period for weather to influence the patients or other
effects of irritants in the environment.

Figure 3 Left panels show the scatter (absolute differences and regression lines for FIV1, MIF50 and PIF). Right panels show the percentage 
differences for the same parameters. The dashed lines represent the confidence intervals of the regression lines. All slopes of the regression lines are 
significantly deviated from flat (zero); however, apart from the PIF, the percentage differences show regression lines that are more flat (closer to a zero 
slope). FIV1 = Forced Inspiratory Flow in One second; MIF50 = Maximal Inspiratory Flow at 50%; PIF = peak Inspiratory Flow.
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Table 4: Coefficients of repeatability (CR) retested after one hour (n = 237), after five hours (n = 79) and after 3-10 days (n-
76) (in % from initial value/absolute value)

Parameter Retest after one hour Retest after five hours Retest another day

FEV1 11.8 13.7 17.9

IC 18.9 21.3 22.7

FIV1 13.5 17.9 18.0

PIF 17.9 17.8/0.90 17.9/0.85

MIF50 20.4 21.0 19.2

FEV1 = Forced Expiratory Flow in one second; FIV1 = Forced Inspiratory Flow in One second; IC- Inspiratory Capacity; MIF50 = Maximal 
Inspiratory Flow at 50%; PIF = peak Inspiratory Flow.
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Similar to the one-hour and intra-day random varia-
tion, we were unable to find the inter-day random varia-
tion on inspiratory parameters in the literature.

Limitations of this study:
The subjects in this study include the investigation of

only patients with COPD, so it does not extend to normal
patients or those with asthma or restrictive disease. The
random variation in these groups may be different.

The type of scatter was only examined after one hour,
and it may be different when other intervals are taken
into account.

The wash-out time for Tiotropium was 24 hours,
although some investigators used 48 hours for this drug.
We think this 24 hours time period had limited influence
on the test-retest results.

We used all data including the outliers to construct the
Bland and Altman plots; in small samples, this can influ-
ence the linear regression of the transformed Bland and
Altman plots when the outliers are in the lower or upper
zones of the average parameter value.

Conclusions
Differences in lung function parameters (IC, FIV1, MIF50
and PIF) are described with less dependence on the
parameter values when taken as percentages from the ini-
tial values than as absolute difference values.

The random variation expressed as coefficients of
repeatability for several time intervals are presented.

Competing interests
The authors declare that they have no competing interests.

Authors' contributions
FV: initiated the study, supervised the lung function analyses and drafted the
manuscript. SR: wrote the study protocol, corresponded with the medical ethi-
cal committee and collected the data. BP: advised about the method and sta-
tistics used, also edited the first revision of the manuscript. RD: participated in
the design of the study. YH: participated in the design and edited the first ver-
sions of the manuscript. All authors read and approved the final manuscript.

Author Details
1Dept. of Pulmonology, Canisius Wilhelmina Hospital, Nijmegen, 6532 SZ, the 
Netherlands, 2Dept. of Pulmonology, Radboud University Medical Centre, 
Nijmegen, 6525 GA, the Netherlands and 3Dept. of Social Science Research 
Methods, Radboud University, Nijmegen, 6525 GA, the Netherlands

Figure 4 Panels A-D show Bland-Altman plots of the percentage difference versus the average of the IC, FIV1, MIF50 and PIF. The coefficient 
of repeatability (CR) corresponds with the dotted lines; in panel A, e.g., the coefficient of repeatability takes the value = 18.9%, which is 1.64xSD. IC- 
Inspiratory Capacity; FIV1 = Forced Inspiratory Flow in One second; MIF50 = Maximal Inspiratory Flow at 50%; PIF = peak Inspiratory Flow; SD = stan-
dard deviation.

� � � �
���

���

�

��

��
���������	�


������

�������

��	
��	�������

�
�
���
	

	�
�	
�
��
��
�

� � � � � �
���
���
���
���
�
��
��
��
��

���������	�


������

�������

��	
��	�����

�
�
���
�	

	
��
	
��
��

� � � � � ��

���

���

���

�

��

��

�� ���������	�


������

�������

��	
��	 ���!"#���

�
�
���
	

	�
�	
�
� 
��

��	�����	�$��
	%	�$�&�!�$'

� (

� )

� � � � � ��
���
���
���
���
�
��
��
��
��

���������	�


������

�������

��	
��	*����

�
�
���
	

	�
�	
�
�*

��
��



Visser et al. BMC Pulmonary Medicine 2010, 10:28
http://www.biomedcentral.com/1471-2466/10/28

Page 9 of 9

References
1. Fabbri LM, Hurd SS: Global Strategy for the Diagnosis, Management and 

Prevention of COPD: 2003 update5.  Eur Respir J 2003, 22:1-2.
2. Archibald CJ, Guidotti TL: Degree of objectively measured impairment 

and perceived shortness of breath with activities of daily living in 
patients with chronic obstructive pulmonary disease.  Can J Rehab 
1987, 1:45.

3. Guyatt GH, Townsend M, Nogradi S, Pugsley SO, Keller JL, Newhouse MT: 
Acute response to bronchodilator. An imperfect guide for 
bronchodilator therapy in chronic airflow limitation.  Arch Intern Med 
1988, 148:1949-1952.

4. Taube C, Lehnigk B, Paasch K, Kirsten DK, Jorres RA, Magnussen H: Factor 
analysis of changes in dyspnea and lung function parameters after 
bronchodilation in chronic obstructive pulmonary disease.  Am J Respir 
Crit Care Med 2000, 162:216-220.

5. Pellegrino R, Viegi G, Brusasco V, Crapo RO, Burgos F, Casaburi R, et al.: 
Interpretative strategies for lung function tests.  Eur Respir J 2005, 
26:948-968.

6. Taube C, Kanniess F, Gronke L, Richter K, Mucke M, Paasch K, et al.: 
Reproducibility of forced inspiratory and expiratory volumes after 
bronchodilation in patients with COPD or asthma.  Respir Med 2003, 
97:568-577.

7. O'Donnell DE, Lam M, Webb KA: Measurement of symptoms, lung 
hyperinflation, and endurance during exercise in chronic obstructive 
pulmonary disease.  Am J Respir Crit Care Med 1998, 158:1557-1565.

8. O'Donnell DE, Lam M, Webb KA: Spirometric correlates of improvement 
in exercise performance after anticholinergic therapy in chronic 
obstructive pulmonary disease.  Am J Respir Crit Care Med 1999, 
160:542-549.

9. Miller MR, Hankinson J, Brusasco V, Burgos F, Casaburi R, Coates A, et al.: 
Standardisation of spirometry.  Eur Respir J 2005, 26:319-338.

10. Visser FJ, Ramlal S, Dekhuijzen PN, Heijdra YF: Recommendations for the 
measurement of FIV(1) values in chronic obstructive pulmonary 
disease.  Respiration 2008, 76:46-52.

11. Bland JM, Altman DG: Statistical methods for assessing agreement 
between two methods of clinical measurement.  Lancet 1986, 
1:307-310.

12. Celli BR, MacNee W: Standards for the diagnosis and treatment of 
patients with COPD: a summary of the ATS/ERS position paper.  Eur 
Respir J 2004, 23:932-946.

13. Quanjer PhH, Tammeling GJ: Standardized lung function testing. Official 
statement of the ERS.  Eur Respir J 1993, 6:5-40.

14. Hadcroft J, Calverley PM: Alternative methods for assessing 
bronchodilator reversibility in chronic obstructive pulmonary disease.  
Thorax 2001, 56:713-720.

15. Anthonisen NR, Wright EC: Bronchodilator response in chronic 
obstructive pulmonary disease.  Am Rev Respir Dis 1986, 133:814-819.

16. Dompeling E, van Schayck CP, Molema J, Akkermans R, Folgering H, van 
Grunsven PM, et al.: A comparison of six different ways of expressing the 
bronchodilating response in asthma and COPD; reproducibility and 
dependence of prebronchodilator FEV1.  Eur Respir J 1992, 5:975-981.

17. Enright PL, Connett JE, Kanner RE, Johnson LR, Lee WW: Spirometry in the 
Lung Health Study: II. Determinants of short-term intraindividual 
variability.  Am J Respir Crit Care Med 1995, 151:406-411.

18. Nickerson BG, Lemen RJ, Gerdes CB, Wegmann MJ, Robertson G: Within-
subject variability and per cent change for significance of spirometry 
in normal subjects and in patients with cystic fibrosis.  Am Rev Respir Dis 
1980, 122:859-866.

19. Sourk RL, Nugent KM: Bronchodilator testing: confidence intervals 
derived from placebo inhalations.  Am Rev Respir Dis 1983, 128:153-157.

20. Calverley PM, Lee A, Towse L, van Noord J, Witek TJ, Kelsen S: Effect of 
tiotropium bromide on circadian variation in airflow limitation in 
chronic obstructive pulmonary disease.  Thorax 2003, 58:855-860.

21. van Noord JA, Aumann JL, Janssens E, Verhaert J, Smeets JJ, Mueller A, et 
al.: Effects of tiotropium with and without formoterol on airflow 
obstruction and resting hyperinflation in patients with COPD.  Chest 
2006, 129:509-517.

Pre-publication history
The pre-publication history for this paper can be accessed here:
http://www.biomedcentral.com/1471-2466/10/28/prepub

doi: 10.1186/1471-2466-10-28
Cite this article as: Visser et al., Random variation of inspiratory lung func-
tion parameters in patients with COPD: a diagnostic accuracy study BMC Pul-
monary Medicine 2010, 10:28

Received: 2 September 2009 Accepted: 14 May 2010 
Published: 14 May 2010
This article is available from: http://www.biomedcentral.com/1471-2466/10/28© 2010 Visser et al; licensee BioMed Central Ltd. This is an Open Access article distributed under the terms of the Creative Commons Attribution License (http://creativecommons.org/licenses/by/2.0), which permits unrestricted use, distribution, and reproduction in any medium, provided the original work is properly cited.BMC Pulmonary Medicine 2010, 10:28

http://www.biomedcentral.com/1471-2466/10/28
http://creativecommons.org/licenses/by/2.0
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12882441
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=3046537
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=10903244
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=16264058
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=12735677
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=9817708
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=10430726
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=16055882
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=18032882
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=2868172
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=15219010
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=8381090
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=11514693
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=3706890
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=1426206
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=7842199
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=7458059
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=6870056
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=14514937
http://www.ncbi.nlm.nih.gov/entrez/query.fcgi?cmd=Retrieve&db=PubMed&dopt=Abstract&list_uids=16537846
http://www.biomedcentral.com/1471-2466/10/28/prepub

