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Chapter 1 

ABDOMINAL AORTIC ANEURYSM 
An abdominal aortic aneurysm (AAA) is a localized and permanent 
dilatation of the aorta that presents a clear danger for the patient because of 
the risk of rupture"'. The chance of rupture increases with the size of the 
aneurysm'. Mortality after rupture is high; 60-70% of patients w·ith a 
ruptured AAA will not reach the hospital alive'·5. Furthermore, surgical 
treatment of ruptured AAA carries an additional mortality of 45_55%"'. 
Because of the poor prognosis of ruptured AAA, prophylactic exclusion of 
AAA is performed for AAA larger than 5.0 to 5.5 cm in diameter'·1o. The 
standard way of treating AAA is by elective open surgery. In this procedure, 
the diseased aortic segment is opened after proximal and distal clanlping of 
the vessel and the contents of the aneurysm are removed. A synthetic 
prosthesis is placed inside the aneurysm. The proximal and distal ends of 
the prosthesis are anastomosed via continuous sutures to the normal aorta 
and/or iliac arteries, after which the aneurysm wall is closed around the 
prosthesis". Elective surgery itself carries a mortality of 5_7%'·'·12; patients 
aged over 70 years, patients with congestive heart failure, cardiac ischemia, 
preexistent dysrythmia, renal impairment or pulmonary impairment are 
known to have an increased mortality,·13.". 

ENDOVASCULAR REPAIR OF ABDOMINAL AORTIC ANEURYSMS 
Because of the rising incidence of AAA in older patients with increased 
co-morbidity and the associated morbidity and mortality of open repair, a 
new method of exclusion of AAA was sought. After successful experiments 
in sheep" and dogs", endovascular repair of AAA was introduced in 1991 in 
humans by Volodos et al. in Russia" and Parodi et al. in Argentina". In 
endovascular aneurysm repair, the AAA is excluded from the arterial 
circulation by means of a transfemorally inserted, intravascularly deployed 
stent-graft. 
The procedure of stent-graft placement can be described as follows: the 
stent-graft is inserted via a cut-down in the femoral artery and is pushed 
upwards to the level of the AAA. The stent-graft is then deployed just distal 
to the renal arteries. Fixation is provided by means of the radial force of the 
stent, with or without hooks and barbs. In some cases balloon dilatation is 
performed to ensure fixation of hooks and barbs into the vessel wall. 
The first generation stent-grafts for repair of AAA were homemade devices, 
constructed of polyester grafts with balloon expandable stents sewn to the 
proximal and distal ends, available in a tube graft configuration only. 
Nowadays, an increasing number of commercial endografts are available for 
clinical use"'''. These endografts come in tube, aorto-uni-iliac and 
bifurcated configurations, which potentially allows these grafts to be used in 
60% of the patients presenting with AAA". 
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Endografts can be divided in custom-made and modular devices. The 
custom-made devices are prepared on the basis of computed tomographic 
(CT) imaging for each individual patient. Once inserted into the patient, no 
further modification is possible. The modular devices consist of multiple 
components that can be individually tailored in a vaTiety of configurations 
during the procedure. Some devices enable the use of aortic and iliac 
extender cuffs to ensure complete exclusion. Therefore, after selection of 
appropriate patients, the final choice of dimensions of the stent-graft is done 
during the procedure. 
Several studies have shown that endovascular repair of AAA is feasible and 
effective; with a technical success of 70-90% and an associated mortality 
and morbidity that is comparable to open surgical repair'··21. 24.". 
Over the years, endovascular repair of AAA has presented a number of 
problems. During the intervention, a number of problems may arise that can 
threaten the success of the intervention. These include incorrect placement 
of the stent-graft leading to occlusion of renal or internal iliac aTteries, 
incomplete apposition of the proximal or distal attachment system leading to 
insufficient fixation, migration and endoleaks, angulation of the iliac legs 
leading to kinking, thrombosis and dislodgement of stent-graft paTts, and 
incomplete deployment of the stent-graft leading to stenosis or thl'Ombosis of 
the iliac leg27

•
28

• After the intervention endoleakage may appear. In this 
condition, the aneurysm sac, not excluded from the circulation, will be 
under pressure and the chance of rupture is maintained"·31. Currently, there 
is no uniform policy to treat endoleaks. However, if the endoleak persists for 
nl0re than 3-6 lllonths, or if the aneurysm increases in size, intervention is 
"varranted32

-
34

. 

A recent report has shown that on the long term, endografts may be 
threatened by degradation of the Dacron graft material35

• The constant 'wear 
and tear' of the circulation may dislodge the stents from the stent-graft and 
these loose stents may damage the graft causing tears in the prosthesis, 
creating an endoleak. S!n-inkage of the aneurysm may be responsible for 
kinking and dislodgement of stent-graft parts. Finally, continued expansion 
of the aortic neck after intervention, which may threaten long-term fixation 
of endografts, has been a source of concern"'''. If necks continue to dilate, 
the fixation of the endograft may fail and new endoleaks may occur. 

PARAMETERS OF ENDOVASCULAR REPAIR 
In order to safely perform endovasculaT repair a number of paTameters 
should be considered before intervention. The length and diameter of the 
proximal and distal fixation sites must be assessed, as well as the length of 
the aneurysm. Based on these parameters the type and size of the stent-graft 
may be selected. The presence of thrombus in the proximal neck must be 

10 



Chapter 1 

excluded as well as the presence of stenosis or occlusion in the iliac and 
common femoral arteries. The presence of accessory renal arteries must be 
documented. During the procedure itself, the proximal and distal fixation 
sites are imaged and the renal arteries and the internal iliac arteries should 
be identified in order to avoid occlusion. In case of modular stent-grafts, the 
final dimensions of the stent-graft may be chosen. After placement of the 
stent-graft the success of the procedure must be documented. Parameters 
that may threaten the success of the intervention should be acknowledged 
and, if necessm'y, treated. After the intervention the overall success can be 
assessed and the AAA should be monitored during follow-up. 

IMAGING TECHNIQUES 
The development of endovasculm' aneurysm repair and tho introduction of 
modular stent-grafts, has prompted the need for accurate and detailed 
vasculm' imaging. Currently used techniques to define AAA are external 
ultrasound, angiography, CT angiography (CTA), magnetic resonance 
angiography (MRA) and intravasculm' ultrasound (IVUS)". External 
ultrasound, used to measure the maximum diameter of the aneurysm, is a 
cheap mId easy method to document the progression of the aneurysmal 
disease. However, external ultrasound cannot be used to determine the 
dimensions of the aneurysmal necks, the length of the aneurysm and the 
dimensions of the stent-graft necessary for endovasculm' aneurysm repair. 
Angiography allows a broad imaging field, is easily accessible, but shows 
only ilie vessel lumen. Measurements of the length and diameter of the 
proximal and distal attachment sites may be influenced by the presence of 
thrombus, parallax and foreshortening. Although the use of calibrated 
angiography catheters may improve the length measurements, thrombus 
present in the AAA may give the false impression of a normal vessel suitable 
for endograft fixation, During intervention angiography/fluoroscopy remains 
the most frequently used imaging technique. 
eTA is a noninvasive technique that provides relevant parameters for the 
selection of patients suitable for endovascular treatment. eTA is an 
acknowledged technique to provide accurate measurements on the 
dimensions of the AAA and the proximal and distal attachment sites. 
Therefore, eTA is currently considered to be the 'gold standm'd' in imaging 
patients potentially suitable for endovasculm' treatment of AAA". After 
intervention eTA can be used to document the success or failure of the 
intervention and to monitor the long-term efficacy of endovascular 
treatnlene°,41. 
An imaging technique with a potential for peroperative use is MRA. At this 
moment, however, MRA is only used in an experimental setting for 
preoperative imaging purposes", 
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Finally, intravascular ultrasound (rvUS) is an acknowledged technique to 
provide information on lesion characteristics and vessel dimensions both in 
COronill'Y and peripheral vessels, as well as providing information on the 
success of endovascular intervention43

.". With respect to the endovascular 
treatment of AAA, IVUS may overcome the limitations of angiography and 
CTA by providing cross-sectional images of the vessels before and after 
intervention. IVUS may be used to allow accurate depiction of the 
dimensions of the endograft necessary to exclude the aneurysm and to 
assess the success of the procedure. 

OBJECTIVES OF THIS THESIS 
Because no validation studies have been performed with IVUS in AAA, and 
little experience is available on the use of IVUS during endovascular AAA 
repair, the objectives of this thesis include: 
1. To assess in vitro whether IVUS allows accurate assessment of AAA. 
2. To validate IVUS measurements useful for endovascular treatment of 

AAA with CTA measurements. 
3. To validate an automated contour analysis system for the assessment of 

vascular dimensions from a three-dimensional (3D) stack of IVUS images, 
and to define the potential role of 3D IVUS imaging to assess the proximal 
and distal neck of AAA. 

4. To determine the role of IVUS during endovascular treatment of AAA. 

CONTENTS OF THIS THESIS 
In Chapter 2 we describe the accuracy of IVUS to detect lesion morphology 
and dimensions of AAA in an in vitro set-up. 
In Chapter 3 we study the accuracy of IVUS to measure parameters useful 
for the endovascular treatment of AAA by comparison with CTA. In case of 
endovascular treatment, the diameter and length of the proximal and distal 
AAA neck as well as the length of the AAA itself, are important for the 
selection of endograft dimensions. 
In Chapters 4-6 it is demonstrated that a (semi-) automated contour analysis 
system can be used to provide information on vascular dimensions. This 
system uses a three-dimensional (3D) stack of IVUS images in which the 
lumen contours are detected by minimal cost algorithm. The system is tested 
first in femoropopliteal arteries before and after endovascular interventions, 
and is subsequently used to define the proximal and distal necks of AAA. 
In Chapter 7 the role of IVUS before and after endograft placement is 
determined in 29 patients using different stent-grafts. Before placement, the 
position of renal arteries, accessory renal arteries, aortic bifurcation and 
internal iliac arteries is documented. If a modular device is used, the 
diameter and length of the device is determined. After placement, the 
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apposition at the proximal and distal ends of the stent -graft is determined. 
Possible occlusion of renal arteries, accessory renal arteries and internal iliac 
arteries is checked. Stenosis of the iliac legs of the stont-graft and damage to 
the iliac arteries as a result of the introduction of the device is determined 
and treated if necessary. 
In Chapter 8 the results of endovascular repair of AAA are reviewed, and the 
role of IVUS and other, alternative, imaging methods are discussed. 
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In vitro IVUS validation 

ABSTRACT 
ObjectiFes: 
To acquire insight in the interpretation of intravascular ultrasound images of 
the abdominal aorta and to assess to what extent this technique can provide 
useful pal'ameters for the endovascular tl'eatment of abdominal aortic 
aneurysm. 
Study-design: 
This was a descriptive study. 
Methods: 
Fifteen abdominal aortic specimens (normal, atherosclerotic or aneurysmal) 
were studied. Ultrasonic images and corresponding histologic sections were 
compared for vessel wall characteristics, lesion morphology and for lumen 
diameter. The length of the aneurysm and the length of the proximal and 
distal neck were measured and compared with external measurements. 
Tomographic images were reconstructed to a three-dimensional format. 
Results: 
Normal aortic wall was seen as a two- or three-layered structure 
corresponding with intima, media and adventitia. A distinction could be 
made between fibrous lesion, calcified lesion and thmmbus and between 
normal and aneurysmal aorta. Correlation between the histologic specimens 
and intl'avascular ultrasound for lumen diameter measurements was high 
(1'=0.93; p<O.OOl). Similarly, correlation between external measurements 
and intravascular ultl'asound measurements on the length of the aneurysm 
and its proximal and distal neck was high (1'=0.99; p<O.OOl). 
Three-dimensional analysis enhanced interpretation of the tomographic 
images by visualizing the spatial position of anatomic structures and 
contributed to understanding tile shape and dimensions of the aneurysm. 
Conclusions: 
Intravascular ultrasound provides accurate information on the vessel wall, 
lesion morphology and quantitative parameters of the abdoniinal aorta. 
Spatial information supplied by three-dimensional analysis contributes to a 
more realistic interpretation of the tomographic images. 
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INTRODUCTION 
Since the introduction of the endoluminal stent-graft for the treatment of 
abdominal aortic aneurysm" several studies have demonstrated the 
feasibility of this therapy'~'. This kind of endovascular intervention depends 
increasingly on accurate and detailed visualization of the anatomy of the 
abdominal aorta. Intravascular ultrasound (IVUS) which permits detailed 
high-quality imaging of coronaI'y and peripheral vesselslO~12, may be suitable 
to provide information before and during endovascular treatment of 
aneurysmal abdominal aorta. This in vitro study was undertaken to acquire 
insight in the interpretation of IVUS images of normal and diseased 
abdominal aorta and to examen the accuracy of IVUS assessed parameters 
that may be useful during endovascular aneurysm repair. 

METHODS 
Human specimens. 
Human aortic specimens, removed at autopsy from patients over 60 years of 
age, and classified on external appearance as normal (n=5), atherosclerotic 
with calcification (n=5) or aneurysmal (diameter 3.5-7 cm, n=5) were studied 
in vitro. Side-branches were tied off with sutures and the proximal and distal 
ends were connected to sheaths fixed to a waterbath which was maintained at 
room temperature. During the study the aorta was pressurized at 100 nunHg 
by means of a fluid reservoir containing water connected to the side-arm of 
the distal sheath (Fig. 1). The investigation was approved by the Local 
Committee on Human Research. 
Intravascular ultrasound. 
Mechanical IVUS systems used were: the Microsound system with a Princeps 
30 MHz 4.3F catheter (Endosonics, Rijswijk, the Netherlands) and the 
HP-Sonos Intravascular Imaging System (Hewlett Packard, Andover, MA, 
USA) with a Sonicath Side-Saddle 12.5 MHz 6.2 F catheter (Boston Scientific 
Corp., Watertown, MA, USA). Because the Microsound system permits a 
maximum radius of 30 mm,' this system was only used in normal and 
atherosclerotic aortae. A displacement sensing device was used to match 
IVUS images with corresponding histologic sections, to assess the distance 
between the major side-branches and to determine the length of the aneurysm 
and proximal and distal neck; in addition the displacement sensing device 
was used to reconstruct a three-dimensional (3D) image of the aorta13. The 
displacement of the IVUS catheter tip in steps of 0.01 cm was related to the 
reference site (Le. the proximal sheath) and mixed automatically with the 
ultrasound information on the video screen (Fig. l).IVUS images were stored 
on video-tape (S-VHS) for further analysis. 
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Fig. 1. In vitro set-up showing the 
intravascular ultrasound catheter advanced 
through the sensing unit of the displacement 
sensing device and sheath toward the 
pressurized vascular specimen, The 
cathetertip position in relation to the proximal 
sheath is indicated in the right upper corner. 
The displacement sensing device is seen in the 
insert in the left upper panel. Calibration: 5 
nml. 

Histology. 

EXTERNAL 

--' 
I :J 
L 

IVUS 

L 
C 1 Side-branches 

Proximal neck 

Aneurysm 

~_7_~-'"m 
Fig. Z. Artist's rendition of an 
abdominal aortic aneurysm 
illustrating the side-branches, the 
aneurysm and the pro:ximal and 
distal neck. On the left the 
measurements as performed 
externally, on the right the 
measurements with intravascular 
ultrasound (JVUS). The intraluminal 
line represents the ultrasound 
catheter. 

Immediately following the IVUS examination the aortic specimens were 
fixed under pressure (100 mm Hg) in 10% buffered formalin for two hours. 
The distance between the aortic bifurcation and major side-branches, i.e. 
coeliac !I·unk,. superior and inferior mesenteric arteries and renal arteries, 
was measured externally, as was the distance between consecutive major 
side-branches. Similarly, in aneurysmal aortae, the length of the aneurysm 
as well as the length of the proximal and distal neck was measured (Fig. 2). 
The specimens were subsequently decalcified in a standard RDO solution 
(Apex Inc., Plainfield, Illinois, USA) for five hours and further processed for 
routine paraffin embedding. Transverse sections (5/-Llll thick) were cut at 10 
nUll intervals for normal and atherosclerotic aortae and at 5 mill intervals for 
anenrysmal aortae. The sections were stained with elastic van Gieson and 
homatoxylin-eosin techniques. 
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Qualitative data analysis. 
IVUS images obtained were photographed at increments of 5 nlll. For 
compal'ison with the corresponding histologic sections data from the 
displacement sensing device and anatomic markers such as side-branches 
were used. Aortic wall characteristics and lesion morphology assessed with 
IVUS were verified with the corresponding histology. 
Quantitative data analysis. 
For each specimen a set of five infral'enal histologic sections and their 
corresponding IVUS cross-sections, taken at increments of 2 cm, were 
quantitatively analyzed. Given the fact that the histologic sections did not 

LI.I. 

Fig. 3. Intravascular ultrasound 
cross-sections and histologic 
counterparts (staining: 
hematoxylin-eosin).( Upper pallo/) 
shows a normal aorta with a 
two-layered structure.(Middle pallel) 
shows a normal aorta with a 
three-layered strtlcture.(LolVer panelJ 
shuws an atherosclerotic aorta with a 
calcified lesion at 4 o'clock (straight 
Ul'row) and a fibrous lesion at 8 
o'clock (cuI'l'ed arl'ow). Note the 
absence of a circular shape in the 
histologic section in the middle paneL 
Calibration: 5 mm (rvUS) and 1 mm 
(histology). 

maintain a circular shape due to 
the processing procedure, the 
lumen diameter was calculated 
from the lumen circumference, 
both on histology and IVUS. For 
this purpose a digital video 
analyzing system was used". 
Distances between the major 

side-branches and the aortic bifurcation measured externally, along the 
central axis of the vessel with the use of a pair of compasses, were compared 
"cith the distances measured with IVUS. The caudal borders of the 
side-branches and the border of the aortic bifurcation were used as reference 
(Fig. 2). Furthermore, the distances between consecutive major 
side-branches measured externally and with IVUS were compared, as were 
the length of the aneurysm and the length of the proximal and the distal 
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neck. The proximal neck was defined as the distance between the caudal 
border of the most distal renal artery and the cranial border of the aneurysm; 
the distal neck was defined as the distance between the caudal border of the 
aneurysm and the aortic bifurcation (Fig. 2). Measurements on the length of 
aneurysm and proximal and distal neck were compared together because of 
the small number of measurements. 
Three-dimensional analysis. 
In order to create a 3D model of the aorta the IVUS images were digitized at 
a resolution of 800x600x8 Bits by a frame grabber (DT-385Z) and aligned 
and stacked 10ngitudinally15.16. Up to 200 images were acquired with a given 
interval (0.5-1.0 urn1). In the resulting model two planes parallel to the linear 
axis of the vessel were selected to create longitudinal images that display 
position and size of the aneurysm in relation to major side-branches and 
aortic bifurcation. 
Statistical analysis. 
Diameter and axial measurements obtained from aortic specimens and IVUS 
were compared with linear regression analysis and with the paired samples 
I-test. A p-value below 0.05 was considered statistically significant. 

RESULTS 
Qualitative analysis. 
A total of 285 IVUS cross-sections were matched with histologic sections for 
qualitative analysis. IVUS identified normal and atherosclerotic vessel wall 
as a two- or three-layered structure (Fig. 3). In a two-layer structure the 
inner, less echogenic layer corresponded with intima and media; the outer, 
hyperechoic layer, corresponded with the adventitia. When a three-layered 
aspect was encountered, the intima appeared as a hyperechoic layer on the 
inside, the adventitia as an 
echo-bright layer on the outside, 
and the media as a hypoechoic 
layer between intima and 
adventitia (Fig. 3). 
In the presence of a lesion, IVUS 
was able to distinguish fibrous 
lesions from calcified lesions. 
Fibrous lesion appeal'ed as an 
echogenic structure through 
which the underlying wall was 
visible; calcified lesion was seen 
as a h yperechoic structure with 
peripheral shadowing preventing 
visualization of the vessel wall 

24 

'" 

Fig. 4. Intravascular ultrasound cross-section 
and histologic counterpart of an aneurysmal 
aorta showing thrombus from 1 to 7 o'clock. 
Calibration: 5 nun (IVUS) and 1 mm (histology). 
Staining: hematoxylin-eosin. 
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Fig. 5. Comparison between histologic and external measurements and 
intravascular ultrasound measurements. 

(Fig. 3). Thrombus, seen in three out of five aneurysms, was identified as a 
hypoechoic structure attached to the arterial wall (Fig. 4). Because the 
thrombotic lesions attenuated the signal, rather than reflecting it, thrombus 
was distinguished from the echogenic reflection observed in fibrous lesions 
and the hyperechoic reflection with shadowing in calcified lesions. The two
or three-layered aspect of the aortic wall disappeared in the aneurysmal part 
of the aortae, though microscopy revealed a very thin media to be present in 
all histologic sections. Side-branches were seen with lVUS as a distinct 
interruption of the vessel wall. Besides major side-branches, small 
side-branches (lumbar arteries) could be identified as well. 
Quantitative analysis. 
Lumen diameter was assessed in 66 histologic and IVUS cross-sections; in 
nine histologic sections lumen diameter could not be assessed due to 
damage incurred during histologic processing. Comparison between 
histology and IVUS on lumen diameter showed a high correlation (r=0.93; 
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p<0.001, Fig.5). Histologic lumen diameters were consistently smaller (17%) 
than the corresponding IVUS measured diameters (mean difference: 
-3.1 ± 2.0 mm;p<0.001). 
A total of 56 major side-branches could be identified. Fifteen side-branches 
were absent in the studied specimens, and the inferior mesenteric artery was 
not identified with IVUS in four instances; in three instances an aneurysmal 
aorta was involved and in one an atherosclerotic aorta. Measurements on the 
distance of the major side-branches in relation to the aortic bifurcation 
obtained externally, correlated well with IVUS measurements (1'=0.99; 
p<0.001, Fig.5). External measurements were larger than those obtained 
,·vith IVUS, the mean difference between both groups was significant (0.32 ± 
0.45 cm; p<0.001). Distance between the consecutive side-branches showed 
a high correlation (1'=0.99; p<0.001, Fig.5), with no significant difference 
(mean difference of 0.03 ± 0.34 cm; p=0.59). Measurements on length of the 
aneurysm and the proximal and distal neck showed a high correlation 
(1'=0.99%; p<0.001, Fig.5) Witll a mean difference of 0.06 ± 0.15 cm 
(p=0.22). The proximal neck was present in all specimens, the distal neck 
was present in two specimens. 
Three-dimensional reconstruction. 
In the longitudinal images derived from 3D analysis, the major 
side-branches and the aneurysm were manifest (Fig. 6). The longitudinal 
image positioned through the renal arteries and the aortic bifurcation 
displayed the aneurysm and the proximal and distal neck. Compared to the 
single tomographic images, the transition from non-aneurysmal to 
aneurysmal aorta was better appreciated in the longitudinal (3D) 
reconstructions. 

DISCUSSION 
With the introduction of the endovascular treatment of abdominal aortic 
aneurysms, new demands are made on vascular surgeons and interventional 
radiologists. Success and safety of this new form of treatment require 
accurate and detailed pre- and intra-operative visualization of the abdominal 
aorta, its side-branches and characteristic features of the aneurysm 17. 

Techniques such as angiography and contrast CT scanning, have been used 
so far to evaluate the anatomy of aortic aneurysm lB.!.. Angiography, 
however, only outlines the vessel lumen and fails to show the outline of the 
aneurysm, the presence of thrombus and the precise relation of the 
aneurysm to the side-branches, thereby failing to define tlle length of the 
proximal and distal neck. 
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Fig. 6. Three-dimensional 
reconstruction of an 
aneurysmal aorta. (Line A OlJd 
B) represent longitudinal 
reconstructed sections (right 
panels), which stand 
perpendicular on each other as 
demonstrated in the axial 
image (left panel). (Uppel' 
panel) shows the proximal 
neck 'with the superior 
mesenteric artery (lru'ge 
lliTOW), the renal arteries 
(smull aI'I'OlVsj and the 
proximal part of the aneurysm 
(curved arl'ow). (Lower pOlJeI) 
shows the proximal neck, the 
aneurysm 'with thrombus 
(asterisk) and the aortic 
bifurcation (open m'l'ow). 

CT scanning, on the other hand, provides all the aforementioned 
information on aneurysms, but provides little information on vessel wall 
condition and cannot be used during the intervention". 
Recently, IVUS was recognized to determine luminal morphology, quantitate 
dimensions for device sizing and ensure secure device placement at the time 
of intervention"'23. White et al. 21 reported a single patient study in which 
pre-operative IVUS compared to CT scanning in abdominal aortic aneurysm 
was capable to provide accurate information on aortic wall characteristics 
and on the position of the visceral and renal arteries in relation to the 
aneurysm. Verbin et al. 22 demonstrated that IVUS used in normal and 
aneurysmal canine aortae following stent-graft placement could identify 
stent-aorta interfaces, thrombus formation and graft folding, characteristics 
missed by angiography and postinterventional CT scanning. Lyon et al. 23 
reported on the clinical use of IVUS in endovascular procedures. lVUS was 
found to be more sensitive in detecting major arterial and graft lesions, 
which could result in graft thrombosis or technical failure, than 
intraoperative angiography. IVUS, however, was less sensitive in detecting 
endoleaks than post-operative CT. 
The present validation study performed in vitro demonstrates the capacity of 
IVUS to identify the different morphologic and quantitative characteristics 
of normal, atherosclerotic and aneurysmal aorta. A distinction could be 
made between fibrous and calcified lesion and thrombus, which allows 

27 



In vitro IVUS validation 

definition and characterization of the proximal and distal neck. This 
information might be valuable during the endovascular treatment of 
abdominal aortic aneurysms. The comparison between histology and IVUS 
on lumen diameter and axial measurements showed a high correlation. The 
observation that lumen diameter in the histologic sections was smaller than 
in the IVUS cross-sections was attributed to shrinkage of histologic 
specimens during fixation, a process also observed by other investigators". 
The observation that the distance between major side-branches and aortic 
bifurcation was larger (0.3 em) on external measurements than measured 
with IVUS can be ascribed to the curved nature of the pull back ·of the 
ultrasound catheter (Fig. 2). This assumption is supported by the finding 
that no significant difference was observed in the distance between the 
consecutive major side-branches where no curvation occurred. More 
importantly, the length of the aneurysm and the length of the proximal and 
distal neck were adequately assessed with IVUS. 
The 3D reconstructions and longitudinal images enhance the spatial insight 
in the aneurysm. The perpendicular cuts show a belter continuity between 
the consecutive images and therefore have an additional value in the 
interpretation of IVUS images. Similarly, White et al." reported that 3D 
IVUS imaging facilitated interpretation of the tomographic images. 
Given the results of the present study and considering the high costs of 
IVUS catheters we opine that in the future IVUS should be used during the 
endovascular treatment of abdominal aortic aneurysm and not as a 
diagnostic device prior to intervention only. Immediately before stent-graft 
placement IVUS will be able to assess the relevant quantitative parameters 
of the aneurysm; after intervention IVUS can be used to document position 
and deployment of the stent-graft. Additional interventions may be 
performed during the same session, based on information obtained with 
IVUS. These features give IVUS a heads tart since neither angiography nor 
CT-scanning can supply all the necessary information on the position and 
deployment of the stent-graft during intervention. IVUS would be the most 
appropriate choice for interventional imaging. 

STUDY LIMITATIONS 
It should be acknowledged that the number of aneurysmal specimens 
studied was limited and that the aneurysms studied were clinically not 
suspected. Three of the aneurysms were smaller than 5 cm. In addition, this 
study was performed without pulsatile blood flow, its presence will have 
consequences on the quality of 3D reconstruction. 
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CONCLUSIONS 
lVUS provides accurate information on vessel wall and lesion morphology of 
the abdominal aorta. The precise identification of the major side-branches, 
aortic bifurcation and aneurysm allows accurate assessment of the length of 
the aneurysm and the proximal and distal neck. Three-dimensional 
reconstruction facilitates spatial insight in the aneurysm and surrounding 
vascular structures. 
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ABSTRACT 
Purpose: 
To assess the accuracy of intravascular ultrasound (IVUS) parameters of 
abdominal aortic aneurysm, used for endovascular grafting, by comparison 
with computed tomographic angiography (CTA). 
Study-design: 
Descriptive. 
A-fetllOds: 
Between March 1997 and t-,'Iarch 1998, 16 patients with abdominal aortic 
aneurysm were studied with angiography, IVUS (12.5 MHz) and CTA. The 
length of the aneurysm and the length and lumen diameter of the proximal 
and distal neck, obtained with IVUS were compared with the data obtained 
with CTA. Measurements with IVUS were repeated by a second observer to 
assess the reproducibility. Tomographic IVUS images were reconstructed 
into a longitudinal format. 
Results: 
IV US identified 31 out of 32 renal arteries and four out of five accessory 
renal arteries. Comparison of the length measurements of the aneurysm and 
the proximal and the distal neck, obtained with IVUS and CTA revealed a 
correlation of 0.99 (p<0.001), with a coefficient of variation of 9%; lVUS 
tended to underestimate the length compared to CTA (0.48 ± 0.52 cm; 
p<0.001). Comparison of lumen diameter measurements of the proximal 
and distal neck, derived from IVUS and CTA, showed a correlation of 0.93 
(p<O.001), with a coefficient of variation of 9%; IVUS tended to 
underestimate aneurysm neck diameter compared to CTA (0.68 ± 1.76 mm; 
p=0.006). Interobserver agreement of IVUS length and diameter 
measurements showed a very good correlation (1'=1.0;p<0.001), with 
coefficients of variation of 3% and 2%, respectively, and no significant 
differences (0.0 ± 0.16 cm and 0.06 ± 0.36 mm, respectively). The 
longitudinal IVUS images displayed the important vascular structures and 
improved the spatial insight in aneurysmal anatomy. 
Conclusions: 
Intravascul81' ultrasound provided accurate and reproducible measurements 
of abdominal aortic aneurysm. Longitudinal reconstruction of IVUS images 
provided additional knowledge on the anatomy of the aneurysm and its 
proximal and distal neck. 
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INTRODUCTION 
The feasibility of endoluminal stent-grafts in the treatment of abdominal 
aortic aneurysm has been demonstratedH

. The success of this technique is 
closely related to accurate knowledge of critical parameters of aortic 
morphology. Intravascular ultrasound (IVUS) is acknowledged as an 
important imaging technique to provide information on lesion 
characteristics and vessel dimensions of coronary and peripheral arteries, 
and of the abdominal aorta"'. Although IVUS is currently used for 
intra-operative imaging of abdominal aortic aneurysm during endovascular 
treatment, no study has focused on the clinical validation of IVUS 
parameters'·!o. The purpose of this study was to assess the accuracy of IVUS 
parameters of abdominal aortic aneurysm by comparison with computed 
tomographic angiography (CTA). 

METHODS 
Patients. 
Between March 1997 and March 1998, 17 consecutive patients with an 
abdominal aortic aneurysm scheduled for operation were asked to 
participate in the study. One patient refused. The remaining 16 patients (12 
male, four female, age range 42-84 years, mean age 68 years) were studied 
with routine angiography, IVUS and CTA. The study was approved by the 
Local Committee on Human Research; written consent was obtained from all 
patients. 
Subtraction angiography. 
Routine anteropasterior (AP) views were obtained using a pigtail catheter 
(Royal Flesh II pigtail aneurysm swing catheter, WA Cook Australia PTY. 
LTD., Queensland) placed at the level of the renal arteries via a common 
femoral artery puncture. A single bolus af 35 ml of contrast fluid 
(Omnipaque, Nycomed Ireland Ltd., Cork) was injected at 14 mIls with a 
power injector. Then the catheter was placed above the aortic bifurcation 
and a second bolus of contrast was injected. 
Intravascular ultrasound. 
A HP-Sonos Intravascular Imaging System (Hewlett Packard, Andover, MA, 
USA) was used with a mechanical driven Sonicath Side-Saddle 12.5 MHz 
6.2 F catheter (Boston Scientific Corp, Watertown, MA, USA). The catheter 
was introduced over a 0.025 inch Terumo angled hydrophilic coated 
guide-wire (Terumo Europe NV, Leuven, Belgium) through an 8F sheath into 
the aorta up to the level of the celiac trunk. To monitor the position of the 
lVUS catheter, a displacement sensing device was used. This device consists 
of a small, sterile, disposable sensing unit. The movement of the catheter 
activates a rotating wheel that converts the linear movement into an 
electronic pulse train signal so that the advancement or withdrawal of the 
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Fig. 1. Intravascular ultrasound 
cross~sections and computed tomographic 
angiography counterparts of the proximal 
and distal neck of an abdominal aortic 
aneurysm. Upper pOlJe] shows the 
cross-section 0.2 em below the most distal 
renal artery. The second panel shows a 
cross-section halfway in the proximal 
neck. The tbird panel shows a 
crass-section 0.2 em proximal to the 
aneurysm. The lower panel shows a 
cross-section 1 em distal to the aneurysm. 
Inserts show the reading from the 
displacement sensing device. Calibration on 
CTA: 10 111m. Calibration on IVUS: 5 mIll. 
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catheter is digitized and wirelessly 
registered by a sterilizable unit to 
which the sensing unit is mounted ll

• 

The display of the displacement of the 
IVUS catheter tip in steps of 0.01 cm 
was mixed together with the 
ultrasound information on the 
videos ere en. IVUS images were stored 
on videotape (S-VHS) for further 
quantitative analysis and longitudinal 
reconstruction. 
Longitudinal NUS reconstruction. 
The IVUS images were digitized 
off-line at a resolution of 800x600x8 
bits by a frame grabber (DT-3852) and 
aligned and stacked 10ngitudinally12. 
Up to 200 images were acquired with 
a given interval (0.5-1.0 mm). In the 
resulting model two panels parallel to 
the vessel axis were selected to create 
longitudinal images. 
Computed tomographic angiography. 
Spiral-CTA was performed with a 
Siemens Somatom 4 Scanner 
(Siemens Medical Systems, Iselin NJ). 
After frontal scout projection a single 
dose of 130 ml of intravenous contrast 
(Omnipaque, Nycomed Ireland Ltd, 
Cork) was injected through a catheter 
in the antecubital vein at 2.0 ml/s with 
a scan delay of 35 seconds. A slice 
thickness of 5 mm and a table speed 
of 5 mmls was chosen with a 
reconstruction interval of 2 mm. The 
volume scanned was from the celiac 
axis down to the level of the proximal 
femur. 
Data analysis. 
The presence of renal and accessory 
renal arteries was documented OIl 

angiography, IVUS and CTA. 
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For angiographic assessment both subtracted and unsubtracted images were 
reviewed from film by an independent radiologist (LCvD). 
The length of the aneurysm and the length and diameter of the proximal and 
distal neck, seen with IVUS (JAvE) and CTA (AvdL) was determined. The 
pl'oximal neck was defined as the distance between the lower border of the 
most distal renal artery and the proximal border of the aneurysm. The distal 
neck was defined as the distance between the distal border of the aneurysm 
and the aortic bifurcation. If the aneurysm extended into the iliac arteries, 
the distal neck was defined as the distance between the distal border of the 
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Fig. 2. Comparison between intravascular ultrasound (IVUS) and 
computed tomographic angiography (Cf A) for length measurements 
of the aneurysm, the proximal and distal neck and lumen diameter 
measurements of the proximal and distal neck. SEE: standard error 
of estimate; SD: standard deviation. 
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aneurysm and the iliac bifurcation at the side of access. Length 
measurements on IVUS were obtained using the information provided by 
the displacement sensing device. Length measurements using CTA were 
performed on a Siemens Magic View Workstation (Sienet VA 31B) using 
multiplanar reformats. The length was determined by manually counting the 
number of steps, which were 1 mm apart, necessary to cross the distance to 
be investigated (i.e. the neck, the aneurysm, the iliac artery) along the 
central lumen line. 
In the presence of a proximal neck > 1 cm in length on CT A, the lumen 
diameter was measured with IVUS and CTA at three positions: 0.2 cm distal 
from the renal artery, in the mid portion of the proximal neck and 0.2 cm 
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A B 

Fig. 4. Longitudinal IVUS reconstructions of an aneurysmal aorta, Lines A and B represent 
the longitudinal reconstructed sections (right panels) which stand perpendicular to each 
other, as demonstrated in the axial image (left panel). Both renal arteries are visible (small 
WTOWS). as well as the renal vein (curved ffiTDW). thrombus in the aneurysm (asterisk) 
and the aortic bifurcation (Jarge arrow). 

proximal from the aneurysm (Fig. 1). If the proximal neck was < 1 cm in 
length on CT A only one cross-section, taken 0.2 cm distal from the renal 
artery, was selected for lumen diameter assessment. The diameter of the 
distal neck was measured 1 cm distal from the distal border of the aneurysm 
in the aorta. If the distal aortic neck > 1 cm in length on CTA the 
cross-section selected for analysis was 1.cm distal from the aneurysm in the 
aorta. In the presence of a too short distal aortic neck « 1 cm), not suitable 
for endograft placement, the diameter of the iliac artery was measured 1 cm 
distal from the bifurcation. If the aneurysm extended into the iliac arteries 
the selected cross-section was 1 cm distal from the aneurysm in the iliac 
artery. 
The selected IVUS cross-sections were digitized and the minimum lumen 
diameter was calculated from the manual traced lumen area contour and its 
geometrical center using a digital video analyzer". The minimum lumen 
diameter was used for analysis given the fact that the IVUS catheter may be 
in a non coaxial position: such a cross-section will have an oval shape 
instead of a circular one. As a consequence the mean lumen diameter of 
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such a cross-section may overestimate the lumen dimension. On CTA, the 
lumen diameter measurements were performed on cross-sections taken 
perpendiculill' to the central lumen line, using electronic calipers on the 
Siemens Workstation. For every cross-section, the diameter was measured in 
four directions; the mean lumen diameter was taken. 
To assess the interobserver variability of IVUS measurements, the images 
were reviewed by a second independent observer (PCR). 
Statistical analysis. 
Linear regression analysis was performed to assess the strength of the 
relation between IVUS and spiral CT A measurements, and between the 
observer's measurements. Systematic differences between the IVUS and 
spiral CT A measurements and between the observer measurements, were 
analyzed with the Student t-test for paired observations; the agreement was 
expressed as a coefficient of variation, defined as the standard deviation 
(SD) of the paired differences divided by the mean of the absolute value14. A 
p-value <0.05 was considered statistically significant. 

RESULTS 
In 15 patients data obtained with angiography, IVUS and CTA were 
complete; in one patient CT scanning was only performed from the celiac 
trunk down to the aortic bifurcation. 
With angiography 32 renal arteries and two accessory renal arteries were 
identified. IVUS identified 31 renal arteries and four accessory renal arteries; 
one renal artery was missed on IVUS due to the shadow of the guide-wire. 
CTA identified 32 renal and five accessory renal ill'leries. 
Angiographically, a distinct aneurysm was identified in 12 patients; in four 
patients the angiogram showed a local dilatation and elongation of the 
abdominal aorta, suspective of aneurysmal disease. Both IVUS and CTA 
showed a distinct abdominal aortic aneurysm in all 16 patients. On IVUS 
and CTA the length of the proximal neck was> 1 cm in 13 patients and < 1 
cm in three patients. Similarly, the length of the distal aortic neck was> 1 
cm in five patients and < 1 cm in two patients who both had normal iliac 
arteries. In six other patients the aneurysm extended from the aorta up to the 
aortic bifurcation with a normal iliac artery, and in the three remaining 
patients the aneurysm extended down to the iliac bifurcation. 
In the 12 patients where angiography identified an aneurysm, seven out of 
nine proximal necks ~ 1 cm were seen. In one out of three patients in whom 
the proximal neck was absent on IVUS and CT A, the neck was deemed to be 
present angiographically. IVUS and CTA showed thrombus obscuring the 
lumen of the aneurysm. Angiography failed to identify three out of five 
distal necks ~ 1 cm. Four of the necks that were missed on the angiogram 

40 



Chapter 3 

showed a conical shape on IVUS and CTA and were considered prot of the 
aneurysm on angiography. 
Comparison of IVUS and CT A measurements on the length of the aneurysm 
and the proximal and distal neck revealed a correlation of 0.99 (p<0.001). 
Student Hest showed a significant difference between the measurements of 
0.48 ± 052 cm (p<0.001): IVUS tended to underestimate the length 
compared to CTA. The coefficient of variation was 9% (Fig. 2). Comparison 
between IVUS and CTA for total measured length in all patients revealed a 
correlation of 0.96, a difference of 1.2 ± 0.9 cm and a coefficient of variation 
of 6%. Comparison of the lumen diameter obtained revealed a correlation of 
0.93 (p<0.001). The difference between the measurements was 0.68 ± 1.76 
mm (p=0.006); diameters derived from IVUS tended to underestimate 
compro'ed to CTA. The coefficient of variation was 9% (Fig. 2). 
Interobserver IVUS measurements revealed a correlation of 1.0 (p<0.001) for 
both length and lumen diameter measurements, with a difference of 
0.0 ± 0.16 cm and 0.06 ± 0.36 mm and a coefficient of variation of 3% and 
2%, respectively (Fig. 3). 
Longitudinal reconstruction. Creating longitudinal reconstructions of IVUS 
data available required three minutes. In the longitudinal images, the renal 
arteries, the proximal neck, the aneurysm and the distal neck were manifest 
(Fig. 4). Compared to the single cross-sectional images, the transition from 
neck into aneurysm was belter appreciated in the longitudinal images, 
especially when the neck showed a more conical shape. The longitudinal 
reconstructions contributed to a better understanding of the aneurysmal 
anatomy. 

DISCUSSION 
Endovascular grafting of abdominal aortic aneurysm presents a minimally 
invasive technique, in which accurate visualization of the abdominal aorta 
before, during and after placement of stent -graft is of eminent importance. 
Currently used techniques are angiography, IVUS and CTA. Angiography 
allows a broad imaging field, is easily accessible, but shows only the vessel 
lumen. Measurements of the length and diruneter of the proximal and distal 
attachment sites may be influenced by the presence of thrombus, parallax 
and foreshortening. Therefore, caution should be applied when sizing the 
stent-graft solely on angiographic measurements". In contrast, CTA is a 
noninvasive technique that provides relevant parameters for the selection of 
patients suitable for endovascular treatment and to decide on the 
dimensions of the stent -graft to be used 16. However, CTA can not be used 
during intervention. Recently, IVUS has been introduced as an alternative 
modality to be used during endovascular treatment"". In a recent validation 
study we have shown that IVUS can provide accurate information on the 
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morphology and quantitative dimension of abdominal aortic aneurysm in 
vitro'. However, no study has focused on the validation of this technique in 
a clinical situation. 
The present study confirms the insufficiency of angiography to adequately 
determine the morphology of the aneurysm. Although angiography revealed 
a distinct aneurysm in 12 patients, and abnormalities suspective of 
aneurysmal disease in four other patients, precise determination of the 
nature of the proximal and distal neck failed in five patients (three proximal 
and four distal). Although calibrated angiography may be unsuitable to 
determine the length of individual segments of the aneurysm, in practice it 
can be used to determine the distance between the renal and iliac arteries. 
This study demonstrates the capability of IVUS to identify pertinent 
structures such as renal arteries, aneurysm and aortic bifurcation. 
Comparison of length measurements of the aneurysm and the proximal and 
distal neck revealed a difference of 0.48 ± 0.52 cm between IVUS and CTA, 
with IVUS measurements being smaller than those of CTA. Both the 
stiffness and the non-coaxial position of the IVUS catheter may be 
responsible for the fact that the path of the IVUS catheter does not 
correspond with the path of the central lumen line: the endograft may not 
follow either path. Although a significant difference was found between 
IVUS and CTA length measurements, the coefficient of variation indicates a 
good agreement, while the differences encountered may be a consequence of 
measurement faults of both imaging modalities. The difference in length 
encountered between IVUS and CT A indicates that device sizing based on 
lVUS measurements will be appropriate, given that stent-graft sizes are 
determined by the centimeter, and, in practice, only the minimum length to 
cross the aneurysm into the iliac arteries is required. The appropriate length 
of the stent-graft may be assessed with either a displacement sensing device 
or a sterile ruler held along the IVUS catheter. 
Comparison between IVUS and CTA revealed a small, yet significant 
difference for lumen diameter. IVUS diameters tended to be 3.5% smaller 
than seen with CTA. This may be due to the fact that the minimum lumen 
diameter was chosen for the IVUS cross-sections, and no correction was 
used for systolic and diastolic changes. It should be emphasized that we 
used the minimum lumen diameter in order to correct for the non coaxial 
position of the IVUS catheter during imaging. However, if the mean lumen 
diameter was used for analysis the difference found between IVUS and CTA 
was 1% (0.22 ± 1.9 mm) and not significant; showing an identical 
correlation (r= 0.93) and coefficient of variation (9.4%) as found for 
minimum lumen diameter. Another factor that may contribute to the 
difference in lumen diameter obtained with IVUS and CTA may be that CTA 
can overestimate the diameter because of the slice thickness and filtering 
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techniques. Taken into account the difference in diameter between IVUS 
and CTA of 3.5%, and the selection of 10-15% oversized stent-grafts 
commonly used for implantation, we opine that IVUS can be used in a 
clinical setting to determine the appropriate stent-graft diameter. 
Longitudinal IVUS imaging enhanced the spatial insight in the aneurysm by 
showing the continuity between consecutive images. These longitudinal 
images used as a quick reference in the interpretation of the axial 
cross-sections may have an additional value in the interpretation of IVUS 
images in the clinical setting. The recognition of the shape of the aortic neck 
may improve and the transition from neck into the aneurysm may be 
clarified'S. In case of a conical shaped neck, the transition from neck into 
aneurysm may be obscured. Conical shaped necks may also give difficulties 
in sizing the appropriate endograft. Using longitudinal imaging a cut-off 
point may be chosen where the neck stops and the aneurysm starts. 
It should be remembered that the longitudinal IVUS images are 
reconstructed relative to the catheter tip. They do not present an true 
three-dimensional (3D) view of the aorta. It should be acknowledged that 3D 
reconstruction using CT A will be able to show the angulation of the iliac 
arteries and necks in relation to the aneurysm, features that can not be 
obtained with IVUS. 
In other studies, the use of IVUS to assess the dimensions of abdominal 
aortic aneurysm and to guide stent-graft delivery has been describeds,lO. In 
1997 Lyon et al. S reported the use of IVUS following endovascular 
procedures and found that IVUS was more sensitive than angiography to 
detect arterial and graft lesions (92% vs 50%). Based on IVUS, additional 
intervention was required in 33% of the lesions detected. lVUS was, 
however, less sensitive in detecting endoleaks compared to post·operative 
CTA. White et al." reported the use of IVUS before and after intervention. 
They concluded that "IVUS was the most accurate way to determine the 
morphology of vascular structures (Le. calcium, thrombus),,". In addition, 
the final choice of device dimensions and fixation sites was determined by 
IVUS interrogation. Finally, Vogt et al.lO reported the use of IVUS before, 
during and after intervention. Before stent-graft placement the location of 
renal arteries and the renal vein was determined with IVUS and the position 
of the catheter tip on fluoroscopy in relation to a radiopaque ruler was 
documented. After the deployment the expansion and the adaptation of both 
the distal and the proximal stents were evaluated, as was the position of the 
proximal stent in relation to the renal arteries. IVUS showed to be 
unsuitable for the monitoring during stent -graft deployment. 
Nowadays, most stent-grafts are modular systems, allowing the 
interventionalist to select the appropriate modules during the intervention. 
Therefore, an intraoperative imaging technique that can accurately 
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quantitate the dimensions of the stent-graft may be profitable17
• The present 

study indicates that IVUS used for endovascular treatment for abdominal 
aortic aneurysm can provide relevant information on the parameters 
necessary to exclude the aneurysm successfully. After the intervention, 
IVUS may be used to document the position and assess proper deployment 
of the device. Future clinical studies have to prove the efficacy of IVUS 
during intervention, for the benefit of the individual patient. 

CONCLUSIONS 
Intravascular ultrasound provides accurate and reproducible information on 
the dimensions of abdominal aortic aneurysm. Longitudinal reconstruction 
provides additional knowledge on the anatomy of the aneurysm. 
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ABSTRACT 
An 'automated contour analysis system was previously developed to increase 
reproducibility and facilitate quantitative analyses of intravascular 
ultrasound (IVUS) images. The aim of this study was to compare 
measurements by this automated system with those obtained by 
conventional manual tracing, and to determine the intra- and interobserver 
variability of the automated system. IVUS images obtained in the 
femoropopliteal artery (n=12) were analyzed with both systems. Area 
measurements by the automated system agreed well with the results 
obtained by manual tracing displaying low coefficients of variation (8.5 to 
15.7%) and high correlation coefficients (r = 0.92 to 0.98). 
Intra- and interobserver comparison of lumen area, vessel area, plaque area 
and percentage area stenosis showed low coefficients of variation (6.0 to 
15.3% and 5.7 to 14.0%, respectively) and high correlation coefficients 
(both: r = 0.93 to 0.99). 
These data indicate that the automated analysis system is a reliable tool for 
the quantitative assessment of vessel dimensions in IVUS images obtained 
during clinical examination of peripheral arteries. 
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INTRODUCTION 
Intravascular ultrasound (IVUS) imaging is a relatively new technique that 
enables real-time visualization of the vascular anatomy from inside the 
vessel. While angiography displays a planar view of the vessel lumen only, 
IVUS provides a cross-sectional view of the vessel with information about 
lumen and vessel area, and plaque characteristics'-'. At present, IVUS 
guided vascular interventions in femoropopliteal arteries are based on the 
relatively subjective visual estimation of lumen and vessel dimensions. 
Assessment of lumen and vessel area can be performed on an individual 
IVUS cross-section with a manual contour h-acing system'. However, 
analysis with this system is time consuming and is mainly used off-line for 
research purposes'. In addition, manually assessed measurements are liable 
to interobserver variability'·7. Recently, an automated system was developed 
that has the potential to provide reproducible measurements on-line, 
enabling its use in the clinical setting'-lO. The aim of the present study was to 
validate this automated system in IVUS images obtained in peripheral 
arteries by: 

A. comparing measurements obtained with the automated 
analysis system with those obtained by manual contour 
tracing; and 

B. evaluating the intra- and interobserver variability of the 
automated analysis system. 

MATERIAL AND METHODS 
Study gmup. 
The study group comprised 12 patients with symptomatic femoropopliteal 
artery disease eligible- for balloon angioplasty (8 men, 4 women; age range 
51-88 (median 65) years). Patients were studied with IVUS before balloon 
angioplasty. 
IntmvasGular ultrasound imaging. 
The IVUS studies were performed using a mechanical system based on a 
single ultrasound element (30 MHz); the tomographic image is produced by 
a rotating element mounted on a guidewire-tipped 4.3F catheter (Du-MED, 
Rotterdam, The Netherlands, 0.035"). 
The ultrasound catheter was antegradely introduced through a sheath into 
the femoropopliteal artery. After the cathetertip was advanced distal to the 
region of interest, the catheter was pulled back manually. A displacement 
sensing device was used to document the relative position of the cathetertip 
in steps of 0.1 mm". The images were displayed on the monitor via a 
video-scanned memory and stored on a S-VHS recorder. 
Automated analysis system. 
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The analysis program uses the Microsoft Windows operating system on a 
Pentium (100 MHz) personal computer with 32 Mbytes of internal RAM. A 
framegrabber (DT-3852; resolution 800 x 600 x 8 bits) digitizes a 
user-defined region of interest from a maximum of 200 IVUS images. 
Selection of the IVUS images was performed by manually choosing the 
appropriate images from the videotape using the distance information 
provided by the catheter displacement sensing device. Images were selected 
and digitized every 0.2 mm. 
The automated contour detection is based on the minimum-cost algorithm. 
By this approach the digitized IVUS images are resampled according to a 
radial image reconstruction (64 radii in the cross·sectional image; 200 rows 
in the longitudinal sections). A cost matrix that represents the edge strength 
is calculated from the image data. For the detection of the boundary between 
lumen and plaque (lumen area), the cost value is defined by the spatial first 
derivate. To detect the external boundary of the total vessel (vessel area) a 
pattern-matching process by cross-correlation is adopted for the 
cost-calculations. Through the cost-matrixes a path with the smallest 
accumulated value is determined by dynamic programming techniqnes 10. 

Analysis of the IVUS data consists of three steps8.lO (Fig. 1). 
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Fig. 1. Principle of the automated 
contour detection. The intravascular 
ultrasound images, obtained during 
pull~back of the catheter, are lIsed to 
reconstruct two longitudinal sections 
from the voxel space (step 1). 
Automated longitudinal contour 
detection of the intimal leading edge 
and the external boundary of the 
vessel is performed (step 2), The 
longitudinal contours are represented 
as individual edge points in the 
cross-sectional images. These points 
define center and range of the final 
contonr detection process on the 
cross-sectional images (step 3). Lower 
panels: an example of contour 
detection from in vivo IVUS images. 
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1. A sequence of digitized lVUS images is stored in a voxel space. 
Two perpendicular cut planes parallel to the longitudinal axis 
of the vessel are selected to reconstruct longitudinal sections 
(Fig. 1). These longitudinal reconstructions uses the lVUS data 
located at the intersection of the cut planes with the voxel 
space. The position and the rotation angle of the two cut planes 
can be changed interactively by the user to obtain an optimal 
quality of the longitudinal sections. 

2. The longitudinal contours of lumen and vessel are detected in 
these longitudinal images (Fig. 1). The program starts with an 
automatically detected contour by the minimum-cost 
algorithm. The user is then free to set markers in the 
longitudinal images and force the contour to pass through these 
sites. This step is achieved by setting the cost matrix of the 
manually defined sites at a very low value. By applying 
dynamic programming techniques, the optimal path is then 
redefined for the modified cost matrix. During the entire 
user-interactive procedure the longitudinal contours are visible 
and updated in the longitudinal sections. 

3. The contours in the cross-sectional images are detected with 
information from the longitudinal contours. By transforming 
the contours from the two longitudinal planes to the transverse 
plane, four predefined points are available for each 
cross-section (Fig. 1). These edge points guide the contour 
detection in the transverse images by defining the center and 
range of the boundary searching process. The cross-sectional 
images are then transformed to a polar format. A cost matrix 
having very low values at the four predefined positions is 
generated from the resampled data, and an optimal path 
passing through the four edge points is obtained by applying 
the minimum cost algorithm. The optimal path is interpolated, 
and converted back to the original coordinates to form the 
cross-sectional contours. The position of an individual 
transverse plane in the longitudinal section is indicated by a 
horizontal cursor line which can be used to scroll through the 
whole series of transverse images. The detected contours are 
checked by the user and, if necessary, manually corrected. 
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Fig. 2. Two longitudinally reconstructed sections [A and B; left and middle top panel), 
which stands perpendicular on each other as demonstrated in the transverse image (left 
top panel). Lower panels: standard display of results. Left lower panel: Area measurements 
of lumen, vessel and plaque area, Gray area represents atherosclerotic plaque. Upper and 
lower boundaries of the gray zone correspond to dimensions of vessel and lumen. 
Absolute value of plaque dimension is given as a single function. Right lower panel: 
Functions of diameter stenosis and area stenosis. 

Table 1. Measurements of lumen area, vessel area, plaque area and percentage area stenosis 
assessed with automated and manual contour tracing systems, the mean differences and the 
coefficient of variation. 

Automated Manual U Coefficient p value r 
(Automated of variation 
* manual) (%) 

Lumen area (mm2
) 15.8 ± 8.2 16.0 ± 8.2 *0.2 ± 1.8 11.3 0.12 0.98 

Vessel area (mm2) 32.7 ± 12.0 33.1 ± 12.2 -0.4 ± 3.0 9.2 0.18 0,97 

Plaque area (mm2) 1(},4 ± 6.2 16.6 ± 6.4 *0.2 ± 2.6 15.7 0.34 0.92 

% Area stenosis 51,8 ± 13.8 51.8 ± 13.3 0.0 ± 4.4 8.5 0.99 0.95 

Values are mean ± 3D; .6. = differences; r = correlation coefficient. 
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In principle, the algorithm is automatic. In practice, the automated system 
requires a certain degree of user-interactive correction depending upon the 
image quality; the derived data are, therefore, a result of a semi-automatic 
process. The measurements on lumen, vessel and plaque area and 
percentage area stenosis were presented in a graph containing the data on 
each individual cross-section (Fig. 2). 
Manual analysis system. 
This analysis system has been described previouslylZ. Briefly, the analysis 
system operates on an IBM compatible PC/AT. A DT 2851 framegrabber is 
used to digitize IVUS recordings from a standard VHS videotape into a 512 x 
512 x 8 bits digital image. Manual tracings of the circumferential outline are 
processed by the computer to produce a smoothed, connected closed 
contour. 
Area measurements. 
Measurements of lumen and vessel aI'ea were performed with both the 
automated analysis system and the manual analysis system. Lumen area was 
defined as the area encompassed by the inner boundary of the intimal 
surface (characterized also by the presence of blood flow); vessel area was 
defined as the boundary between the hypoechoic medial layer and the 
adventitia. Plaque area was calculated by subtracting the lumen from the 
vessel area. Percentage area stenosis was calculated as plaque area divided 
by vessel area. To facilitate the discrimination of the luminal boundary the 
IVUS images were replayed in real-time on an additional video monitor. 
Measurements were not considered for analysis: 

1. when image quality was inadequate; 
2. in the presence of a sidebranch; or 
3. in case of a total occlusion. Vessel aI'ea, plaque area and percentage 

area stenosis were not considered for analysis when extensive 
dropouts due to plaque calcification were encountered, preventing 
visualisation of the underlying vessel wall. 

For automated analysis, IVUS images were selected at 0.2 mm intervals 
based on the information provided by the displacement sensing device, 
enabling the analysis of an arterial segment of four centimeters. Every 25 th 

IVUS cross-section analyzed with the automated analysis system was 
subsequently analyzed with the manual contour tracing system. 
Measurements in the cross-sections traced with both systems were 
compared to evaluate potential differences between the automated analysis 
system and the manual system. 
Automated analysis was subsequently repeated by the same observer six 
weeks later and by a second observer. All available cross-sections were used 
to assess the intra- and interobserver variability in the measurements 
obtained with the automated system. 
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Fig. 3. Left panels: the results of the linear regression analyses, comparing lumen 
area, vessel area, plaque area and area stenosis, obtained with the automated 
and manual contour tracing system. Right panels: differences behveen the two 
systems plotted against mean of t"vo measurements. 
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Fig. 4. Intra~ and inter-observer variability of area measurements. Intraobserver 
differences (left panels) and interobserver differences (right panels) are plotted 
against the mean of two measurements. 
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Table 2. Intra- and interobserver analyses with the automated contour analysis; measurements of lumen area, 
vessel area, plaque area and percentage are stenosis, the mean differences and tho coefficients of variation. 

Observer 1, Observer 1, Observer 2 6 Coefficient A Coefficient 
Observation Observation Intraob- of Inter- of 

1 2 server variation observer variation 
(%) 

Lumen area 16.1 ± 0.5 15.9 ± 8.4 15,4 ± S.2 0.2 ± 1.8 j 11.4 0.7 ± 1.8 ' 11.3 
(mm') 

Vessel area 32.1 ± 11.8 31.8 ± 11.9 32.3 ± 11.8 0,3 ± 1.9 t 6.0 -0.2 ± 1.8 t 5.7 
(mm2

) 

Plague area 15.7 ± 6.0 15.5 ± 6.3 16.6 ± 6,3 0.2 ± 2.4 t 15.3 -0.9 ± 2.3 t 14.0 
(mm') 

% Area stenosis 50,8 ± 14.6 50.7 ± 15.0 52,9 ± 14.4 0.1 ± 5.5 10.8 -2.1 ± 5.1 t 10.6 

Volues are mean ± SD; I:!. = difforences; 'p < 0.001. 

Data analysis. 
To compare the measurements obtained with the two systems, mean and 
standard deviation (SD) of the paired differences were calculated. Systematic 
differences between automated and manual measurements and between the 
intra- and inter-observer measurements were analyzed with the Student 
t-test for paired observations. The degree of variation was presented as a 
coefficient of variation, defined as the SD of the paired difference divided by 
the mean of the absolute value. Linear regression analysis was performed to 
assess the strength of the relation between the two methods and between the 
intra- and inter-observer measurements. A p-value < 0.05 was considered 
statistically significant. Results are given as mean ±SD, or as a median and 
range when appropriate. 

RESULTS 
In 10 patients image quality of the IVUS recordings was adequate for 
analysis. In the other two patients, analysis of lumen and vessel area could 
not be performed because of low image quality in one patient and technical 
failure of the displacement sensing device in the other patient. The length of 
the arterial segments analyzed ranged from 4 to 16 em (median = 7.9 em). 
The number of cross-sections analyzed automatically pel' segment ranged 
from 200 to 800 (median = 394). 
Automated I'ersus manual contour trocing. 
A total of 217 IVUS cross-sections were selected for analysis (range 11 - 38 
per arterial segment, median 21). Forty-two cross-sections were not 
considered for analysis due to low image quality (n=8), sidebranches 
(n=10), and total occlusion (n=24). In 43 other cross-sections vessel area, 
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plaque area and percentage area stenosis were not considered for analysis 
due to plaque calcification which prevented visualisation of the media. This 
resulted in 175 paired measurements of lumen area and 132 paired 
measurements of vessel area, plaque area and percentage area stenosis 
available for analysis. Results of automated and manual contour tracing on 
IVUS cross-sections are summarized in Table 1. Correlation coefficients 
were high (1' = 0.92 - 0.98). No significant difference between the two 
methods was found for the area measurements. The coefficient of variation 
for lumen area, vessel area and percentage aI'ea stenosis was smaller than for 
plaque area (11.3, 9.2, 8.5 and 15.7%, respectively)(Fig. 3). 
ObsenTe/' variability. 
A total of 4303 IVUS cross-sections were selected for analysis. There were 
834 IVUS cross-sections not considered for analysis due to low image 
quality (n=178), sidebranches (n=152), and total occlusion (n=504). In 878 
IVUS cross-sections vessel area, plaque aI'ea and percentage area stenosis 
were not considered for analysis due to plaque calcification which prevented 
visualisation of the media. This resulted in 3469 paired measurements of 
lumen aI'ea and 2591 paired measurements of vessel area, plaque aI'ea and 
percentage area stenosis available for observer analysis. 
The correlation of the intraobserver measurements of lumen aI'ea, vessel 
area, plaque area and percentage area stenosis was high with correlation 
coefficients of 0.98, 0.99, 0.93 and 0.93, respectively. The mean differences 
between the repeated measurements by the same observer was low (range 
0.1 - 0.3 mm')(Fig. 4; Table 2). The coefficient of variation was higher for 
plaque aI'ea measurements than for lumen area, vessel area and percentage 
area obstruction (15.3 versus 11.4, 6.0 and 10.8%, respectively). 
The interobserver correlation coefficients for lumen aI'ea, vessel area, plaque 
area and percentage aI'ea stenosis (1'=0.98, 0.99, 0.93 and 0.94, respectively) 
were in the same order as the intraobserver correlation coefficients. The 
mean interobserver differences were slightly larger than the intraobserver 
differences (range -2.1 - 0.7 mm')(Fig. 4; Table 2). The coefficients of 
variation of the interobserver measurements were in the same order as the 
coefficients of variation of the intraobserver measurements. 

DISCUSSION 
Reliable assessment of lumen and vessel area on IVUS images obtained 
during percutaneous vascular intervention is important for guiding the 
procedure and evaluation of the results of intervention. For example: the 
location of the smallest lumen area and the extent of plaque assessed before 
intervention determines the site of intervention (balloon angioplasty); 
estimation of lumen area andlor vessel area influence the choice of 
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balloonsize and/or stentsize 13
; the dimensions of the treated segment after 

intervention define the success of intervention". 
An automated analysis system was developed to facilitate the quantitative 
assessment of vessel dimensions with reduction of the time of analysis and 
improvement of the reproducibility of quantitative lVUS analyses". 
Previously, this automated contour analysis system was validated in IVUS 
images of diseased coronary arteries obtained both in vitro and in viv08

.'. In 
the present study, the system was validated using clinical IVUS examination 
of atherosclerotic femoropopliteal arteries. 
The results of this study show firstly good agreement between the automated 
and manual analysis system for quantitative assessment of IVUS images, and 
secondly a high intra- and interobserver reproducibility of the automated 
contour analysis system. The larger variability of plaque area measurements, 
derived from measurements of lumen and vessel area, reflects the combined 
variability of these two measurements. 
Previous studies. 
The coefficients of variation between automated and manual analysis in the 
present study were larger than those reported by von Birgelen et al. 8 in vitro 
(11.3 versus 2.2% for lumen area; 9.2 versus 1.9% for vessel area). This may 
be explained by the difference in study design. The sfudy by von Birgelen et 
al. 8 was performed in vitro in mildly diseased coronary arteries which were 
filled with saline facilitating easier detection of the lumen-plaque interface. 
In our study, data were obtained during clinical intervention where blood, 
cyclic vessel movement and a guidewire, which causes dropout, hampered 
identification of the luminal boundary. 
Sonka et al.15 devised an alternative approach to contour detection of lumen 
and vessel boundary. Their automatic contour detection is based on 
two-dimensional information, without guidance from the additional 
information provided by contour detection on longitudinally reconstructed 
IVUS images. In their coronary in vitro study the correlation (r = 0.96, 0.95 
and 0.93 for lumen area, plaque area and percentage area stenosis, 
respectively) between measurements obtained with automatic and manual 
contour tracing was comparable to the results obtained in our in vivo study. 
The performance of the system used by Sonka et al. 15 remains to be 
confirmed in the analysis of in vivo images. 
It is noteworthy that the coefficient of variation between automated and 
manual analysis for lumen and vessel area in the present study Was in the 
same range as the interobserver variability of manual analysis assessed in a 
clinical study by van der Lugt et al.B

• However, the interobserver variability 
of the automated contour tracing system in the present study was lower than 
the values found by van der Lugt et al.B for manual tracing (17.2 versus 
11.3% for lumen area; 10.5 versus 5.7% for vessel area). The same 
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improvement in reproducibility with automated analysis in comparison to 
manual contour tracing was observed in coronary arteries in vivo',!6, These 
findings underline that automated contour tracing has the potential to 
replace conventional manual analysis in the future, 
Limitations. 
Besides the exclusion of IVUS images for analysis because of low image 
quality, side-branches and occluded segments the main limitation of this 
study is the exclusion of IVUS images caused by the presence of extensive 
calcification. Especially manual analysis is hampered by the large dropouts. 
The automated contour analysis system, however, allows better 
interpolation of the vessel boundary behind calcium and thus may be more 
reliable than manuallracing of a single IVUS image. 
A maximum of 200 IVUS images which can be analyzed simultaneously at 
an interval of 0.2 mm (in this study), results in an analyzed vessel segment 
of maximally 4 cm. However, diseased segments in femoropopliteal arteries 
are often longer than 4 cm. Increasing the interval between IVUS images to 
be grabbed may extend the vessel length to be studied, but this may 
influence the accuracy of the automated system. In addition, increasing 
processor speed and use of large memory chips might be another solution. 
Another limitation of the automated approach is that the images were 
manually acquired from videotape. This can be improved by automated 
image acquisition techniques. Finally, it should be acknowledged that this 
study was limited by the fact that lVUS recordings were obtained prior to 
intervention. 

CONCLUSION 
These data indicate that the automated contour analysis system provides 
reliable and reproducible measurements of vessel dimensions in lVUS 
images obtained during clinical examination of peripheral arteries. 
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ABSTRACT 
Objective: 
To determine the feasibility of automated contour analysis of intravascular 
ultrasound images obtained after vascular intervention. 
Study design: 
Descriptive. 
Methods: 
IntravasculaT ultrasound images obtained from patients following balloon 
angioplasty (n=10), stent (n=10) or stentgraft placement (n=10) were 
analyzed. A comparison was made between lumen area measured with an 
automated and a manual system. The location showing the smallest lumen 
area derived from the automated system was compared with the smallest 
lumen aTea selected by visual estimation. 
Results: 
Images containing a dissection as result of balloon angioplasty could not be 
analyzed by the automated system. The coefficient of variation between the 
lumen aTea measurements obtained with the automated system and the 
manual tracing system of images with a stent (n=76) or stentgraft (n=79) 
was 2.7% and 2.1%, respectively. Correlation between the two systems was 
high (r = 1.00; p<O.Ol) both for images containing stents or stentgrafts. 
Minimum lumen al'ea measured with the automated analysis system was 
smaller than minimum lumen al'ea selected by visual estimation (mean 
difference 0.8 mm' (4.9%) for stents and 2.4 mm' (10.9%) for stentgrafts). 
The location of the smallest lumen area determined with both systems was 
the same « 1.0 em) in 16 cases, and differed more than 1.0 em in 4 other 
cases. 
Conclusions: 
The automated analysis system shows good agreement with manual contour 
analysis of lumen al'ea in images with a stent or stentgraft and is a reliable 
tool for determination of the smallest lumen area, The system is not able to 
analyze an irregular-shaped lumen area caused by a dissection. 
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INTRODUCTION 
Intravascular ultrasound (IVUS) enables visualization of the blood vessel 
anatomy before and after intervention H

. Quantitative IVUS parameters may 
be used to guide a procedure and evaluate the results. At present, accurate 
measurements can be obtained after digitizing the individual cross-sections 
with a manual contour tracing system'·6. Because analysis with this system 
is time consuming, an automated analysis system has been developed which 
has the potential to provide reproducible measurements instantaneously, 
enabling its use in the clinical setting'. 
A good agreement between the automated and manual contour tracing 
system was established for assessment of lumen and vessel area on IVUS 
images obtained clinically before intervention in coronary and peripheral 
arteries"'. Our current objective is to focus on the value of the automated 
system in peripheral arteries showing vascular damage (i.e. dissections) after 
balloon angioplasty and in peripheral arteries where endovascular 
prostheses were placed (i.e. stents or stentgrafts). 

METHODS 
Stlldy grollp. 
The study group comprised 30 patients with peripheral arterial disease who 
underwent a vascular intervention: balloon angioplasty resulting in a 
dissection (n=10), stent placement (n=10) or stentgraft placement (n=10). 
There were 21 men and 9 women; the median age was 62 years (range 47-86 
years). All patients have given their informed consent for the procedures. 
The location of the treated lesion included the femoropopliteal artery 
(n=23), iliac artery (n=2), renal artery (n=3), carotid artery (n=l) and 
coeliac artery (n=l). Patients were schedllled for intervention based on 
angiographic proven obstrllctive vascular disease (diameter stenosis> 50%) 
(n=25) or an aneurysm (n=5). 
Balloon angioplasty was performed with 4 cm long 6 mm balloons (Opta, 
Cordis Europe, Roden, The Netherlands). 
The following stents were used: Palmaz (Johnson and Johnson 
Interventional Systems, Warren, NJ) in seven patients, Memotherm 
(Angiomed, Nitinol, Karlsruhe, Germany) in two patients and a Wallstent 
(Schneider, Zurich, Switzerland) in one patient. 
Stentgrafts used were composed of one or more stents (Palmaz) and a 
thin-walled polytetrafluoroethylene graft (ePTFE) (W.L. Gore & Associated, 
Flagstaff, Az). The length of the treated segment was recorded with the help 
of a radiopaque ruler. 
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JlfUS imaging. 
The IVUS studies were performed using a mechanical lVUS system based on 
a single ultrasound element (30 MHz); the tomographic image is produced 
by a rotating element, which is mounted on a guidewire-tipped 4.3F catheter 
(DuMED, Rijswijk, The Netherlands). The axial resolution of the system is 
80 J.Ull and the lateral resolution is belter than 225 ,urn at a depth of 1 mm. 
The ultrasound catheter was introduced through a sheath via the guide-wire 

into the artery distal to the region of interest. During slow pullback of the 
ultrasound catheter its location was compared with the radiopaque ruler 
using fluoroscopy. The fluoroscopic image was mixed with the IVUS 
information. The resulting images were recorded on an S-VHS videotape. 
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Fig.i. Automated contour detection of intravascular ultrasound (IVUS) images. Upper 
panel: two perpendicular planes are used to reconstruct two longitudinal sections (A and 
B) from the digitized IVUS images (step 1). Automated contour detection of the intimal 
leading edge and the external boundary of the vessel is performed on these longitudinal 
sections (step 2), The longitudinal contours are represented as individual edge points in 
the cross-sectional images. These points define centre and range of the final contour 
detection process on the cross-sectional images (step 3). Lower left panel presents a 
standard display of lumen area measurements derived from a stentgraft. Lower right 
panel: The two reconstructed longitudinal sections (A and B), correspond to the 
perpendicular planes seen in the cross-section. 

Automated analysis. 
The automated analysis system' uses a Pentium (100 MHz) system with 32 
Mbytes of internal RAM memory. IVUS data were acquired continuously 
from the S-VI-IS video with a framegrabber (DT-3852; resolution 800 x 600 x 
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8 bits). Images obtained in the dilated segment, stent and stentgraft were 
selected for analysis (from proximal to distal border). A maximum of 200 
IVUS cross-sections was stored per vessel segment. In short, the analysis 
procedure could be divided into 3 steps (Fig. 1). First, a sequence of IVUS 
images was digitized and two perpendicular planes, parallel to the 
longitudinal axis of the vessel, were selected to reconstruct longitudinal 
views. The user was able to select the angle and location of the 
perpendicular planes within the arterial lumen. Second, the program 
defined the contours of lumen and vessel area on these longitudinal planes 
by applying a minimum cost algorithm. In brief, a matrix is yielded from the 
digitized images, producing low values (costs) for large changes in echo 
intensity. Through this matrix, the algorithm determined a path with the 
smallest accumulated cost which represents the contours. Third, the 
longitudinal contour information was transformed to the cross-sections 
defining four guiding points. These points were used to facilitate contour 
detection of lumen and vessel area on each individual cross-section. During 
all steps the analysis could be refined by the user. The results were 
presented in a graph containing the measurements of each individual 
cross-section' (Fig. 1). 
Manual contour analysis. 
This analysis system, developed on an IBM compatible PC/AT, uses a DT 
2851 framegrabber and a PC mouse for manual contour tracing"·. The 
analysis program consists of 3 main steps: image acquisition, contour tracing 
and parameter calculation. For image acquisition, video signals from the 
VHS videotape were converted into 512 x 512 x 8 bits digital images using a 
framegrabber and stored on the hard disk of the PC. Manual tracings of the 
circumferential outline were processed by the computer to produce a 
smoothed, connected closed contour. Parameter calculations were 
automatically performed after the contour was completed or modified. 
Quantitative analysis. 
Measurement of lumen area was performed with both the automated 
analysis system and the manual analysis system. Lumen area was defined as 
the area encompassed by the inner boundary of the intimal surface 
(characterized also by the presence of flowing blood), or the inner surface of 
the stent or stentgl'aft. Within the selected vessel segment, a maximum of 
200 images was analyzed with the automated system. Because the length of 
the selected vessel segments was not fixed, the interval between consecutive 
images in each vessel segment differed. The location and size of the smallest 
lumen area were selected from these images by the automated analysis 
system. From each vessel segment 6-8 cross-sections were analyzed 
manually at a 0.5-1.0 em interval, including the visually determined 
smallest lumen area within each artery. To assess the interobserver 
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variability for lumen area of the automated system, the analysis was 
repeated by a second blinded observer. 
Data analysis. 
Systematic differences between the automated and manual contour 
measurements and between the interobserver measurements were analyzed 
with the Student t-test for paired observations; the agreement was expressed 
as a coefficient of variation, defined as the standard deviation (SD) of the 
paired difference divided by the mean of the absolute value. Linear 
regression analysis was performed to assess the strength of the relation 
between the two methods and between the interobserver measurements. A 
p-value < 0.05 was considered statistically significant. Values are given as 
mean ± SD. 

Fig.2. Identical intravascular ultrasound cross-sections showing a dissection with the 
results of manual and automated analysis. Left panel shows the manually assessed 
contour of lumen area, Middle and right panel show 2 incorrect analyses of lumen area 
derived with the automated system. 

RESULTS 
Automated versus manual. 
In all patients with dissection following balloon angioplasty (median length 
10.5 cm), automated analysis of lumen area could not be achieved due to the 
inability of the automated system to follow the irregular lumen contour (Fig. 
2). In contrast, irregular lumen contours could be traced by the manual 
analysis system. 
The IVUS recordings were adequate for automated analysis in patients with 
stent (n=10) or stentgraft (n=10). The median length of the stents was 2.0 
cm (range 1.5 - 9.0 cm); the median length of the stentgrafts was 8.0 cm 
(range 2.5 - 15 cm). Results of the automated and manual contour tracing are 
summarized in Table 1. Automated analysis resulted in significantly smaller 
lumen area than manual analysis (mean difference 0.24 ± 0.59 mm' and 
0.57 ± 0.70 mm', respectively for stents and stentgrafts; p<O.Ol); 
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Fig.3. Comparison of automated and manual analysis of lumen area in stents and 
stentgrafts. Left panel: linear regression analyses comparing lumen area obtained with the 
automated and manual contour tracing system. Right panel: differences between the 
measurements obtained with the two systems plotted against the mean of two 
measurements. 

the coefficients of variation were low (2.7% and 2.1%, respectively). The 
correlation between the two systems for lumen area measurement was high 
(1'=1.00) (Fig. 3). 
Smallest lumen area. 
Minimum lumen area measured with the automated analysis system was 
smaller than measured with the manual analysis system, both for stents 
(mean difference 0.8 ± 1.1 mm') and stentgrafts (mean difference 2.4 ± 1.7 
mm'). The location of the smallest lumen area as determined by the 
automated system and by visual estimation corresponded closely in 16 
instances (difference < 1.0 em). In 4 stentgrafts the distance found for the 
site with the smallest lumen area was 1.0 em, 1.3 em, 6 em and 8 em, 
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Fig.4. Interobserver variability of lumen area (mm2) measurements in stents and 
stentgrafts. Interobserver differences are plotted against the mean of two measurements. 
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Table 1. Paired difference and coefficient of variation between the 
lumen area measurements obtained by automated analysis and manual 
contour tracing 

Automated 

Manual 

Paired difference 

Coefficient of variation 

p-value 

correlation coefficient (r] 

Lumen area (mnl) 

Stents Stentgrafts 
(1l~76) (1l~79) 

21.78 ± 7,34 32.68 ± 23.90 

22,:()O ± 7.38 33.25 ± 24.15 

-0.24 ± 0.59 -0.57 ± 0.70 

2,7% 2.1% 

< 0.01 < 0.01 

1.00 1.00 

Chapter 5 

respectively; the difference in lumen area at these sites was 3.0 mm' 
(22.2%). 1.1 mm' (13.1%). 0.6 mm' (3.6%) and 2.0 mm' (12.7%). 
respectively. 
Intembserver variability. 
The mean difference for lumen area measurements of the automated system 
was less than 1% in both stents and stentgrafts (0.18 ± 0.63 mm' and 0.08 ± 
0.79 mm'. respectively; p<O.Ol) (Fig. 4); the coefficient of variation was 
2.8% for lumen area in stents and 2.9% for lumen area in stentgrafts. 

DISCUSSION 
Intravascular ultrasound is a valuable tool in clinical practice to assist in 
decision making during vascular procedures. In order to objectively 
determine vessel dimensions on-line an automated analysis system has been 
developed. This system enables to calculate vascular dimensions of an 
individual cross-section as well as of the complete recorded vessel. Previous 
studies indicated that automated contour analysis provides reliable and 
reproducible measurements of vessel dimensions in IVUS images obtained 
prior to vascular intervention of coronary and peripheral arteries"'. In the 
present study. the reliability of the automated analysis system for area 
measurement in IVUS images obtained after intervention was studied. We 
learned that automatic analysis of lumen area in IVUS images showing a 
dissection was not feasible; this was due to the minimum cost algorithm. 
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Sharp edges in the lumen or media border could not be followed and 
protrusions inside the lumen were missed. These problems may be 
overcome in the future by use of edge detection algorithms that are currently 
being developed10

•
I1

• In contrast, in the presence of smooth-shaped lumen 
borders as seen in stents and stentgrafts, the variability between the 
automated and manual contour tracing system for lumen area was low 
(coefficient of variation is 2.7% and 2.1%, respectively); these data are 
similar to those calculated from coronary arteries studied in vitro (2.2%)8. In 
peripheral arteries studied in humans before intervention a higher 
coefficient of variation (11.3%) was found', likely due to the presence of 
flowing blood and the absence of a clear lumen-wall interface. Although the 
present study revealed that the automated analysis system draws 
significantly smaller area contours than manual contour analysis it seems 
that the practical difference between the two systems was too small to 
influence the interpretation of the measurements. 
In addition, the difference in smallest lumen area found between the 
automated and the manual analysis systems was larger than the differences 
between the two systems for all analyzed cross-sections. This suggests that 
the automated analysis system is able to accurately locate the smallest 
lumen area and that visual estimation can miss the actual smallest lumen 
area. Although manual estimation of smallest lumen area was within 1.0 cm 
of the location assessed by the automated system in 16 cases, the distance 
was larger in 4 of the studied stentgrafts. It should be noted that visual 
estimation of the location of minimum lumen area is subjective, which 
might prelude distinguishing area differences < 20%. 
In this study the interobserver variability of automated analysis after stent or 
stentgraft placement was excellent (coefficient of variation was 2.8% and 
2.9%, respectively). Similar values were found in coronary arteries studied 
in vivo (2.6%)12. In peripheral arteries studied before intervention a higher 
interobserver variability was reported (11.3%)'; this might be attributed to 
the distinct lumen/wall border in stents and stentgrafts compared to native 
vessels. 

CONCLUSIONS 
The automated analysis system is a reliable tool to determine lumen area in 
peripheral vessels where endovascular prostheses were placed. Accurate 
data on the size of the stent and stentgraft and on the location of the smallest 
lumen area may assist in decision making during vascular procedures. The 
automated system cannot be used in vessels with a dissection due to an 
irregular-shaped lumen area. 
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ABSTRACT 
Purpose: 
To document the accuracy of an automated analysis system to determine 
lumen diameter and length of proximal and distal necks of abdominal aortic 
aneurysm (AAA) from intravascular ultrasound (IVUS) images and to 
describe additional features associated with three-dimensional (3D) lVUS 
imaging. 
Materials and methods: 
Twenty-two AAA were studied with lVUS. Lumen diameter obtained from 2 
IVUS cross-sections in each neck using the automated and manual analysis 
system was compared. Length of the neck obtained with automated analysis 
was compared with length assessed by the displacement sensing device. 
Automated analyses were repeated by a second observer. 
Results: 
Twenty proximal aortic, 6 distal aortic and 3 iliac necks were available for 
analysis. Comparison between automated and manual analysis for lumen 
diameter revealed a difference of 0.45 ± 0.42 mm (p<0.001, 1'=0.99, 
coefficient of variation=2.1%); for length measurements a difference of 
0.05 ± 0.12 cm (p=0.04, 1'=0.99, coefficient of variation=4.1%) was found. 
Interobserver difference for lumen diameter was 0.13 ± 0.66 mm (p<0.001, 
1'=0.99 and coefficient of variation=3.4%); and for length measurements 
0.05 ± 0.11 cm (p=0.02, 1'=0.99 and coefficient of variation=3.5%). 3D 
lVUS imaging allowed identification of the shape of the neck. 
Conclusions: 
Automated analysis of IVUS images allows accurate measurement of lumen 
diameter of the proximal and distal neck of AAA and gives similar length 
measurements compared to manual analysis. Longitudinal display of IVUS 
images facilitates anatomic understanding of neck anatomy. 
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INTRODUCTION 
Accurate knowledge of the dimensions of the proximal and distal neck of 
abdominal aortic aneurysm (AAA) is important for planning endovascular 
treatmen!'-'. Intravascular ultrasound (IVUS) has been acknowledged as a 
powerful imaging tool, providing information regarding dimensions of the 
abdominal aorta and vessel wall morphology'-'. It has been proposed that 
three·dimensional IVUS imaging may have clinical potential in the 
assessment of AAA dimensions"'. We developed an automated analysis 
system that provides longitudinal information of the vessel interrogated 
which may be used in a clinical setting to assess measurements in a 3D stack 
of IVUS images9

• The purpose of this study was to validate this automated 
analysis system to document lumen diameter and length of the proximal and 
distal neck of AAA and to describe the features associated with 3D IVUS 
imaging. 

MATERIAL AND METHODS 
In vitro. 
Aneurysmal abdominal aortic specimens (n=6; aged 61-88 years; five male), 
removed at autopsy, were studied in an in vitro setup'. 
In vivo. 
Patients (n=16; aged 59-81 years; all male) with AAA were studied with 
IVUS at the time of preoperative angiographic assessment or immediately 
before endovascular treatment'. 
IntravasGular ultrasound. 
Two IVUS systems were used; the HP-Sonos Intravascular Imaging System 
(Hewlett Packard, Andover, MA, USA) with a 12.5 MHz Sonicath 
Side-Saddle catheter (Boston Scientific Corp, Watertown, MA, USA) or the 
Endosonics Visions PV Five-64 system with a 10 MHz Computed 
Intraluminal Sonography Imaging Catheter (Endosonics Corp, Rancho 
Cordova, CA, USA). The IVUS catheter was pulled back manually, and a 
displacement sensing device was used to document the position of the 
cathetertip [Fig 1]. This information was mixed automatically with the 
ultrasound information on the videoscreen lO

• To enable automatic 
acquisition of the IVUS images, a computerized position registry device with 
audio feedback, coupled to the displacement sensing device, was used. The 
computerized position registry translates the data obtained from the 
displacement sensing device to an audiosignal that is used by the automated 
analysis system to acquire the IVUS images with a given intervaill. IVUS 
images were stored on videotape (S-VHS) for further analysis. 
Automated IVUS analysis. 
The automated analysis system uses a Pentium (100 MHz) system with 32 
lvlbytes of internal RAM memory. IVUS cross-sections of the proximal and 
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Fig. 1. Displacement sensing device showing the disposable sterile sensing unit 
(A) and the registration unit (B) which is packed in a plastic, sterile bag, The 
ultrasound catheter (C) is advanced via the sensing unit and the sheath, 

distal aortic neck, including the adjacent part of the aneurysm, were 
acquired continuously from S-VHS video with a framegrabber (DT-3852; 
resolution 800 x 600 x 8 bits) and stored on the computer. A maximum of 
200 IVUS images could be stored with an interval of 0.3 or 0.6 nun, 
depending on the total length of the segment to be studied'. 
Basically, the analysis can be divided into 3 steps (Fig. 2). First, a sequence 
of IVUS cross-sections was digitized and stacked longitudinally. Two 
perpendicular planes, parallel to the longitudinal axis of the vessel, were 
selected to reconstruct the longitudinal lVUS images (step 1). The user was 
able to select the location of the perpendiCUlar planes within the lumen. 
Second, the program defined the contours of the lumen on these 
longitudinal images by applying a minimum cost algorithm (step 2). The 
algorithm detects changes in echo intensity representing the boundaries 
(contours) of the arterial structures. Third, the longitudinal contour 
information was transformed to the cross-sections defining four guiding 
points, which were used to facilitate automated contour detection of the 
lumen area in each individual cross-section (step 3). During all steps the 
automated detected contours could be refined by the user. For assessment of 
the lumen diameter and length of the neck, the observer could manually 
exclude cross-sections from analysis showing the aneurysm, the renal 
arteries or the aortic bifurcation. The results were presented in a graph 
containing the measurements of each analyzed cross-section. 
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Fig. 2. Automated contour detection of intravascular ultrasound (IVUS) images. Upper 
panel: 2 perpendicular planes are used to reconstrnct longitudinal sections (A and B) 
from the digitized IVUS images (step 1). Automated contonr detection of the intimal 
leading edge of the vessel is performed on these longitudinal sections (step 2), The 
longitudinal contours are represented as individual edge points in the cross-sectional 
images. These points define centor and range of the final contour detection process on 
the cross-sectional images (step 3), Lower right panel: The 2 reconstructed longitudinal 
sections (A and E), correspond to the perpendicular planes seen in the cross-section. 
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ManuallVUS analysis. 
From each neck studied, 2 IVUS cross-sections were taken for manual 
analysis using an IBM compatible personal computer. One cross-section was 
taken at the beginning and one at end of the neck. The selected 
cross-sections were digitized, using a DT 2851 framegrabber (resolution 512 
x 512 x 8 bits). The lumen diameter was calculated from the manual traced 
lumen area contour and its geometrical center using a digital video 
analyzer" . 
Data analysis. 
From the two selected lVUS cross-sections, the minimum lumen diameter 
(intima to intima) obtalned with manual analysis was compared with the 
minimum lumen diameter in the corresponding cross-sections obtained with 
automated analysis. 
The minimum lumen diameter was chosen to present the actual diameter as 
non-coaxial IVUS imaging may overestimate the lumen diameter6. Using the 

I II III IV V 
Fig. 3. Classification of the lleck configuration in 5 categories. 
(Reproduced with permission from Balm R et a1. Computed 
tomographic angiographic imaging of abdominal aortic aneurysms: 
implications for transfemoral endovascular aneurysm management. 
J Vase Surg 1997; 26: 231-237) 

automated analysis system, the length of the neck was calculated by 
multiplying the number of cross-sections, selected by the observer within 
the neck, with the interslice distance. The length of the neck was compared 
with the visual assessed length from video-tape, using the data obtained 
from the displacement sensing device. To assess the interobserver agreement 
the automated measurements were repeated by a second independent 
observer. 
To identify additional features of 3D lVUS imaging, all necks were analyzed 
for shape and transition of neck to aneurysm. The shape of the neck was 
classified according to Balm et al.' (Fig. 3). 
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Statistical analysis: 
Measurements of quantitative data were compared with the paired sample 
t-test and linear regression analysis. Agreement was expressed as coefficient 
of variation, which was defined as the standard deviation of the paired 
differences divided by the mean of the absolute values13. Significance was 
defined as p<O.05. Values are given as mean ± SD. 
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Fig. 4. Comparison between automated and manual analysis for 
lumen diameter of the proximal and distal neck (upper panel). 
Comparison between automated analysis and visual assessment 
for length of the proximal and distal neck (lower panel). 
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RESULTS 
Of the 22 AAA studied, 20 proximal aortic necks, as well as six distal aortic 
necks and three iliac necks were available for analysis. The proximal neck 
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SD = 0.66 mm 
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Fig. 5. Interobserver comparison for lumen diameter 
measurements (upper panel) and length measurements (lower 
panel). 

was absent in two aneurysms; the distal aortic or iliac neck was absent in 
five aneurysms. In two aneurysms the distal aortic or iliac neck was not 
visualized with IVUS. In six aneurysms a change in reference scale during 
pull-back rendered the 3D IVUS analysis impossible, because the analysis 
system cannot compensate for scale adjustments. 
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Automated vs manual analysis: 
A total of 58 IVUS cross-sections were available for comparison between the 
automated and manual analysis system. For lumen diameter a difference of 
0.45 ± 0.42 mm (p<0.001), with a correlation of 0.99 and a coefficient of 
variation of 2.1% was found, with automated measurements being larger 
than manual measurements. Comparison between automated and manual 
analysis for length measurements revealed a difference of 0.05 ± 0.12 cm 
(p=0.04), with a correlation of 0.99 and a coefficient of variation of 4.1% 
(Fig. 4). Automated length measurements were larger than the visually 
assessed measurements. 
Interobserver analysis. 
For interobserver analysis of lumen diameter a total of 2595 cross-sections 
were available. Comparison between both observers showed a difference of 
0.13 ± 0.66 nm1 (p<0.001) for lumen diameter. A difference of 0.05 ± 0.11 
cm (p=0.02) was found for length measurements. Correlation was 0.99 for 
both lumen diameter and length measurements, coefficient of variation was 
3.4% and 3.5% respectively (Fig. 5). 

Table 1. Classification of proximal and distal 
aortic necks according to BaJrn et al. 3

, 

Type neck Proximal neck Distal neck 

Type I 2 0 

Type II 7 1 

Type III 1 3 

Type IV 6 1 

Type V 4 1 

Total 20 6 

Value of 3D NUS imaging: 
The 3D reconstructions showed the relationship between pertinent 
structures such as the renal arteries, the renal vein, the margins of the 
aneurysm and the aortic bifurcation. Furthermore, the longitudinal IVUS 
images improved the identification of the transition from 
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Fig. 6. Upper panel: Longitudinal IVUS images and graph containing the minimum 
lumen diameter of a proximal neck showing a type IV neck configuration. Lower panel: 
Longitudinal IVUS images and graph containing the minimum and maximum lumen 
diameter of a distal neck sho-wing a type III neck configuration. 
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neck into aneurysm. Table 1 summarizes the shape of the aortic necks 
encountered, according to the classification of Balm et al. 3 • The majority of 
the proximal necks defined from the 3D analysis were of type II, IV and V, 
while distal necks usually presented as type III (Fig. 6). Necks of type II 
were found in short necks, and necks of type IV and V were found in long 
necks. 

DISCUSSION 
The introduction of endovascular stent-grafts for the treatment of AAA has 
highlighted the need for new peroperative imaging modalities. IVUS has 
become a valuable tool in clinical practice to assist in decision making 
during endovascular procedures. In validation studies using histology and 
computed tomographic angiography, we have recently shown that lVUS can 
accurately determine the lumen diameter and length of proximal and distal 
neck of AAA as well as the length of the aneurysm itself". In a clinical 
setting, others have proclaimed IVUS to be of inestimable value to determine 
key parameters of aortic morphology before and during intervention and for 
assessing the deployment after device placement"""". As yet, the 
assessment of minimum lumen diameter from IVUS images in the clinical 
setting is performed manually by visual estimation using a limited number 
of cross-sections. These diameters may be incorrect, particularly in the non 
circular cross-sectional images. Furthermore, measurements on a limited 
number of cross-sections may obscure the true nature of the shape of the 
neck. In contrast, automated contour analysis systems, designed to 
objectively determine lumen dimensions based on a multitude of IVUS 
cross-sections, uses the information from the entire cross-sectional image to 
acquire the minimum lumen diameter and can also provide information on 
the actual shape of the neck. 
Assessment of length may be performed using a sterile ruler held against the 
catheter, an automated pull-back device, or a displacement sensing device. 
Using a displacement sensing device in the reconstruction of the 
longitudinal images we obtained additional insight in the length of the 
necks. 
The present study showed that the overall agreement between the manual 
and automated analysis and between the two observers for both lumen 
diameter and length measurements was good, however, the differences were 
significant. The difference in lumen diameter between automated and 
manual analysis (0.45 mm) can be attributed to a simplification in lumen 
contour tracing applied by the automated analysis system. Similarly, the 
difference in length of the aortic neck between the automated and manual 
analysis and between the two observers was negligible (both 0.05 cm). 
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It is noteworthy that the agreement for lumen diameter measured with the 
automated analysis system between different observers in this study was 
high compared to the agreement between different observers found for 
manual analysis15. These findings underline that automated contour analysis 
has the potential to replace conventional manual analysis in the future. We 
opine that by using automated analysis in a clinical setting during 
endovascular surgery, multiple IVUS cross-sections assessed at once and 
continuous information on lumen diameter of the neck, may enable the 
selection of appropriately sized stent-grafts. 
To date, research on the beneficial effects of 3D IVUS imaging in AAA is 
limited""". White et aI.' reported that "3D IVUS images translated the 
cross-sectional tomographic views into easily interpreted longitudinal 
volumetric reconstructions". Reid et aI.' and White et al. 14 reported that "3D 
IVUS, which provides better, more informative images than 2D IVUS, can be 
particularly useful intraprocedurally in detecting inaccurate deployment of 
intravascular stents and endoluminal grafts". 
We experienced that 3D IVUS imaging provided an improved insight in the 
anatomy of the aortic neck. Shape of the AAA neck can be defined, and the 
location of anatomic markers, such as renal 8l·teries and renal vein can be 
appreciated in relation to the aneurysm. Furthermore, the transition from 
neck into aneurysm was better appreciated. In longitudinal reconstructions, 
the position of the IVUS catheter in the vessel interrogated was better 
appreciated than during the pr,ll-back maneuver. Therefore, we opine that 
the longitudinal reconstructions may serve as a reference guide for the 
tomographic IVUS images during endovascular intervention. 
The significance of the shape of necks is as yet unknown. A conical shaped 
neck is considered by some as a contra-indication for endovascul81' repair. 
One may argue whether an optimized configuration of stent-grafts based on 
the shape of the individual neck may be beneficial for the healing response 
following endograft placement. Furthermore, it may be of interest to assess 
the effect of the shape of the neck on the expansion or displacement of the 
stent-graft attachment system. 
Recently, particular concern has arisen regarding continued expansion of 
the proximal and distal aneurysm neck after endovascul81' repair!6.17. This 
expansion may be the result of ongoing degenerative changes or pressure 
from the stents on the attachment sites. Future studies using the automated 
analysis system may be aimed 1) to determine the relationship between 
initial di8llleter and shape of the proximal neck and its continued expansion 
after endovascular aneurysm repair and 2) to determine the behavior of 
endovascular grafts in different shaped necks in relation to the diameter of 
the stent -graft, the shape of the stent -graft inside the neck and the presence 
of endoleakage. 
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LIMITATIONS 
3D IVUS imaging has 2 potential limitations: only 2D images, either 
cross-sectional or longitudinal, are displayed; and the images are centered 
along the lVUS catheter and, as such, the 3D stack does not represent the 
actual shape of the vessels studied. However, we feel that the analysis itself 
can still be regarded as 3D for the following reasons: 1) the analysis provides 
data in three dimensions, and 2) the longitudinal images can be rotated in 
the 3D stack. 

CONCLUSIONS 
Automated analysis of lVUS images provides accurate assessment of lumen 
diameter of the proximal and distal neck of AAA and gives similar length 
measurements compared to manual analysis. Longitudinal display of lVUS 
images facilitates anatomical understanding of the neck and can be used as a 
time-saving procedure during lVUS analysis of multiple cross-sections. 
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ABSTRACT 
Purpose: 
To evaluate the feasibility of intravascular ultrasound (IVUS) to guide 
endovascular treatment of abdominal aortic aneurysm (AAA). 
Materia] and methods: 
Patients (n=29) with AAA were treated with an endovascular graft using an 
AneuRx (n=13), an Ancure (n=ll), an Excluder (n=3), a Talent (n=l) or a 
Vanguard (n=l) stent-graft. Before placement, IVUS was used to determine 
the location of the renal arteries and aortic bifurcation, the lumen diameter 
of proximal and distal fixation sites, and the length of the aneurysm. Based 
on these data the definitive size of the modular components of the AneuRx 
stent-graft was selected. After placement, IVUS was used to determine 
proximal and distal apposition of the stent-graft, and to rule out obstruction 
and/or occlusion of renal arteries, stenosis of the stent-graft, and potential 
damage to the iliac arteries due to the procedure. 
Results: 
IVUS images were available before (n=28) and after (n=26) intervention. 
Based on the data obtained with IVUS before placement, the proximal neck 
was deemed too wide for endovascular treatment in one patient and the 
definitive dimensions of the AneuRx stent-graft components were selected 
(n=12). In addition, IVUS infiuenced the definitive length of the Ancure 
stent-graft (n=l), altered the planned side of introduction (n=l), warranted 
pre dilatation of the common iliac artery (n=l) and detected an accessory 
renal artery (n=l). After intervention, IVUS revealed incomplete apposition 
at the proximal part of the stent-graft (n=l) and folding at the distal part of 
the stent-graft (n=l), for which no additional interventions were performed. 
Furthermore, IVUS revealed the iliac leg of the stent-graft to end in the 
aneurysm (n=l) and incomplete covering of the iliac part of the stent-graft 
(n=3), all of which were treated with appropriate extension cuffs. The bare 
part of the proximal attachment system was seen to be placed over a renal 
artery (n=l) and accessory renal arteries were seen to be intentionally 
covered (n=3). Stenosis in the iliac leg of the graft (n=5) detected with IVUS 
was treated with an additional balloon dilatation. Iliac artery dissection seen 
with IVUS after stent-graft placement (n=5) required no additional 
intervention. In one patient continuation of the dissection extending beyond 
the distal attachment system was missed on IVUS. 
Conclusions: 
Definitive dimensions required for modular endovascular prosthesis 
components can be determined adequately with IVUS. After placement, 
IVUS detects features that may negatively influence the outcome of the 
procedure and, therefore, allow additional interventions to handle these 
conditions, to be performed during the same session. 
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INTRODUCTION 
The feasibility and short-term efficacy of endovascular treatment of 
abdominal aortic aneurysms (AAA) has been demonstrated"'. This type of 
endovascular intervention depends on accurate and detailed visualization of 
the anatomy of the abdominal aorta, before, during and after intervention,·a. 
Current imaging techniques, such as angiography and computed 
tomographic angiography (CTA), are widely used in the assessment of AAA 
before intervention. However, during endovascular intervention, 
angiography and fluoroscopy are the sole techniques to guide the placement 
of stent-grafts. Angiographic measurements may be hampered by thrombus, 
parallax and foreshortening of vascular structures, thus hampering the 
accurate placement of stent-grafts'. Intravascular ultrasound (JVUS) is 
proven to be a powerful imaging modality that provides information on 
lesion characteristics and vessel dimensions of coronary, peripheral and 
central arteries, and allows to assess the effect of endovascular 
interventions'o,,,. The aim of the present study was to assess Ilie potential 
role of IVUS immediately before and after placement of an endovascular 
graft for AAA. 

MATERIAL AND METHODS 
Patients. 
Between June 1997 and June 1999, 29 patients (27 males, age range 53-84 
years, mean age 68.9 years) with AAA, eligible for open surgery were 
included in this multi-center study. Procedures were performed at the five 
centers, with one center supplying the IVUS system, personnel and analysis 
of IVUS data. At two centers, consecutive patients were studied with IVUS 
according to protocol, in three other centers patients were included based on 
availability of the IVUS system. All patients were considered suitable 
candidates for endovascular repair based on angiography and contrast 
enhanced computed tomography (CT) without 3-D reconstructions, or CTA 
combined with 3-D reconstructions'·15. Patients were given detailed 
information on the risks of the procedure by their consulting specialists and 
have given written consent. 
Stent-grafts. 
Five types of stent-grafts were used, according to the individual hospital 
preference; i.e. the AneuRx stent-graft (Medlronic, Sunnyvale, CA, USA; 
n=13), the Ancure stent-graft (EndoVascular Technologies/Guidant, Menlo 
Park, CA, USA; n=l1J, Ilie Excluder Endovascular Prosthesis (W.L. Gore & 
Associates, Inc. Sunny Vale, CA, USA; n=3), the Talent Endovascular Graft 
(World Medical Manufacturing Corp, Sunrise, FL, USA; n=l), and the 
Vanguard stent-graft (Boston Scientific Corp, Oakland, NJ, USA; n=l). 
Procedures were performed in the operating theater, under general 
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anesthesia (n=28) or local anesthesia (n=l). Detailed description of the 
AneuRx, Ancure, Talent and Vanguard stent-grafts have been published 
previously3.16.!8. The Excluder stent-graft is a self-expanding ePTFE coated 
graft with an external nitinol stent-stmcture along the entire length of the 
graft, with nitinol anchors and an ePTFE sleeve at the proximal end. The 
device consists of an 18F trunk-ipsilateral component and a 12F 
contralateral leg component that are assembled in situ. The device can be 
fitled with extender cuffs at both the proximal and distal side. 
Intral'asGular ultrasound. 
The IVUS systems used for the study were a mechanical (12.5 MHz, Boston 
Scientific Corp, Watertown, MA, USA) or a phased array system (10 MHz, 
Endosonics Corp, Rancho Cordova, CA, USA). 

Fig.i. Displacement sensing device showing the ultrasound 
catheter (A) advanced via the sensing unit (B) into the sheath. 
e represents the registration unit which is packed in a plastic 
sterile bag. 

After introduction of a guide-wire and baseline angiography, IVUS was used 
to determine the location of the renal arteries, the aortic bifurcation and the 
iliac bifurcation, and the diameter and length of the proximal and distal 
fixation sites as well as the length of the aneurysm. In case of the AneuRx 
stent-graft, these measurements were used to select the definitive 
dimensions of the modular components of the stent·graft. In case of the 
Ancure, Excluder, Talent and Vanguard stent-graft, the measurements were 
used to confirm the pre-operative measurements. After intervention, lVUS 
was used to determine the apposition at the proximal and distal edges of the 
stent-graft. Furthermore, IVUS was used to rule out occlusion of renal and/or 
accessory renal arteries, occlusion of the internal iliac arteries, stenosis in 
the iliac limbs of the stent-graft and damage to the iliac arteries as a result of 
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introduction of the device. If deemed necessary, additional interventions 
were performed during the same session and the effect of these interventions 
was, in hun, assessed with IVUS. 
Lumen diameter measurements were performed on-line using the IVUS 
system software. Care was taken to select IVUS images during the systolic 
part of the cardiac cycle. Because non-coaxial positioning of the IVUS 
catheter may overestimate the lumen diameter, the smallest lumen diameter 
at any given level was taken to represent the actual diameter of the aorta and 
iliac arteries 13. 

Length measurements were performed using a displacement sensing device" 
[Fig.l]. This device consists of a small sterile disposable sensing unit. 
Movement of the catheter activates a rotating wheel that converts the linear 
movement into an electronic pulse train signal. Advancement or withdrawal 
of the catheter is digitized and wirelessl y registered by a sterilizable unit to 
which the sensing unit is mounted. The display of the displacement of the 
IVUS catheter tip in steps of 0.01 cm is mixed together with the ultrasound 
information on the videoscreen. 

RESULTS 
Intravascular studies were completed successfully before (n=28) and after 
(n=26) stent-graft placement. Failure of the IVUS system occurred in one 
patient. After intervention failure of the IVUS catheter occurred in another 
patient. In one patient the procedure was converted to open surgery. The 
essential and non-essential findings evidenced with IVUS and the 
modifications involved prior to and inunediately following endovascular 
intervention are summarized in Table 1. 
Befom intervention. 
Based on IVUS, the procedure was converted to open surgery because of a 
too large proximal aortic neck (diameter> 26 nun), exceeding the maximum 
diameter of the AneuRx stent-graft (maximum stent-graft diameter = 28 mm, 
recommended oversizing = 2 mm) (n=l) [Fig. 2], the size of modular 
components of the AneuRx stent-graft was choSBn (n=12), as was the 
definitive length of an Ancure stent-graft (n=l). The side of introduction 
was modified (n = 1) as IVUS revealed a calcified stenosis in the common 
iliac artery likely to complicate introduction of the Ancure stent-graft. For 
subtotal occlusion of a common iliac artery (n=l) pre dilatation was 
performed. The detection of an accessory renal artery missed on 
preoperative assessment was classified as a non-essential IVUS finding. 
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Table 1. Intravascular ultrasound findings and the modifications in management involved 
immediately before and after placement of endovascular stent-grafts for abdominal aortic 
aneurysm (AAAJ. 

Before intervention 
(n ~ 28) 

After intervention 
(n ~ 26) 

Essential feahues 

Finding 

Proximal aortic neck 
diameter> 26 mm (n=l) 
[Fig.2J 

Diameter/length of proximal 
and distaln8ck and AAA 
(n~12) 

Length of proximal and 
distal neck and AAA (n=1) 

Calcified common iliac 
!litery stenosis (n=1) 

Subtotal occlusion of 
conmlOll iliac artery (n=1) 

Action 

Conversion to open 
surgery 

Selection of 
modular stent-graft 
components 

Selection of length 
of Ancllre 
stent-graft 

Modification of 
introduction side of 
Aucure stont-graft 

Predilatation 

Non-essential feahlres 

Finding 

Detection of accessory 
renal artery (n=1) 

Inadequate distal apposition Extension cuffs 
(n~4) 

Improper proximal 
apposition (n;=:l) 
[Fig.7J 

Folding of distal part of 
Ancure tube graft (n=l) 
[Fig.3J 

Stenosis and folding of iliac 
limb of stent-graft (n=5) 
[Fig. 4, 5J 

None Iliac artery dissection 
(n~5) 

Balloon angioplasty Accessory renal artery 
occlusion (n = 3) 

Partial covering of renal None 
artery (n~l) [Fig. 6J 

n = number of patients 

Aftel'inteIvention. 
IVUS revealed inadequate distal apposition of the stent-graft (n=4): the 
stent-graft ended in the iliac part of the aneurysm (n=l) or the covering of 
the iliac leg was deemed too short « 3 em). These four patients were 
successfully treated with additional extension cuffs. For folding of a distal 
part of an Ancure tube stent-graft seen with IVUS in one patient, no 
additional intervention was performed [Fig. 3]. 
Stenosis with folding of abundant graft material in the iliac limb of the 
stent-graft (n=5) was treated with an additional balloon angioplasty [Fig. 4]. 
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In one of these patients, 
treated with a aorto
uni-iliac stent-graft, 
IVUS showed stenosis 
and folding of the stent
graft, due to twisting of 
the stent -graft during the 
procedure. After additio
nal balloon angioplasty, 
IVUS showed the 
stenosis and folding to 
be diminished [Fig. 5]. 
Within hours following 
the intervention, this 
patient developed throm
bosis of the stent-graft 
and after a failed throm
bectomy the stent-graft 
was subsequently ex
planted. In one patient 
IVUS detected a renal 

Fig.2. Intravascular 
ultrasound 
cross-sections 
showing the vessel 
diameter of the 
proximal neck of an 
abdominal aortic 
aneurysm obtained 
0.5 em, 1.0 em and 
1.5 em distally from 
the renal arteries. 
As the diameter 
(> 26 mm) was 
considered too wide 
to be treated \\~th 
an AneuRx 
stent-graft the 
procedUl'e was 
converted to open 
surgery. Calibration 
=5mm. 

artery to be partially covered by a stent-strut 
of an Ancure stent-graft. On the 
intraoperative angiogram, no diminished 
filling of the renal artery was seen [Fig. 6]. 
and no additional action was undertaken. 
For inadequate apposition of the proximal 
part of an Excluder stent-graft seen with 
IVUS (n=l), no additional intervention was 
performed [Fig. 7]. Similarly, for damage to 
the iliac arteries as a result of the intervention 
(e.g. dissection) detected with IVUS (n=5) no 
additional intervention was deemed 
necessary. In one of these patients the 
dissection continued beyond the distal 
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attachment system, but this detail was missed by IVUS probably due to the 
presence of calcification; this patient developed an endoleak. Finally, in 
three patients accessory renal arteries seen before intervention with IVUS 
were deliberately sacrificed to warrant adequate apposition. 
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Fig.3. Intravascular ultrasound (IVUS) cross-sections from the proximal and distal neck 
before (left panel) and after placement (right panel) of an Ancure endovascular tube 
graft. Before intervention the diameter of the proximal neck was 18 mm and of the distal 
neck was 15 nilll. Corresponding lVUS images obtained after implantation, showed good 
apposition at the proximal neck and folding of the stent-graft at the level of the distal 
neck. The inserts shmv the preoperative (left} and postoperative angiogram (right) 
shmving the outline of the endovascular grafl and tapering at the distal end. Calibration 
= 5 JIlIn. 

Fig.4. Corresponding intravascular ultrasound cross-sections obtained in the iliac part of 
an AneuRx stont-graft showing stenosis and folding. After additional balloon angioplasty 
mean lumen diameter increased from 6.5 to 8.5 nun and the folding diminished. 
Calibration = 5 mm. 
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Fig.5. Corresponding intravascular ultrasound cross-sections from the iliac limb of an 
Kncuro aorta-ulli-iliac stent-graft showing stenosis and folding of abundant graft 
material. Although some folding remained, the result was considered satisfactory. The 
patient developed graft thrombosis a few hours after the intervention; re-intervention 
failed and the prosthesis was explanted. Calibration = 5 nrnl. 

Fig.6. Intraoperative angiograms and intravascular ultrasound cross-sections from a 
renal artery obtained before and after placement of an Ancure stent-graft, On ultrasound 
the renal artery orifice (black arrow) is seen covered by bare stent-struts (white arrows). 
The angiogram revealed no diminished filling. Calibration = 5 nun. 
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Fig.7. Intravascular ultrasound cross~section obtained after 
intervention showing a small gap between the aortic wall (white 
arrows) and the proximal border of the Excluder stent-graft (black 
arrows). The right renal artery is seen at 8 10 clock (open arrow). The 
angiogram revealed no endoleaks. Calibration = 5 mm. 

DISCUSSION 
Endovascular treatment is highly dependent on accurate measurements of 
the dimensions of the aorta and iliac arteries"'. In order to safely perform 
endovascular repair, preoperative imaging is needed to determine the type 
and size of the stent-graft, intraoperative imaging is required to guide the 
placement of the stent-graft and to evaluate the technical success of the 
intervention, and postoperative imaging is needed to assess the short-, mid
and long-term effect (behavior, complications, dislodgement, etcetera) of the 
intervention. 
Nowadays, several imaging techniques are available to assist in device 
sizing, decision making and follow-up of endovascular treatment. For 
preoperative imaging, calibrated angiography, CTA and 3-D reconstructed 
CT A are used to determine the feasibility of the individual patient for 
endovascular repair and to size the stent-graft"'·". For follow-up, CTA has 
universally been determined as the imaging mode of choice"". However, 
during the intervention itself, physicians have to rely on angiography to 
identify renal arteries, aortic and iliac bifurcation, and to determine the 
technical success of endovascular graft placement. From studies involving 
angiography we have learned that this technique has limitations with regard 
to assessment of AAA dimensions and to evaluate the success of 
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endovascular interventions"·21.". To provide instantaneous visualization 
intraoperatively, immediately before and after endovascular treatment of 
AAA, the use of IVUS has been promoted by several groups"-". 
White et al." used IVUS to determine morphologic features of vascular 
structures, and to assure firm fixation of balloon-expanded stents. Lyon et 
al. 24 reported that after endovascular treatment, IVUS was more sensitive 
than angiography in detecting major arterial and graft lesions, which could 
result in graft thrombosis or technical failure, if not corrected. Vogt et al. 25 

found that IVUS provided decisive information before and after stented graft 
deployment. In addition, Zajko et al." reported that after deployment of an 
Ancure stent-graft, iliac limb stenosis or compression occurred in 41% of the 
patients. Most stenoses were caused by compression of the unsupported part 
of the stent-graft at the native aortic bifurcation or graft folding due to excess 
fabric in a small iliac artery. Such stenoses were easily and safely corrected 
with Wallstent placement. Since the authors used IVUS immediately after 
deployment, this problem was recognized and could be treated without 
delay by stent placement. At follow-up (1-27 months) all Walls tents 
reinforced Ancure stent-grafts remained patent". 
After having established that IVUS is an accurate technique to document the 
anatomy of AAAl2

•
13

, we conducted the present clinical feasibility study. It 
was shown that IVUS may provide essential and non-essential information 
both prior to and immediately after endovascular AAA treatment. 
Despite preoperative assessment using either contrast enhanced CT without 
3-D reconstructions and calibrated angiography, or CTA combined with 3-D 
reconstructions, IVUS revealed additional information prior to endovascular 
stent-grafting. As intraoperative IVUS assessment· of the proximal aortic 
neck revealed a too large diameter in one patient, it was decided to convert 
the procedure to open surgery. In 12 other patients IVUS was used to 
determine the definitive dimensions of the AneuRx stent-graft as 
recommended by the manufacturer. In addition, using the displacement 
sensing device we were able to assess the length of the aortic neck, the 
aneurysm, and the iliac arteries. In one patient this information was used to 
select the definitive size of an Ancure stent-graft required. The identification 
of a circular calcified stenosis in the common iliac artery (diameter < 7 mm) 
seen on IVUS in one patient, warranted the use of the contralateral iliac 
artery for introduction of the stent-graft; although the stenosis was seen on 
the preoperative eTA, the extent of the calcification was unclear from that 
examination. Finally, for subtotal occlusion detected with IVUS in the iliac 
artery, predilatation was considered necessary in another patient. 
Intraoperative use of IVUS in the present study immediately after stent-graft 
placement is unique and its additional value can only be compared with 
angiography obtained during the intervention. In four patients IVUS 
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detected inadequate distal apposition of the stent -graft. Although 
intraoperative IVUS measurements revealed that the length of the device 
would be insufficient, in all four patients the longest available type AneuRx 
stent-graft had already been selected. Consequently, based on these lVUS 
measurements extension cuffs were successfully implanted. In one patient 
with folding of the Ancure tube graft, a stent-graft with a diameter of 22 mm 
was used based on the preoperative CTA. Intraoperative IVUS showed that 
the diameter of the proximal neck was 18 mm and that of the distal neck 15 
mm. It should be emphasized that this latter case was our first experience 
using intraoperative IVUS; as a result of our limited experience regrettably 
no additional intervention (i.e. balloon angioplasty) was performed. The 
patient developed an endoleak both at the proximal and distal attachment 
system; after six months the prosthesis was explanted because of continuous 
growth of the aneurysm. We now believe that such a patient could better be 
treated with a bifurcated graft. 
IVUS evidenced a stenosis and folding in the iliac limb of the stent-graft in 
five patients. Three of these patients had an AneuRx stent-graft in whom 
after additional dilatation, lumen diameter increased and folding 
diminished. In the two other patients the stenosis and folding was found in 
the iliac limb of an Ancure stent-graft (one bifurcated, one aorto-uni-iliac); 
both stenoses were dilated with appropriately sized balloons. In one of these 
patients, the stenosis was the result of torsion of the stent-graft during 
introduction. This patient developed thrombosis of the aorto-uni-iliac 
stent-graft a few hours after the intervention. Thrombectomy was 
unsuccessful and the stent-graft was explanted. In retrospect, our opinion is 
that, although IVUS showed a good result after dilatation, this problem 
might have better been treated by a Wallstent as proposed by Zajko et a1.". 
In one patient, IVUS evidenced a renal artery overstented by the bare part of 
the struts of an Ancure stent-graft. The intraoperative angiogram showed 
undiminished filling of the renal artery. Postoperative CT scanning showed 
no renal infal'ction. In a preliminary study, Marin et a1. 27

, has shown no 
adverse effects of overstented renal orifices. Nowadays, stent-grafts are 
available that have intentionally bare and long stent-struts in order to 
acquire better fixation of the stent-graft in case of a short (12-15 mm) 
proximal neck. 
Inadequate apposition at the proximal part of the stent-graft was recognized 
on IVUS in one patient as a small gap between the stent-graft and the aortic 
wall. The gap was the result of the angle betw'een the proximal neck and the 
aneurysm. 

102 



Chapter 7 

No additional intervention was deemed necessary because: 
1) the gap was considered too small to cause an endoleak 
2) the ePTFE sleeve positioned at the proximal attachment system, might 

provide appropriate sealing at a more distal point in the proximal neck. 
As yet, follow-up CTA has shown no endoleak along the proximal 
attachment. 
Similarly, for a dissection of the iliac artery seen in five patients no 
additional intervention was performed. However, in one patient the 
dissection continued beyond the distal attachment system. This feature was 
missed on IVUS primarily due to extensive calcification at the level of the 
dissection. Follow-up CT scanning revealed an endoleak. This patient is 
now scheduled for placement of a Wallstent. 
In three patients, accessory renal arteries were occluded intentionally to 
acquire sufficient sealing in a proximal neck that would otherwise have been 
too short. 
Although CTA measurements combined with 3D reconstructions for AAA 
may provide sufficient detail to determine the length and diameter of 
endovascular stent-grafts, some hospitals may not have the hardware (e.g. 
workstation with capacity of central lumen line reconstruction) or the 
manpower to perform these time-consuming reconstructions. The 
introduction of modular devices may diminish the need for such precise 
measurements of AAA. On the basis of calibrated angiography and axial CT 
scans, appropriate patients can be selected for endovascular treatment. 
The present study has shown that the additional value of IVUS inunediately 
before stent-graft placement is beyond dispute: IVUS used during the 
procedure allows decision on the definitive dimensions of the endovascular 
graft components. In two centers IVUS was used during the start-up phase 
of endovascular treatment of AAA. The interventionalists experienced that 
the use of IVUS immediately before and after endovascular treatment, 
presents a unique opportunity to gain insight into the mechanism of the 
intervention, guide their actions during the procedure and appreciate the 
Dutcolne. 
Based on data from the present study, no answer can be given on the precise 
additional role of IVUS after intervention over angiography. Both IVUS and 
angiography were used for decision making during the procedure. To 
establish what conditions, possibly influencing the outcome of the 
intervention, IVUS may detect that are missed on angiography, a prospective 
comparative study is required in which IVUS findings after intervention are 
blinded to the operators who score of the postoperative angiogranls. Based 
on angiography the outcome of the intervention can be assessed, which may 
either be affirmed or rejected by intraoperative IVUS. Such a study may also 
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reveal whether intraoperative IVUS is a cost-effective imaging tool to guide 
endovascular AAA repair. 

CONCLUSIONS 
This study showed that intraoperative IVUS used as a means of control of 
preoperative measurements immediately before endovascular stent-graft 
placement can optimize the intervention in the individual patient. 
Furthermore, IVUS measurements may definitively determine the 
dimensions of modular prosthesis components from a predefined range of 
components based on preoperative CT and angiography. Immediately after 
intervention, IVUS detects imperfections that may negatively influence the 
outcome of the procedure and thus allows additional interventions to be 
performed during the same session that may positively influence the 
outcome. 
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INTRODUCTION 
In 1991 a new treatment for abdominal aortic aneurysm (AAA), using a 
combination of stents and grafts, was introduced"', This endovascular 
approach intended to provide a less invasive way for treatment of AAA, It 
was expected that patients with serious co-morbidity, and thus at increased 
risk of fatal complications during open surgery, could be treated using 
endovascular techniques, thereby decreasing peroperative and postoperative 
morbidity and mortality. During the ensuing decade endovascular treatment 
of AAA was further developed and improved, Homemade stent-graft 
combinations were replaced by a number of commercial devices, 
Stent-grafts have become less rigid and requiring smaller introducer 
systems, easing the use of these devices, To date, the EUROSTAR database, 
a registry center for collection of data on endovascular treatment of AAA in 
Europe, registered over 2,400 stent-graft implantations3

, The use of 
stent-grafts for the treatment of AAA has given rise to new problems and 
challenges which, in response, has generated a lot of research projects and 
clinical studies. . 

TECHNICAL SUCCESS OF ENDOVASCULAR 
REPAIR AND PROCEDURE-RELATED PROBLEMS 
The SVS/ISCVS reporting standards' define technical success of 
endovascular treatment as "the proper placement of the gmjt using 
endavascular techniques ["J with successful access to the arterial system via a 
remote site; successful deployment of the endolllIninal gmjt without persistent 
perigmjt leakage ;>48 haul'S; and a patent endoluminal gmjt without 
significant twists, kinks or obstruction", Recent reports on endovascular 
treatment of AAA have shown that technical success, as defined in the 
SVS/lSCVS reporting standards, ranges from 48-88%'-14. Using these criteria 
the success of the intervention seems relatively low, However, in practice 
the introduction of the device was successful in 85-100% of the patients, 
Perigraft leakage, or endoleak, significantly diminished the success rate, 
Conversion to open repair occurred in up to 0-10% of the cases'-14, Reasons 
for conversion were rupture of either the aortic neck or the iliac artery, 
access problems due to stenosis and angulation of the iliac artery, inability 
to deploy the stent-graft, stent-graft misplacement, or migration and 
thrombosis of the graft. Other problems encountered intraoperatively, but 
not leading to conversion, included nonalignment of proximal and distal 
stents, renal m-tery overstenting or occlusion, accessory renal artery 
occlusion, damage to iliac and femoral arteries, and embolization, The 
findings of different studies on success of introduction, technical success, 
conversion rate, and complications are summarized in Table 1. 
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Table 1. Summary of the results of studies on endovascular treatment of AAA. 

Author Successhtl Technical Primary Intraoperative 
introduction success conver- complications 

sions 

Balms 100% 77% 0% • Nonalignment of proximal 
(n~31) attachment system (n= 1) 

Becquemin 13 100% 69% 0% • Renal artery overs tenting (n=5) 
(n~75) • Microembolization (n=2) 

• Occlusion of internal 
iliac artery (n=l) 

Blum G 98% 86% 2% • :r ... lacroembolization (n=3) 
(n~154) • Femoral artery damage at access site 

(n~2) 

• Rupture of external iliac artery 
(n~l) 

May 7 BB% 83% 12% • Femoral arlery damage (n=4) 
(n~121) • Iliac artery damage (n=5) 

• Graft stenosis (n=2) 
• Common iliac artery 

occlusion (n=4) 
• Renal artery covering (n=2) 

1vloore B 85% 48% 13% • Ileofemoral artery 
(n~46) damage (n=8) 

• Thromboembolism (n=2) 

Parodi !l 96% 81% 4% • Malpositioning stenl-graft (n=3) 
(n~10g) • Migration stent-graft (n=l) 

• MicroemboIization (n=7) 
• Iliac artery damage (n=l) 

Uflacker 10 90% 70% 10% • Migration of stent-graft (n=l) 
(1l~10) • Embolization (n=l) 

• Renal overs tenting (n=l) 

''''hite 11 91% 83% 9% • Occlusion of renal arteries (n=l) 
(n~76) • Rupture of proximal neck (n=l) 

• Stent-graft thrombosis (n=l) 
• :r..Hgration of stent-graft (n= 1) 
• Iliac artery damage (n=2) 
• Embolization (n=l) 

Zarins 12 97% 77% 0%* • Iliac artery damage (n=4) 
(n~190) • Embolization (1l=3) 

• Renal artery occlusion (n=l) 
• Internal iliac artery 
• occlusion (n=6) 
• Iliac limb thrombosis (n=5) 

"'Although no surgical cOIlversions were reported, in 5 patients the endovascular graft could not 
be deployed. All of these 5 patients declined further treatment. 
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The EUROSTAR database, a registry center for collection of data on 
endovascular treatment of AAA in Europe, reported a total of 2,310 patients 
treated from January 1994 to December 1999'. Of all intraoperative 
problems, inability to advance the delivery system was the most frequent 
complication (1.8%). In 1.3% of all endovascular procedures, conversion to 
open surgery was required. Endoleaks occurred in 16.3% of the patients. 
Reports comparing the results of endovascular AAA repair with open 
surgery showed that endovascular repair has a perioperative mortality and 
morbidity that is comparable to open repair"'!·. The early and late failure 
rate of endovascular repair is higher than that obtained with open repair. 
However, endovascular repair is associated with less severe systemic 
complications, shorter length of hospital stay, shorter duration of intensive 
care stay and less blood loss. Furthermore, endovascular repair appears to be 
an option for patients who, on the basis of their poor physical condition, are 
unfit to sustain open repair. In some institutions, endovascular repair of 
AAA has become the standard treatment for elective AAA exclusion. 
However, doubt exists about the long-term durability of endovascular 
treatment. Recent reports on late device failure have increased the growing 
concern about the long-term durability of endovascular repair of AAA17

•
20

• 

Apparently, the long-term stability of materials used for stent-grafts is at 
question, and either the stitches securing the stent to the graft, or the graft 
material itself, may not be enduring enough to last a lifetime. To date only 
one study has been published on this subject identifying tlIe problems of 
one particular type of stent-graft (e.g. stent dislocation and tearing of graft 
material)". It was suggested, however, that the EUROSTAR database already 
observed and identified this problem without stating the type of stent-graft 
in question". Current initiatives to produce smaller stent-grafts using 
thinner stents and graft material may further increase the incidence of 
device failure. Therefore, extensive follow-up schedules remain mandatory 
to observe similar problems possibly developing in other stent-grafts. 

IMAGING BEFORE AND AFTER ENDOVASCULAR REPAIR: 
What are tlIe Criteria? 
In order to perform endovascular graft placement, an accurate measurement 
of aortic and iliac dimensions is necessary""2Z (Figure 1). Selection of the 
correct diameter and length of an endovascular graft is important to avoid 
complications such as perigraft endoleak and endovascular graft thrombosis. 
Undersizing the endovascular graft may lead to graft migration, or endoleak, 
while oversizing may lead to folding of abundant graft material, again giving 
rise to perigraft endoleak channels. A mismatch in length may lead to 
occlusion of renal arteries or internal iliac arteries. A too short endovascular 
graft may result in an insufficient covering of the proximal or distal neck, 
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which in turn may lead to dislodgement of the endovascular graft and 
endoleakage. 

Current imaging techniques for preoperative assessment of AAA dimensions 

Infra-Renal Abdominal Aortic Aneurysm worksheet 

~:f"" ................ . 
L<f---'_ ............ ......... J 

H, 

H, 

H, 
a 

H, 
b 

Fig. 1. Example sheet for preoperative evaluation of 
abdominal aortic aneurysm dimensions, as used by the 
EUROSTAR database. Reproduced with permission 
from EUROSTAR (Liverpool UK). 

are calibrated angiography and CT angiography (CTA)"-". Using these 
techniques, sufficient information on AAA dimensions and feasibility for 
endovascular repair can be obtained. Accurate endovascular graft 
measurements may be obtained using three-dimensional reconstruction and 
central lumen line reconstructions of CTA scans. Alternatively, a 
combination of CT scans and calibrated angiography may be sufficient to 
decide on the suitability of the individual patient for endovascular repair. 
The first generation of endovascular grafts were individually tailored for 
each patient before the intervention, using measurements obtained with the 
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above-described techniques. Using these endovascular grafts no 
intraoperative adjustments were possible. Nowadays, a range of modular 
endovascular grafts are available, enabling modifications in the planned 
intervention based on intraoperative findings. Patient selection for modular 
devices can be performed using calibrated angiography and axial CT 
scanning. Based on these measurements, an endovascular graft can be 
chosen within a certain range, using intraoperative measurements for 
completion and perfection of the process of selecting the size of the 
endovascular graft. 
In selecting the appropriately-sized endovascular graft, intravascular 
ultrasound (IVUS) may playa major role. In both an in vitro and in vivo 
study our group has shown that IVUS allows to assess morphologic features 
of the abdominal aorta, and can assess diameter and length of the proximal 
and distal neck and the length of AAA 26.27 (Figure 2). 

Fig. 2. Comparison of computed 
tomographic angiography images 
and intravascular ultrasound images 
(12.5 MHz) obtained in the proximal 
neck, the aneurysm and the iliac 
arteries. 

Using these measurements, modular components may be selected from a 
range of predefined components during the intervention itself. In clinical 
studies, lVUS proved to be not only an adjunct but also a good alternative to 
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angiography during the intervention28,,,, White et al. 28 found IVUS to be "the 
most accurate way to determine the morphology of vascular structures", 
Furthermore, "the final choice of device dimensions was determined by 
IVUS interrogation". In one procedure IVUS identified a leak at the proximal 
landing zone apparently not seen on angiography. In this particular study, 
use of IVUS led to a decrease in tl,e amount of contrast dye required28, 
Altogether, it should be mentioned that, in this study, no actual overall 
results were given on the exact additional role of IVUS over angiography and 
CTA .. Tutein Nolilienius et al." used IVUS for the selection of final 
stent-graft size during the procedure. They found that in 65% of the 
procedures the expected stent-graft size based on preoperative CT scanning 
differed from the actual size chosen at the time of the procedure. Also, IVUS 
indicated a significantly smaller diameter and longer length, compared to 
preoperative CT scanning. However, in this study no three-dimensional CTA 
reconstructions were used for measurements, and therefore the length 
measurements obtained with preoperative CT scanning may not be 
corresponding to the actual lengili. They concluded iliat the 'last-minute' 
corrections based on intra-operative IVUS measurements did not result in 
high incidence of endoleaks at fixation zones. Based on these data no 
conclusive evidence can be given on the role of IVUS in diminishing the 
endoleak rate, since no fair comparison is possible between preoperative 
CTA measurements and intra-operative IVUS measurements. 
In our hands, IVUS provided the dimensions of the proximal and distal 
landing zones for the endovascular graft'o. Based on measurements obtained 
with IVUS at the onset of the endovasculal" procedure in 29 patients, we 
decided to convert to open surgery in one case and in 12 patients we 
selected the size of the modular stent-graft components of the AueuRx 
stent-graft. Moreover, IVUS determined the definitive length of an Ancure 
stent-graft in one patient in whom the CTA measurements remained 
inconclusive. In another patient intraoperative IVUS investigation led to a 
change in the planned introduction side because of circulal" calcification in 
the common iliac artery, probably obstructing normal introduction of the 
delivery system. In the latter case extensive CTA measurements with 
three-dimensional reconstruction were available, but failed to recognize the 
true nature of the calcification. Finally, intraoperative IVUS investigation led 
to pre dilatation of a recently developed occlusion in one patient. 
IVUS investigation immediately after endograft placement revealed tlle iliac 
leg of the stent -graft to end in the aneurysm in one patient and incomplete 
covering of the iliac part of the stent-graft in three other patients, all of 
which were treated wiili appropriate extension cuffs. The baTe part of the 
proximal attachment system was seen to be placed over a renalaTtery (n=1) 
and accessory renal arteries were seen to be intentionally covered (n=3). 
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Stenosis in the iliac leg of the graft (n=5) detected with IVUS was treated 
with an additional balloon dilatation. For iliac artery dissections (n=5) no 
additional interventions were deemed required. Finally, no additional 
interventions were performed for incomplete apposition at the proximal part 
of the stent-graft (n= 1) and folding at the distal part of the stent-graft (n=I). 
Our experience shows that there may be an important role for IVUS 
in/during endovascular u'eatment of AAA. This view seems to be supported 
by Zajko et al." who reported that after deployment of an Ancure stent-graft, 
iliac limb stenosis or compression occurred in 41% of the patients. Most of 
these stenoses were caused by compression of the unsupported part of the 
stent-graft at the native aortic bifurcation or by graft folding due to excess 
fabric in a small iliac artery. Such stenoses were easily and safely corrected 
with Walls tent placement. Since the authors used IVUS immediately after 
deployment, this problem was recognized and could be treated without 
delay by stent placement. At follow-up (1-27 months) all Wallstent 
reinforced Ancure stent-grafts remained patent. 

IVUS BEFORE AND AFTER ENDOVASCULAR REPAIR: 
What are the Costs? 
Although IVUS has been proclaimed by some to be the imaging technique of 
choice for endovascular trealinent, others are concerned about the additional 
costs using IVUS". There are no specific reports on the cost-effectiveness of 
IVUS for endovascular repair of AAA. In our own experience with 29 
patients, IVUS was used whenever feasible during the procedure. As our 
study was not designed to compare IVUS with angiography as routinely 
performed in a standardized fashion, no potential additional value of IVUS 
over angiography could be proven 30. To evaluate the additional value of 
IVUS in these circumstances, IVUS should be used only after standard 
peroperative angiography has shown the intervention to be completed as 
being successful. The results of angiography should than be blinded to the 
IVUS investigators. Based on both angiography and IVUS an independent 
decision should be made concerning the success of the intervention and the 
possible need for additional interventions. So far, a preliminary study on the 
additional role of IVUS in 10 patients, studied later, has shown angiography 
and IVUS to yield similar conclusions concerning clinical success in nine 
patients. In one patient, angiographic appearance after stent-graft placement 
was inconclusive; thereafter IVUS investigation revealed a stenosis of an 
iliac leg of the stent-graft and additional PTA was performed. 
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Eventually such studies will lead to conclusions concerning the value of 
IVUS over angiography. However, no conclusions can be drawn yet on the 
cost-effectiveness of IVUS, since it is not known to what extent additional 
procedures, based on IVUS interrogation, will prevent early complications 
such as stent -graft thrombosis or perigraft endoleaks. 
A study on the costs of IVUS should include the costs for the IVUS console 
(including write-off of equipment), IVUS catheters and personnel to operate 
the IVUS equipment, as well as the additional costs taken up by the extra 
time needed for IVUS investigation (i.e. costs of OR personnel, costs of OR 
time). Such a study will show that IVUS will add up the already high costs 
of endovascular surgery. 
In a number of reports the costs of endovascular treatment were compared 
with those for open surgery32.". H61zenbein et al.32 calculated that 
endovascular treatment of AAA was cost-effective and less expensive than 
open surgery (EGU 22,269 vs. EGU 25,374), despite additional costs for 
evaluation of patients suitable for endovascular repair and a more costly 
endovascular procedure. The increased length of stay in IGU and the 
increased length of stay in hospital accounted for the higher costs of open 
surgery. The costs of follow-up needed for the endovasculal' group were not 
taken into account, meaning that the overall costs of endovascular repair 
will eventually be higher than those for open surgery. Seiwert et al." 
reported the cost of endovascular repair to be similar to that for open repair 
(US$12,905 ± 495 vs. US$12,714 ± 1,116). In-hospital imaging costs 
specific for endovascular repair (e.g. guide-wires, catheters and fluoroscopy) 
were US$1,370 ± 67. However, the costs for follow-up imaging were not 
taken into account, thus limiting the value of this study". Finally, 
Sternbergh et al.", reported in-hospital costs of endovascular repair to be 
significantly higher than that for open repair (US$19,985 ± 7,396 vs. 
US$12,546 ± 5,944). The costs of the endograft accounted for 52% of the 
total cost of endovascular repair. The contradiction between these three 
reports can probably be attributed to the costs of the endovascular grafts 
used. These costs ranged from US$4,723 in the report by H61zenbein et al32 

to US$10,400 in the report by Sternbergh et al.". The costs of newly 
developed stent-grafts will be in the higher range, therefore the in-hospital 
costs of endovascular repair will remain higher than that for open repair. 
The total costs of endovascular repair, including follow-up and possible 
additional interventions, will even be higher, as long as a lifelong follow-up 
is deemed necessary. 
In our opinion, regarding the total cost of endovascular repair, the cost of 
using IVUS should not be exaggerated (vide supra). 
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A limitation of IVUS in the endovascular repair of AAA, is that during actual 
placement and deployment of the stent-graft imaging is not possible. It is 
during this part of the procedure that complications such as misplacement 
of the stent-graft or occlusion of renal and intestinal arteries may occur. A 
number of alternatives have been proposed to avoid the problem of this 
'short-sightedness' during the actual placement. These include simultaneous 
lVUS interrogation from an intra-arterial position (either inside the device or 
next to the device), intravenous IVUS, IVUS guide-wires, and peroperative 
MR imaging"'''. 

Fig. 3. Intravascular ultrasound images (10 MHz) showing the 
right renal artery and vein obtained immediately before 
placement of an endovascular graft. In the presence of the 
delivery system of an Ancure endovascular graft (EndoVascular 
Technologies/Guidant, Menlo Park, CA, USA), shadowing of 2,5% 
of the vessel wall occurs preventing visualization of the left renal 
artery. 
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For intra-arterial IVUS imaging, however, the IVUS catheter would be in the 
way of the device. Vogt et al. 35 tried to visualize the proximal stent during 
deployment by placing the IVUS catheter alongside the device. After three 
attempts this was stopped. Due to massive shadowing from the 
half-expanded stent only a segment of the aortic wall could be seen, and 
only one renal artery could be identified. Furthermore, the IVUS catheter 
was damaged by the hooks of the stents, preventing further imaging. In our 
experience, massive shadowing prevented visualization of about 25% of the 
vessel wall, including the most distal renal artery, and reliable positioning of 
the device in relation to the renal arteries, using IVUS, was impossible 
(Figure 3). As an alternative, the use of intravenous IVUS was explored35

.". 

Kriegel et al. 35 compared intravenous IVUS with intra-arterial IVUS and 
external ultrasound in a sheep model; they succeeded in visualizing arterial 
branch ostia, measuring arterial diameter and assessing device placement. 
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within the vena cava showing the renal artery crossing over the 
vena cava and the left renal vein originating from the vena cava. 
The aorta could not be seen. 
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Vogt et al." used a 10 MHz IVUS catheter in the inferior vena cava in one 
patient; the aorta could not be visualized from within the vena cava. 
Similarly, our own experience with intravenous lVUS was disappointing. 
We attempted to visualize the abdominal aorta from within the inferior vena 
cava with a 20 MHz lVUS catheter but the aorta did not come into viewing 
range (Figure 4). The discrepancy between our results and the animal model 
advocated by Kriegel et al. 35 may be due to the fact that the animal model 
used is of a smaller size compared to the human aorta, and did not have 
aneurysmal disease. It is likely that the vena cava is displaced in the 
presence of an aneurysm, thus making it difficult to see with a 20 MHz lVUS 
catheter. A solution to this problem may be to use a 10-12.5 MHz lVUS 
catheter or to introduce a pediatric trans esophageal ultrasound probe into 
the vena cava, as was successfully demonstrated in sheep by Beebe et al.". 
Using a pediatric ultrasound probe, both B-mode and color flow pictures 
were obtained over linear segments of the aorta. A third alternative to 
intraoperative IVUS may be an lVUS guide-wire. An lVUS guide-wire is an 
ultrasonic imaging device that is of the same dimension as a standard 
guide-wire, allowing the device to be introduced through the guide-wire 
lumen of all sorts of endovascular devices. Both White et al. 38 and Hiro et 
al. 39, have shown that IVUS guide-wires are able to assess balloon inflation 
and stent-placement in iliac arteries and coronary arteries, respectively. 
White et al. 38 showed that for treatment of smaller-diameter arterial lesions 
an alternative deployment technique can be used, in which an 0.035-inch 
IVUS guide-wire was introduced after placement of the introduction system 
in the desired position. The imaging element was then used to observe the 
position of the proximal stent -device and to ensure complete expansion of 
the prosthesis. Hiro et al. 39 reported that the 0.018 inch IVUS guide-wire 
permitted clear visualization of the lumen-plaque interface and 
media-plaque interface both before, during and after balloon inflation. 
Currently, no imaging wires are available to use for aortic purposes. The 
dimensions of the abdominal aorta are too big for visualization by the 
available guide-wires. A low frequency (10-12.5 MHz) guide-wire may 
overcome this limitation. Using such an IVUS guide-wire, placement of 
endovascular grafts may be optimized, to be as proximal to the renal arteries 
as physically possible without occluding or overstenting them. 
It has recently been suggested that use of magnetic resonance imaging (MRI) 
during endovascular treatment may be an option for intraoperative imaging 
of endovascular treatment'o. However, at this time, only in vitro and animal 
experience is available on MR-guided balloon angioplasty. A major problem 
is that the devices, guide-wires and other material, are fundamentally unfit 
for MRI scanning due to the metal content, or because the imaging 
properties of the material used render it unfit for visualization. 
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FUTURE OF IVUS IN ENDOVASCULAR REPAIR OF AAA 
The use of IVUS during endovascular repair of AAA remains a topic of 
discussion. Should IVUS be used in every endovascular intervention, or will 
its use be limited due to high costs. In our opinion IVUS may be used on 
demand in selected cases where problems during endovascular 
interventions may be suspected. Similarly, White et al.'! developed a grading 
scale to predict the degree of difficulty for endovascular graft procedures. 
Using anatomical and morphological features of AAA, such as length and 
angulation of the proximal neck, angulation of the aortic sack, and 
tortuosity, stenosis and calcification of the iliac arteries, three grades of 
difficulty can be established. If preoperative evaluation of AAA reveals a 
Grade III AAA (e.g. a difficult AAA presenting two or more of the above 
mentioned features), endovascular stent-grafting may present problems not 
seen on peroperative angiography. Similarly, postoperative assessment with 
lVUS may be warranted if angiography shows an ambiguous result. 
Altogether, our ultimate goal is to use IVUS during endovascular repair 
whenever indicated in order to improve the success of endovascular grafting 
ofAAA. 
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SUMMARY 

Endovascular treatment of abdominal aortic aneurysms (AAA) by means of a 
stent-graft is feasible and effective. Accurate knowledge of the dimensions of 
AAA is important for planning endovascular treatment. Imaging techniques, 
such as angiography and computed tomographic angiography (eTA), are 
widely used in the assessment of AAA before intervention. During 
endovascular intervention angiography is the sole technique to guide the 
placement of endografts. Angiographic measurements, however, may be 
hampered by thrombus, parallax and foreshortening, thus limiting the 
accurate placement of endografts. Intravascular ultrasound (IVUS) is a 
powerful imaging modality that provides information on lesion 
characteristics and vessel dimensions of coronary, peripheral and central 
arteries, and allows to assess the success of endovascular interventions. This 
thesis describes the validation and application of IVUS in the endovascular 
treatment of AAA. 

Chapter 1 gives an introduction to the scope of the thesis. 

Chapter Z describes the results of an in vitro validation study in which 
histologic sections of normal, atherosclerotic and aneurysmal aortae were 
compared with corresponding IVUS cross-sections. Fifteen abdominal aortic 
specimens were studied (5 normal, 5 atherosclerotic and 5 aneUlysmal) in 
an in vitro set-up. After lVUS study, the specimens were fixated and studied 
histologically. Ultrasonic images were compared with histologic 
counterparts for vessel wall characteristics, lesion morphology and lumen 
diameter. Length of the aneurysm and the proximal and distal neck were 
measured using a displacement sensing device and compared to external 
measurements. 
This study showed that normal aortic wall can be seen as a 2 or 3 layered 
structure corresponding with intima, media and adventitia. A clear 
distinction could be made between fibrous lesion, calcified lesion, and 
thrombus in the aneurysm sac, and between normal and aneurysmal aorta. 
For lumen diameter measurements a high correlation was found between 
histologic sections and IVUS cross-sections (r=0.93; p<O.OOl). Similarly, a 
high correlation was found for length measurements of the aneurysm and its 
proximal and distal necks (r=0.99; p<O.OOl). 
Thus, this in vitro study showed that IVUS may be an accurate imaging tool 
for the assessment of AAA in a clinical setting. 

Chapter 3 describes the results of a clinical validation study in which IVUS 
measurements of the proximal and distal neck and the aneurysm were 
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compared with data obtained with angiography and CTA. A total of 16 
patients with AAA were studied with angiography and IVUS. Shortly after 
the lVUS examination all patients underwent CTA. Measurements included 
the length of the aneurysm, and the length and diameter of the proximal and 
distal neck. CTA measurements were performed along a so-called "central 
lumen line". IVUS was able to identify 97% of the renal arteries and 80% of 
the accessory renal arteries. Comparison of measurements of the length of 
the aneurysm and of the proximal and distal necks obtained with lVUS and 
CTA showed a correlation of 0.99 (p<0.001) and a coefficient of variation of 
9%. IVUS tended to underestimate the length measurements as compared to 
CTA. This difference may be attributed to the non-coaxial position of the 
IVUS catheter, and to the stiffness of the lVUS catheter, leading to a 
different path between the IVUS catheter and the "central lumen line". 
Comparison of the lumen diameter measurements obtained with IVUS and 
CTA showed a correlation of 0.93 (p<0.001) and a coefficient of variation of 
9%; again IVUS underestimated luminal diameter of the neck as compared 
to CTA. The latter difference may be due to the fact that on IVUS the 
minimum lumen diameter was taken to represent the actual lumen diameter 
to avoid overestimation due to the non-coaxial position of the lVUS catheter. 
Interobserver analysis of length and diameter measurements showed a 
correlation of 1.0 and a coefficient of variation of 3% and 2%, respectively. 
Altogether, this clinical study showed that IVUS in a clinical setting 
provides accurate and reproducible measurements of AAA. 

Chapter 4 describes the use of an automated contour analysis system 
developed to increase reproducibility and facilitate quantitative analyses of 
multiple lVUS images, in lVUS images derived from femoropopliteal arteries 
before vascular intervention. First, measurements obtained with automated 
analysis were compared with those obtained by conventional manual 
contour tracing. Second, the intra- and interobserver variability of the 
measurements was determined. 
Area measurements obtained with automated analysis agreed well with 
those obtained with manual analysis, displaying high correlation coefficients 
(r = 0.92-0.98) and low coefficients of variation (8.5%-15.7%). Intra- and 
interobserver analysis showed high correlation coefficients (both: 
r = 0.93-0.99) and low coefficients of variation (6.0%-15.3% and 
5.7%-14.0%). This study showed that automated analysis of multiple IVUS 
images is reliable for the quantitative assessment of vessel dimensions 
obtained in peripheral arteries before a vascular intervention. 
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Chapter 5 describes the use of the automated contour analysis system for 
quantitative analysis of IVUS images obtained after vascular intervention in 
femoropopliteal arteries, including percutaneous transluminal angioplasty 
(PTA; n=10), stent placement (n=10) or stent-graft placement (n=10). 
Comparison was made between lumen diameter obtained with automated 
analysis and manual analysis. The location showing the smallest lumen area 
derived from automated analysis was compared with the smallest lumen 
area selected by visual estimation. 
It became clear that IVUS images containing a dissection, a conunon feature 
after PTA, could not be analyzed by the automated analysis system. For 
images obtained within stents and stent-grafts, a high correlation (both: l' = 
1.0) and low coefficients of variation were obtained for lumen diameter 
(2.7% and 2.1%, respectively). The location of the smallest lumen area 
determined by both systems was the same « 1 cm) in 16 of the 20 patients 
studied and differed more than 1 cm in 4 patients. This study showed that 
the automated analysis system can accurately determine the lumen diameter 
as well as the smallest lumen area in stents and stent-grafts. However, the 
analysis system is not able to analyze an irregular-shaped lumen area caused 
by dissection. 

After validation of the automated analysis system for quantitative 
assessment of vessel dimensions, Chapter 6 describes the use of the 
automated analysis system in assessment of the lumen diameter and length 
of the proximal and distal neck of an AAA, and the additional features 
associated with three-dimensional (3~) IVUS imaging. Lumen diameter 
obtained with both systems was compared. The length of the neck obtained 
with automated analysis was compared with the length assessed by visual 
estimation using the displacement sensing device. 
Comparison oflumen diameter and length showed good correlation (both: 
l' = 0.99) and low coefficients of variation (2.1% and 4.1%, respectively). 
Interobserver analysis of the automated analysis also showed good 
correlation (both: r = 0.99) and low coefficients of variation (3.4% and 3.5%, 
respectively). 3D IVUS analysis allowed identification of the shape of the 
neck. This study showed that automated analysis of the proximal and distal 
neck of AAA is feasible. Additional information on neck anatomy can be 
acquired with 3D IVUS analysis. 

Chapter 7 describes a feasibility study on the role of IVUS immediately 
before and after endovascular repair of AAA performed in 29 patients. In 
this multi-center study different endovascular grafts were used. Before 
intervention, IVUS was used to assess the diameter and length of the 
stent -graft to be used. In case of a modular stent -graft the final dimensions of 
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the stent-graft were chosen based on the IVUS measurements. After 
intervention IVUS was used to assess parameters known to be critical for the 
success of the treatment. 
Based on IVUS data obtained before intervention, one procedure was 
converted to open surgery, modules of the AneuRx stent-graft were chosen 
(n=12), as was the length of one Ancure stent-graft, the introduction side for 
one Ancure stent-graft was changed due to a critical stenosis in the common 
iliac artery, and a stenosis of the common iliac artery was dilated (n=l). 
After intervention, IVUS revealed incomplete apposition at the proximal side 
(n=l) and folding of a tube graft at the distal side (n=l) for which no 
additional intervention was performed. Furthermore, IVUS showed the leg 
of a stent-graft to end inside the aneurysm (n=l) and incomplete covering 
by the iliac part of the stent-graft (n=3), which were, all 4, treated 
successfully with extension cuffs. IVUS revealed that the bare part of the 
proximal attachment system of an Ancure stent-graft was placed over a renal 
artery (n=l), while in 3 other patients accessory renal arteries were 
intentionally occluded. For stenosis in an iliac leg of a stent-graft (n=5) 
additional PTA was performed. For dissection seen with IVUS (n=5) no 
additional intervention was deemed necessary. In conclusion, this study 
showed that IVUS may playa major role in the endovascular treatment of 
AAA. Before intervention IVUS can be used to assess definitive dimensions 
of modular stent-graft components. After intervention IVUS may be used to 
assess the outcome of the procedure and allow additional interventions to be 
performed during the same session. 

Finally, Chapter 8, addresses the current state of endovascular treatment 
and describes different perspectives on the use of IVUS during endovascular 
repair. Topics such as additional costs of IVUS for endovascular treatment, 
and selection of patients who may benefit from using IVUS, are discussed. A 
few remarks on future developments in vascular imaging are given. 
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SAMENVATTING 

Een aneurysma van de abdominale aorta (AAA) is een locale, permanente, 
verwijding van de aorta. Het grootste gevaar van deze afwijking, die in feite 
een onderdeel is van aderverkalking, is ruptuur. De kans op ruptuur neemt 
toe met de diameter van het AAA. Ruptuur van het AAA gaat gepaard met 
een hoge mortaliteit; 60-70% van deze patienten haalt het ziekenhuis niet 
levend. Een chirurgische behandeling van een geruptureerd AAA heeft een 
mortaliteit van 45-55%. In verband met deze hoge mortaliteit wordt een 
AAA behandeld als het groter dan 5 cm in doorsnede is. De traditionele 
behandeling van het AAA is een operatie waarbij het zieke verwijde deel 
wordt vervangen door een kunststof prothese. Deze behandeling he eft een 
mortaliteit van 5-7%, waarbij patienten met hartklachten, ritme stoornissen 
en long problemen een verhoogde kans op complicaties hebben. Recentelijk 
is een nieuwe 'endovasculaire' behandeling voer het AAA gelntroduceerd. 
Bij deze endovasculaire behandeling wordt de prothese niet meBr via een 
buikoperatie geplaatst, maru' wordt deze in opgevouwen toestand, via een 
slagader in de lies ingebracht en in de aorta geplaatst. Met behulp van een 
ballon en een stent wordt de prothese ontplooid en vastgezet in een gezond 
deel van de aorta. Met deze behandeling wordt het aneurysma van binnenuit 
behandeld. Het plaatsen van een endovasculaire prothese is millimeterwerk. 
De slagaders naar de nieren, die meestal vlak boven de verwijding liggen 
mogen niet worden afgesloten door de prothese. Verschillende onderzoekers 
hebben inmiddels aangetoond dat endovasculaire protheses een effeelieve 
en veilige behandeling van het AAA vermen. 
Om een endovasculaire procedure te plannen en uit te voeren is uitgebreide 
informatie nodig over de dimensies van het aneurysma. Huidige technieken 
die gebruikt worden om de anatomie van het AAA voor de interventie in 
beeld te brengen zijn angiografie (Riintgencontrast foto) en computer 
tomografische angiografie (CTA; een CT scan met contrastmiddel). Om de 
plaatsing van stent-grafts te begeleiden is men, tijdens de interventie zelf, 
aangewezen op angiografie. Het probleem van angiografie is echter dat deze 
relatief eenvoudige techniek bemoeilijkt kan worden door de aanwezigheid 
van trombus, parallax en verkerting van schuin afgebeelde bloedvaten. 
Intravasculaire echografie (IVUS) is een afbeeldingstechniek die informatie 
kan verschaffen over de morfologie van de plaque in de vaatwand en over de 
afmeting van het bloedvat, zowel van coronaire, perifere en centrale arterien. 
Ook kan met deze techniek het effeel van de endovasculaire behandeling 
worden vastgelegd. Het onderzoek beschreven in dit proefschrift heeft tot 
doel het gebruik van IVUS voor de diagnostiek van het AAA te valideren, 
alsmede een automatisch contour analyse station voor de bepaling van 
vasculaire dimensies te valideren. Tenslotte worden de mogelijkheden van 
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het gebruik van IVUS tijdens endovasculaire behandeling van het AAA 
besproken. 

Hoofdstuk 1 geeft een inll'Oductie van de inhoud van het proefschrift. 

Hoofdstuk 2 beschrijft de resultaten van een in vitro validatie stu die waarbij 
IVUS be elden verkregen bij normale, atherosclerotische en aneurysmatische 
aorta's werden vergeleken met corresponderende histologische coupes. 
Vijftien, bij obductie verkregen, aorta segmenten werden in een in vib'o 
opstelling onderzocht onder fysiologische druk. Na de IVUS studie werden 
de segmenten gefixeerd en werden er histologische coupes van gemaakt. 
Echobeelden werden vergeleken met bijbehorende histologische coupes voor 
vaatwand karaktedstieken, lesie morfologie en lumen diameter. De lengte 
van het aneurysma en de lengte van de proximale en distale hals werd 
gemeten met de catheter verplaatsingsmeter en vergeleken met de uitwendig 
gemeten lengte. 
De stu die liet zien dat normale aorta wand gezien kan worden als 2 of 3 
lagige structuur overeenkomend met intima, media en adventitia. Een 
duidelijk onderscheid werd gevonden tussen fibreuze afwijkingen, verkalkte 
afwijkingen en trombus en tussen een normale en aneurysmatische aorta. De 
correlatie gevonden tussen IVUS diameter metingen en histologische 
diameter metingen was hoog (1'=0,93; p<O,OOl). Ook tussen de IVUS lengte 
metingen en uitwendige lengte metingen werd een goede correlatie 
gevonden (r=0,99; p<O,OOl). Gezien de resultaten van dit onderzoek mag 
verwacht worden dat lVUS bij klinisch gebruik een betrouwbare techniek 
kan zijn voor de diagnostiek van het AAA. 

Na de in vib'o validatie van IVUS, beschrijft Hoofds!uk 3 een klinische 
validatie studie waarbij IVUS metingen van de lengte en diameter van de 
proximale en distale hals van het AAA en de lengte van het aneurysma 
werden vergeleken me! angiografische metingen en CT A metingen. Zestien 
patienten met een AAA werden bes!udeerd met angiografie en IVUS. 
Daarnaast werden de patienten onderzocht met CT A. 
IVUS identificeerde 97% van de nier arterien en 80% van de accessoire nier 
arterien. De vergelijking van lengtemetingen verkregen me! IVUS en CTA 
lieten een goede correlatie zien (r=0,99; p<O,OOl) en een lage variatie 
coefficient (9%). De lengte gemeten met IVUS was consequent korter dan de 
lengte gemeten met CT A. Wij nemen aan dat door de stijfbeid van de IVUS 
catheter een kortere afstand door de aorta gemeten wordt dan gemeten wordt 
met de centrale lumen lijn waarlangs de metingen met CTA worden verricht. 
Vergelijking van de diameterme!ingen verkregen met IVUS en CTA !oonde 
een goede correlatie (1'=0,93); p<O,OOl) en een lage val'iatie coefficient (9%). 
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IVUS onderschatte de lumen diameter vergeleken met eTA. Dit kan worden 
verklaard door het feit dat de minimum lumen diameter verkregen met IVUS 
is gekozen om de diameter van het bloedvat te bepalen om te voorkomen dat 
door de non coaxiale (scheve) positie van de echo catheter de diameter van 
het bloedvat overschat zou kunnen worden. 
Deze klinische validatie stu die toonde aan dat IVUS accurate en 
reproduceerbare metingen kan leveren van het AAA. 

In Hoofdstuk 4 wordt een automatisch contour analyse station beschreven 
dat de reproduceerbaarheid van handmatige IVUS metingen moet vergroten 
en de kwantitatieve analyse van een grote hoeveelheid IVUS beelden 
mogelijk moet maken. In deze stu die werden IVUS beelden verkregen voor 
interventie van de arteria femoralis superficialis geanalyseerd. Metingen 
verkregen met behulp van het automatische analyse station werden 
vergeleken met handmatig geanalyseerde IVUS beelden. Daarnaast werd de 
intraobserver en de interobserver variabiliteit van automatische analyse 
bepaald. 
Oppervlakte metingen verkregen met automatische analyse kwamen goed 
overeen met handmatige verkregen meting en, en lieten hoge correlatie 
coBfficienten zien ( r=0,92-0,98) en lage variatie coefficienten (8,5%-15,7%). 
De intra- en interobserver analyses toonden hoge correlatie coefficienten 
(r=0,93-0,99) en lage variatie coBfficienten (6,0%-13,5% en 5,7% en 14,0%). 

Vervolgens wordt in Hoofdstuk 5 de toepassing van het automatisch contour 
analyse station beschreven voor de kwantitatieve analyse van IVUS 
cross-secties verkregen no vasculaire interventie (ballon dilatatie, stent 
plaatsing en stent-graft plaatsing) in de arteria femoralis superficialis. Lumen 
diameter verkregen met automatische analyse werd vergeleken met lumen 
diameter verkregen met handmatige analyse. De positie van het kleinste 
lumenoppervlak gezien met behulp van automatische analyse werd 
vergeleken met de positie van deze plek gevonden met visuele benadering. 
IVUS cross-secties met een disseclie, een niet ongebruikelijke bevinding na 
ballon dilatatie, konden niet worden geanalyseerd met het automatische 
analyse station. IVUS cross-seclies verkregen in stents en stent-grafts 
vertoonden een hoge correlatie en lage variatie tussen automatische en 
handmatige analyse (beiden r=1,0; variatie coefficient 2,7% en 2,1%). De 
positie van het kleinste lumen oppervlak gemeten met beide systemen was 
gelijk « 1 cm) bij 16 van de 20 onderzochte patienten en verschilde meer 
dan 1 cm bij 4 patienten. 
Dit onderzoek toonde aan dat de analyses verkregen met een automatische 
contour analyse station betrouwbaar en reproduceerbaar de dimensies van 
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bloedvaten kan bepalen vaal' en na een endovasculaire behandeling van 
perifere bloedvaten. 

Na de validatie studies van het automatisch contour analyse station wordt in 
Hoofdsluk 6 de toepassing van dit systeem beschreven Vaal' de analyse van 
de proximale en dis tale hals van het AAA en de additionele toepassing van 
drie dimensionale beeldverwerking. Diameter metingen van de proximale en 
distale hals werden zowel automalisch als handmatig bepaald. De lengte van 
de hals gemeten met automatische analyse met behulp van de catheter 
verplaatsingsmeter werd vergeleken met de lengte verhegen door visuele 
benadering. 
Vergelijking van de lumen diameter en de lengle vertoonde hoge correlatie 
coefficienten (beiden: 1'=0,99) en lage variatie coefficienten (2,1% en 4,1%). 
Interobserver analyse toonde hoge correlalie (beiden: 1'=0,99) en lage variatie 
coefficienten (3,4% en 3,5%). Drie dimensionale IVUS analyse maakte een 
onderscheid mogelijk tussen verschillende varmen van de halzen. 
Deze studie lleeft duidelijk gemaakt dat automalische analyse van de 
proximale en distale hals van een AAA mogelijk is. De gegevens verhegen 
met behulp van automatische analyse kunnen mogelijk gebruikt worden 
tijdens endovasculaire behandeling van AAA. 

Hoofdstuk 7 beschrijft een 'feasibility' studie naru' de aanvullende rol van 
IVUS tijdens endovasculaire behandeling van AAA. In deze multi-center 
stu die werden verschillende soarten stent-grafts gebruikt. Voorafgaand aan 
de interventie werd IVUS gebruikt am de diameter en lengte van de 
stent-graft te bepalen. In het geval van modulaire stent-grafts werd de 
uiteindelijke maat bepaald met de IVUS metingen. Na de interventie werd 
IVUS gebruikt am het succes van de ingreep te bepalen. Meer specifiek werd 
er gekeken naar de appositie (aanligging) aan de proximale en distale zijde 
van de stent-graft, en werden faclaren die het succes van de ingreep kunnen 
bedreigen uitgesloten. 
Vaal' de intervenlie werden gebaseerd op IVUS data bij 12 patienten de 
modules van modulaire stent-grafts gekozen. Bij 1 patient werd de procedure 
geconverteerd naar open chirurgie nadat IVUS had aangetoond dat de 
proximale hals niet geschikt (te groat) was voar endovasculaire 
behandeling. Bij 1 patient werd IVUS gebruikt am een keuze te. maken 
tussen 2 verschillende lengtematen stent-graft. Bij 1 patient werd de 
introducliekant voar de stent-graft veTanderd nadat met IVUS een ernstige 
stenose werd gezien in de arteria iliaca. TensloUe werd bij 1 patient een 
predilatatie verricht van een stenose van de arteria iliaca communis. 
Na interventie onthulde IVUS incomplete appositie aan de proximale zijde 
bij 1 patient en een vouw in een tube-graft bij een andere patient: in beide 
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gevallen werd geen aanvullende interventie verricht. Bij 1 patient werd met 
IVUS gezien dat het iliacale deel van een stent-graft eindigde in het 
aneurysma en werd een incomplete bekleding van de arteria iliaca 
communis gezien in 3 andere patienten; al deze 4 patienten werden met 
succes behandeld door een verlengstuk te plaatsen. 
Ook werd met lVUS gezien dat het onbeklede gedeelte van een stent-graft bij 
1 patient over een nier slagader was geplaatst, en bij 3 andere patienten een 
accessoire nier arterie opzeUelijk was afgesloten. Bij 5 patienten werd een 
stenose in het iliacale been van de stent-graft gevonden waarvoor met succes 
een aanvullende ballon dilatatie werd verricht. TensloUe werd voor een 
dissectie van de arteria iliaca met IVUS gezien in 5 patienten, geen 
additionele behandeling no dig geacht. 
Kort samengevat kunnen we stellen dat deze studie he eft aangetoond dat 
IVUS voor de interventie gebruikt kan worden voor de maatvoering van 
modulaire stent-grafts, en no de interventie om het succes van de procedure 
te bepalen, waarna aanvullende interventies gedurende de zelfde sessie 
kunnen worden verricht. 

TensloUe wordt in Hoofdstuk 8 de huidige stand van zaken met betrekking 
tot endovasculaire behandeling van AAA besproken en de verschillende 
perspectieven over het gebruik van lVUS tijdens endovasculaire behandeling 
van AAA uiteen gezet. Onderwerpen, zoals de kosten van IVUS en de 
selectie van patienten die het meest baat zullen hebben bij het gebruik van 
IVUS worden behandeld. Enkele noten over de toekomst van vasculaire 
afbeeldingstechnieken worden besproken. 
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