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Abstract
Background: Total knee arthroplasty is a complex procedure aiming to relieve pain and improve

function. It is critical to select prosthesis that best cover the bone surfaces. Ethnicity may affect fit-
ness of the components mainly designed for Caucasian populations. This study aimed to evaluate
morphometric features of proximal tibia in Iranian population.

Methods: During 2013, 150 consecutive patients (96 males and 54 females) form orthopedics de-
partment of Rasoul-Akram hospital with knee CT scan were randomly enrolled. We entered cases
with apparent normal extremity alignment and bone maturity. Cases with history of fracture or con-
ditions affecting knee profile were excluded. Standard cuts were simulated on CT scan. Anteroposte-
rior (AP), mediolateral (ML) and aspect ratio (ML/AP) were measured for general morphology. Me-
dial and lateral AP distance of tibia and their distance to tibial center were measured for checking
symmetry.

Results: Mean age was 43.0± 10.4 years (rang 11-80). Males showed significantly larger values in
ML dimension and aspect ratio than females under a given AP value (p<0.001). However, the aspect
ratio was suggestive of similar configuration of proximal tibia profiles among genders. Totally, close
correlations were observed among simulated cuts and size-matched tibial components of the prosthe-
ses. However, better coverage was provided by some brands via designing interchangeable compo-
nents for a given dimension. Medial and lateral condyles of tibia were almost symmetrical.

Conclusion: Our findings indicated that some alterations in the shape of the components are needed
to provide optimal coverage in Iranian population. We propose symmetrical configuration in design-
ing tibial components as well.
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Introduction
Total knee arthroplasty (TKA) is a highly

complex and accurate procedure aims to
relieve pain and improve function. To
achieve this, it is critical to select a prosthe-
sis that best fit the sizes of the resected sur-
faces of the distal femur and proximal tibia.
Any mismatch or malposition may result in
a number of severe complications such as
soft tissue imbalance, impaired movement

and implant loosening (1, 2).
Prosthetic components currently available

on the market are mainly designed based on
Caucasian population. Asian ethnicities are
supposed to have smaller knees based on
their small statures (3-10). Therefore, mod-
ification of current prostheses may be
needed to fulfill the requirements of these
anthropometrically smaller ethnic groups
(4-8). Moreover, differences between male
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and female sizing and necessity of gender
specific prostheses have been an issue of
debate (11-15). Recently, some studies
have focused on more detailed points such
as designing asymmetrical tibial baseplate
for better fit (5, 6, 16-18).

Anthropometric characteristics of the
knee joint from many Asian countries are
presently available mainly from Asian-
pacific countries (4-10). Some significant
criticism can be made regarding the stud-
ies’ methodology that puts comparability of
the results into trouble. To our knowledge,
such surveys were rarely performed in
middle-east countries.

We conducted this study to evaluate prox-
imal tibia morophometrical characteristics
of Iranian ethnicity based on CT imaging.
Furthermore, correlation with three availa-
ble prostheses (NEXGEN, Scorpio, and
GENESIS) was assessed. We also tried to
examine symmetry of proximal tibia based
on simulated cuts.

Methods
Sample selection
During 2013, a cross-sectional study was

conducted at the outpatient ward of ortho-
paedics department of Rasoul Akram hos-
pital. Patients were randomly recruited
based on their documents’ code available in
digital imaging database.

The selection criteria were defined as ag-
es after maturity, normal apparent lower
limb alignment. Patients with severe osteo-
arthritis, any rheumatoid condition, gross
congenital anomaly or deformity and pa-
tients with concomitant hip or spine de-
formities were excluded from the study.
Informed consents were obtained from all
participants of the study and the study pro-
posal was approved by the institutional re-
view board of Iran University of Medical
Sciences (IUMS).

Imaging protocol
A computerized tomography (CT) scan of

the knee was obtained using a helical CT
scanner with 1-3 millimeter of slice thick-
ness. Patients were instructed to be relaxed

in supine position with both lower limbs in
extension and neutral rotation (i.e. with pa-
tellae parallel to the ceiling). Using scout
views, the scan direction was aligned to be
in the plane perpendicular to the mechani-
cal axis of the tibia in the frontal plane. The
data were reconstructed in three conven-
tional planes in MacoPacs program. Cut
simulations were performed as follow:

Simulated proximal tibia bone cut was
made following the standard TKA surgical
technique with 10-mm thickness from the
higher side of the tibial plateau with rough-
ly 7 degrees of posterior slope. Almost con-
sistently performed in all studies, the AP
and ML length of the resected proximal
tibia was measured as described by Uehara
et al (5). The ML width was defined as the
longest value of the resected proximal tibia
parallel to anatomical trans-epicondyar axis
(TEA) of the distal femur. A line perpen-
dicular and through the midpoint of this
line was drawn, and the length was regard-
ed as the AP size of the tibia.

The medial anteroposterior (MAP) and
lateral anteroposterior (LAP) dimensions
were taken as the length of line drawn par-
allel to the middle anteroposterior line (AP)
in the longest value throughout the tibia
plateaus. The distances of the MAP and
LAP lines from the central point (intersec-
tion of AP and ML lines) were measured as
CM and CL, respectively. These variables
were exploited as indicators of tibial con-
dyles symmetry.

In addition, a characterization of the as-
pect ratio (the ML width divided by the AP
length) was made for both simulated cuts.
The equation to define aspect ratio is ap-
plied reversely in some other studies.
Therefore it should be considered while
interpreting the results.

All measurements were recorded in mil-
limeters. The osteophytes surrounding the
cut surfaces, if any, were excluded from the
measurements. The measured dimensions
were correlated to the sizing of three avail-
able tibial components in Iran, including
NexGenLPS-Flex (Zimmer), Genesis II
(Smith & nephew) and Scorpio (Stryker).



M. Moghtadaei, et al.

3MJIRI, Vol. 29.225. 30 June 2015 http://mjiri.iums.ac.ir

Statistical analysis
The SPSS and GraphPad Prism 6 soft-

wares were used for statistical analysis. De-
scriptive statistic was used for de-
mographics and bone dimension measure-
ments. Comparative statistical analyses be-
tween genders were made using the t-test.

Correlation analysis was performed to
compare simulated resected bones with
size-matched components of total knee
prosthetic systems. In analyzing the mor-
phometrical data, scatter plots along with a
best-fit line were represented (α: 0.02).

Results
A total of 150 patients were included,

comprising 96 males (64%) and 54 females
(36%) aging 17-80 years. No statistical dif-
ference was observed among ages and gen-

ders (p=0.063). The demographic data are
shown in Table 1.

Proximal tibia profile
After simulation of resected proximal tib-

ia, parameters were measured (Table 2).
Mean±SD of AP length and ML width
were 48.6±4.50 mm and 74.6±5.90 mm,
respectively. Medial and lateral AP lengths
valued similar amounts (50.5±4.39 Vs
48.9±5.00 mm). Moreover, their distances
from the central AP line were similar (CM:
13.1±2.40 and 13.0±2.35 mm). These ap-
proximately define a symmetrical shape for
tibial condyles at resection site. All pa-
rameters revealed significantly higher val-
ues in men than women. The difference for
aspect ratio was not statistically significant
(p=0.073).

Table 1. Descriptive statistics of subject demographics variables
Parameter Total (N=150) Male (N=96) Female (N=54)

Mean±SD (range) Mean±SD (range) Mean±SD(range)
Age (year) 43.0± 17.18(17-80) 41.8± 17.11(18-80) 45.6±16.86(17-78)
Height (cm) 168.7±7.57(150-175) 171.8±8.11(152-175) 156.8±5.85(150-170)

Table 2. Descriptive statistics of proximal tibial dimensions.
Parameters Total Male Female p

Mean±SD (range) Mean±SD Mean±SD
Resected AP length (mm) 48.6±4.50(39-57) 51.0±2.77 44.2±3.51 <0.001
Resected ML width (mm) 74.6±5.90(62-89) 78.0±3.81 68.5±3.83 <0.001
Aspect ratio (ML/AP) 1.5±0.07(1.35-1.75) 1.5±0.07 1.5±0.07 0.073
Medial AP 50.5±4.39(41-60) 52.7±3.26 46.5±3.21 <0.001
Lateral AP 48.9±5.00((38-58) 51.9±3.22 43.5±2.87 <0.001
CM 13.2±2.40(8-20) 13.9±2.32 11.9±1.80 <0.001
CL 13.0±2.35(9-20) 13.7±2.32 11.8±1.86 <0.001

Fig. 1. Graphs demonstrating correlations among resected tibial AP length and ML width and four prosthetic systems
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Correlations of current prostheses and
the resected tibial condyle

Analyses showed a high correlation
among size-matched tibial component of
NexGenand resected proximal tibia in our
subjects. However, for size-matched of
smaller AP values, Scorpi and GENESIS II
components were mainly undersized. The
versatile fitness of NexGen seemed to be
specially originated from its interesting de-
sign that made two alternatives of ML sizes
available for a given AP dimension and
vice versa (Fig. 1).

Evaluation of prostheses fitness among
genders for Scorpi and GENESIS II, was
suggestive of sizing mismatch at smaller
and larger AP values. In simple words, the-
se components are undersized for smaller
knees and overhang for larger knees (Fig.
2).

Evaluation of tibial aspect ratios among
genders and compared prostheses disclosed
interesting points (Fig. 3). The slopes of
correlation lines suggest similar downward
trends among males and females. Thus,

smaller knees enjoy higher aspect ratio. On
contrary, the aspect ratios of prostheses re-
main approximately the same through dif-
ferent sizes.

Discussion
Besides precise surgical techniques in

TKA, proper sizing of the prosthesis is
mandatory for a successful and long-life
outcome (1). Any mismatch in the form of
overhanging or undersizing of the compo-
nents can lead to altered soft-tissue tension-
ing and impaired patello-femoral tracking.

In order to enhance the quality of the fit-
ness yielded by prostheses, morphometric
studies from diverse ethnicities are manda-
tory. Some surveys demonstrated that
Asian populations enjoy smaller knee com-
pared with Caucasians (2- 4). This has
posed the need for alteration in sizing and
configuration of current prostheses to best
fit them. To our knowledge, anthropometric
surveys from China, Korea, Japan, India,
Malaysia and Thailand were conducted to
construct Asian knee profile (4-10,16).

Fig. 2. Graphs demonstrating correlations among resected tibial AP length and ML width and four prosthetic systems in
males and females

Table 3. Proximal tibia dimensions reported from different studies
White’s11Chinese11

(by Yue)
Chinese

(by Cheng)
IranianJapanese5Korean7

(by Lim)
Korean6

(by Kwak)
Thai3

48.8±3.448.6±4.548.3±5.453.4 & 49.245.7±3.846.04±4.4TotalAP length
(mm) 45.0 ± 2.841.5 ± 2.151.3±2.051±2.7753.8±6.659.5 & 52.748.2±3.350.15±3.09Male

39.3 ± 2.637.3 ± 2.845.7±1.944.18±3.5146.6±3.647.7 & 45.743.2±2.343.23±2.57Female

73.0±4.674.6±5.974.3±6.675.1±7.0171.9±5.668.8±5.8TotalML width
(mm) 78.7 ± 5.475.2±3.676.4±2.878±3.8183.0±6.280.6±6.3176.1±4.074.44±3.44Male

69.0 ± 4.266.2±2.168.8±4.668.5±3.8371.7±4.070.0±3.4567.6±3.164.95±3.45Female

1.491.53±0.071.4 & 1.511.47TotalAspect
ratio
(ML /AP)

1.75±0.111.82±0.071.491.53±0.071.35 & 1.521.48Male
1.76±0.081.78±0.101.501.55±0.071.47 & 1.521.47Female
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There were delicate discrepancies in meth-
odology and results of these studies that
can affect the outcome of TKA in a differ-
ent manner from Western population.

To avoid misinterpretation, it should be
first delineated from what stance we are
viewing the results: whether clinically or
anatomically. For example, a glance to an
anatomical study conducted by Mahfouz et
al shows that they defined most of their an-
thropometrical parameters based on the
longest length of them (3). However, in
clinical studies like most of the works re-
lated to arthroplasty, the same parameters
were defined based on some different con-
siderations. On the other hand, within the
same population either Caucasian or Asian,
sometimes all the available studies are not
fully scrutinized before coming up with a
conclusion. These should be regarded while
comparing the results.

We evaluated knee dimensions corre-
sponding to standard cuts of proximal tibia

during TKA.  Based on our findings, mor-
phological parameters were significantly
larger in males comparing to females.
However, aspect ratios did not show such
difference. It can be inferred that shape
configuration of resected cuts seemed to be
maintained with knee enlargement. These
ratios were reported to be different among
genders in some studies (6, 7, 9, 13). Dis-
tribution of measured values depicts that
for a given AP size there is variety of ML
sizes. This dissipation also was a matter of
concern in other population (6, 8, 16-19).
To overcome probable mismatches, availa-
bility of several or at least two ML sizes for
the same AP size of prostheses is proposed
to provide better coverage.

In comparison of tibia dimensions among
studies (Table 3), we believe that assump-
tion of smaller knee size (as correlated with
arthroplasty) is more evident for Thai and
Indian population. However, dimensions
represented from other Asian ethnicities

Fig. 3. Graphs demonstrating correlations among resected tibial aspect ratio and four prosthetic systems in males and fe-
males



Morphology of proximal tibia in Iranian population

6 MJIRI, Vol. 29.225. 30 June 2015http://mjiri.iums.ac.ir

along with Iranians do not seem to have
significant difference from white popula-
tions. Minor discrepancies may have result-
ed from longer height and different imaging
techniques.

On the tibial side, all prostheses were un-
dersized for small knees (ML sizes were
too small for the same AP value) and over-
sized for larger knees. This was also men-
tioned in Chinese, Korean and Thai popula-
tion (7, 9, 16). Our data along with these
studies demonstrated a decreasing aspect
ratio as AP size rises. However, most im-
plants had a relatively constant aspect ratio.
This implies a need for alteration in pros-
theses shape in addition to their sizing; es-
pecially considering this point that most
candidates of TKA in Asian countries need
smaller or medium sized components (4, 6,
8). On the other hand, interesting versatile
designing of components such as NexGen
is a good strategy that made two alterna-
tives available for a given AP or ML di-
mension.

In order to further match the geometry of
the tibial component, symmetry of proxi-
mal tibial cuts was debated in recent studies
(17-20). Again, the locations for measuring
related values were a matter of controversy
that complicates their comparison. Besides
this variability, almost all of them reported
larger medial AP than lateral and larger CL
than CM values that implies asymmetry of
proximal tibia (5, 7). However, our findings
were more indicative of symmetric profile
and observed minor differences were not
significantly meaningful. Although some
authors have reported substantially better
fit for asymmetric tibial components (17,
18), definite statement is not yet represent-
ed (5, 6, 9). This was mainly because of
two reasons. No outcome study has com-
pared tibial component survival rates be-
tween asymmetric and symmetric baseplate
designs. On the other hand, asymmetric
TKA designs mandate doubling the inven-
tory and stock for the operating room.

The limitation of our analysis is relatively
younger age of the selected sample. This
may be more approximate to normal mor-

phology rather osteoarthritic knees. Further
studies are advised to cover cuts with dif-
ferent depths and combine imaging meas-
urement with corresponding surgical re-
sults. Other confounding factors such as
age, height, severity of osteoarthritis and
lower extremity alignment should also be
adjusted.

Conclusion
We tried to evaluate anthropometric data

of Iranian population in order to improve
current designs of TKA prostheses. Data
from mismatches between sizes and shapes
(aspect ratio) of the components may be
taken into account by manufacturing com-
panies. We propose symmetric configura-
tion in designing tibial components as well.
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