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Abstract. In this work, there were implemented methods to analyze and segmentation medical images by using different kind of algorithms. The solution 

shows the architecture of the system collecting and analyzing data. There was tried to develop an algorithm for level set method applied to piecewise 
constant image segmentation. These algorithms are needed to identify arbitrary number of phases for the segmentation problem. With the use of modern 

algorithms, it can obtain a quicker diagnosis and automatically marking areas of the interest region in medical images. 
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ANALIZA OBRAZÓW MEDYCZNYCH I STEREOSKOPOWYCH  

W SYSTEMIE E-MEDICUS 

Streszczenie. W pracy zaimplementowano metody analizy i segmentacji obrazów medycznych przy użyciu różnych algorytmów. Rozwiązanie pokazuje 

architekturę systemu zbierającego i analizującego dane. Podjęto próbę opracowania algorytmu dla metody zbiorów poziomicowych stosowanej do 

fragmentarycznej, stałej segmentacji obrazu. Metody te są potrzebne do identyfikacji dowolnej liczby faz dla problemu segmentacji. Dzięki zastosowaniu 

nowoczesnych algorytmów można uzyskać szybszą diagnozę i automatyczne oznaczanie obszarów w regionach zainteresowania w obrazach medycznych. 

Słowa kluczowe: segmentacja, analiza obrazów, metoda zbiorów poziomicowych 

Introduction 

In medical clinical research and practice, imaging has become 

an essential part to diagnose and to study anatomy and function of 

the human body. The image data is of immense practical impor-

tance in medical informatics. Medical images, such as Computed 

Axial Tomography (CAT), Magnetic Resonance Imaging (MRI), 

Ultrasound, and X-Ray, in standard DICOM formats are often 

stored in Picture Archiving and Communication Systems (PACS) 

and linked with other clinical information in EHR clinical man-

agement systems. Research efforts have been devoted to process-

ing and analyzing medical images to extract meaningful informa-

tion such as volume, shape, motion of organs, to detect abnormali-

ties, and to quantify changes in follow-up studies.  

 

Fig. 1. The architecture of the e-Medicus system 

Recent advances in a wide range of medical imaging tech-

nologies have revolutionized how we view functional and patho-

logical events in the body and define anatomical structures in 

which these events take place. X-ray, CAT, MRI, Ultrasound,

nuclear medicine, among other medical imaging technologies, 

enable 2D or tomographic 3D images to capture in-vivo structural 

and functional information inside the body for diagnosis, progno-

sis, treatment planning and other purposes. The architecture of 

such the medical system was projected in the Figure 1. 

The e-Medicus system consists: 

 artificial intelligence algorithms, 

 segmentation algorithms 

 the framework, 

 agents, 

 topological algorithms, 

 databases, 

 visualization systems, 

 the user interface. 

1. Segmentation 

The image segmentation refers to the process of partitioning a 

digital image into multiple regions. There is typically used to 

locate objects and boundaries in images. The level set method is a 

powerful tool for representing moving or stationary interfaces. 

There was used the idea of the variational formulation for geomet-

ric active contours. There was used to minimization problem in 

image processing to compute piecewise-smooth optimal approxi-

mations of the given image. The proposed algorithm has been 

applied to real pictures with promising results in the image seg-

mentation [12–18]. 

The level set method tracks the motion of an interface by em-

bedding the interface as the zero level set of the signed distance 

function. The motion of the interface is matched with the zero 

level set, and the resulting initial value partial differential equation 

for the evolution of the level set function. The idea is merely to 

define a smooth function , that represents the interface as 

the set where . The motion is analyzed by the convec-

tion the ϕ values (levels) with the velocity field. 

For more than two phases was introduced the multiple level 

sets idea by Vese and Chan. The algorithm set formulation and 

algorithm for the general Mumford-Shah minimization problem in 

image processing, to compute piecewise-smooth optimal ap-

proximations of a given image [10–11, 21]. 

The problem can be easily generalized to the case where the 

domain contains more than two materials.  
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The process for minimization of the functional is 

the following: 

  (2) 

where coefficients c1 i c2 are mean values of points in the picture. 

The formulation of the variational level set method consists 

of an internal energy term that penalizes the deviation of the level 

set function and an external energy term that drives the motion 

of the zero level set toward the desired image features. When flat 

or steep regions complicate the determination of the contour, 

the reinitialization is necessary. This reinitialization procedure 

is based by replacing by another function that has the same zero 

level set but behaves better. Variational formulation for geometric 

active contours that forces the level set function to be close to 

a signed distance function, and therefore completely eliminates 

the need of the costly reinitialization procedure. 

The resulting evolution of the level set function is the gradient 

flow that minimizes the overall energy functional: 

  (3) 

An external energy for a function ϕ(x, y) is defined as below: 

  (4) 

where: 

  – internal energy,  – external energy. 

Denoting by  the Gateaux derivative of the functional E 

receiving the following evolution equation: 

  (5) 

In the image segmentation active contours are dynamic curves that 

moves towards the object boundaries. Denoting letter  as an 

image, and  be the edge indicator function defined by: 

  (6) 

where  is the Gaussian kernel with standard deviation σ. 

The process for minimization of the functional E is the following: 

  (7) 

The formulation of the variational level set method with Mum-

ford-Shah model is following: 

  (8) 

2. E-Medicus System 

E-Medicus system consists artificial intelligence algorithms, 

segmentation algorithms, framework, agents, topological algo-

rithms, databases, visualization systems and user interface.  

Medical image segmentation, which aims at automated extrac-

tion of object boundary features, plays a fundamental role 

in understanding image content for searching and mining in medi-

cal image archives. A challenging problem is to segment regions 

with boundary insufficiencies, i.e., missing edges and/or lack 

of texture contrast between regions of interest (ROIs) and back-

ground. Lately, much interest has been raised in the medical imag-

ing community about segmentation algorithms that use active 

contours or surfaces. In e-Medicus use segmentation algorithms 

such as natural and generic networks, algorithm Beyesa, level set 

method, fuzzy sets and algorithm k-means (Fig. 2). The algorithms 

used allow to segment all pathological changes in the image. 

Through continuous improvement of algorithms, we come to 

reduce the noise in the medical image (Fig. 3) [4–9, 19]. 

 

 

Fig. 2. Examples in e-Medicus system 

 

Fig. 3. On the right binarization without filtering, on the left binarization in filtering 

3. System for the acquisition of stereoscopic 

images of skin lesions 

Stereoscopic imaging techniques allow for 3D images. Simul-

taneous recording of two images allows for the mutual depend-

ence of the spatial object, the distance from the observer 

and the depth of the scene. In order to obtain stereoscopic images 

a pair of two-dimensional images (stereoparas) representing 

a subject or scene from two points of view are made. Stereo image 

compositions are very similar, but they vary slightly in the way 

they look at objects and in the details of each object's crossing 

in the scene. It is these tiny differences that carry information 

about the third dimension. The stereoscopic skin lesion acquisition 

and analysis system consists of a dedicated recording device 

   




































 2

2o2

2

1o1ε c-sηc-sηω)(δ







t

 


 yxdd1)(
2

1
)( 2

P

)()(μ)(  mΕΡΕ 

)(P )(mΕ



Ε












 Ε

t

I
g

2
IG

g
*


1

1

G

)δ(ω))div(λδ()div(Δμ 











gg

t




























 

    ))dΩH(-(1cuλ)dΩH(cuλ

dΩ)H(ωdd1)(
2

1
cc

Ω

2

2o2

Ω

2

1o1

Ω

2

21












 yxF ,,



56      IAPGOŚ 2/2018      p-ISSN 2083-0157, e-ISSN 2391-6761 

and a computer aided image analysis program e-Medicus. The unit 

consists of two camera modules (101, 102), a multiadaptera cam-

era (100), a microprocessor controller (105), an lighting unit (103) 

and a power supply (104). The stereoscopic image is obtained by 

recording the image on one and the other camera. Cameras are set 

at a fixed distance (D = 35 mm) from each other. This distance is 

determined between the main optical axes of the camera lenses. 

Illumination of skin lesions during shooting is accomplished 

through a set of LED spots (103). Illuminated dots are digitally 

digitally controlled eight-digit RGB LEDs. Each point can have 

individually set parameters such as the intensity and colour of the 

emitted light wave. The microprocessor controller (105) controls 

the multiadapter camera (100) for proper operation of the acquisi-

tion and illumination system. The connection of the cameras 

to the adapter is made using a flexible (flexible) tape consisting 

of fifteen communication wires. Figure 4 presents the device for 

stereoscopic images of skin lesions. Calibration and test recon-

structions of stereoscopic photographs was shown in Fig. 5 and 6. 

 

Fig. 4. Device for stereoscopic images of skin lesions 

 

Fig. 5. Calibration process 

  

Fig. 6. Test reconstructions of stereoscopic photographs 

The microprocessor controller is also responsible for commu-

nication between the recording device and a computer (109) 

equipped with dedicated e-Medicus software, implemented 

in Ethernet (108). Control of the device for image acquisition and 

lighting is done by dedicated e-Medicus (110) computer program. 

At the same time, the application allows for the qualitative 

analysis of stereoscopic 3D images of skin lesions, including 

cancerous ones. 

The first step of skin surface should be identification 

of the lesion as melanocytic or non-melanocytic [1–3, 20]. In case 

of the identification of the melanocytic lesion next step should 

be classification as benign, malignant or “suspicious” (Fig. 7). 

Currently the most commonly used method for screening and the 

fast evaluation of the melanocytic lesions is ABCD rule, which 

according to Nachbar showed 92% specificity, 91% sensitivity 

and 80% of diagnostic accuracy in evaluation of malignant mela-

noma. It bases on evaluation of lesion in 4 aspects: A – Asymme-

try, B – Borders, C – Colours, and D – Differential structures 

(Tab. 1). Figures 8 presents the image segmentation by using the 

level set algorithm (the pigmented skin lesions). 

 

Fig. 7. The two-step procedure for the classification of pigmented skin lesions 

 

 

Fig. 8. The medical image analysis by Level Set Method (looking for areas with 

specific characteristics) 
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Table 1. ABCD rule parameters description 

 

4. Processing and analysis of medical images 

Processing and analysis of medical images using computer 

comprises the following: image formation and reconstruction, 

image restoration, image enhancement, image compression and 

storage, image-based visualization, feature identification, image 

segmentation, shape recognition, image matching/registration, and 

measurement of anatomical and physiological parameters. Using 

an algorithm level set method and the determination of the rele-

vant parameters, there was achieved the following results (Fig. 9). 

 

Fig. 9. Segmentation by Level Set Method 

 

Fig. 10. Fuzzy sets 

After setting the appropriate parameters, the algorithm is able 

to obtain satisfactory results for us. Mark not only interesting 

object but also the outline of the whole picture. The best algorithm 

that has highlighted exactly the area of interest is the Fuzzy sets 

(Fig. 10). As you can see in the pictures above, by indexing the 

medical image, the algorithm detects the appropriate scale of grays 

and on this basis correctly marks the object of interest, in this case 

changed in the brain.  

5. Conclusion 

In medical clinical research and practice, imaging has become 

an essential part to diagnose and to study anatomy and function 

of the human body. The proposed algorithms have been used to 

real pictures with promising results in the medical images segmen-

tation. With the use of modern algorithms, the physician is able 

to obtain a quicker diagnosis. By automatically marking areas

of interest you will notice all the changes in medical images. 

This will allow artificial intelligence to automatically diagnose 

changes and to tell the radiologist what type of disease is present 

in the medical image. In this work, there were developed and 

effective algorithms and the e-Medicus system to machine learn-

ing, analysis and compare medical images. 
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