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Abstract: In this work we utilize optical coherence elastography (OCE) to assess the effects 
of UV-A/riboflavin corneal collagen crosslinking (CXL) on the mechanical anisotropy of in 
situ porcine corneas at various intraocular pressures (IOP). There was a distinct meridian of 
increased Young’s modulus in all samples, and the mechanical anisotropy increased as a 
function of IOP and also after CXL. The presented noncontact OCE technique was able to 
quantify the Young’s modulus and elastic anisotropy of the cornea and their changes as a 
function of IOP and CXL, opening new avenues of research for evaluating the effects of CXL 
on corneal biomechanical properties. 
© 2016 Optical Society of America 
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1. Introduction 

The anisotropic characteristics of corneal elastic properties may provide valuable information 
for determining the onset and severity of many diseases. For example, the collagen fibril 
orientation in human corneas with keratoconus is distinctly different than in healthy corneas 
[1]. While techniques, such as X-ray scattering analysis have provided a wealth of 
information about collagen fibril organization in the cornea due to their very high spatial 
resolutions, they require fixed samples and are fundamentally infeasible for in vivo 
applications. 

The mechanical anisotropy of the cornea has previously been studied by various methods, 
such as inflation tests combined with finite element modeling [2], mechanical testing on 
excised strips of corneal tissue at orthogonal angles [3], and computational modeling utilizing 
X-ray scattering data [4]. These techniques have provided valuable insight into the elastic 
anisotropy of the cornea, but they are currently impractical for in vivo use. 

In addition to the inherent collagen structure, intraocular pressure (IOP) can also influence 
dynamic biomechanical measurements of the cornea [5], including the elastic anisotropy [6, 
7]. Supersonic shear wave imaging (SSI) has measured the elastic anisotropy of the cornea at 
various IOPs in vivo, but required general anesthesia and immersion of the cornea in water 
[6]. The Young’s modulus of the cornea shows a measurable hysteresis while cycling IOP 
(i.e. increasing then decreasing IOP) [8], but the elastic anisotropic hysteresis has not yet been 
investigated. 

Riboflavin/UV-A corneal collagen cross-linking (CXL) is a clinical technique for treating 
keratoconus that stiffens the cornea and increases its resistance to further degeneration [9, 
10]. While it has been shown that CXL alters corneal collagen fibril organization [11], 
subsequently altering corneal mechanical properties [12], there have been no direct 
investigations on the changes in the elastic anisotropy of the cornea caused by CXL. 

Various approaches have been used to evaluate corneal biomechanical properties. The 
Ocular Response Analyzer (Reichert Technologies, Buffalo, NY, USA) and CorVis ST 
(Oculus Optigeräte GmbH, Wetzlar, Germany) detect corneal dynamic movement in response 
to a large air puff [13, 14]. However, there is conflicting evidence in the literature on the 
ability of these devices to detect changes in corneal biomechanical properties due to 
pathologies or therapeutic interventions such as CXL [15–18]. Evaluating the mechanical 
anisotropy with these measurements may not be feasible because of the type of the load and 
detection techniques. Brillouin microscopy, on the other hand, is an emerging noninvasive 
optical technique that can provide depth-resolved maps of elasticity distribution by 
investigating the Brillouin frequency shift within the corneal tissue and may be able to 
provide measurements of shear anisotropy with recent developments [19]. However, 
accurately quantifying mechanical parameters such as viscoelasticity from the Brillouin shift 
is still under investigation. 

Optical coherence tomography [20] (OCT) based elastography, which is termed optical 
coherence elastography [21, 22] (OCE), is a rapidly emerging technique to obtain the local 
biomechanical information of tissues. OCE is similar in principle to traditional elastography 
imaging techniques where the respective parent imaging modality is used to detect externally-
induced mechanical deformations [22]. While the OCT structural image has spatial resolution 
on the order of a few micrometers, displacement sensitivity can reach the sub-nanometer scale 
by analyzing the phase of the complex OCT signal [23]. OCT is generally limited to an 
imaging depth of a few millimeters in scattering media such as skin, but optical penetration is 
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not an issue for the majority of ophthalmological applications due to the transparency of the 
anterior segment of the eye. Thus, OCE is specifically suitable for noninvasively evaluating 
the biomechanical properties of ocular tissues such as the cornea and crystalline lens [22]. 

In this work, we describe a noncontact method of assessing the elastic anisotropy and 
hysteresis of the cornea while increasing and decreasing IOP utilizing noncontact OCE. A 
focused air-pulse induced low amplitude (µm scale) elastic waves in fresh in situ porcine 
corneas, which is in contrast to the bulk displacement of the entire cornea (and even eye-
globe) induced by the air puff in the ORA and CorVis. The elastic wave propagation was 
imaged at stepped meridional angles by a phase-stabilized swept source optical coherence 
tomography (PhS-SSOCT) system. The group velocity of the elastic wave was translated to 
Young’s modulus and was spatially mapped to investigate the elastic anisotropy of the cornea 
at various IOPs. Furthermore, the effects of CXL on corneal Young’s modulus and 
mechanical anisotropy was investigated. 

2. Methods 

2.1. Experimental setup 

A home-built OCE system (schematic illustration is shown in Fig. 1(a)) consisted of three 
primary subsystems: PhS-SSOCT system, a focused air-pulse delivery system, and an 
artificial IOP control system. The PhS-SSOCT system was composed of a broadband swept 
laser source (HSL2000, Santec, Inc., Hackensack, NJ) with a central wavelength of ~1310 
nm, scan range of ~150 nm, A-scan rate of 30 kHz, output power of ~39 mW, axial resolution 
of ~11 µm in air, and phase stability of ~40 nm in the cornea. Further information regarding 
the PhS-SSOCT system can be found in our previous work [24]. The air-pulse delivery 
system consisted of an air-pulse controller which drove a solenoid-controlled air gate [25]. 
The focused air-pulse was expelled through the air gate and out of the air-port, which had a 
flat edge and inner diameter of ~150 µm. The air-pulse induced a small amplitude 
displacement in the sample, which then propagated as an elastic wave. Successive M-mode 
images (holding the OCT probe beam stationary and recording over time) were taken along a 
~7 mm line (M-B-mode imaging). By synchronizing air-pulses with each M-mode image, the 
PhS-SSOCT system effectively imaged the same elastic wave [26]. 

Fresh juvenile (4 to 6 months) porcine eyes (Sioux-Preme Packing Co., Sioux City, IA) 
were obtained and kept fresh at 4°C in saline. In total, 4 pairs of eyes were used, where each 
pair of eyes was from the same animal (i.e. fellow eyes), for a total of 8 samples. All 
experiments were conducted immediately upon receipt of the samples, which was within 24 
hours of enucleation. During the OCE experiments, the whole eye-globes were positioned in a 
custom holder that was mounted on a rotational stage. After removal of extraneous tissues 
such as muscles, the eye-globes were cannulated with two needles for artificial IOP control 
[27]. One needle was connected to a micro-infusion pump, and the other needle was 
connected to a pressure transducer to form the closed-loop IOP control system. The distance 
between the air-pulse port and the sample was kept at ~500 μm. The air source pressure was 
controlled by a pneumatic valve and monitored by a standard air pressure gauge. The air-
pulse pressure on the sample from the port was ~1 to ~9 Pa, depending on the IOP. The air-
port was precisely positioned with a 3D linear micrometer stage, and the air-pulse was 
directed at the apex of the cornea with an incidence angle of approximately 40°. 

The elastic waves were imaged by 251 successive M-mode images that were 100 ms long 
each, spanning ~7 mm across the corneas with the apex at the middle of the OCE scanning 
meridian. After one angle was acquired, the eye-globes were rotated by 20°, and the OCE 
measurement was repeated along the new meridian. Because the elastic waves were induced 
at the apex, which was also at the center of the OCE scan region, two meridional angles were 
acquired at once. Thus, the samples were rotated only 9 times for 180° in order to obtain a full 
rotation. An illustration of the acquisition methodology is shown in Fig. 1(b). The OCE 
measurements were repeated at IOPs increasing from 15 to 30 mmHg at increments of 5 
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mmHg. To investigate the elastic anisotropic hysteresis, the IOP was then decreased from 30 
to 15 mmHg, also in 5 mmHg steps. Before the OCE measurements were taken, the corneas 
were preconditioned by cycling the IOP between 15 and 30 mmHg twice. To ensure that the 
corneas were properly hydrated, the corneas were instilled with a saline solution every 4 
minutes during the OCE measurements. The central corneal thickness (CCT) was monitored 
to ensure that any effects of dehydration on the corneal Young’s modulus were minimized. 

CXL was performed by a technique that mimics the standard “Dresden” protocol [28]. 
The epithelium was removed with a blunt surgical instrument, and a 0.1% riboflavin solution 
in 20% Dextran was topically applied to the cornea every 5 minutes. After 30 minutes, the 
cornea was irradiated for 30 minutes (3 mW/cm2, 365 nm). During UV irradiation, the cornea 
was instilled with the riboflavin solution every 5 minutes. Immediately after the CXL 
procedure was completed, the OCE measurements were taken. 

OCE measurements were made on a total of 8 eyes (4 pairs). In two pairs of fellow eyes, 
both corneas were untreated. In the two remaining pairs, OCE measurements were made on 
one untreated cornea and the CXL-treated fellow cornea. 

 

Fig. 1. (a) OCE experimental setup. ADC: analog to digital converter; AP: air-port; APC: air-
port controller; BPD: balanced photodetector; DAC: digital to analog converter; FBG; fiber 
Bragg grating; GS: galvanometer scanners; MIP: micro-infusion pump; PC: polarization 
controller; PD: photodetector; PG: pulse generator; PT: pressure transducer; TTL PG: 
transistor-transistor logic pulse generator. (b) En-face view of a 3D OCT image of a porcine 
cornea. The red “X” indicates the excitation position, and the arrows are elastic wave 
propagation meridional angles that were imaged. 

2.2. Group velocity and Young’s modulus calculations 

The raw unwrapped temporal phase profiles from the surface of the cornea were converted to 
axial displacement [29], and the raw unwrapped temporal phase profiles inside the cornea 
were corrected due to the motion of the corneal surface and the refractive index mismatch 
between air and the corneas [30] with the refractive index of the whole cornea as 1.376 [31]. 

A sliding window (~750 µm along the elastic wave propagation path) was utilized to 
obtain a spatial map of the elastic wave group velocity. The normalized temporal 
displacement profiles for a given imaged in-depth layer were cross-correlated with the 
displacement profile at the first position of that given window. Cross-correlation analysis 
yielded the elastic wave propagation delays, which were then linearly fitted to the 
corresponding propagation distances to calculate the velocity for that given in-depth layer and 
for that given velocity calculation window [32]. When calculating the elastic wave 
propagation distances, the velocity calculations utilized the curved path following the cornea 
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surface, as determined from the structural OCT image, to ensure accuracy of the velocity 
calculations [33]. The velocity calculated for a given window was spatially mapped as the 
velocity for the central pixel of the window. The window was then shifted by one pixel (~28 
µm along the elastic wave propagation path), and the procedure was repeated. The procedure 
was reiterated for each in-depth layer of the cornea and averaged depth-wise over the entire 
corneal thickness, which resulted in a 2D elastic wave group velocity map illustrating the 
depth-wise averaged spatial distribution of the elastic wave velocities. 

The Young’s modulus, E, was quantified from the elastic wave group velocity, cg, by the 
surface wave equation (SWE) [22]: 
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where ρ = 1062 kg/m3 was the density of the cornea [34] and ν = 0.49 was the Poisson’s ratio 
to account for the near incompressibility of the corneal tissue [35]. Here, we assumed the 
density of the cornea was constant through the tissue. 

2.3. Anisotropy calculations 

The corneal mechanical anisotropy was quantified by a modified planar anisotropy 
coefficient, rθ [36]. While other anisotropic parameters such as fractional anisotropy can 
provide a single number to quickly provide information about the overall anisotropic behavior 
of the sample [37], rθ can illustrate the orientation of the anisotropy. 

The planar anisotropy coefficient [36], rθ, was modified for use in this study by 
calculating rθ for every OCE measured meridional angle as: 

 90 45

1
( 2 ),

2
r E E Eθ θ θ θ+ ° + °= + −  (2) 

where Eθ was the average Young’s modulus over all measured radial distances along that 
given meridional angle, Eθ + 90° was the mean Young’s modulus over all measured radial 
distances 90° clockwise from the given meridional angle, and Eθ + 45° was the average 
Young’s modulus over all measured radial distances 45° clockwise from the given meridional 
angle. Because angular measurements were taken every 20°, the values for Eθ + 90° and Eθ + 45° 
were linearly interpolated from the OCE measurements. The standard deviation of rθ for all 
angles was used to quantify the overall anisotropy of a sample at a given IOP. A lower 
standard deviation of rθ indicates a lesser degree of anisotropy, and a greater standard 
deviation of rθ related to a greater degree of anisotropy. 

3. Results 

The results from one pair of fellow samples, where one cornea was untreated and the fellow 
cornea was CXL-treated are presented, followed by a summary from all samples. Results 
from one pair of samples where both corneas were untreated are provided in the Appendix. 
The results from the untreated paired samples demonstrated that there was no noticeable 
difference in Young’s modulus or elastic anisotropy between fellow samples, and thus, we 
can utilize an untreated cornea as a control, while the fellow cornea can undergo the CXL 
treatment. 

The spatially-mapped Young’s modulus for a pair of fellow eyes where cornea 1 was 
untreated and cornea 2 was CXL-treated while cycling IOP is shown in Fig. 2. The vertical 
axis (0°/180°) corresponds to the superior/inferior axis, and the horizontal axis (90°/270°) was 
the nasal/temporal axis of the eye. In the presented figures, the samples are oriented such that 
the aforementioned axes are parallel between fellow corneas instead of mirrored for easier 
contralateral comparison. The Young’s modulus scales (i.e. color) are not the same between 
the eyes to demonstrate the orientation and degree of elastic anisotropy. 
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Fig. 2. Young’s modulus maps in a pair of fellow in situ porcine corneas (i.e from the same 
animal) in the whole eye-globe configuration while increasing IOP at (a) 15, (b) 20, (c) 25, and 
(d) 30 mmHg and while decreasing IOP at (e) 25, (f) 20, and (g) 15 mmHg. Cornea 1 was 
untreated while Cornea 2 was CXL-treated. Please note that the Young’s modulus scale is only 
the same for a given IOP for each sample. 

The Young’s modulus was averaged meridional angle-wise, as plotted in Fig. 3, for each 
sample at a given IOP to calculate rθ. From Figs. 2 and 3, the orientation of the elastic 
anisotropy is clearly evident. The corneas were stiffer along the 45° and 225° meridian. 
However, a secondary stiffer meridian appeared that was orthogonal to the primarily stiffer 
meridian after CXL. The overall Young’s modulus of the cornea increased as a function of 
IOP, and the untreated cornea had a lower overall Young’s modulus at any given IOP as 
compared to the CXL-treated sample at the same IOP. 

Figure 4 plots rθ for each OCE-measured meridional angle for the pair of untreated fellow 
corneas while increasing IOP. At lower IOPs, there was a lesser degree of mechanical 
anisotropy, which is shown by greater rθ values at higher IOPs. CXL increased the 
mechanical anisotropy at a given IOP as well. 
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Fig. 3. Polar plots of the meridional angle-wise average Young’s modulus while increasing 
IOP at (a) 15, (b) 20, (c) 25, and (d) 30 mmHg and while decreasing IOP at (e) 25, (f) 20, and 
(g) 15 mmHg. Cornea 1 was untreated while Cornea 2 was CXL-treated. Please note that the 
Young’s modulus scale is only the same for a given IOP for each sample. 
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Fig. 4. Polar maps of rθ for while increasing IOP at (a) 15, (b) 20, (c) 25, and (d) 30 mmHg and 
while decreasing IOP at (e) 25, (f) 20, and (g) 15 mmHg. Cornea 1 was untreated while cornea 
2 was CXL-treated. Please note, the rθ scales are only the same for a given IOP for each 
sample. 

Figure 5(a) shows the average central corneal thickness (CCT) of all meridional angles for 
a given IOP and IOP change direction for both eyes. The CCT of the corneas was monitored 
from the OCT structural image and was rescaled to physical dimensions with the refractive 
index of the cornea as 1.376 [31]. Figure 5(b) shows the mean Young’s modulus for each of 
the corneas for a given IOP. The rθ maps can provide information about the elastic anisotropy 
characteristics of the cornea, but a single quantitative metric would provide a rapid 
assessment of the mechanical anisotropy. Thus, the standard deviation of rθ was used to 
describe the overall mechanical anisotropy at a given IOP and is plotted in Fig. 5(c). Table 1 
is a summary of the data. The 95% confidence intervals are displayed to provide the reader 
with clear information about the magnitude of IOP and CXL treatment on the Young’s 
modulus, elastic anisotropy, and their hysteresis while cycling IOP. 
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Fig. 5. (a) Mean CCT, (b) mean Young’s modulus, and (c) standard deviation of rθ for all 
OCE-measured meridional angles of a pair of fellow porcine cornea samples while IOP was 
increased. The error bars are the standard deviation of the data from all OCE-measured 
meridional angles for a given IOP and IOP change direction for each cornea. 

Table 1. Summary of data from the pair of fellow porcine corneas. The CCT and 
Young’s moduli are represented as the 95% confidence interval of the respective data 
from all OCE-measured meridional angles for a given IOP and IOP change direction. 

The standard deviation of rθ is the standard deviation of rθ from all OCE-measured 
meridional angles for a given IOP. 

  Cornea 1 (Untreated) Cornea 2 (CXL-treated) 

IOP 
Direction 

IOP 
(mmHg) 

CCT 
(µm) 

Young’s 
modulus 

(kPa) 

Standard 
Deviation 
of rθ (kPa)

CCT 
(µm) 

Young’s 
modulus 

(kPa) 

Standard 
Deviation 
of rθ (kPa) 

+ 

15 956;971 14.7;22.2 9.8 677;682 33.5;51.9 22.7 

20 880;889 23.8;43.9 25.1 638;646 87.7;156.2 95.3 

25 837;846 42.0;74.4 38.7 621;629 127.8;213.5 119.3 

 30 810;818 72.6;117.4 56.4 594;605 228.1;417.9 244.5 

- 

25 829;838 59.8;95.7 43.1 619;628 149.4;244.7 121.9 

20 867;877 29.6;55.3 30.6 628;638 109.9;191.2 103.2 

15 940;953 22.2;32.9 14.2 678;688 51.2;91.7 49.5 

Figure 6 plots a summary of the (a) mean Young’s modulus and (b) mean standard 
deviation of rθ for all four pairs of corneas. The error bars are the inter-sample standard 
deviations for a given IOP and IOP direction. Table 2 provides a summary of the data for all 
four pairs of corneas. Similar to Table 1, the 95% confidence intervals are displayed to 
provide the reader with clear information about the magnitude of the IOP and CXL treatment 
on the Young’s modulus and elastic anisotropy and their hysteresis. 

 

Fig. 6. Summary of (a) mean Young’s modulus and (b) mean standard deviation of rθ for 4 
pairs of corneas (6 untreated samples and 2 CXL-treated samples). In two fellow pairs of 
samples, both corneas were untreated. In the other two fellow pairs of samples, one cornea was 
untreated while the fellow cornea was CXL-treated. The error bars are the inter-sample 
standard deviations of all samples for a given IOP and treatment condition. 
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Table 2. Summary of data from all samples (n = 6 untreated and n = 2 CXL-treated 
corneas). The data is represented as 95% confidence interval of all samples at a given 

IOP and treatment. 

  
Untreated Samples 

n = 6 
CXL-Treated Samples 

n = 2 

IOP 
Direction 

IOP 
(mmHg) 

Young’s 
modulus 

(kPa) 

Standard 
Deviation 
of rθ (kPa)

Young’s 
modulus 

(kPa) 

Standard 
Deviation of 

rθ (kPa) 

+ 

15 13.6; 21.5 1.1; 16.3 42.0; 45.3 0; 46.4 

20 22.7; 73.6 22.1; 56.0 3.4; 268.6 76.5; 117.4 

25 52.8; 91.6 34.5; 76.2 124.4; 219.4 0; 226.9 

 30 88.2; 152.0 39.0; 93.1 38.0; 664.7 60.5; 459.9 

- 

25 70.0; 98.7 41.3; 77.7 0; 525.1 0; 347.7 

20 33.7; 90.6 25.7; 80.9 54.7; 242.2 0; 362.1 

15 17.3; 34.3 5.6; 29.5 33.9; 107.5 0; 233.1 

4. Discussion 

We have utilized our noncontact OCE technique to investigate the mechanical anisotropy of 
the cornea by imaging air-pulse induced elastic waves at incremental meridional angles. 
Furthermore, the IOP-dependent biomechanical anisotropy and hysteresis were investigated 
while the IOP was cycled. Our results show that the elastic anisotropy of the cornea becomes 
much more pronounced as the IOP was increased and that there is a measureable, albeit small, 
hysteresis. 

For further clinical application of this method, the acquisition time will need to be 
significantly reduced. Here, each M-mode image was ~100 ms in duration and 251 M-mode 
images were acquired for each meridional angle, resulting in clinically unfeasible imaging 
times. However, we have characterized the Young’s modulus of an in situ porcine cornea at 
various IOPs using noncontact OCE at speed of ~1.5 million A-scans per second [38]. Due to 
the drastically faster A-scan rate, the air-pulse induced elastic wave was directly imaged 
utilizing successive B-scans, resulting in a total acquisition time of ~30 ms for a single line 
scan. Apart from OCE, other optical elastography methods may be viable alternatives, such as 
holographic elastography [39, 40]. Holographic elastography can also dramatically reduce the 
acquisition time to milliseconds, and similar to the aforementioned ultra-fast OCE technique, 
would require a single excitation for a measurement and would not exceed the laser exposure 
limit for the cornea. The two aforementioned optical elastography techniques contrast with 
the M-B-mode imaging in this work, where each OCE measurement position had to be 
synchronized with an air-pulse stimulation, and the corneal laser safety limit was exceeded. 
There have been reports of OCT imaging at A-scan rates beyond 20 MHz [41, 42], which 
may be able to provide near real-time elastographic assessments when coupled with graphics 
processing unit accelerated OCE [43]. However, higher speeds come at the cost of reduced 
sensitivity [44], and therefore, a compromise between speed and sensitivity will need to be 
determined. 

The Young’s modulus obtained from our OCE measurements is less than as measured by 
other techniques such as mechanical testing [12, 27]. This may be due to the non-linearity of 
the corneal stress-strain curve [45]. Thus, the large stresses and strains encountered in 
mechanical testing result in large values of Young’s modulus. Furthermore, assessing which 
strain corresponds to the OCE measurements is difficult and makes corroborating our OCE-
measured Young’s modulus values with mechanical testing difficult. It has been hypothesized 
that the equivalent IOP during mechanical testing is quite high (up to a few hundred mmHg) 
[46], and thus, our OCE measurements cannot be directly compared to techniques such as 
mechanical testing. Our results showed that the overall Young’s modulus of the porcine 

                                                                           Vol. 8, No. 1 | 1 Jan 2017 | BIOMEDICAL OPTICS EXPRESS 360 



cornea increased by ~154%, which is similar to the ~180% increase in Young’s modulus at a 
strain of 0.06 as measured by strip extensiometry [12]. However, SSI has shown an increase 
in the corneal Young’s modulus between 236% and 760% after CXL [47], inflation testing 
showed an increase of ~59% in Young’s modulus [48], and ultrasound elastography (USE) 
showed a ~55% decrease in tangential strain [49]. Our own previous work has shown an 
increase of ~200% and ~630% as measured by OCE [27, 50], showing that there is a wide 
variance in the literature of the changes in the biomechanical properties of the porcine cornea 
after CXL due to various factors such as age, testing conditions, measurement technique, and 
method for material parameter quantification. 

We utilized porcine corneas in this work to demonstrate the capability of our technique to 
detect and quantify the elastic anisotropy of the porcine cornea. However, X-ray diffraction 
analysis has shown that the collagen fibril arrangement is species-dependent [51], and 
studying the biomechanical anisotropic behavior of different species, including humans, is an 
avenue of our future work. 

In this study, the local mechanical anisotropy of the porcine cornea became more apparent 
at higher IOPs, which has also been recently shown by SSI [6]. This can also be explained by 
the non-linear corneal stress-strain curve [45]. Higher IOPs correspond to a larger stress and 
thus, differences in Young’s modulus became more pronounced as the slope of the stress-
strain curve (i.e. Young’s modulus) increases. Mechanical testing on corneal strips excised at 
orthogonal angles showed minimal difference in the corresponding stress-strain curves [52]. 
However, after increasing the strain rate, the difference between the strip specimens widened, 
which may indicate that the rate, in addition to the magnitude of the stress, may play an 
important factor in how the collagen fibers align and react during loading. Nevertheless, our 
results showed that increasing IOP and CXL increased corneal Young’s modulus and the 
overall degree of mechanical anisotropy. However, the direction of the anisotropy was 
unchanged by either IOP or CXL. 

The modified rθ [36] was utilized to quantify the elastic anisotropy of the porcine corneas 
by Eq. (4) to overcome the limitations of the more simplistic anisotropic parameters such 
fractional anisotropy [37]. Originally, rθ, was developed to assess the quality of rolled steel by 
calculating the strain of the metal at 0, 45, and 90 degrees [36]. However, this only provides a 
single value showing the overall performance of the metal by calculating a ratio of the strains 
of the three measured directions. Consequently, rθ was calculated for each OCE-measured 
meridional angle to quantify the relative anisotropic Young’s modulus for each direction 
rather than for the whole sample. The standard deviation of rθ for a given IOP was utilized to 
obtain a single metric for quantifying the anisotropy and showed a dramatic difference 
between the untreated and CXL-treated corneas as well as an increase as a function of IOP, 
which was similar to findings by SSI [6]. 

In this study, we have not investigated depth-resolved elastic anisotropy. The elastic wave 
velocities were averaged depth-wise, and therefore the Young’s modulus obtained from the 
velocity reflected the Young’s modulus over the entire thickness of the cornea. However, 
application of spectral analysis of the elastic wave propagation (as a function of frequency) or 
time reversal wavelength tomography can reveal the depth-resolved micro-scale elasticity 
distribution in the cornea [33] and may be able to elucidate the depth-dependent changes in 
the elastic anisotropy of the cornea. Moreover, the depth-wise effects of CXL are not uniform 
as evidenced by various techniques such as Brillouin microscopy [53], USE [49], and OCE 
[54]. Our future work will involve investigating if there are any anisotropic characteristics of 
the depth-wise mechanical anisotropy as a function of IOP or after CXL. 

The SWE, Eq. (1), was used to quantify Young’s modulus, but there may be inaccuracies 
due to assumptions about the sample. For example, the SWE assumes the sample has an 
infinite depth, is homogeneous, is isotropic in half-space, and has no viscosity, which is not 
strictly true of the cornea [54–56]. As seen in Fig. 5(a), the thickness of the cornea decreased 
as IOP was increased and also after CXL. The change in thickness as IOP increases is 
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intuitive as a greater pressure will compress the cornea, decreasing its thickness. The 
traditional “Dresden” CXL protocol utilizes dextran to dehydrate the cornea to aid the 
diffusion of riboflavin into the corneal tissue. This dehydration causes the CCT to decrease, 
as seen in Fig. 5(a), and changes in corneal tissue due to dehydration (or hyper-hydration 
leading to swelling) are noticeable [57–59]. Additionally, we have shown that changes in 
thickness when keeping all other parameters constant can also influence the elastic wave 
velocity [35]. The corneas were partially swollen due to storage and hydration with a saline 
solution [60], and alternative riboflavin solutions (e.g. hydroxypropyl methylcellulose based 
solutions) can stabilize corneal thickness during CXL treatments [61]. We are currently 
investigating the use of such solutions to minimize effects of thickness [35] on biomechanical 
characterization of the cornea. On the other hand, a mechanical model that can incorporate the 
effects of thickness would improve the accuracy of quantifying biomechanical properties [35, 
62]. Nevertheless, the SWE can be used to obtain a reasonable first-order estimate of Young’s 
modulus [63]. 

Only the elastic anisotropy was investigated in this work, which is not fully indicative of 
the biomechanical properties of the cornea. We have recently developed a modified Rayleigh 
Lamb Frequency Equation (mRLFE) that can provide the Young’s modulus as well as 
viscosity of the cornea by utilizing the elastic wave dispersion characteristics and appropriate 
corneal boundary conditions [62, 64]. The viscosity may provide an insight into why the 
hysteresis was insignificant in the 15 to 30 mmHg IOP range. However, the mRLFE assumes 
the sample is isotropic, which the cornea clearly is not. Development of a more robust 
mechanical model that can incorporate the curvature of the cornea, depth-wise heterogeneity, 
and viscoelastic anisotropy is a direction of our future work. 

In this work, only the elastic anisotropy close to the apex of the cornea was assessed. 
Generally, the entire central region, which is the location of the air-pulse excitation, is locally 
displaced concurrently, resulting in wave velocity quantification artifacts because there is no 
wave propagation. Hence, the central ~500 μm diameter region was excluded during 
quantification. Additionally, the collagen fibril orientation is distinctly different at the 
periphery of the cornea as compared to the apex [1], which changes the orientation of the 
mechanical anisotropy as well [6]. Future investigations will assess the elastic anisotropy of 
the cornea near the limbus, as well as assessing the mechanical anisotropy and hysteresis of 
other ocular tissues such as the sclera. 

5. Conclusion 

This work has presented a noncontact method of evaluating the elastic anisotropy of the 
cornea at various IOPs. The results show that the anisotropy was readily apparent even at 
physiological IOPs but became significantly more evident as IOP was increased. Moreover, 
CXL increased the anisotropy but did not alter the orientation. For example, the standard 
deviation of rθ of the untreated cornea increased from ~9 at 15 mmHg IOP to ~66 at 30 
mmHg IOP, but went from ~21 at 15 mmHg IOP to ~260 at 30 mmHg after CXL. Because of 
the noncontact excitation and minimal force, the presented OCE technique may be useful for 
evaluating the integrity of corneal tissue in vivo, as well as evaluating the efficacy of 
therapeutic interventions such as CXL, particularly when coupled with recent advances in 
ultra-fast OCE techniques and more robust mechanical models. 

Appendix A 

A.1 Fellow untreated samples 

The spatially mapped Young’s modulus for a pair of untreated corneal samples is presented in 
Fig. 7. The Young’s modulus (i.e. color) scales are the same for a given IOP for both 
directions of IOP change and for both eyes for easy comparison the Young’s modulus and 
elastic anisotropy between the fellow corneas. The meridional angle-wise polar plots of the 
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corneal Young’s modulus are shown in Fig. 8. The rθ values for each OCE-measured 
meridional angle and for the pair of untreated fellow eyes angle while cycling IOP are plotted 
in Fig. 9. 

 

Fig. 7. Young’s modulus of a pair of untreated fellow corneas while increasing IOP at (a) 15, 
(b) 20, (c) 25, and (d) 30 mmHg and while decreasing IOP at (e) 25, (f) 20, and (g) 15 mmHg. 
The Young’s modulus scales are the same for a given IOP for both samples. 
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Fig. 8. Polar plots of the meridional angle-wise average Young’s modulus while increasing 
IOP at (a) 15, (b) 20, (c) 25, and (d) 30 mmHg and while decreasing IOP at (e) 25, (f) 20, and 
(g) 15 mmHg. Both corneas were untreated, and the Young modulus scales are the same for a 
given IOP for both samples. 
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Fig. 9. The rθ values for a pair of untreated fellow corneas for each OCE-measured meridional 
angle in the cornea calculated by Eq. (5) while increasing IOP at (a) 15, (b) 20, (c) 25, and (d) 
30 mmHg and while decreasing IOP at (e) 25, (f) 20, and (g) 15 mmHg. Please note that the rθ 
scales are the same only for a given IOP. 

Figure 10 is a summary of the first pair of untreated fellow eyes by plotting (a) the CCT, 
averaged over all meridional angles for a given IOP for each eye, (b) the mean Young’s 
modulus of both eyes for a given IOP, and (c) mean standard deviation of rθ of both eyes 
while cycling IOP. 

Table 3 Presents the 95% confidence intervals for CCT and Young’s modulus over all 
meridional angles for a given IOP and IOP direction. Because there is only a single rθ value 
for each sample at a given IOP and IOP direction, no interval is presented. In order to monitor 
the changes in CCT during the OCE measurements, the CCTs were normalized to the 
maximum CCT of all meridional angles for a given IOP, IOP direction, and for each sample. 
The mean normalized CCTs showed that there was a negligible change (<2%) in CCT during 
the OCE measurements for a given IOP and IOP direction. 

 

Fig. 10. Summary of the first pair of untreated fellow porcine corneal samples. (a) The 
meridional angle-wise average CCT of each cornea, (b) the average Young’s modulus of both 
corneas, and (d) the average standard deviation of rθ of both corneas while cycling IOP. 
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Table 3. CCT, Young’s modulus, and standard deviation of rθ for the first pair of 
untreated fellow corneas. The data is presented as the 95% confidence intervals of the 

data from all meridional angles for a given IOP and IOP change direction for each 
sample. 

  Cornea 1 (Untreated) Cornea 2 (Untreated) 

IOP 
Direction 

IOP 
(mmHg) CCT (µm)

Young’s 
modulus 

(kPa) 

Standard 
Deviation 
of rθ (kPa) CCT (µm) 

Young’s 
modulus 

(kPa) 

Standard 
Deviation 
of rθ (kPa) 

+ 

15 995; 1005 4.5; 20.3 16.8 1061; 1068 5.0; 21.5 17.5 

20 985; 993 16.4; 39.2 26.9 1052; 1057 15.7; 36.7 23.6 

25 953; 958 38.3; 77.9 45.9 1035; 1041 40.1; 73.2 36.1 

 30 932; 940 72.3; 117.5 42.0 1010; 1015 61.5; 113.4 54.4 

- 

25 948; 952 54.7; 83.4 44.0 1025; 1032 55.4; 105.5 52.2 

20 970; 979 33.4; 59.5 31.2 1045; 1050 30.3; 60.5 36.7 

15 984; 987 9.1; 32.5 23.8 1057; 1060 10.7; 34.2 25.6 

Figure 11 plots the average Young’s modulus and standard deviation of rθ for four corneas 
(two pairs of untreated fellow samples). 

 

Fig. 11. Summary of all 4 untreated eyes from 2 pairs of fellow untreated porcine corneal 
samples. (a) The average Young’s modulus and (b) the average standard deviation of rθ of all 4 
eyes while IOP was cycled. 

As seen in Table 3, the confidence intervals in Young’s modulus and elastic anisotropy 
were overlapped between fellow eyes in both pairs, thus there was no noticeable difference in 
tissue Young’s modulus or mechanical anisotropy between fellow corneas. 

Funding 

This work was funded in part by the U.S. NIH grants 2R01EY022362, 1R01HL120140, and 
U54HG006348 and DOD CDMRP grant PR150338. 

Acknowledgements 

The authors would like to thanks Ms. Tina Kazemi from the Department of Biomedical 
Engineering at the University of Houston for her help with data processing. 

 

                                                                           Vol. 8, No. 1 | 1 Jan 2017 | BIOMEDICAL OPTICS EXPRESS 366 




