
Strathprints Institutional Repository

McAughtrie, Sarah Louise and Faulds, Karen and Graham, Duncan 

(2014) Surface enhanced Raman spectroscopy (SERS) : potential 

applications for disease detection and treatment. Journal of 

Photochemistry and Photobiology C: Photochemistry Reviews, 21. pp. 

40-53. , http://dx.doi.org/10.1016/j.jphotochemrev.2014.09.002

This version is available at http://strathprints.strath.ac.uk/49189/

Strathprints is  designed  to  allow  users  to  access  the  research  output  of  the  University  of 

Strathclyde. Unless otherwise explicitly stated on the manuscript, Copyright © and Moral Rights 

for the papers on this site are retained by the individual authors and/or other copyright owners. 

Please check the manuscript for details of any other licences that may have been applied. You 

may  not  engage  in  further  distribution  of  the  material  for  any  profitmaking  activities  or  any 

commercial gain. You may freely distribute both the url (http://strathprints.strath.ac.uk/) and the 

content of this paper for research or private study, educational, or not-for-profit purposes without 

prior permission or charge. 

Any  correspondence  concerning  this  service  should  be  sent  to  Strathprints  administrator: 

strathprints@strath.ac.uk

brought to you by COREView metadata, citation and similar papers at core.ac.uk

provided by University of Strathclyde Institutional Repository

https://core.ac.uk/display/29180016?utm_source=pdf&utm_medium=banner&utm_campaign=pdf-decoration-v1
http://strathprints.strath.ac.uk/
mailto:strathprints@strath.ac.uk


   1 

 

Surface Enhanced Raman Spectroscopy (SERS): 

Potential Applications for Disease Detection and 

Treatment 

Sarah McAughtrie,
 
Karen Faulds and Duncan Graham

*
 

*
Centre for Molecular Nanometrology, WestCHEM, Department of Pure and Applied 

Chemistry, University of Strathclyde, Glasgow, G1 1XL, UK.  

Corresponding Author - Email: duncan.graham@strath.ac.uk Tel: +44 (0)141 5484701, Fax: 

+44 (0)141 5520876  

 

Abstract: The implementation of Raman and surface enhanced Raman spectroscopy (SERS) for the 

detection of disease has increased in recent years. The reasons for their increased implementation 

have often been attributed to their well-known advantages, including the production of narrow 

spectral bands, which are characteristic of the molecular components present, their non-destructive 

method of analysis and the sensitivity and specificity which they can confer. This review analyses a 

range of diseases which can be detected by Raman or SERS, particularly those in vitro, ex vivo and in 

vivo. The sophistication of the investigated systems varied widely but the suitability of Raman and 

SERS for medical diagnostics and future implementation in a clinical environment is clearly 

demonstrated.  

 

Highlights:  

 A range of diseases can be detected by Raman and SERS in vitro, ex vivo and in vivo 

 In vivo multiplexed detection of cancer was achieved 

 SERS is also a key step in disease treatment 

 Studies must be further extended to a physiologically relevant medium and in vivo  

 The potential exists for the application of the techniques in a clinical setting 
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1. Introduction 

When the pioneers of Raman spectroscopy initially conceived the technique in 1923 [1] and latterly 

demonstrated it in 1928 [2] it is unlikely that they had any inclination of the future impact or bio-

diagnostic applications. [3-5] In particular, the use of Raman spectroscopy for in vitro, ex vivo and in 

vivo disease detection has proliferated over the last decade. This is unsurprising when considering 

the non-invasive nature of the technique and the provision of molecularly specific spectra which 

allow for the identification of disease targets. [6] However, the obvious disadvantage with its 

implementation is that it can be quite insubstantial, especially considering that approximately only 

one in every million photons are Raman scattered. [6] 

 

This weak effect was negated by successive developments of the original technique most notably  

surface enhanced Raman spectroscopy (SERS) [7-9] and surface enhanced resonance Raman 

spectroscopy (SERRS), [10] where signal enhancements of the order of 10
10 

[8, 9, 11] and 10
14

 [10] 

were observed respectively. The incorporation of a roughened metal surface (metal electrodes, 

coatings, surfaces and nanostructures)[11] is essential for manipulation of the SERS enhancement, 

which is widely believed within the community to arise through a combined electromagnetic and 

chemical effect. [6, 11, 12] SERRS, whilst manipulating the enhancement conferred by a roughened 

metallic scaffold, additionally exploits excitation with a laser line that corresponds to an electronic 

transition of the interrogated analyte to further augment the enhancement effect. [10] 

 

The introduction of nanostructures can render these techniques invasive however; this can be offset 

by the conferred enhancement. As with the original method, the employment of SERS for disease 

detection in vitro, ex vivo and in vivo has increased exponentially, again a direct consequence of the 

molecularly definitive spectra which allow for confident identification of disease biomarkers. 

However, as clinical medicine strives towards a personalised approach, there is further need to 

increase the sensitivity and specificity by which diseases are detected and the simultaneous 

requirements of comprehensive characterisation and detection of multiple pathosis. [13] SERS is 

ideally suited to fulfil these requirements since the observed enhancement can satisfy the sensitivity 

criteria whilst functionalisation with specific targeting moieties allows for disease recognition with a 

high degree of specificity. The sharp bands produced within a SERS spectrum lend the technique to 

multiplexed detection satisfying the demand to diagnose multiple aspects of a single disease or a 

myriad of disorders. [13] 
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This review will examine the application of SERS for disease detection. A range of formats will be 

discussed, including in vitro analysis of simple matrices to more sophisticated analysis in vivo but 

with the predominant focus on mapping/imaging applications. The review will additionally highlight 

the progression of the technique from a simple lab based analytical method to a contender for the 

interrogation and discernment of clinical samples.  The advancement of SERS as a diagnostic imaging 

method is developing at a ferocious pace and if maintained at this level, there is huge potential to 

revolutionise the ability to detect, treat and manage disease.  

 

2. Raman Spectroscopy and Disease Detection 

While this review will predominantly concentrate on SERS it is worth highlighting the parallel 

advancements occurring with Raman spectroscopy.  The obvious advantage of Raman spectroscopy 

over SERS is that it is non-invasive so there is no requirement for the introduction of nanostructures 

to observe a response. In terms of in vitro, ex vivo and in vivo analysis, this is particularly beneficial 

since minimal sample preparation is involved, toxicity trials are not required as adulterants have not 

been introduced and more importantly for in vivo studies there is no need to consider the 

distribution and localisation of nano-scaffolds for effective analysis. However, consideration must be 

given to the employed laser power, acquisition time and sample format to prohibit sample 

degradation and auto-fluorescence. 

 

2.1 Raman Spectroscopy and In vitro Cell Analysis 

The interrogation of single cells and cell populations may not have the same allure and glamour of in 

vivo studies but, in terms of indicators of disease, they can be equally important. The architecture of 

the cell can be altered considerably during processes such as differentiation [14], mitosis and 

apoptosis [15]. Uncontrolled division and cell death can be indicative of pathosis, including tumour 

growth, inflammation, HIV infection and neurodegeneration diseases ゲ┌Iｴ ;ゲ P;ヴﾆｷﾐゲﾗﾐげゲ ;ﾐS 

Aﾉ┣ｴWｷﾏWヴげゲ. [16] Monitoring the cell composition and architecture permits a viable method for the 

detection of disease and, with the advent of 3D Raman imaging, the resolution of cell organelles may 

be more representative of the disease led changes that can occur intracellularly. [17, 18] Cell health 

can also be directly monitored via Raman spectroscopy and it is possible to distinguish between live 

and dead cells, [19] and cells that are stressed, [20] conditions which can arise as a result of infection 

or disease. Cells can also be readily distinguished on the basis of their phenotypic differences and 

this has been used to discriminate between bone [21] and lung cells, [22] and more importantly in 

terms of disease diagnosis between cancerous and non-cancerous cells. [23, 24] This was not 

completed with a clinical sample but the authors highlighted the desire to extend analysis into urine. 
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[23] In a clinical setting, this has the potential to provide cancer diagnosis non-invasively via an 

excretory product. 

 

2.2 Raman Spectroscopy and Ex vivo/In vivo Applications for the Detection of Disease 

As a diagnostic tool, Raman spectroscopy is forging ahead in the cancer field providing a method by 

which to detect breast [25-27], skin [28, 29], prostate [30-32], bladder [33-35], cervical [36-38], 

colorectal [39, 40] and oesophageal cancer [41, 42]. With bladder, [34, 35] cervical, [37, 38] 

colorectal [43] and oesophageal cancer [42] all being detected in vivo. The incidence of breast cancer 

in the UK accounts for the greatest proportion of all cancer diagnosis and like all forms of the disease 

there is demand for sensitive, selective and non-invasive detection. [44] A subsequent adaptation of 

the original Raman technique led to the development of spatially offset Raman spectroscopy (SORS) 

which has a demonstrated ability to differentiate between calcifications associated with cancerous 

and non-cancerous tissues and at a reported depth of ~ 8.7 mm. [26] The authors reported that this 

could be used to complement the current clinical method of detection, mammography, whilst 

simultaneously demonstrating the potential to minimise the number of invasive biopsies. [26] 

Successive developments and the implementation of a transmission Raman setup increased the 

thickness of tissue through which cancerous and non-cancerous samples could be differentiated. 

[27] The depth of detection was increased to 27 mm with anything above 20 mm being classified as 

clinically significant for in vivo detection, further highlighting the applicability and relevance of 

implementing the technique in a clinical environment. [27] A proof of concept study also 

investigated the possibility of detecting brain tumours in vivo in mice models. [45] The authors 

reported that the tumours could be located with an accuracy of approximately 250 µm and while 

principally a demonstration of what could be achieved, the authors emphasised the possibility of 

using Raman spectroscopy for brain analysis and tumour detection in a live subject. [45] 

 

Raman spectroscopy is not limited to the detection of cancer and research has postulated that the 

method could be used for the characterisation and monitoring of atherosclerotic plaques. [46] In the 

UK alone coronary heart disease and the conditions which stem from it cost an estimated £19 billion. 

[47] This is clearly an extensive and significant problem and Raman was found to be a suitable 

method by which plaque deposits could be distinguished and their size determined. [46] The effects 

of statin drug treatment were also tracked, and in mice that were provided a cholesterol rich diet, 

the statins successfully minimised plaque formation. [46] Whilst this remains a proof-of-principal 

study there is potential for extension to studies in man and although not demonstrated remote 

sensing could be achieved by coupling via a fibre optic probe. [46]  
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Similarly, Raman spectroscopy has been implemented to monitor organ rejection in patients 

following transplant procedures. [48, 49] While not directly involving the detection of disease, it is 

possible that the processes which led to transplant were the result of disease, for example, coronary 

heart or chronic kidney disease. This demonstrates the application of Raman for monitoring 

subsequent disease effects. In the particular instances of heart and kidney transplant the 

confirmation of rejection requires an invasive biopsy procedure and the observation of an elevated 

serum creatinine level, respectively. [48] However, the rejection of heart tissues can be 

characterised by serotonin biomarkers, which can be detected using Raman, presenting a viable non-

invasive alternative to biopsy. [49] While the methods for monitoring kidney rejection do not require 

the same invasive procedures, by the time detection of serum creatinine is confirmed significant 

deterioration of the organ can have occurred. [48] Raman spectroscopy was employed as a method 

to differentiate between T-cells which were produced in response to different stimuli (i.e. in 

response to rejection and under normal circumstances). [48] These were selected as biomarkers for 

monitoring the rejection response since the process is primarily characterised by T-cells. The 

technique was found to be suitable for differentiating between normal cells and those which are 

characteristic of a rejection response. [48] It should be noted that the T-cells were not directly 

obtained from a patient undergoing rejection but rather the cells were artificially modelled to be 

representative. Raman spectroscopy therefore represents a viable alternative by which rejection 

could be monitored. 

 

This is in no way an exhaustive review of the methods by which Raman spectroscopy can be 

employed to detect disease or monitor health, however, it does emphasise the vast array of 

medically related applications. For further discussion regarding the employment and advancements 

of Raman spectroscopy in medicine, readers are encouraged to review literature from the Stone [44] 

and Goodacre groups [50, 51]. However, it is clear that with instrumental improvements and careful 

consideration of the employed laser power and acquisition time, vast amounts of information can be 

yielded by Raman spectroscopy. Central to all of these applications is the employment of 

chemometric methods. Raman spectra are often similar in appearance and discerning any 

differences by eye are difficult, but by implementing chemometric analysis subtle differences can be 

extracted and conclusions drawn with statistical significance. However, in order to make the leap 

from bench to body, further analysis must be completed in physiologically representative media, 

clinical samples and in vivo. [52] While diagnostic information can be extracted using chemometrics 

clinicians require simple yes/no answers to dispense a diagnosis or prognosis. Therefore, any 
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transition to a clinical environment will require coupling of the data collection and analysis so that 

single definitive answers can be provided.  

 

3. Surface enhanced Raman Spectroscopy (SERS) 

The advantages of SERS over conventional Raman were briefly discussed in the introduction but are 

worth re-iterating since these benefits in conjunction with the shortcomings of Raman are 

responsible for the proliferation of the technique. Although, non-invasivity is a key attraction of 

Raman spectroscopy, the overall outcome is that the technique is reliant on spectral signatures from 

the intrinsic components of the interrogated system, which in biological matrices tend to be weak, 

inefficient scatterers and spectrally similar, [53] such that subtle differences must be discerned by 

the incorporation of chemometric methods. SERS unlike Raman is not reliant on native 

chromophores and a vast array of efficient scattering molecules, [54-59] with large Raman cross 

sections, can be conjugated to metallic scaffolds for the provision of distinct, optically strong, 

spectral signatures. By capitalising on this conferred enhancement, through the implementation of a 

metal surface and superior reporting moieties, the measured spectral intensities can be significantly 

enhanced. [8, 9, 11] The key advantages of this enhancement are that a reduced laser power and 

acquisition time can be incorporated for the analysis of fragile samples with minimal loss of the 

spectral sensitivity whereas with conventional Raman some compromise must be made between the 

laser power and measurement time to obtain sufficiently distinct spectra without incurring sample 

damage. The sharp molecularly specific spectra produced by SERS also promote the technique for 

use in multiplexed scenarios including multiple disease detection and in many instances differences 

can be determined by eye without the need for the incorporation of chemometric methods.[13] 

Conventional Raman is unlikely to be employed in such a manner since the spectral differences 

between healthy and diseased samples are extremely subtle, let alone between multiple diseases in 

a single sample, and generally require the implementation of statistical methods for their 

differentiation. [53] 

 

As discussed above exploitation of the SERS effect requires the incorporation of a roughened metal 

surface. [6, 11] The forms which this can take are vast and can include metal electrodes, [10] 

coatings, surfaces [60, 61] and nanostructures. [62, 63] In vitro examples have employed 

unfunctionalised nanoparticles for simple sensing applications, for example, monitoring enzyme 

activity [62] or the determination of intracellular components. [64] To actively image and/or target 

and detect disease in vitro, ex vivo and in vivo the sophistication of the implemented systems varies. 

Ranging from metallic nanoparticles labelled with reporter molecules [65-69] to more complicated 
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systems with mixed reporter monolayers [70], dually functionalised systems consisting of reporter 

molecules and membrane penetrating or targeting antibodies [71-73], peptides [65, 74, 75] or 

oligomers. To minimise or prohibit degradation from the surrounding environment nanostructures 

can be afforded a certain degree of stability by silica [13, 76] or polymer encapsulation. [71, 77, 78] 

The incorporation of polyethylene glycol (PEG) again offers protection from the chemical and 

physical environment, minimisation of non-specific binding [79] and, depending on the terminal 

functionality, PEG is readily amenable for bioconjugation to a range of targeting ligands. [80] 

 

3.1 SERS and In vitro Applications for the Detection of Disease  

SERS based nanotags have been used with a variety of different sample formats for the in vitro 

detection of disease. In some of the earliest examples, functionalised nanoparticles and nanotags 

were not employed for the detection of disease. Instead metallic surfaces were used to exploit the 

SERS effect. In one such system used for the detection of glucose, spheres were coated in a layer of 

silver for the provision of the SERS enhancement and they were subsequently functionalised with 

both decanethiol and mercaptohexanol. [60] Dual functionalisation with molecules of varying chain 

length results in hole formation between the different chains actively providing a region into which 

the glucose molecules can enter and the response can be measured via SERS. [60] With the 

implementation of the system it was possible to quantitatively detect glucose and the majority of 

the measurements were detected within levels which were considered to be medically relevant. [60] 

The authors also reported that the system worked effectively even when interfering analytes were 

present. [60] Detecting glucose in real-time is of huge importance for diabetes sufferers who 

currently check their levels via pin prick blood tests. With this method of monitoring huge variations 

in glucose levels are often missed and in order to improve disease management, there is a real need 

for accurate continuous monitors. [60] Later work by the same group has strived to further develop 

this method for in vivo sensing. [81-83] In the initial stages the sensors (as described above) were 

implanted into animal models and the glucose levels were successfully measured via SERS and 

surface enhanced spatially offset Raman spectroscopy (SESORS) respectively. [81-83]. (SESORS shall 

be discussed further in section 3.3). In the most recent developments, the same sensor has been 

investigated via animal implementation. [83] The device was found to actively work over 17 days and 

more importantly the authors reported that between days 6 and 17, the glucose levels measured 

were found to lie within the clinically relevant levels. [83] This elegant and sophisticated example is a 

significant step forward in the development of a method by which diabetes sufferers could monitor 

and control their condition more accurately. [83] A similar format was also used to monitor lactate 

quantitatively. [61] Variations in lactate levels can be indicative of trauma in a number of medical 
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conditions and as with glucose monitoring the ability to measure lactate in real time would further 

improve the clinical care offered to patients suffering from a range of conditions. [61] 

 

In other examples, the SERS enhancement was achieved using metallic nanoparticles. Using this 

format and a nanofluidic device Chou et al. SWﾏﾗﾐゲデヴ;デWS デｴW SWデWIデｷﾗﾐ ﾗa デｴW é-amyloid peptide, 

which is a key component in plaques in sufferers of Alzheimer disease. [63] é-amyloid detection was 

achieved by concentrating the nanoparticles and target molecules within the device, irradiating with 

a laser and monitoring the SERS signal. [63] To demonstrate the sensitivity of the detection system 

the authorげs added additional proteins of similar and different conformations. Analysis of the SERS 

signals found that it was possible to discriminate between the different protein forms, [63] in 

particular, ü-helices could be discrimｷﾐ;デWS aヴﾗﾏ é-sheets anS HWデ┘WWﾐ デｴW SｷaaWヴWﾐデ é-sheet forms 

discrimination was also possible. [63] Having a method by which to characterise the disease process 

is hugely beneficial and it could be used as a method to monitor disease development. [63] 

 

Unfunctionalised nanoparticles have also been used to monitor enzyme activity intracellularly. [62] 

This is relevant in terms of disease detection since some notable diseases, including cystic fibrosis, 

P;ヴﾆｷﾐゲﾗﾐげゲ ;ﾐS Aﾉ┣ｴWｷﾏWヴげゲ ;ヴW ;ﾉﾉ Iｴ;ヴ;IデWヴｷゲWS H┞ ゲﾗﾏW aﾗヴﾏ ﾗa ;Hﾐﾗヴﾏ;ﾉ Wﾐ┣┞ﾏW ;Iデｷ┗ｷデ┞く [62] In 

the study Au nanoparticles were incorporated by cell populations alongside the colourless substrate 

X-Gal, where upon internalisation it was enzymatically transformed by é-galactosidase enzymes to 

ヵがヵげ-dibromo-ヴがヴげ-dichloroindigo. This transformation was characterised by the appearance of a 

peak in the SERS spectra at 598 cm
-1

 and a blue colour which was indicative of the turnover of the 

substrate by the enzyme (Figure 1). [62] The conversion was specific to the enzyme as confirmed 

when known enzyme inhibitors were introduced (Figure 1) and the corresponding reduction in the 

measured SERS signal. [62] High resolution analysis of single cells and cell populations suggested that 

enzyme action was localised in specific cellular compartments which were proposed to be 

endosomes. [62] The authors expressed a desire to quantify enzyme levels within these 

compartments, particularly in response to different disease stimuli and states. It is hoped that such 

knowledge will facilitate the development of suitable treatments. [62] 
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Figure 1: Intracellular conversion of X-Gal to the blue coloured product ヵがヵげ-dibromo-ヴがヴげ-dichloro indigo by 

デｴW Wﾐ┣┞ﾏW é-galactosidase に Aぶ ┘ｴｷデW ﾉｷｪｴデ ;ﾐS a;ﾉゲW Iﾗﾉﾗ┌ヴ ｷﾏ;ｪW H;ゲWS ﾗﾐ デｴW ヵがヵげ-dibromo-ヴがヴげ-dichloro 

indigo peak at 598 cm
-1

, B) corresponding spectra from the highlighted areas and the associated false colour 

LUT bar and C) the effect of an enzyme inhibitor on the measured SERS signals. [62] Modified and reproduced 

by permission of the RSC. 
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More recently systems for disease detection have looked at functionalised nanotags. [84-86] In one 

immunoassay, the detection of the carcinoembryonic antigen (CEA), a marker frequently used for 

the detection of lung cancer, was achieved using a combination of hollow gold nanospheres (HGNs) 

and magnetic beads. [86] Porter et al. also implemented an immunoassay format for the detection 

of the pancreatic cancer marker, MUC4. [84] This marker is suitable for detecting cancer since it 

appears to be absent in healthy and pancreatitis-suffering populations. [84] Detection was achieved 

using SERS via gold nanoparticles which were labelled with a reporter molecule and an antibody 

specific for the marker. SERS was critical for the detection of disease, especially as the authors noted 

that conventional immunoassay formats had failed to detect the protein in human sera. [84] In an 

extension of this initial work Porter et al. developed an immunoassay system which could 

simultaneously detect two markers of pancreatic cancer. [85] The detection of multiple disease 

markers is a key step in the future of disease diagnosis since it is rare for disease processes to be 

represented or characterised by a single indicator. [13] In addition, the detection of multiple aspects 

of a disease will undoubtedly lead to better personalised medicine and immunoassays could be 

extended to detect a plethora of diseases simultaneously.  

 

Cell based detection is a vast field and in particular research has centred on detecting breast cancer. 

[87, 88] One of the earliest studies employed SERS dots (a form of silica encapsulated nanotags) 

functionalised with breast cancer (HER2) or leukaemia specific antibodies (CD10). [87] Antibody 

functionalisation was required so that the dots would bind specifically to the corresponding cell line 

and when the conjugates were incubated with different cell populations this specificity was 

observed. [87] HER2-functionalised dots only bound to the breast cancer cells and similarly the CD10 

functionalised dots bound only to the leukaemia cells. [87] SERS signals were not observed when 

either of the antibody functionalised nanotags was incubated with the control cell population. [87] 

This initial study highlighted the possibility of screening cell populations for cancerous and non-

cancerous cells and, provided that each subset of dots was labelled with a distinct reporter and an 

antibody, a range of disease could be detected simultaneously. The authors also reported that the 

method could potentially be implemented as an alternative to the radioactive tagging of cells and 

tissues. [87] 

 

Later, studies took advantage of the same binding relationship between HER2 antibodies and the 

corresponding receptors on cell membranes. [89, 90] However, rather than focusing on spherical 

shaped nanostructures rods and HGNs were investigated as alternative imaging scaffolds. [89, 90] In 

both instances, recognition via the specific antibody-antigen interaction was achieved and brighter 
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images were observed (Figure 2). [89, 90] The increased SERS intensity in the false colour images 

were not the result of any improvement in the binding efficiency but were a direct result of the 

enhanced optical properties demonstrated by both the rods and HGNs (Figure 2). [89, 90] The 

authors suggested that both systems are extremely sensitive imaging agents and when designing a 

disease detection system consideration should also be given to the imaging scaffold especially if the 

disease target is present at low concentrations. [89, 90]  

 

 

Figure 2 : Left panel に differential levels of binding between a) gold nanospheres and b) rods functionalised 

with HER2 antibody and exposed to MCF7 cells overexpressing HER2. [90] Modified and reproduced from [90] 

with permission from the PCCP owner societies. Right panel に differential levels of binding between a) HGNs 

and b) silver nanoparticles functionalised with HER2 antibody and exposed to MCF7 cells overexpressing HER2, 

c) intensity ratios for the peaks at I1620/I1371 for the crystal violet reporter.[89] Reprinted with permission from 

Elsevier. 

 

In a recent study antibody-antigen interactions were studied as means for differentiating between 

disease states. [72] The development of the nanostructures involved the labelling of silver 

nanoparticles with reporter molecules, and HER2 antibodies were subsequently conjugated via the 

terminal carboxylic acid group on the reporter. [72] The functionalised nanostructures were then 

exposed to two cell lines (SKBR3 and MCF7) which demonstrated a differential level of HER2 

expression. [72] In the SKBR3 cell line which exhibits a high level of HER2 expression the SERS signal 

was observed by the authors to be 3-4 times greater than in MCF7 cells, which have a low level of 

expression. [72] Although significantly greater levels of data would need to be collected from cells, 

at a number of different disease stages, this preliminary study highlights the implementation of SERS 

nanotags for the categorisation of cancerous disease states. The principles of the study are not 
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limited to cancer and any other condition which exhibits differential levels in the expression of 

disease markers could be analysed and graded in an analogous manner.  

 

In the most recent study, implementing breast cancer cell lines, the cell phenotype was determined 

from specific antibody antigen interactions occurring between nanostructures labelled with 

antibodies and antigen receptors present on cell surfaces. [91] This was achievable because each of 

the nanostructures was labelled with a different reporter molecule and thus different SERS signals 

were measured (Figure 3). [91] The false colour SERS maps were subsequently used as a method to 

quantify the level of biomarker expression since the SERS intensity is a direct measure of the 

concentration of biomarker. [91]  

 

 

Figure 3: Silica encapsulated hollow gold nanoshells (SEHGNs) used to phenotypically identify cancerous cell 

lines and determine the level of antigen expression in each cell line に a) SEHGNs were applied to the different 

cell lines and each of the cell types were identified based on the signal from the specific reporter molecules 

and b) SERS mapping images of the corresponding cell lines were measured at 1650 cm
 1 

(RBITC), 1619 cm
-1

 

(MGITC) and 1490 cm
-1

 (RuITC) for the SK-BR-3, KPL4 and MDA-MB-468 cell line specific reporter molecules. 

[91] Modified and reprinted with permission from Elsevier. 
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Biomarker or protein expression can also be used to differentiate cancerous from non-cancerous 

cells. [92] In prostate cancer cells neuropilin-1 is overexpressed and, on the basis of this knowledge, 

selective SERS nanotags were constructed for differentiating between cell lines. [92] To actively 

target cancerous cells or more specifically the receptors, nanotags were functionalised with a 

peptide with a specific affinity for neuropilin. [92] Control nanotags were functionalised with the HIV 

transactivator of transcription (TAT) peptide sequence and these nanotags had the ability to bind to 

both cells lines. [92] In order to positively identify the cancerous cells, the ratio of the SERS signal 

from each of the reporters was calculated. [92] The cancerous cells should have a high contribution 

from the reporter on the specific targeting nanotags whilst the non-cancerous cells should have a 

high contribution from the reporter on the control system. [92] This was found to represent a viable 

method for differentiating between the two cell lines. [92] Prostate cancer cells can also be 

positively identified from interactions between imaging agents and surface carbohydrates. [93] For 

example, PC3 cancerous cells exhibit elevated levels of sialic residues on their surface. [93] These 

can be actively targeted with nanostructures functionlised with the lectin, Triticum vulgaris, which is 

known to have a specific affinity for these glycans. [93] Craig et al. demonstrated this lectin-glycan 

interaction and in doing so successfully distinguished cancerous PC3 cells from the non-cancerous 

PNT2A cells. [93] 

 

Further applications involving the detection of cancerous cells have centred on circulating tumour 

cells (CTCs). Unlike other applications, which might be concerned with the primary detection of 

cancer, CTCs are particularly aggressive and are associated with the initiation of further cancerous 

growth. [73, 94] During an initial study the CTCs were exposed to antibody functionalised nanotags 

and magnetic beads. The nanotags whilst simultaneously binding to the CTCs acted as the reporter 

component and similarly, the magnetic beads whilst capable of binding to the cancer cells were 

incorporated so that the samples could be concentrated via a magnet. [73] The implementation of 

this method has resulted in successful detection of CTCs via SERS. [73] Detection was also achievable 

with high sensitivity and specificity when whole blood was employed. [73] In a subsequent study by 

Wang et al. a similar method was employed but the incorporation of magnetic beads was 

substituted for a physical separation step. [94] Initially, the blood was separated by centrifugation 

and, because of their low density, CTCs were removed from the upper portion of the container with 

relative ease. [94] CTCs were then incubated with nanotags for a specified period and after this any 

unbound nanotags were also removed by centrifugation prior to the SERS analysis. [94] Both 

methods allow for sensitive and selective detection of CTCs. [73, 94] 
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In a final example of SERS based disease detection in vitro, targeting of stem cells was investigated. 

Although this is not strictly a method for the detection of disease, stem cells have an important role 

in disease research. [95] In this study nuclear targeting SERS nanotags were deployed to ascertain 

the differences between differentiated and undifferentiated stem cell populations. [95] The cells 

were analysed by SERS and spectral information was extracted. Principal component analysis (PCA) 

was employed and it revealed that there were distinct differences between the two stem cell forms 

with regards to the organisation of the nucleus. These changes were suitably distinct and allowed for 

cell identification. [95] 

 

3.2 SERS and Ex vivo/In vivo Applications for the Detection of Disease 

3.2.1 Tissue Imaging and Disease Detection 

The use of SERS for disease related tissue imaging was initially performed by Schlucker et al. in 2006. 

[96] The SERS based detection system consisted of gold nanoparticles conjugated to an antibody via 

a small molecule reporter and this was used to actively detect prostate specific antigen (PSA) in 

tissue samples. [96] In a later study the same group extended this to monitor PSA expression in 

tissues. [80] This predominantly occurs in the epithelium of the prostate and, when incubated with 

functionalised nanoshells, the localised expression was confirmed by SERS signals arising from the 

specific nanoshell antibody-tissue antigen interaction and it was particularly evident in the false 

colour SERS maps (Figure 4). [80] Determining the localisation of other components within the tissues 

is not isolated to biomarkers of disease and the group successfully determined the localisation of the 

tumour suppressor p63, in non-cancerous tissue. [97] Elucidation of this was again determined by 

SERS signals arising from the specific interaction between the detection system and tissue. [97] 
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Figure 4: Detection of PSA ex vivo に top: bright field microscope image of a prostate tissue section. The grid 

shows the locations at which Raman spectra were acquired in a point mapping experiment. The false colour 

SERS image shows that the characteristic signal of the SERS-labelled antibody is observed selectively in the 

epithelium. Reproduced from [80] with permission from the PCCP Owner Societies.  

 

Whilst detection systems like this might seem trivial, they are actually of huge importance for the 

characterisation of disease in tissue. In all of the examples discussed, the measured signals arise 

from the SERS reporters. However, a second laser line could be employed at a frequency where the 

nanotags are not SERS active but where intrinsic Raman signals from the tissues dominate. This 

would allow biochemically characteristic information to be obtained from the tissues and the false 

colour SERS images could be used to delineate the boundaries between the regions where, for 

example, PSA expression is high and low. This would provide further information which is 

biochemically representative of the disease biomarkers. Whilst areas of protein expression can be 

imaged using traditional immunohistochemical methods, no biochemical information is obtained. 

Additionally, conventional fluorophores have broad absorption and emission bands so the staining of 

multiple areas is difficult. However, when employing either Raman and/or SERS imaging, the spectral 

bands are narrow and not limited in the tissue regions or receptors which could be targeted 

simultaneously. This is particularly important as the documentation of disease processes progresses 

towards the detection of multiple markers. [13]  
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Manipulation of the antibody-antigen interaction has also been exploited for the determination of 

nasopharyngeal cancer in tissue samples. [98] As with most of the discussed samples, antibody 

functionalised SERS nanotags were exposed to tissues. [98] Clinical samples were analysed and 

directly compared with the tissue, which had been analysed via a traditional immunohistochemical 

method. SERS analysis was found to considerably exceed the conventional method. [98] In total, 

there were 34 cancerous and 20 non-cancerous tissue samples and the SERS detection method 

correctly identified 33 of the cancerous samples whilst the traditional method only identified 22. 

[98] Negative samples were correctly identified by both methods. [98] As with the previous 

examples all of the above discussed advantages of the SERS method are equally applicable to this 

study. [98] 

 

SORS has been previously discussed as a method for disease detection in section 2.2. SORS has also 

been developed to incorporate a surface enhanced method known as surface enhanced spatially 

offset Raman spectroscopy (SESORS). [99] The key feature and main advantage of this technique is 

that it can measure Raman or SERS signals through medically relevant tissue depths. [99] This is of 

huge importance since it actively demonstrates non-invasive detection of disease. [99] In one of the 

latest studies cumulative SERS signals were measured from four different SERS nanotags which were 

located within tissue at a depth of 20 mm. [99] Even more significantly, it was possible to measure 

SERS signals through 50 mm of tissue. [99] This study highlights the possibility of implementing SERS 

and their nanotags for use in vivo.  

 

In a subsequent study the method was investigated in specific relation to a disease process. [100] 

Osteoporosis is a progressive bone disease which can be treated with drugs known as 

bisphosphonates. [100] The disease itself was not investigated but rather the study was designed to 

replicate drug distribution and investigate its localisation. [100] In order to do this, the drug was 

conjugated to SERS nanotags and subsequently incubated with representative bone samples. The 

bones were then transplanted into a tissue mass and the samples were analysed. [100] It was 

possible to detect the drug-nanotag conjugates at a depth of 20 mm. [100] Although this study did 

not involve the direct detection of the disease it is nonetheless important because it actively 

demonstrates the ability to monitor drug distribution non-invasively. [100] This therefore highlights 

the suitability of SERS as a key process in the treatment of disease.   
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3.2.2 In vivo Imaging and Disease Detection 

One of the most recognisable and well documented examples of in vivo SERS imaging is undoubtedly 

the study by Qian et al., [101] where tumours were successfully targeted with an antibody 

functionalised gold nanoparticle system in vivo. [101] The nanotag conjugates were introduced into 

the mice model via tail injection and they were successfully translocated to tumour locations. [101] 

Successful targeting was demonstrated via monitoring of the SERS signals and those measured from 

the tumour regions of the mouse were found to be representative of the reporter from the SERS 

nanotags (Figure 5). [101] This study actively demonstrated that the nanoparticles were able to 

travel through the animal model and reach their targets. [101] It was also critical for demonstrating 

the success and application of SERS for monitoring such interactions in vivo. 

 

 

Figure 5: In vivo cancer targeting and surface enhanced Raman detection by using ScFv-antibody conjugated 

gold nanoparticles that recognise the tumour biomarker EGFR. (a,b) SERS spectra obtained from the tumour 

and the liver locations by using targeted (a) and nontargeted (b) nanoparticles. Two nude mice bearing human 

head-and-neck squamous cell carcinoma (Tu686) xenograft tumour (3-mm diameter) received 90 µL of ScFv 

EGFR-Iﾗﾐﾃ┌ｪ;デWS SE‘S デ;ｪゲ ﾗヴ ヮWｪ┞ﾉ;デWS SE‘S デ;ｪゲ ふヴヶヰ ヾMぶく TｴW ヮ;ヴデｷIﾉWゲ were administered via tail vein 

single injection. SERS spectra were taken 5 h after injection. (c) Photographs showing a laser beam focusing on 
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the tumour site or on the anatomical location of liver. In vivo SERS spectra were obtained from the tumour site 

(red) and the liver site (blue) with 2-s signal integration and at 785 nm excitation. The spectra were 

background subtracted and shifted for better visualisation. The Raman reporter molecule is malachite green, 

with distinct spectral signatures as labelled in a and b. Laser power, 20 mW. Reprinted by permission from 

Macmillan Publishers Ltd. Nature Biotechnology, [101] (2008). 

 

In vivo imaging of SERS nanotags has also been applied for the observation of inflammation and 

again, while not a disease process, it is of relevance since any change can be indicative of infection 

and underlying disease conditions. [102] Nanotags were functionalised with antibodies which have a 

specific affinity for the identified inflammation biomarker, intracellular adhesion molecule 1 に 

(ICAM-1-). The nanotags specifically targeted inflammation in vitro, ex vivo and in vivo. [102] When 

the effectiveness of the SERS approach was directly compared with the conventional fluorescence 

method it was found to be significantly more sensitive. [102]  

 

Whilst the previous examples have demonstrated active in vivo disease targeting, a multi marker 

approach is considered to be beneficial, especially if multiple disease aspects are to be detected 

simultaneously. [13] It is hoped that by analysing disease processes or even multiple different 

diseases it will lead to better characterisation and personalised medicine.  

 

With the advent of superior nanotag systems, which display excellent stability and are optically けhotげ, 

the possibility of multiplexed imaging in vivo has become a real possibility. [13, 76] In the initial 

stages it was possible to simultaneously detect two different nanotags within a live subject but this 

was latterly extended to include the simultaneous detection of ten different nanotags (Figure 6). [13, 

76] This was a crucial step forward for multiplexed detection in vivo, actively demonstrating the 

potential to detect multiple pathosis or different elements of disease simultaneously. [13] In a 

further extension of the work, in terms of true multiplexing and the confident identification of 

nanotags present within a specified location, it was possible to positively identify four nanotags in a 

multiplexed scenario. [13]  

 



   19 

 

 

Figure 6: Evaluation of multiplexing 10 different SERS nanoparticles in vivo. Raman map of 10 different SERS 

particles injected subcutaneously in a nude mouse. Grayscale bar to the right depicts the Raman intensity, 

where white represents the maximum intensity and black represents no intensity. [13] C.L. Zavaleta, B.R. 

Smith, I. Walton, W. Doering, G. Davis, B. Shojaei, M.J. Natan, S.S. Gambhir, Proc. Natl. Acad. Sci. USA., 106  

(2009), 13511-13516. Copyright (2009) National Academy of Sciences of the United States of America.  

 

Further in vivo applications have been demonstrated by Maiti et al.[103-105] In the first of their in 

vivo experiments nanotags were injected into a mouse model and successfully imaged using 

SERS.[103] The only difference being that the antibody functionalised nanotags were actively bound 

to cancerous cells prior to their introduction, highlighting the opportunity to successfully image the 

nanotags in vivo even after participation in a disease recognition event. [103] In an extension to this 

work nanotags functionalised with antibodies which had a specific affinity for the receptors in the 

xenograft were found to translocate to the xenograft site following introduction into the animal. 

[104] Thus the conjugates participated in antibody-antigen recognition and signals representative of 

the reporter molecule were measured at the xenograft site. [104] However, when nanotags were 

introduced into mice bearing xenografts of the non-cancerous cell population SERS signals were not 

measured in accordance with the absence of a specific binding event. [104] 

 

In the most recent of their work, the group elegantly demonstrated the selectivity of their targeting 

nanotags. [105] In this study the xenograft was composed of oral squamous cell carcinoma (OSCC) 

cells which exhibit a differential level of expression of EGFR and HER2. EGFR receptors are present at 

a much higher level than HER2 receptors on the surface of the OSCC cells. [105] In accordance with 



   20 

 

the expressed receptors three nanotags were injected into the tail of the animal subject, two of 

which had been functionalised with the EGFR specific antibody and the remaining nanotag was 

functionalised with the HER2 antibody. [105] The signals which were measured from the site of the 

xenograft were in accordance with the two nanotags functionalised with the specific antibody and 

two different reporter molecules. There was no contribution from the nanotag functionalised with 

the HER2 antibody (Figure 7). This study represents one of the first true targeted in vivo multiplexing 

examples and this is an important step forwards in terms of striving towards the deliverable of 

comprehensively characterising and detecting multiple aspects of disease. [105]  

 

 

Figure 7: In vivo multiplex detection in xenograft tumour に a) Normalised SERS spectra of CyNAMLA-381, 

Cy7LA and Cy7.5LA after chemisorption of AuNPs and b) に A: SERS spectra from tumour site (peaks obtained at 

503 and 586 cm
-1

 from two EGFR positive nanotags, Cy7LA and Cy7.5LA), B: SERS spectra from liver site (peaks 

obtained at 503, 523 and 586 cm
-1

) from two EGFR nanotag Cy7LA, Cy7.5 and anti-HER2 nanotag CyNAMLA-

381) and C: SERS spectra from dorsal region. [105] Modified and reprinted with permission from Elsevier. 
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4. SERS as a Method for Disease Treatment 

The idea of implementing nanoscaffolds for disease treatment is not a new concept and 

nanostructures in many different forms (i.e. nanorods, nanoshells and nanoparticles), predominantly 

gold based, have been utilised for the destruction of cancerous cells. [53, 106-111] This occurs 

because nanostructures absorbing the interrogating laser light results in localised heating, which is 

subsequently dissipated to the cell resulting in destruction. [53, 106, 107, 112, 113] It is widely 

believed that an increase in temperature is responsible for this effect but recent studies have shown 

that cellular damage can result without a significant temperature increase. [114] The method must 

therefore elicit some of form of damage which can ultimately result in cell death. [114, 115] While 

there are many examples highlighting the use of nanomaterials for therapeutic purposes, there are 

no demonstrated applications where SERS has been employed as a treatment method. However, its 

use has recently been critical in determining the localisation of nanostructures so that treatment can 

be targeted to a specific position. SERS is therefore becoming a key step in treatment processes.  

 

The detection of bacteria which are drug resistant is one such field where this method might be 

beneficial. Fan et al. described the generation of popcorn shaped magnetic nanoparticles which 

consisted of an iron core and a gold shell. [116] The nanostructures were further labelled with an 

antibody with affinity for Salmonella DT104. [116] In the study the nanoparticles were found to bind 

to the Salmonella cells with high affinity and, because of their magnetic properties, cells could be 

extracted from the bulk solution. [116] Cells were then destroyed by illuminating with a therapeutic 

light source. [116] As with several of the studies which will be discussed, SERS was not directly 

involved in the treatment process, but it was essential for determining that the nanoparticle 

conjugates had successfully bound to the target cells and without these conjugates treatment would 

not have been successful. [116] While this remains a preliminary study the method is postulated as 

an alternative to drug based treatment methods for bacterial infections and disease, and this has 

important consequences since drug resistance continues to increase. [116] 

 

Implementation in the detection of lung cancer is another field where these SERS based detection 

methods might be beneficial, especially since lung cancer is often diagnosed beyond a stage of 

effective treatment. [113] In a study by Wu et al. aptamer conjugated silver shell gold core 

nanoparticles labelled with rhodamine 6G were used for the specific targeting of A549 lung cancer 

cells. The specificity of the system was tested against six cell lines (two generic cancer and four lung 

cancer cell lines) and the aptamer conjugates were not found to give a significant SERS response, 

suggesting that the conjugates did not bind to any other cell lines except those which were 
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specifically targeted. [113] Implementation of the aptamer system allowed for considerable levels of 

aggregation between the cancer cells to occur since aptamers on a single shell could bind to 

different cells within the exposed population. [113] This was beneficial since it created concentrated 

areas of the conjugates and cells, ideal preparation for SERS detection and treatment with the 

irradiating laser. During the study it was found that a laser power of 0.2 W cm
-1 

applied for 60 min 

was sufficient to kill the cancerous cells. [113] The SERS response was also observed to decline 

following application of the treatment laser and it was postulated that this could be used as a 

measure of treatment efficacy. [113] When the same procedure was performed with the conjugates 

and the remaining cell lines, cell damage or death was not observed. The authors highlighted that 

this method could be applied for the medical treatment of cancer since differentiation between the 

cancerous cells was both selective and specific. [113] In this particular application SERS has been 

implemented to confirm the binding reaction and the possibility exists for it to be used as an 

indicator of treatment progression. Although not directly responsible for the treatment the 

implementation of SERS was critical to the overall therapeutic procedure and success of the system. 

 

Such procedures are not isolated to the treatment of lung cancer and a similar scenario was 

developed for breast cancer cells (BT-549). [117] In this procedure gold nanostars which had been 

previously pegylated were ﾉ;HWﾉﾉWS ┘ｷデｴ デｴW ヴWヮﾗヴデWヴ ﾏﾗﾉWI┌ﾉW ンが ンげ-diethylthiadicarbocyanine 

(DTDC) before silica encapsulation and further labelling with the phototherapeutic drug 

protoporphyrin IX (PpIX) and the cell penetrating peptide TAT. [117] In the study SERS was employed 

to monitor the uptake of the nanostars by breast cancer cells. When functionalised with the TAT 

peptide considerable SERS signals were observed. However, when the peptide sequence was 

removed from the conjugate, SERS signals were significantly reduced or not detected. [117] This is 

consistent with observations that functionalisation with the TAT peptide aids in the cellular uptake 

of nanomaterials. [117-119] In this particular study, TAT functionalisation was critical for the 

successful treatment of cancerous cells using PpIX. PpIX is used as an initiator for the production of 

damaging oxygen species which in turn continues the cascade of reactions initiating cellular damage 

and death. [117] Following exposure to the therapeutic light source, cell death was apparent in 

those cells which had been subject to the TAT functionalised conjugates whilst no significant effect 

was observed in those exposed to the TAT or PpIX free nanostructures (Figure 8). [117] The use of 

SERS in this study was again critical for determining the successful targeting of the conjugates, and 

whilst it is not directly responsible for the therapeutic effects observed, without it the delivery of the 

treatment could not be confirmed. [117] 
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Figure 8: Viability staining of cells incubated with AuNS-DTDC@SiO2-PpIX-TAT (left) and AuNS-DTDC@SiO2-TAT 

(right) after 30 s of light irradiation. Live cells are stained green and dead cells are stained red. Scale bars are 

250 µm. Reprinted with permission from [117]. Copyright (2013) American Chemical Society. 

 

In a further example silver nanotriangles encapsulated in chitosan and labelled with a reporter 

molecule and folic acid were used for the treatment of ovarian cancer cells (NIH-OVCAR-3). [120] 

Folic acid was essential for transporting the conjugates across the cell membrane via a receptor 

mediated targeting strategy. [120] SERS was again implemented to confirm the transport of the 

nanostructures to their specified targets. Treatment with the therapeutic laser lead to cell death and 

the levels of cellular destruction were correlated with nanostructure concentration. [120] This 

method could be used to deliver therapeutics specifically to a diseased cell population since 

nanotriangle uptake between the cancerous and non-cancerous cells should vary in accordance with 

the expression of cancer related receptors. [120] SERS was again a vital step in the overall treatment 

process.  

 

While cell based examples are undoubtedly interesting and stimulate further research this ultimately 

must be translated to in vivo applications. Conde et al. developed gold nanoparticle conjugates 

which were labelled with a reporter molecule and the antibody-drug conjugate Cetuximab (Erbitux®) 

for targeted detection and treatment of tumours in vivo. [121] Mice models were implanted with 

cancerous cells to generate xenografts [121] and mice were then treated with nanostructures via tail 

injection, while the tumours were located in the right leg. [121] The conjugates were successfully 

translocated to the tumour site and resulted in a reduction of further tumour development by the 

inhibition of cellular division. [121] Active targeting of the tumour was monitored via SERS and large 

SERS signals were observed in mice treated with the drug conjugates whilst minimal signals were 

observed from those treated with drug-free nanostructures (Figure 9). [121] The authors reported 

that the signals measured from drug labelled nanoparticles at the xenograft were 4.5 times higher 

than those of the drug free system as measured from a key identification peak at 508 cm
-1

. [121] The 

variation in the SERS signal between the two sites and samples presumably arises because the drug-

free conjugates are not specifically targeting the tumour site. [121] The SERS studies were 
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performed ex vivo but the method further highlights the implementation of SERS based conjugates 

and SERS as a method for the successful targeting and treatment of disease in vivo. [121] 

 

 

Figure 9: DrugにRaman NP uptake and bio-distribution in whole body mice. Representative imaging of 

individual mice from each group (n = 10 animals) is shown, with the same scale of epi-fluorescence (a,b) 

indicating emission signal from the Raman reporter, DTTC (Emission = 780に800 nm). (c) Evaluation of 

nanoparticles distribution in mice organs treated with Raman- and drugにRaman NPs. (d) SERS spectra of the 

tumour site, measured through the tumour tissues excised from the mice, of drug-Raman NPs (blue line), 

Raman NPs only (black line) and other anatomical locations (i.e., the opposite leg, red line). Characteristic SERS 

peak at 508 cm
Ъ1

. [121] Reprinted with permission from Elsevier. 

 

5. Conclusion 

The rich and varied applications of Raman and more significantly SERS for the detection of diseases 

are direct consequences of the numerous advantages that they confer. Unlike their fluorescent 

counterparts, sharp molecularly specific spectra are obtained, which instantly and readily lends the 

techniques to multiplexed disease detection opportunities. As demonstrated in some of the 

examples discussed, detection via these methods is often more sensitive and selective. In addition, 

the possibility exists for combined Raman and SERS imaging of cells and tissues so that in the advent 

of implementing SERS active nanotags, biochemical and characteristic information relating to the 

disease process can be simultaneously obtained. In order for SERS to achieve and remain at the 
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forefront of disease diagnostics further studies are required in physiological representative media, 

clinical samples and in vivo. When these applications fully demonstrate their robustness, reliability, 

repeatability, sensitivity and selectivity in vivo, the technique will make the full transition from the 

laboratory to a clinical setting. Presently, the techniques are strong contenders for revolutionising 

our ability to detect disease. 

 

Acknowledgments 

SMcA acknowledges Renishaw plc for funding. DG acknowledges support from Royal Society 

Wolfson Trust Research Merit Award. 

 

References 

[1] A. Smekal, Naturwissenschaften, 11  (1923), 873-875. 

[2] C.V. Raman, K.S. Krishnan, Nature, 121  (1928), 501-502. 

[3] M.S. Bergholt, W. Zheng, K. Lin, K.Y. Ho, M. Teh, K.G. Yeoh, J.B. Yan So, Z. Huang, Int. J. Cancer., 

128  (2011), 2673-2680. 

[4] Y. Oshima, H. Shinzawa, T. Takenaka, C. Furihata, H. Sato, J. Biomed. Opt., 15  (2010), 017009-

017009. 

[5] F.C. Pascut, H.T. Goh, N. Welch, L.D. Buttery, C. Denning, I. Notingher, Biophys. J., 100  (2011), 

251-259. 

[6] E. Smith, G. Dent, Modern Raman Spectroscopy - A Practical Approach, Wiley-Blackwell, 2004. 

[7] M. Fleischmann, P.J. Hendra, A.J. McQuillan, Chemical Physics Letters, 26  (1974), 163 - 166. 

[8] D.L. Jeanmaire, R.P. Van Duyne, Journal of Electroanalytical Chemistry, 84  (1977), 1-20. 

[9] M.G. Albrecht, J.A. Creighton, J. Am. Chem. Soc., 99  (1977), 5215-5217. 

[10] A.A. Stacy, R.P. Van Duyne, Chemical Physics Letters, 102  (1983), 365-370. 

[11] E.C. Le Ru, P.G. Etchegoin, Principles of Surface-Enhanced Raman Spectroscopy, 1st ed., Elsevier, 

2009. 

[12] K. Faulds, A. Hernandez-Santana, W.E. Smith, The Inorganic Chemistry of Surface Enhanced 

Raman Scattering (SERS), in: J. Yarwood, R. Douthwaite, S. Duckett (Eds.) Spectrosc. Prop. Inorg. 

Organomet. Compd., Royal Society of Chemistry, 2010, pp. 1-21. 

[13] C.L. Zavaleta, B.R. Smith, I. Walton, W. Doering, G. Davis, B. Shojaei, M.J. Natan, S.S. Gambhir, 

Proc. Natl. Acad. Sci. USA., 106  (2009), 13511-13516. 

[14] C. Krafft, T. Knetschke, R.H.W. Funk, R. Salzer, Vib. Spectrosc, 38  (2005), 85-93. 

[15] C. Matthäus, T. Chernenko, J.A. Newmark, C.M. Warner, M. Diem, Biophys. J., 93  (2007), 668-

673. 

[16] K. Klein, Alexander M. Gigler, T. Aschenbrenner, R. Monetti, W. Bunk, F. Jamitzky, G. Morfill, 

Robert W. Stark, J. Schlegel, Biophys. J., 102  (2012), 360-368. 

[17] S. McAughtrie, K. Lau, K. Faulds, D. Graham, Chemical Science, 4  (2013), 3566-3572. 

[18] K. Majzner, A. Kaczor, N. Kachamakova-Trojanowska, A. Fedorowicz, S. Chlopicki, M. Baranska, 

Analyst, 138  (2013), 603-610. 

[19] I. Notingher, S. Verrier, S. Haque, J.M. Polak, L.L. Hench, Biopolymers, 72  (2003), 230-240. 

[20] C. Krafft, T. Knetschke, R.H.W. Funk, R. Salzer, Anal. Chem., 78  (2006), 4424-4429. 

[21] I. Notingher, G. Jell, U. Lohbauer, V. Salih, L.L. Hench, J. Cell. Biochem., 92  (2004), 1180-1192. 

[22] R.J. Swain, S.J. Kemp, P. Goldstraw, T.D. Tetley, M.M. Stevens, Biophys. J., 98  (2010), 1703-

1711. 



   26 

 

[23] E. Gazi, A.D. Ward, N.W. Clarke, T.J. Harvey, R.D. Snook, P. Gardner, E.C. Faria, M.D. Brown, A. 

Henderson, J. Biomed. Opt., 13  (2008), 064004-064004-064012. 

[24] T.J. Harvey, C. Hughes, A.D. Ward, E.C. Faria, A. Henderson, N.W. Clarke, M.D. Brown, R.D. 

Snook, P. Gardner, Journal of Biophotonics, 2  (2009), 47-69. 

[25] K.E. Shafer-Peltier, A.S. Haka, M. Fitzmaurice, J. Crowe, J. Myles, R.R. Dasari, M.S. Feld, J. Raman 

Spectrosc., 33  (2002), 552-563. 

[26] N. Stone, R. Baker, K. Rogers, A.W. Parker, P. Matousek, Analyst, 132  (2007), 899-905. 

[27] N. Stone, P. Matousek, Cancer Research, 68  (2008), 4424-4430. 

[28] M. Calin, S. Parasca, R. Savastru, M. Calin, S. Dontu, J Cancer Res Clin Oncol, 139  (2013), 1083-

1104. 

[29] H. Lui, J. Zhao, D. McLean, H. Zeng, Cancer Research, 72  (2012), 2491-2500. 

[30] P. Crow, N. Stone, C.A. Kendall, J.S. Uff, J.A.M. Farmer, H. Barr, M.P.J. Wright, Br. J. Cancer, 89  

(2003), 106-108. 

[31] P. Crow, B. Barrass, C.A. Kendall, M. Hart-Prieto, M. Wright, R. Persad, N. Stone, Br. J. Cancer, 92  

(2005), 2166-2170. 

[32] P. Crow, A. Molckovsky, N. Stone, J.S. Uff, B. Wilson, L.-M. WongKeeSong, Urology, 65  (2005), 

1126-1130. 

[33] P. Crow, J.S. Uff, J.A. Farmer, M.P. Wright, N. Stone, BJU International, 93  (2004), 1232-1236. 

[34] M.C.M. Grimbergen, C.F.P. van Swol, R.O.P. Draga, P. van Diest, R.M. Verdaasdonk, N. Stone, 

J.H.L.R. Bosch, Bladder cancer diagnosis during cystoscopy using Raman spectroscopy, in, 2009, pp. 

716114-716114-716116. 

[35] R.O.P. Draga, M.C.M. Grimbergen, P.L.M. Vijverberg, C.F.P.v. Swol, T.G.N. Jonges, J.A. Kummer, 

J.L.H. Ruud Bosch, Anal. Chem., 82  (2010), 5993-5999. 

[36] A. Mahadevan-Jansen, M.F. Mitchell, N. Ramanujamf, A. Malpica, S. Thomsen, U. Utzinger, R. 

Richards-Kortumt, Photochemistry and Photobiology, 68  (1998), 123-132. 

[37] U. Utzinger, D.L. Heintzelman, A. Mahadevan-Jansen, A. Malpica, M. Follen, R. Richards-Kortum, 

Appl. Spectrosc., 55  (2001), 955-959. 

[38] A. Robichaux-Viehoever, E. Kanter, H. Shappell, D. Billheimer, H. Jones, 3rd, A. Mahadevan-

Jansen, Appl. Spectrosc., 61  (2007), 986-993. 

[39] E. Widjaja, W. Zheng, Z. Huang, Int. J. Oncol., 32  (2008), 653-662. 

[40] A. Beljebbar, O. Bouché, M.D. Diébold, P.J. Guillou, J.P. Palot, D. Eudes, M. Manfait, Critical 

Reviews in Oncology/Hematology, 72  (2009), 255-264. 

[41] C. Kendall, N. Stone, N. Shepherd, K. Geboes, B. Warren, R. Bennett, H. Barr, The Journal of 

Pathology, 200  (2003), 602-609. 

[42] M.S. Bergholt, W. Zheng, K. Lin, K.Y. Ho, M. Teh, K.G. Yeoh, J.B.Y. So, Z. Huang, Technology in 

Cancer Research and Treatment, 10  (2011), 103-112. 

[43] A. Molckovsky, L.M. Wong Kee Song, M.G. Shim, N.E. Marcon, B.C. Wilson, Gastrointestinal 

Endoscopy, 57  (2003), 396-402. 

[44] C. Kallaway, L.M. Almond, H. Barr, J. Wood, J. Hutchings, C. Kendall, N. Stone, Photodiagnosis 

and photodynamic therapy, 10  (2013), 207-219. 

[45] M. Kirsch, G. Schackert, R. Salzer, C. Krafft, Analytical and Bioanalytical Chemistry, 398  (2010), 

1707-1713. 

[46] S.W.E. van de Poll, T.J. Römer, O.L. Volger, D.J.M. Delsing, T.C. Bakker Schut, H.M.G. Princen, 

L.M. Havekes, J.W. Jukema, A. van der Laarse, G.J. Puppels, Arteriosclerosis, Thrombosis, and 

Vascular Biology, 21  (2001), 1630-1635. 

[47] B.H. Foundation, Cardiovascular Disease Statistics - http://www.bhf.org.uk/heart-health/heart-

statistics.aspx, in, 2014. 

[48] K.L. Brown, O.Y. Palyvoda, J.S. Thakur, S.L. Nehlsen-Cannarella, O.R. Fagoaga, S.A. Gruber, G.W. 

Auner, Cytometry Part A, 75A  (2009), 917-923. 

[49] Y.G. Chung, Q. Tu, D. Cao, S. Harada, H.J. Eisen, C. Chang, Clinical and Translational Science, 2  

(2009), 206-210. 

http://www.bhf.org.uk/heart-health/heart-statistics.aspx
http://www.bhf.org.uk/heart-health/heart-statistics.aspx


   27 

 

[50] D.I. Ellis, R. Goodacre, Analyst, 131  (2006), 875-885. 

[51] D.I. Ellis, D.P. Cowcher, L. Ashton, S. O'Hagan, R. Goodacre, Analyst, 138  (2013), 3871-3884. 

[52] P. D. Howes, S. Rana, M. M. Stevens, Chemical Society Reviews, 43  (2014), 3835-3853. 

[53] C. Loo, A. Lin, L. Hirsch, M.-H. Lee, J. Barton, N. Halas, J. West, R. Drezek, Technology in Cancer 

Research and Treatment, 3  (2004), 33-40. 

[54] D. Graham, G. McAnally, J. C. Jones, W. Ewen Smith, Chemical Communications,  (1998), 1187-

1188. 

[55] G. McAnally, C. McLaughlin, R. Brown, D.C. Robson, K. Faulds, D.R. Tackley, W.E. Smith, D. 

Graham, Analyst, 127  (2002), 838-841. 

[56] C.J. McHugh, F.T. Docherty, D. Graham, W.E. Smith, Analyst, 129  (2004), 69-72. 

[57] A. Enright, L. Fruk, A. Grondin, C.J. McHugh, W.E. Smith, D. Graham, Analyst, 129  (2004), 975-

978. 

[58] R.J. Stokes, A. Macaskill, P.J. Lundahl, W.E. Smith, K. Faulds, D. Graham, Small, 3  (2007), 1593-

1601. 

[59] R.J. Stokes, A. Ingram, J. Gallagher, D.R. Armstrong, W.E. Smith, D. Graham, Chemical 

Communications,  (2008), 567-569. 

[60] O. Lyandres, N.C. Shah, C.R. Yonzon, J.T. Walsh, M.R. Glucksberg, R.P. Van Duyne, Anal. Chem., 

77  (2005), 6134-6139. 

[61] N.C. Shah, O. Lyandres, J.T. Walsh, M.R. Glucksberg, R.P. Van Duyne, Anal. Chem., 79  (2007), 

6927-6932. 

[62] R. Stevenson, S. McAughtrie, L. Senior, R.J. Stokes, H. McGachy, L. Tetley, P. Nativo, J.M. Brewer, 

J. Alexander, K. Faulds, D. Graham, Analyst, 138  (2013), 6331-6336. 

[63] I.H. Chou, M. Benford, H.T. Beier, G.L. Coté, M. Wang, N. Jing, J. Kameoka, T.A. Good, Nano 

Lett., 8  (2008), 1729-1735. 

[64] K. Kneipp, A.S. Haka, H. Kneipp, K. Badizadegan, N. Yoshizawa, C. Boone, K.E. Shafer-Peltier, J.T. 

Motz, R.R. Dasari, M.S. Feld, Appl. Spectrosc., 56  (2002), 150-154. 

[65] M.K. Gregas, J.P. Scaffidi, B. Lauly, T. Vo-Dinh, Appl. Spectrosc., 64  (2010), 858 - 866. 

[66] M.K. Gregas, F. Yan, J. Scaffidi, H.-N. Wang, T. Vo-Dinh, Nanomed. Nanotechnol., 7  (2011), 115-

122. 

[67] J. Kneipp, H. Kneipp, B. Wittig, K. Kneipp, Nanomed. Nanotechnol., 6  (2010), 214-226. 

[68] D.C. Kennedy, K.A. Hoop, L.L. Tay, J.P. Pezacki, Nanoscale, 2  (2010), 1413-1416. 

[69] N.M.S. Sirimuthu, C.D. Syme, J.M. Cooper, Intracellular multiplex detection and imaging of 

stable chemisorbed labels by SERS spectroscopy, in: T. Vo-Dinh, J.R. Lakowicz (Eds.), SPIE, San 

Francisco, California, USA, 2012, pp. 82340F-82347. 

[70] M. Gellner, K. Kömpe, S. Schlücker, Analytical and Bioanalytical Chemistry, 394  (2009), 1839-

1844. 

[71] G.B. Braun, S.J. Lee, T. Laurence, N. Fera, L. Fabris, G.C. Bazan, M. Moskovits, N.O. Reich, J. Phys. 

Chem. C, 113  (2009), 13622-13629. 

[72] J. Yang, Z. Wang, S. Zong, C. Song, R. Zhang, Y. Cui, Analytical and Bioanalytical Chemistry, 402  

(2012), 1093-1100. 

[73] M.Y. Sha, H. Xu, M.J. Natan, R. Cromer, J. Am. Chem. Soc., 130  (2008), 17214-17215. 

[74] W. Xie, L. Wang, Y. Zhang, L. Su, A. Shen, J. Tan, J. Hu, Bioconjugate Chemistry, 20  (2009), 768-

773. 

[75] A.G. Tkachenko, H. Xie, D. Coleman, W. Glomm, J. Ryan, M.F. Anderson, S. Franzen, D.L. 

Feldheim, J. Am. Chem. Soc., 125  (2003), 4700-4701. 

[76] S. Keren, C. Zavaleta, Z. Cheng, A. de la Zerda, O. Gheysens, S.S. Gambhir, Proc. Natl. Acad. Sci. 

USA., 105  (2008), 5844-5849. 

[77] X. Tan, Z. Wang, J. Yang, C. Song, R. Zhang, Y. Cui, Nanotechnology, 20  (2009), 445102. 

[78] A.F. McCabe, C. Eliasson, R. Arun Prasath, A. Hernandez-Santana, L. Stevenson, I. Apple, P.A.G. 

Cormack, D. Graham, W.E. Smith, P. Corish, S.J. Lipscomb, E.R. Holland, P.D. Prince, Faraday Discuss., 

132  (2006), 303-308. 



   28 

 

[79] S. Yu, S.B. Lee, M. Kang, C.R. Martin, Nano Lett., 1  (2001), 495-498. 

[80] C. Jehn, B. Kustner, P. Adam, A. Marx, P. Strobel, C. Schmuck, S. Schlucker, Physical Chemistry 

Chemical Physics, 11  (2009), 7499-7504. 

[81] D.A. Stuart, J.M. Yuen, N. Shah, O. Lyandres, C.R. Yonzon, M.R. Glucksberg, J.T. Walsh, R.P. Van 

Duyne, Anal. Chem., 78  (2006), 7211-7215. 

[82] J.M. Yuen, N.C. Shah, J.T. Walsh, M.R. Glucksberg, R.P. Van Duyne, Anal. Chem., 82  (2010), 

8382-8385. 

[83] K. Ma, J.M. Yuen, N.C. Shah, J.T. Walsh, M.R. Glucksberg, R.P. Van Duyne, Anal. Chem., 83  

(2011), 9146-9152. 

[84] G. Wang, R.J. Lipert, M. Jain, S. Kaur, S. Chakraboty, M.P. Torres, S.K. Batra, R.E. Brand, M.D. 

Porter, Anal. Chem., 83  (2011), 2554-2561. 

[85] J.H. Granger, M.C. Granger, M.A. Firpo, S.J. Mulvihill, M.D. Porter, Analyst, 138  (2013), 410-416. 

[86] H. Chon, S. Lee, S.W. Son, C.H. Oh, J. Choo, Anal. Chem., 81  (2009), 3029-3034. 

[87] J.-H. Kim, J.-S. Kim, H. Choi, S.-M. Lee, B.-H. Jun, K.-N. Yu, E. Kuk, Y.-K. Kim, D.H. Jeong, M.-H. 

Cho, Y.-S. Lee, Anal. Chem., 78  (2006), 6967-6973. 

[88] K.K. Maiti, A. Samanta, M. Vendrell, K.-S. Soh, M. Olivo, Y.-T. Chang, Chemical Communications, 

47  (2011), 3514-3516. 

[89] S. Lee, H. Chon, M. Lee, J. Choo, S.Y. Shin, Y.H. Lee, I.J. Rhyu, S.W. Son, C.H. Oh, Biosensors and 

Bioelectronics, 24  (2009), 2260-2263. 

[90] H. Park, S. Lee, L. Chen, E.K. Lee, S.Y. Shin, Y.H. Lee, S.W. Son, C.H. Oh, J.M. Song, S.H. Kang, J. 

Choo, Physical Chemistry Chemical Physics, 11  (2009), 7444-7449. 

[91] S. Lee, H. Chon, J. Lee, J. Ko, B.H. Chung, D.W. Lim, J. Choo, Biosensors and Bioelectronics, 51  

(2014), 238-243. 

[92] A. Pallaoro, G.B. Braun, M. Moskovits, Proceedings of the National Academy of Sciences, 108  

(2011), 16559-16564. 

[93] D. Craig, S. McAughtrie, J. Simpson, C. McCraw, K. Faulds, D. Graham, Anal. Chem., 86  (2014), 

4775-4782. 

[94] X. Wang, X. Qian, J.J. Beitler, Z.G. Chen, F.R. Khuri, M.M. Lewis, H.J.C. Shin, S. Nie, D.M. Shin, 

Cancer Research, 71  (2011), 1526-1532. 

[95] A. Huefner, W.-L. Kuan, R.A. Barker, S. Mahajan, Nano Lett., 13  (2013), 2463-2470. 

[96] S. Schlücker, B. Küstner, A. Punge, R. Bonfig, A. Marx, P. Ströbel, J. Raman Spectrosc., 37  (2006), 

719-721. 

[97] M. Schutz, D. Steinigeweg, M. Salehi, K. Kompe, S. Schlucker, Chemical Communications, 47  

(2011), 4216-4218. 

[98] Y.P. Chen, X.W. Zheng, G. Chen, C. He, W.F. Zhu, S.Y. Feng, G. Xi, R. Chen, F.H. Lan, H.S. Zeng, 

International Journal of Nanomedicine, 2012  (2011), 73-82. 

[99] N. Stone, M. Kerssens, G.R. Lloyd, K. Faulds, D. Graham, P. Matousek, Chemical Science, 2  

(2011), 776-780. 

[100] H.-n. Xie, R. Stevenson, N. Stone, A. Hernandez-Santana, K. Faulds, D. Graham, Angewandte 

Chemie International Edition, 51  (2012), 8509-8511. 

[101] X. Qian, X.-H. Peng, D.O. Ansari, Q. Yin-Goen, G.Z. Chen, D.M. Shin, L. Yang, A.N. Young, M.D. 

Wang, S. Nie, Nat. Biotechnol., 26  (2008), 83-90. 

[102] R. McQueenie, R. Stevenson, R. Benson, N. MacRitchie, I. McInnes, P. Maffia, K. Faulds, D. 

Graham, J. Brewer, P. Garside, Anal. Chem., 84  (2012), 5968-5975. 

[103] K.K. Maiti, U.S. Dinish, C.Y. Fu, J.-J. Lee, K.-S. Soh, S.-W. Yun, R. Bhuvaneswari, M. Olivo, Y.-T. 

Chang, Biosensors and Bioelectronics, 26  (2010), 398-403. 

[104] A. Samanta, K.K. Maiti, K.-S. Soh, X. Liao, M. Vendrell, U.S. Dinish, S.-W. Yun, R. Bhuvaneswari, 

H. Kim, S. Rautela, J. Chung, M. Olivo, Y.-T. Chang, Angewandte Chemie International Edition, 50  

(2011), 6089-6092. 

[105] K.K. Maiti, U.S. Dinish, A. Samanta, M. Vendrell, K.-S. Soh, S.-J. Park, M. Olivo, Y.-T. Chang, 

Nano Today, 7  (2012), 85-93. 



   29 

 

[106] X. Huang, M.A. El-Sayed, Journal of Advanced Research, 1  (2010), 13-28. 

[107] L.R. Hirsch, R.J. Stafford, J.A. Bankson, S.R. Sershen, B. Rivera, R.E. Price, J.D. Hazle, N.J. Halas, 

J.L. West, Proceedings of the National Academy of Sciences, 100  (2003), 13549-13554. 

[108] C. Loo, A. Lowery, N. Halas, J. West, R. Drezek, Nano Lett., 5  (2005), 709-711. 

[109] A.M. Gobin, M.H. Lee, N.J. Halas, W.D. James, R.A. Drezek, J.L. West, Nano Lett., 7  (2007), 

1929-1934. 

[110] I.H. El-Sayed, X. Huang, M.A. El-Sayed, Cancer letters, 239  (2006), 129-135. 

[111] X. Huang, I.H. El-Sayed, W. Qian, M.A. El-Sayed, J. Am. Chem. Soc., 128  (2006), 2115-2120. 

[112] L.K. Bogart, G. Pourroy, C.J. Murphy, V. Puntes, T. Pellegrino, D. Rosenblum, D. Peer, R. Lévy, 

ACS Nano, 8  (2014), 3107-3122. 

[113] P. Wu, Y. Gao, Y. Lu, H. Zhang, C. Cai, Analyst, 138  (2013), 6501-6510. 

[114] M. Creixell, A.C. Bohórquez, M. Torres-Lugo, C. Rinaldi, ACS Nano, 5  (2011), 7124-7129. 

[115] R. Lévy, N.T.K. Thanh, R.C. Doty, I. Hussain, R.J. Nichols, D.J. Schiffrin, M. Brust, D.G. Fernig, J. 

Am. Chem. Soc., 126  (2004), 10076-10084. 

[116] Z. Fan, D. Senapati, S.A. Khan, A.K. Singh, A. Hamme, B. Yust, D. Sardar, P.C. Ray, Chemistry に A 

European Journal, 19  (2013), 2839-2847. 

[117] A.M. Fales, H. Yuan, T. Vo-Dinh, Molecular Pharmaceutics, 10  (2013), 2291-2298. 

[118] J.M. de la Fuente, C.C. Berry, Bioconjugate Chemistry, 16  (2005), 1176-1180. 

ぷヱヱΓへ )く  ヴヮWデｷJが Sく S;ﾉWWﾏｷが  くAく Pヴｷﾗヴが  く SYWが ‘く  ┌ヴWゲｴｷが Mく dヴ┌ゲデが A S  ;ﾐﾗが ヵ  ふヲヰヱヱぶが ヵヱΓヵ-5201. 

[120] S. Boca-Farcau, M. Potara, T. Simon, A. Juhem, P. Baldeck, S. Astilean, Molecular 

Pharmaceutics, 11  (2013), 391-399. 

[121] J. Conde, C. Bao, D. Cui, P.V. Baptista, F. Tian, J. Controlled Release, 183  (2014), 87-93. 

 

Vitae: 

 

Sarah McAughtrie is currently a PhD student at the Centre for Molecular Nanometrology at the 

University of Strathclyde, Glasgow. She is due to complete her PhD this summer. Her current 

interests involve implementing Raman and SERS spectroscopy for the detection of disease and 

sensing applications. Her research has additionally involved combined 3D Raman and SERS imaging 

in order to determine cellular uptake and localisation of SERS nanotags. She was awarded the RSC 

Ronald Belcher Award in 2014 for her work on combined 3D Raman and SERS imaging.  

 



   30 

 

 

Karen Faulds obtained her PhD from the University of Strathclyde in 2003. She then started a 

postdoctoral position in 2003 before being appointed as a lecturer in 2006. She was awarded Nexxus 

young life scientist of the year in 2009 and promoted to Senior Lecturer in 2010 and Reader in 2012. 

Most recently she was awarded the RSC Joseph Black Award 2013 She is a founding member of 

Renishaw Diagnostics Ltd. which spun out of Strathclyde in 2007. She is a member of the Royal 

Society of Edinburgh Young Academy of Scotland, Analyst editorial advisory board and a committee 

member of the Infrared and Raman Discussion Group (IRDG). Her main interests are in creating new 

methods of bioanalysis using SERS and in particular, the development of molecular diagnostic SERS 

based assays and nanoparticle biosensors. 

 

 

Duncan Graham is Research Professor of Chemistry and director of the Centre for Molecular 

Nanometrology at the University of Strathclyde in Glasgow. He is currently Deputy Director of 

WestCHEM and he has been awarded numerous awards for his research including the RSCs SAC 

Silver medal (2004), Corday Morgan prize (2009), a Royal Society Wolfson Research Merit award 

(2010), Coblentz Society Craver Award (2012) and was elected to the fellowship of the Royal Society 

of Edinburgh (2008). He is also a cofounder and director of Renishaw Diagnostics Ltd (2007). He 

completed a PhD in organic chemistry at the University of Edinburgh (1996) and now his interests 

are in using synthetic chemistry to produce nanosensors that respond to a specific biological species 

or event as measured by surface enhanced Raman scattering. 


