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VISUALIZATION OF AIRWAY
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SUMMARY – The author provides an overview of the history of optical instruments for airway 
management in anesthesiology. It systematically demonstrates the development of laryngoscope 
down to the present time when video laryngoscope has been introduced in clinical practice.
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Humans have by nature been always very keen to 
look inside body cavities. This concern is as old as our 
existence. The earliest descriptions of body cavity were 
those from the Kos school led by Hippocrates (460-
375 BC). He described a rectal speculum similar to 
the instruments used today. Similar instruments were 
found in the ruins of Pompei1.

Airway anatomy, because of breathing and phona-
tion, was one of the body cavities of special interest. 
Access to the airway also dates back to Hippocrates. 
He advised introduction of a pipe into the larynx of 
a suffocating patient. A silver pipe was used for the 
same purpose by Avicenna of Bukhara (1000 AD). 
Andreas Vaselius (1514-1564), a famous anatomist, 
introduced a reed into the airway of experimental ani-
mal with open chest and to inflate the lungs returned 
with the stopped heart. He mistakenly assumed the 
trachea to be part of the circulatory system.

Although instruments for the inspection of body 
cavities such as the mouth, nose, ear, vagina, rectum 
and urethra have been in use for ages, the larynx could 
be only insufficiently inspected by forcible depression 
of the tongue with a ‘Glossokatochon’ spatula2. 

It became possible to look into the trachea after the 
invention of instruments for inspection, along with 

suitable light sources and anesthesia. Visualization of 
the airway, particularly larynx, was needed first for 
surgical aspects. Direct and indirect methods have 
been used to visualize the airway depending on the 
resources. It started with indirect methods, followed 
by direct methods. It seems that with the improve-
ment of technology, indirect visualization has become 
popular again. 

The term laryngoscopy referred to mirrored or in-
direct examination of the larynx at the beginning and 
throughout the 19th century, and was widely used for 
surgical aspects3. In 1829, Benjamin Guy Babington, 
a medical student, invented a device like chopsticks 
with spatula on the ends, called ‘glottiscope’. Sunlight 
was used for illumination and viewing the glottis. It is 
not known whether or not he could see the glottis, but 
later his device was called laryngoscope by Thomas 
Hodgkins. Babington made famous and valuable con-
tribution to medicine, such as the first description of 
hereditary hemorrhagic telangiectasia, but he never 
published anything in the field of laryngology4,5.

In 1852, Horace Green, a specialist in Manhat-
tan, reported first direct laryngoscopy, which he used 
to perform transoral removal of a neoplasm from the 
laryngeal ventricle in an 11-year-old girl3,6. 

Although some experiments were done to inspect 
larynx with the help of mirrors, Manuel Garcia, a 
singing teacher from London, was the first to observe 
his own larynx and vocal cords with the help of a den-
tal mirror, laryngeal mirror, using sunlight reflected 
by another mirror in 18542.
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Almost at the same time, in 1856 in Vienna, Lud-
wig Türck, a laryngologist, performed experiments 
with a similar device, which he borrowed from Czer-
mak, a physiologist from Budapest. Czermak reported 
his results before Türck, which resulted in their fight 
over the rights of priority2.

Afterwards, some physicians tried to diagnose and 
treat laryngeal diseases, but one of the major problems 
was direct and reverse view of the image.

The first suitable light source to inspect body 
cavities was invented by Philipp Bozzini, a general 
practitioner from Frankfurt, at the beginning of the 
19th century. Another suitable alternative successor 
light source was invented by Desormeaux in 1853. 
The term ‘endoscope’ was introduced by Desormeaux 
for his instrument to inspect body cavities. It was 
first used for esophagoscopy and gastroscopy. Subse-
quently, the ‘endoscope’ was modified by many spe-
cialists2. 

Albert Kirstein from Berlin started to intubate 
larynx with esophagoscope. His first experience was 
inadvertent insertion of the esophagoscope in 1894, 
then he improved the eosophagoscope to a rigid la-
ryngoscope with light and began systematic direct 
inspection of the larynx. He called the instrument 
‘autoscope’, meaning “directly without help of a mir-
ror” in Greek1,2,11. The autoscope consisted of a lamp 
within the handle focused on a lens and redirected 
through the scope by a prism7.

Maceven, a British surgeon, tried blind, digital in-
tubation on cadavers first and used the technique on a 
real patient for composite resection in 18787. 

In the 1870s, Joseph O’Dwyer saved lives of hun-
dreds of children that were suffocating from diph-
theria with the instruments he developed to intubate 
the trachea2. Hans Kuhn modified O’Dwyer’s instru-
ments and developed a new one, but it was only for 
blind intubation too.

Chevalier Jackson modified the autoscope provid-
ing distal illumination and developed his first direct 
laryngoscope in 19033,5.

Many designs of laryngoscope blades were devel-
oped until the 1940s, e.g., Lundy, Guedel, Wisconsin, 
Searle, etc., but no information regarding laryngo-
scope blades had not yet been published5. 

Robert Miller introduced a new rigid laryngo-
scope with a longer blade in 1941 and published it 

in the journal Anesthesiology. It was the same as the 
current blade named after him5,7,8.

In 1943, Robert Macintosh designed a new curved 
blade which could elevate the epiglottis. He suggested 
that less contact with the epiglottis would cause less 
stimulation and provide more space for endotracheal 
tube insertion9. Both Miller and Macintosh blades 
still dominate in the field of direct laryngoscopy, but, 
there have been developments of new laryngoscopes 
as both failed to intubate a significant number of pa-
tients because of poor view. One of the latest is Mc-
Coy, an articulating laryngoscope designed in 1993, 
which facilitates pressing the base of the tongue and 
elevate the epiglottis7.

In 1897, Gustav Killian, a German physician, per-
formed the first rigid bronchoscopy, which remained 
the only technique available until the late 1970s, when 
the fiber optic technology emerged. 

The development of fiber optic is almost two cen-
turies old. In the 1840s, Daniel Colladon and Jacques 
Babinet from Paris proposed that light could be guid-
ed through refraction. In 1870, John Tyndall used jet 
of water that flowed from one container to another 
to demonstrate that light used internal reflexion in fi-
ber optic. The cornerstone of modern fiber optic is the 
invention of a system of light pipe lined with highly 
reflective coating by William Wheeler in 1880. Eight 
years later, Roth and Reuss proposed the use of fiber 
optic to visualize body cavity through the fiber optic 
system and demonstrated illumination of body cavity 
by a bent glass rod through the source of light. The 
revolution came in the 1950s, when Brian O’Brien 
made the first fiberscope in the US and Nrinder Ka-
pany first used the term ‘fiber-optic’ in London in 
1956.

The first fiber optic endoscope was invented by 
Fernando Alves Martins in Portugal in 1963. In 1966, 
Shigeto Ikeda from Japan invented the first flexible 
bronchoscope. The first flexible bronchoscope was 
made up with fiber optic bundles requiring external 
light source.

In 1967, Murphy used fiber optic choledochoscope 
to perform nasal intubation under general anesthe-
sia10. After Murphy’s success, flexible fiber optic tech-
nology was used to assist endotracheal intubation. 

In 1972, Claire Stiles reported the use of fiber op-
tic intubation in 100 patients11. Thereafter, the use of 
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this device was spread and additional similar reports 
soon followed. In the late 1970s, Katz and Berci in-
troduced a straight rigid endoscope used as a tracheal 
tube stylet during intubation, which they called ‘op-
tical stylet’. It was good for teaching purposes, but 
its straight design limited its use for difficult airway 
management. Optical stylets with fixed curve, mal-
leable or semi malleable and/or formable tip have ex-
isted down to the present. Some of them are still in 
use and some have commercially disappeared12.

The development of rigid fiber optic laryngoscopes 
and/or optical stylets has provided some benefits for 
the intubators, such as an eyepiece attachable to the 
optional video camera. They also provide a non-line-
of sight view and use of dedicated monitor with a vid-
eo camera attached. This configuration has embodied 
the concept of video laryngoscopy. 

In 2001, John Pacey, a Canadian surgeon, was 
the first who embedded a video chip into a modified 
laryngoscope, Glidescope video laryngoscope. One 
year later, Kaplan and Berci incorporated a special 
light source, video processor and monitor into the 
Macintosh laryngoscope, Storz Berci-Kaplan DCI 
Video Macintosh. Thereafter, several products with 
different capabilities have been introduced to visual-
ize the airway to date13.

It seems that advances in technology along with 
science will provide new developments in this area. 
Wireless and remote image transmission can be a new 
step in the future. It is not easy to imagine new devel-
opments at long term.
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Sažetak

VISUALIZIRANJE DIšNOGA PUTA

K. Toker

Autor u svom radu daje pregled razvoja kroz povijest optičkih instrumenata za zbrinjavanje dišnoga puta u anestezi-
ologiji. Sistematizirano prikazuje razvoj laringoskopa sve do današnjih dana kada se u kliničku praksu uvodi video larin-
goskop.

Ključne riječi: Laringoskopi - povijest; Fiberoptička tehnologija- povijest; Video snimanje; 


