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Abstract

INTRODUCTION: We assessed the concordance of cerebrospinal fluid (CSF) amy-

loid beta (Aβ) and tau measured on the fully automated Lumipulse platform with pre-

symptomatic Alzheimer’s disease (AD) pathology on amyloid positron emission tomog-

raphy (PET).

METHODS: In 72 individuals from the Insight 46 study, CSF Aβ40, Aβ42, total tau (t-

tau), and phosphorylated tau at site 181 (p-tau181) were measured using Lumipulse,

INNOTEST, and Meso Scale Discovery (MSD) assays and inter-platform Pearson cor-

relations derived. Lumipulse Aβ42 measures were adjusted to incorporate standard-

ization to certified reference materials. Logistic regressions and receiver operating

characteristics analysis generated CSF cut-points optimizing concordance with 18F-

florbetapir amyloid PET status (n= 63).

RESULTS:Measurements of CSF Aβ, p-tau181, and their ratios correlated well across
platforms (r 0.84 to 0.94, P < .0001); those of t-tau and t-tau/Aβ42 correlated mod-

erately (r 0.57 to 0.79, P < .0001). The best concordance with amyloid PET (100%

sensitivity and 94% specificity) was afforded by cut-points of 0.075 for Lumipulse

Aβ42/Aβ40, 0.087 forMSDAβ42/Aβ40 and 17.3 for Lumipulse Aβ42/p-tau181.
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DISCUSSION: The Lumipulse platform provides comparable sensitivity and specificity

to established CSF immunoassays in identifying pre-symptomatic AD pathology.
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1 BACKGROUND

Cerebrospinal fluid (CSF) amyloid beta (Aβ) and tau, and quantifica-

tion of cortical amyloid burden by positron emission tomography (PET)

remain among the best-established biomarkers of Alzheimer’s disease

(AD). Guidelines for their use in the clinical setting include the UK

National Institute of Clinical Assessment Guideline 2018,1 and the

Alzheimer’s Association’s appropriate use criteria for CSF testing2 and

for amyloid PET.3 Biomarkers are key components of research crite-

ria for AD, which is defined by the presence of AD pathology even in

asymptomatic individuals,4 and are widely used as inclusion criteria

and outcomemeasures for clinical trials.

A decrease in CSF concentration of soluble Aβ1–42 (Aβ42) pep-
tide is one of the earliest changes in preclinical AD,5–7 likely reflecting

the aggregation and deposition of Aβ into plaques in the brain.8 CSF

Aβ42/Aβ40 ratio has consistently shownbetter diagnostic value forAD
than Aβ42 alone,9 perhaps compensating for individual differences in

the total production of Aβ and CSF turnover.10 The Aβ42/Aβ40 ratio

has also been found to mitigate the adsorption-related effects of low

sample storage volume (< 1 mL) on measurements of Aβ concentra-

tions by different platforms.11,12

CSF Aβ42 has a high concordance of 89% to 92% with amyloid

PET;13,14 this is further improved when using CSF Aβ42/Aβ40 ratio,

to 94% to 98%.14 Both reduced CSF Aβ42/Aβ40 ratio15 and increased

uptake of amyloid PET tracers including 18F-florbetapir16 have been

shown to correlate with neuropathologically confirmed cerebral Aβ
deposition.

Multiple analytical platforms are used for measuring core CSF AD

biomarkers, for example, INNOTEST (Fujirebio) provides clinically vali-

datedenzyme-linked immunosorbent assays (ELISA) forAβ42, total tau
(t-tau), and phosphorylated tau at site 181 (p-tau181); the Meso Scale

Discovery (MSD) Aβ triplex electrochemiluminescence assay simulta-

neously measures Aβ38, Aβ40, and Aβ42. However, despite efforts to
standardize biomarker measurements among multiple platforms and

laboratories,17 differences in absolute values among platforms and

coefficients of variation remain high, hampering the development of

universal cut-points for use in clinical settings. Therefore, there is a

drive toward validating fully automated platforms that reduce man-

ual steps as a source for variation. One of these automated platforms

is the Lumipulse G system (Fujirebio), on which chemiluminescent

immunoassays for Aβ40, Aβ42, t-tau, and p-tau181 have been devel-

oped, using the same antibodies as the INNOTEST ELISAs.

Recent studies directly comparing measurements by Lumipulse

with INNOTEST ELISAs have shown good concordance between

the two platforms but reduced intra- and inter-assay variability

on the Lumipulse.18–22 However, systematic differences in absolute

CSF Aβ42 concentrations between Lumipulse and INNOTEST plat-

forms have been observed,18,19 with one study reporting 27% lower

concentrations measured by INNOTEST compared to Lumipulse.18

When assessing the diagnostic accuracy of Lumipulse CSF Aβ and

tau in classifying clinical AD from cognitively asymptomatic con-

trols, Lumipulse ratios of Aβ42/Aβ40, Aβ42/t-tau, and Aβ42/p-tau181
were found to have a higher diagnostic accuracy than individual

markers.20,21

Other studies assessed the ability of Lumipulse assays to differenti-

ate clinical AD fromnon-ADneurological conditions. No significant dif-

ference in diagnostic accuracy has been shownbetween Lumipulse and

INNOTEST assays;19 again, compared to using individual biomarkers,

the Lumipulse Aβ42/t-tau ratio,19 and the Aβ42/Aβ40 ratio23 showed

improved diagnostic performance.

A few studies have assessed the concordanceofCSFAβ and tauwith
amyloid PET.13,24,25 Janelidze et al.13 investigated individualswithmild

cognitive complaints, comparing concordance of CSF Aβ42, Aβ40, and
t-tau with visual amyloid PET status across five CSF assay platforms.

Newer immunoassays, including a modified INNOTEST and Lumipulse

assays, showed improved agreement with visual amyloid PET when

usingAβ42/Aβ40orAβ42/t-tau ratios (concordance93%to95%), com-

pared to their respective Aβ42 assays (87%to 89%), but the classic

INNOTEST Aβ42 assay gave a concordance of 92%. Spiked Aβ40 over

a concentration range of 1 to 40 ng/mL led to progressive decrease in

values of Aβ42 measured by the classic INNOTEST (with 60% reduc-

tion at the highest spiked concentration) and the MSD platform (with

20% at the highest spiked concentration), but not by the modified

INNOTEST.13 Taken together, these results suggest that the classic

INNOTEST assay exhibits some non-specificity to Aβ42 measurement

due to quenching of signal by Aβ40 levels.
When assessing CSF by Lumipulse in a mixed memory clinic cohort,

Alcolea et al. also found a higher concordance with amyloid PET when

using theCSFAβ42/Aβ40 ratio (86%) thanwhen using individualmark-

ers (76% to 84%).24 Kaplow et al. used Lumipulse CSF Aβ42 and

t-tau cut-points to predict amyloid PET status in multiple cohorts

and reported the best performance in all cohorts when using the t-

tau/Aβ42 ratio (concordance 85% to 95%).25

As yet, no single study has directly compared all four CSFAβ and tau
markers and ratios measured by the Lumipulse platform with estab-

lished immunoassays and compared platforms according to concor-

dancewith amyloid PET in a preclinical setting. In the present studywe

extend the comparison of individual Lumipulse CSF Aβ40, Aβ42, t-tau,
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and p-tau181 markers to also include ratios, with direct comparison

to the INNOTEST andMSD platforms. We supplement existing knowl-

edge about the possible contribution of Aβ40 interference to differ-

ences in measurements of Aβ42 by evaluating all three platforms, and

assess concordance of individual markers and ratios with amyloid PET

imaging in a preclinical cohort.

2 METHODS

2.1 Participants and study design

Participants were from the second time point of Insight 46, the neuro-

science substudy of the National Survey of Health and Development

(NSHD, the 1946 British birth cohort), for which the study design has

previously been described,26 andNational Research Ethics Committee

approval (REC reference 14/LO/1173; PI Schott) was obtained. Partic-

ipants were population-representative at their birth; although cogni-

tion was not used as a criterion for recruitment, we have previously

shown, in a detailed examination of their representativeness,27 that

those recruited to Insight 46 had better cognitive performance at age

69 than those from the wider NSHDwhowere not recruited to Insight

46.Participantsprovidedwritten informedconsent.As the second time

point is ongoing, the CSF samples were from an interim dataset, col-

lected fromMarch 2018 to April 2019.

2.2 Lumbar punctures and pre-analytical CSF
processing

Exclusion criteria for lumbar puncture (LP) were clinical/neuroimaging

safety concerns for raised intracranial pressure, known/suspected

thrombocytopenia or coagulopathy, use of antiplatelet or anticoagu-

lant medications (apart from aspirin 75 mg daily), congenital spinal

malformation, lumbar fixation surgery, active skin inflammation over-

lying the proposed LP site, or lignocaine allergy. Participants were

not instructed to fast, and LP was timed between 08:30 and 10:30

hrs. After local anesthesia with lignocaine, a 22G atraumatic spinal

needle was used to collect up to 20 mL of CSF, without active with-

drawal, into 2 × 10 mL polypropylene screw top containers (Sarst-

edt 62.610.018), which were transported on ice within 30 minutes

to the laboratory. CSF was centrifuged at 1750 g for 10 minutes at

4◦C and the supernatant placed in 0.5 mL aliquots into polypropy-

lene screw top cryovials, to be stored at –80◦C within 60 minutes of

LP.

2.3 Imaging procedures

Dynamic 18F-florbetapir (Amyvid) amyloid PET and magnetic reso-

nance imaging (MRI) data were simultaneously acquired on a sin-

gle Biograph mMR 3T PET/MRI scanner for all participants (Siemens

Healthcare, Erlangen). The standardized uptake value ratio (SUVR)

RESEARCH INCONTEXT

1. Systematic review: The authors searched PubMed using

the terms “Lumipulse AND (Alzheimer’s OR amyloid).”

Recent research has compared Lumipulse measurements

of cerebrospinal fluid (CSF) amyloid beta (Aβ)42 and t-

tau with established manual immunoassays and assessed

concordance of Lumipulse Aβ42, Aβ40, total tau (t-tau),

and phosphorylated tau at site 181 (p-tau181) with amy-

loid positron emission tomography (PET). However, mea-

surements ofAβ40andp-tau181by Lumipulse and estab-

lished immunoassays had not yet been compared, and

concordance of Aβ42/Aβ40 and Aβ42/p-tau181 ratios

with amyloid PET had not been assessed in a preclinical

cohort.

2. Interpretation: We compared Aβ42 measurements by

three CSF platforms, and Aβ40, p-tau181, and t-tau

across two platforms, in the same individuals from a

British birth cohort aged 72 to 74. The highest con-

cordance with 18F-florbetapir PET was afforded by

Lumipulse Aβ42/Aβ40 and Aβ42/p-tau181 ratios, and

Meso Scale Discovery Aβ42/Aβ40 ratio.
3. Future directions: Lumipulse quantification of

Alzheimer’s disease CSF biomarkers may allow for strati-

fication of preclinical cohorts by amyloid status. As

certified reference materials for these biomarkers are

developed, cross-platform cut-point standardization may

become achievable.

between a pre-defined composite neocortical region of interest and an

erodedwhite matter reference region was calculated, and a SUVR cut-

point of 0.61was used to define amyloid PET status, as derived bymix-

turemodeling generated at the first study time point.28

Eighty-five percent of participants had their amyloid PET scan on

the day before LP, but in the remaining 15%, either due to lack of tracer

availability or participant choice, LP-scan delay ranged between –13

and+110 days.

2.4 CSF assays

For each of the four analytes of interest, CSF measurements were

undertaken using the Lumipulse platform and at least one other estab-

lished immunoassay platform that uses manual steps in the measure-

ment protocol (Table 1).

For measuring Aβ peptides, three assay platforms were used:

INNOTEST β-amyloid 1-42 (Fujirebio) for Aβ42, Lumipulse G600II

automated assay (Fujirebio) for Aβ42 and Aβ40, and MSD Multi-spot

Aβ 6E10 Triplex assay (Meso Scale Diagnostics) for Aβ42 and Aβ40. A
single 500 µL aliquot of neat CSF was used to perform the INNOTEST
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TABLE 1 Immunoassay platforms used and respectivemeasured
biomarkers. The ticks show the biomarkersmeasured by each platform

Biomarkermeasured

Platform Aβ42 Aβ40 t-tau p-tau181

Lumipulse ✓ ✓ ✓ ✓

MSD ✓ ✓

INNOTEST ✓ ✓ ✓

Abbreviations: Aβ, amyloid beta; MSD, Mesoscale Discovery; p-tau181,

phosphorylated tau at site 181; t-tau, total tau.

and Lumipulse assays in parallel. INNOTEST required 25 µL/replicate

for measuring Aβ42 alone. Lumipulse required 100 µL of dead volume,

50 µL/replicate for measuring Aβ42, and 40 µL/replicate for measuring

Aβ40. A different aliquot of CSF from the same individuals was used to

perform the MSD assay, with 15 µL/replicate of neat CSF (diluted 1:2

in assay diluent) used to measure all three peptides—Aβ38, Aβ40, and
Aβ42—together.

T-tauandp-tau181weremeasured inparallel on the INNOTESTand

Lumipulse platforms, using the same aliquot of CSF. The INNOTEST

hTau Ag assay required 25 µL/replicate and the INNOTEST phospho-

tau (181P) assay 75 µL/replicate. The Lumipulse assays required

100 µL of dead volume, 75 µL/replicate for measuring t-tau, and

40 µL/replicate for measuring p-tau181.

Samples were assayed after a single thaw to room temperature.

On each platform, a single batch of reagents was used for all sam-

ples.Measurements by INNOTEST andMSD assayswere performed in

duplicate, and sample measurements accepted if coefficients of varia-

tion across duplicates were < 30%. Given that the Lumipulse platform

required a larger total volume of CSF due to dead volume, measure-

ments by Lumipulse weremade once per sample.

Two run validation controls (provided with each assay kit) and two

control CSF samples (provided by the Neuroimmunology and CSF Lab-

oratory at theNationalHospital forNeurology andNeurosurgery)with

low and high values of the analyte(s) of interest were used. Intra-run

variation for the run validation controls and inter-run variation using

the control CSF samples are shown in Table S1 in supporting informa-

tion. Measurements were performed according to the manufacturers’

instructions.

2.5 Aβ42 measurement standardization to
certified reference material

After the measurements of Aβ peptides were performed in this study,

certified reference materials (CRM) were produced for Aβ1-42 and

data have been published on the commutability of different assay

platforms in measuring against these CRM.29 The values obtained

by measuring Aβ42 on the Lumipulse platform were retrospectively

adjusted to incorporate standardization against the CRM, using infor-

mation kindly provided by Dr Nathalie Le Bastard (Fujirebio) for the

Lumipulse assay.30 The INNOTEST andMSD calibrators have not been

re-standardized to the CRM, but the CRM has been shown to be com-

mutable for assays on both platforms.29

2.6 Aβ40 interference

Investigation of Aβ40 interference with Aβ42 measurements is

detailed in the supporting information.

2.7 Statistical analysis

All analyses used Stata v14.2 (Stata Corporation, College Station,

Texas, USA). As individual biomarkers have a positively skewed distri-

bution, log-transformation was undertaken before assessing Pearson

correlations between individual biomarker values across platforms.

Such transformation was not required before assessing correlations

between ratios. All individuals with available CSF data were included

in correlation analyses.

Spearman correlation was used to assess the impact of spiking

increasing concentrations of Aβ40 on measurements of Aβ42. Signif-
icant Aβ40 concentration-dependent interference was shown if the

correlation coefficient (rho) betweenmeasured Aβ42 and spiked Aβ40
concentration was significantly less than zero.

In the group with full CSF and amyloid PET data, differences in

demographic characteristics between amyloid PET positive and nega-

tive groups were assessed using t tests for age at LP, and χ2 tests for

sex (% male) and apolipoprotein E (APOE) ε4 carrier status (defined as

% carrying one or two APOE4 alleles). Differences between groups in

Mini-Mental State Examination (MMSE) and measured biomarker val-

ues were assessed usingWilcoxon rank-sum tests.

Logistic regression models with amyloid PET status as the outcome

and CSF biomarkers or their ratios as predictors were used to per-

form receiver operating characteristics (ROC) analysis. The area under

the ROC curve (AUC) was compared across biomarkers and platforms

usingDeLong tests.OptimalCSF cut-points for classifying amyloidPET

positive versus negative individualswere ascertained using theYouden

index.

3 RESULTS

3.1 Participant characteristics

Of 72 participants with CSF samples, 63 had full CSF and amyloid PET

data. Of these, 71.4% were male and 22.4% carried one or two APOE

ε4 alleles. Comparing those with full data with those excluded due to

incomplete data, therewere no significant differences in age, sex,APOE

ε4 carrier status,MMSE, or any of themeasuredCSF biomarkers (Table

S2 in supporting information).

Of the individuals included in the analyses against amyloid PET, 13

(20.6%) were PET–positive. Table 2 shows the demographic data and

CSF biomarker values for the PET–negative and PET–positive groups.
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TABLE 2 Participant characteristics with respect to amyloid PET status

All included in PET analysis

n= 63 unless otherwise

stated

Amyloid PET negative

n= 50 unless otherwise

stated

Amyloid PET positive

n= 13 unless otherwise

stated P

Demographics

Mean age at CSF sampling (SD),

years

72.7 (1.3) 72.5 (0.3) 73.4 (2.8) .031

Sex, %male 71.4 74.0 61.5 .376

APOE ε4 carrier status, % carrying

one or two alleles

22.6 (n= 62) 16.3 (n= 49) 46.1 .022

MedianMMSE (IQR) 29 (28, 30) 29 (28, 30) 29 (28, 29) .730

LP-scan interval>1day (%) 14.9 15.1 14.3 .940

Lumipulse platform results

Median CSF Aβ40 (IQR), pg/mL 13193 (10528, 16376) 13323 (10377, 16047) 12968 (11323, 18221) .262

Median CSF Aβ42 (IQR), pg/mL 1147 (809, 1601) 1330 (955, 1633) 711 (618, 923) <.0001

Median CSF Aβ42/Aβ40 (IQR) ratio 0.099 (0.72, 0.107) 0.102 (0.094, 0.108) 0.050 (0.040, 0.062) <.0001

Median CSF t-tau (IQR), pg/mL 356 (311, 444) 349 (311, 416) 444 (325, 542) .069

Median CSF p-tau181 (IQR), pg/mL 47.5 (36.8, 57.8) 44.9 (34.0, 53.4) 66.9 (54.5, 86.0) <.0001

Median CSF Aβ42/t-tau ratio (IQR) 3.30 (2.10. 4.41) 4.11 (2.85, 4.58) 1.83 (1.14, 2.04) <.0001

Median CSF Aβ42/p-tau181 ratio
(IQR)

28.8 (14.7, 34.5) 30.9 (26.9, 36.4) 11.1 (6.9, 13.4) <.0001

Mesoscale discovery platform results

Median CSF Aβ38 (IQR), pg/mL 3171 (2554, 3778) 3104 (2503, 3780) 3392 (2914, 3753) .308

Median CSF Aβ40 (IQR), pg/mL 7066 (6254, 8338) 7052 (6151, 8330) 7452 (6562, 8588) .486

Median CSF Aβ42 (IQR), pg/mL 739 (514, 857) 801 (607, 942) 471 (350, 528) .0001

Median CSF Aβ42/Aβ40 (IQR) ratio 0.108 (0.081, 0.117) 0.113 (0.105, 0.118) 0.058 (0.047, 0.073) <.0001

INNOTEST platform results

Median CSF Aβ42 (IQR), pg/mL 1111 (815, 1406) 1252 (1006, 1458) 669 (560, 788) <.0001

Median CSF t-tau (IQR), pg/mL 372 (277, 436) 355 (250, 431) 477 (382, 585) .0003

Median CSF p-tau181 (IQR), pg/mL 57.3 (43.3, 70.8) 52.6 (37.4, 66.8) 79.5 (56.3, 88.4) .001

Median CSF Aβ42/t-tau ratio (IQR) 3.56 (2.32, 4.57) 3.86 (3.22, 4.79) 1.49 (0.93, 1.61) <.0001

Median CSF Aβ42/p-tau181 ratio
(IQR)

21.4 (15.2, 27.6) 24.4 (20.0, 28.5) 8.6 (7.0, 12.0) <.0001

Notes: P values are from t tests for normally distributed variables (age), χ2 tests of proportion for binary variables (sex and APOE ε4 carrier status), and

Wilcoxon rank-sum tests for skewed continuous variables. CSFAβ42measurements on the Lumipulse platforms (and their associated ratios) were retrospec-

tively standardized to the CSF Aβ42 certified referencematerial.29

Abbreviations: Aβ, amyloid beta; APOE, apolipoprotein E gene; CSF, cerebrospinal fluid; IQR, interquartile ratio; LP, lumbar puncture; MMSE, Mini-Mental

State Examination; PET, positron emission tomography; p-tau181, phosphorylated tau at site 181; SD, standard deviation; t-tau, total tau.

The PET–positive groupwere older than the PET–negative group (73.4

vs 72.5 years, P = .031) and had a higher percentage of APOE ε4 car-

riers (46.1 vs 16.3%, P = .022). All three platforms measured signif-

icantly lower (by 41% to 47%) CSF Aβ42 in PET–positive individuals

(median concentration in pg/mL [interquartile range (IQR)]: Lumipulse

PET–positive 711 [618, 923] vs PET–negative 1330 [955, 1633],

P < .0001; MSD: 471 [350, 528] vs 801 [607, 942], P = .0001;

INNOTEST 669 [560, 788] vs 1252 [1006, 1458], P < .0001). Similarly,

the CSF Aβ42/Aβ40 ratio was significantly lower (by ≈50%) in PET–

positive individuals (median ratio [IQR]: Lumipulse0.050 [0.040, 0.062]

vs 0.102 [0.094, 0.108], P< .0001; MSD 0.058 [0.047, 0.073]) vs 0.113

[0.105, 0.118, P<.0001]).

Differences between amyloid PET groups in CSF t-tau measured

by Lumipulse did not achieve statistical significance (median concen-

tration in pg/mL [IQR]: PET–positive 444 [325, 542] vs PET–negative

349 [311, 416], P = .069) but the INNOTEST assay did detect signifi-

cantly higher CSF t-tau in the PET–positive group (477 [382, 585] vs

355 [350, 431],P= .0003). Bothplatformsdetected significantly higher

p-tau181 in the PET–positive group (median concentration in pg/mL

[IQR]: Lumipulse PET–positive 66.9 [54.5, 86.0] vs PET–negative 44.9

[34.0, 53.4], P< .0001; INNOTEST 79.5 [56.3, 88.4] vs 52.6 [37.4, 66.8],

P= .001).

The Aβ42/t-tau ratio was significantly lower in PET–positive indi-

viduals (median ratio [IQR]: Lumipulse PET–positive 1.83 [1.14, 2.04]
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F IGURE 1 Correlations betweenmeasurements of the same biomarkers on different platforms. Individual biomarkers were natural
log-transformed before assessing Pearson correlations and performing linear regression. Ratios of biomarkers were not transformed. The Pearson
correlation coefficient r and its P value are shown. The linear regression coefficient 𝛽 and the intercept of the regression line c are shownwith their
95% confidence intervals in brackets.

vs negative 4.11 [2.85, 4.58], P < .0001; INNOTEST 1.49 [0.93, 1.61]

vs 3.86 [3.22, 4.79], P < .0001). PET–positive individuals also had sig-

nificantly lower Aβ42/p-tau181 ratios (median ratio [IQR]: Lumipulse

PET–positive 11.1 ([6.9, 13.4] vs PET–negative 30.9 ([26.9, 36.4], P <

.0001; INNOTEST 8.6 [7.0, 12.0] vs 24.4 [20.0, 28.5], P< .0001).

3.2 Correlations between CSF biomarker
measurements across platforms

CSF Aβ42measurements were highly correlated across the three plat-

forms (Lumipulse vs INNOTEST r=0.891; Lumipulse vsMSDr=0.948;

MSD vs INNOTEST r = 0.887; all P < .0001; Figure 1A-C). CSF Aβ40
was also highly correlated across the Lumipulse and MSD platforms

(r= 0.936, P< .0001; Figure 1D). Measurements on the Lumipulse and

INNOTEST platforms of p-tau181 were better correlated than those

of t-tau (p-tau181 r= 0.935, t-tau 0.786, both P< .0001; Figure 1E and

F). This was also reflected in correlations of ratios between biomarkers

(Figure 1G–I); only a modest correlation was observed for Lumipulse

versus INNOTEST Aβ42/t-tau (r = 0.569, P < .0001) but correlations

were stronger for Lumipulse versus INNOTEST Aβ42/p-tau181 (r =

0.840, P < .0001) and Lumipulse versus MSD Aβ42/Aβ40 (r = 0.952,

P< .0001).

3.3 Spiked Aβ40 interference

Spiked Aβ40 did not significantly interfere with Aβ42 measurements

by the Lumipulse platform (Figure S1A and S1D in supporting infor-

mation). However, significant negative correlations between mea-

sured Aβ42 and spiked Aβ40 were observed for both the MSD and

INNOTEST platforms (MSD rho = –0.893, P = .007 for the low Aβ42
sample and rho = –0.786, P = .036 for the high Aβ42 sample—Figure

S1BandS1E; INNOTEST rho= -0.964andP= .0005 for both samples—

Figure S1C and SF).

3.4 Concordance of CSF biomarkers with
amyloid PET

The performance of the three platforms in classifying amyloid PET–

negative/positive status is shown in Table 3, for those individual
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TABLE 3 Comparison of CSF biomarkers for prediction of amyloid PET status

Biomarker Platform AUC 95%CI for AUC Youden index Cut-point (pg/mL) Specificity (%) Sensitivity (%)

Aβ42 Lumipulse 0.891 0.811–0.970 0.740 974 74 100

MSD 0.897 0.821–0.973 0.800 586 80 100

INNOTEST 0.948 0.895–1.000 0.860 936 86 100

t-tau Lumipulse 0.665 0.479–0.851 0.358 443 82 54

INNOTEST 0.825a 0.708–0.941 0.572 442 88 69

p-tau181 Lumipulse 0.879 0.787–0.970 0.660 49 66 100

INNOTEST 0.791b 0.654–0.927 0.458 77 92 54

Biomarker Platform AUC 95%CI for AUC Youden index Cut-point (pg/mL) Specificity (%) Sensitivity (%)

Aβ42/Aβ40 Lumipulse 0.966 0.922–1.000 0.940 0.075 94 100

MSD 0.966 0.921–1.000 0.940 0.087 94 100

Aβ42/t-tau Lumipulse 0.955 0.906–1.000 0.823 2.17 90 92

INNOTEST 0.960 0.912–1.000 0.900 2.61 90 100

Aβ42/p-tau181 Lumipulse 0.966 0.920-1.000 0.940 17.3 94 100

INNOTEST 0.934 0.873-0.995 0.860 17.7 86 100

Notes: The area under the receiver operating characteristics curve (AUC), its 95% confidence interval, the Youden index (at which the combination of sensi-

tivity and specificity is maximized), and the corresponding optimal cut-point are shown for each of CSF Aβ42, t-tau, p-tau181, and their ratios in predicting
amyloid PET status (n= 63).
aHigher than AUC for Lumipulse t-tau, De Long test P= .005.
bLower than AUC for Lumipulse p-tau181, De Long test P= .024.

Abbreviations: Aβ, amyloid beta; AUC, area under the curve; CSF, cerebrospinal fluid; IQR, interquartile ratio; PET, positron emission tomography; p-tau181,

phosphorylated tau at site 181; t-tau, total tau.

F IGURE 2 Scatter plots of cerebrospinal fluid (CSF) biomarker ratios (y axis) against standardized uptake value ratio (SUVR; x axis), n=63.
Dashed horizontal lines show the Youden’s index cut-points for the CSF ratios, belowwhich an individual was classified as CSF–positive; dashed
vertical lines show the 18F-florbetapir amyloid PET SUVR cut-point, to the right of which an individual was classified as amyloid PET–positive.

biomarkers and ratios that performed better than chance. For CSF

Aβ42 and all ratios incorporating it, AUC were 0.89 or above, with

no statistically significant differences between methods. However,

specificity at the Youden’s index was improved by the use of ratios

(86% to 94%) compared to using Aβ42 alone (74% to 86%) measured

on any platform. P-tau181 performed better when measured by

Lumipulse (AUC Lumipulse 0.879 vs INNOTEST 0.791, De Long test

P= .024) but t-tau performed better whenmeasured by Innotest (AUC

Lumipulse0.665vs INNOTEST0.825,P= .005). Figure S2 in supporting

information shows scatter plots of the raw data, demonstrating the

superiority of the ratios compared to individual biomarkers.

Concordance of CSF biomarker ratios with amyloid PET SUVR

as a continuous variable is shown in Figure 2A-F. The percentage

of discordant individuals was low (4% to 11%) and all discordantly
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classified individuals were CSF–positive and PET–negative, except

when theLumipulseAβ42/t-tau ratiowasused (one individualwas clas-
sified as CSF–negative but PET–positive). All discordantly-classified

individuals weremale, and 57% to 67%were APOE ε4 carriers. Despite
this, incorporating age, sex, and APOE ε4 carrier status as covariates

into predictive models did not significantly change the percentage of

discordantly classified individuals or type of discordance (Table S2 and

Figure S3 in supporting information).

4 DISCUSSION

In this study we build on previous validations of Lumipulse measure-

ments of CSFAβ and tau biomarkers against two other establishedCSF

assay platforms.We report good correlations ofmeasurements of indi-

vidual biomarkers of CSF Aβ40, Aβ42, t-tau, and p-tau181 between

platforms, in agreement with other studies.18–20 We found a stronger

correlation betweenLumipulse andMSDmeasurements ofAβ42/Aβ40
ratio compared to Aβ42 alone. The INNOTEST and MSD platforms

showed interference by spiked Aβ40 in measurements of Aβ42, but
the Lumipulse platform did not. All ratios incorporating Aβ42 were

more concordant with amyloid PET than individual biomarkers; the

Lumipulse and MSD Aβ42/Aβ40 and Lumipulse Aβ42/p-tau181 ratios

produced the highest accuracy. The Lumipulse Aβ42/Aβ40 cut-point

of 0.075 pg/mL and Aβ42/p-tau181 cut-point of 17.3 pg/mL demon-

strated 100% sensitivity and 94% specificity for distinguishing PET–

positive from PET–negative individuals.

Measurements of p-tau181 correlated better than t-tau between

Lumipulse and INNOTEST, and this was also reflected in the Aβ42/p-
tau181 and Aβ42/t-tau ratios. Our findings for t-tau contrast with high

correlations (r> 0.9) reported in other studies between Lumipulse and

INNOTESTmeasurements19,31 but cannot be explained in our study by

any differences in pre-analytical handling, as both t-tau and p-tau181

were measured on both platforms from the same aliquot of CSF from

each individual. Values of t-tau at the lower end of the range of samples

measured were less well correlated, whereas values of p-tau181 were

very well correlated throughout the rangemeasured (Figure 1E and F).

It is unclearwhether this reflects altered performance of one or both of

the t-tau assays in this part of the measurement range, but it is impor-

tant to note that the values were well above the published lower limits

of quantification for both assays.

We found differences in absolute biomarker values between plat-

forms, as reported by others.18,19 For MSD values this could in part be

due to different antibodies used for Aβ measurements; other reasons

could include differences in the technology and calibrators used.Of the

three Aβ42 assays, only the Lumipulse assay had been retrospectively

calibrated against the CSF Aβ42 CRM,32 which was developed to pro-

vide an international standard for this analyte, and CRMs are not yet

available for the other analytes. Furthermore, it is possible that native

Aβ40 leads to inaccurate Aβ42 estimates in the INNOTEST assay as

previously reported.13,33 Lumipulse was the only platform of the three

that did not show significant interference of spiked Aβ40 with Aβ42
measurements.We found that both the INNOTESTandMSDplatforms

showed about 25% reduction of measurements of Aβ42 when spiking

up to 40 ng/mL of Aβ40, in contrast to Janelidze et al.,13 who showed

60% reduction for INNOTEST and 20% reduction for MSD with sim-

ilar Aβ40 spiking concentrations. Although the Lumipulse Aβ42 assay

uses the same monoclonal antibodies as INNOTEST, it is likely that

Lumipulse is less susceptible to matrix effects, based on the optimal

minimal required dilution of sample in the conjugate solution. We

did find significant Aβ40 interference with MSDmeasurements; these

couldbedue to similarmatrix effects as foundon the INNOTEST, or due

to differences in antibody specificity between the two assays.

We report 100% sensitivity across all three platforms for CSF Aβ42
in predicting cortical amyloid load, but the specificity of the Lumipulse

measurements (74%) was lower than that of the INNOTEST (86%)

or MSD (80%). In contrast to other studies, which show CSF t-tau

and p-tau181 to be good individual predictors of amyloid PET,24,25

we found that performance varied by platform; p-tau181 performed

better when measured by Lumipulse compared to INNOTEST and

the converse was found for t-tau. Furthermore, in line with previous

studies13,14,24,25 and extended to incorporate all platforms assessed,

we show that all ratios incorporatingAβ42 improved concordancewith

amyloid PET. Lumipulse cut-points of 0.075 for Aβ42/Aβ40 and 17.3

for Aβ42/p-tau181 both produced a specificity of 94% and sensitiv-

ity of 100% for detecting amyloid PET status. Our optimal cut-points

are slightly higher than those derived by Alcolea et al., who exam-

ined Lumipulse CSF biomarker concordance with 18F-florbetapir PET

(0.062 for Aβ42/Aβ40 and 0.068 for p-tau181/Aβ42, which is equiva-

lent to 14.7 for Aβ42/p-tau181).24 Our cut-point of 2.17 for Lumipulse

Aβ42/t-tau is also slightly higher than the cut-point of 1.85 (equivalent
to 0.54 for Lumipulse t-tau/Aβ42) derived by Kaplow et al.25 Possible

explanations for these differences include differing definitions of amy-

loid PET–positivity (Alcolea et al. used the cerebellum as the SUVR ref-

erence region and Kaplow et al. used a variety of PET tracers), a num-

ber of individuals in our cohort being close to the SUVR cut-point, and

participants in the other studies having a wider range of cognitive per-

formance and overall higher prevalence ofAPOE ε4 carriage than in the
participants of our cohort.

Advantages of the Lumipulse platform over conventional assays

include reduction in labor-intensive steps and manual error; reduced

total analysis time due to testing all four biomarkers on the same

CSF sample; and improved accuracy for analyte detection, due to

the measurement by photon-counting of directly emitted light rather

than wavelength-based colorimetric absorbance. Furthermore, the

Lumipulse platform can process small numbers of CSF samples, with-

out needing to collect enough samples to use in batched assays (as is

required for the INNOTEST or MSD). However, a disadvantage of the

Lumipulse is its requirement for a large dead volume of 100 µL, relative

to sample volumes per replicate for the four biomarkers of 40 to 75 µL,

while the INNOTEST andMSDassays use similar volumes per replicate

(25 to 75 µL) but have no dead volume requirement.

This study has some limitations that might be assessed in future

research. MSD analysis took place on a separate day using a sepa-

rate sample aliquot to that used for INNOTEST and Lumipulse analy-

sis. Lumipulse measurements were performed in singleton due to CSF
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volume requirements, so precision of the Lumipulse assays was not

assessed. We did not compare measurements of all four biomarkers

on all platforms, and we focused on comparing Lumipulse measure-

ment with other immunoassays but not with other methods of mea-

surement like mass spectrometry. Although the AUC obtained for pre-

diction of amyloid PET status were higher for CSF Aβ42 and its ratios

than that obtained by themodel using age, sex, andAPOE ε4 carrier sta-
tus, the differences did not reach statistical significance, likely due to

this being an interim dataset of samples collected by this point of the

ongoing study. This cohort consists mostly of cognitively healthy indi-

viduals of the same age. It is possible that some individuals classified

as “CSF–positive” (through the use of the ratio cut-points) but “PET–

negative” do actually have subthreshold cerebral amyloid deposition,

as CSF changes may precede PET changes.34 However, in the absence

of neuropathological data to date in this cohort, the use of amyloid PET

as an in vivo “gold standard” is a necessary limitation.

In summary, this study supports the use of the fully automated

Lumipulse platform, particularly for measuring CSF Aβ42/Aβ40 and

Aβ42/p-tau181, to identify cerebral amyloid deposition with excellent

sensitivity and high specificity, without Aβ40 interference, even in cog-
nitively normal individuals.
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