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Introduction
Endoscopic submucosal dissection (ESD) is a technique that al-
lows for curative en bloc resection of large gastrointestinal (GI)
lesions. ESD was pioneered in Japan over a decade ago for more
optimal treatment of early gastric cancer given the inherent

limitations of endoscopic mucosal resection (EMR). As ESD
techniques have been refined and successfully applied through-
out the GI tract, ESD has become integral to the endoscopic
management of GI pathology in Eastern countries.

ESD in the West, however, has not undergone a similar rate
of adoption. ESD is technically challenging with a steep learning
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ABSTRACT

Background and study aims Endoscopic submucosal dis-

section (ESD) is technically challenging, difficult to learn,

and carries a substantial risk of perforation, all of which re-

main significant barriers to its adoptability. We aimed to

determine whether use of a novel scissor-type knife im-

proved efficacy and safety among novice performers of

ESD.

Materials and methods Following a brief didactic session

on ESD, participants performed ESD of two lesions (2 cm di-

ameter) in an ex vivo porcine gastric model. One resection

was performed with a conventional knife and the other with

the scissor knife (order of knife randomized). We recorded

procedure time, successful en bloc resection, and adverse

events (including full-thickness perforation and muscle in-

jury) for each dissection. Participants completed a post-

study survey.

Results 10 endoscopists (8 trainees, 2 staff) considered

novices in ESD participated. Compared with the conven-

tional knife, use of the scissor knife was associated with a

significantly shorter time to completion of submucosal dis-

section (mean 6.2 [SD 5.6] vs. 15.6 [SD 15.6] minutes; P=

0.04) and total procedure time was not significantly differ-

ent (22.1 [SD 13.3] vs. 24.9 [SD 26.5] minutes; P=0.65).

Scissor knife use was also associated with a significantly

lower proportion of perforation and/or muscle injury

(10.0% vs. 70.0%; P <0.01) and proportion of muscle injury

alone (10.0% vs. 60.0%; P =0.02).

Conclusions Among novices performing ESD on an ex vivo

animal model, use of a scissor knife was associated with a

significantly lower proportion of adverse events without

prolonging procedure time. Scissor-type knives may im-

prove ESD safety, at least among novices.
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curve and carries a substantial risk of perforation, particularly in
inexperienced hands, all of which remain significant barriers to
its dissemination [1]. Dedicated ESD fellowships, which are
widely available in Japan, have yet to be offered in the United
States and would not be practical for endoscopists already in
practice [2]. Therefore, to improve the adoptability of ESD, sub-
stantial efforts have been made to enhance the safety while fa-
cilitating the performance of ESD in the hands of trainees. This
has resulted in the development of new knives and various
other accessories.

One new category of ESD knife with a scissor-type tip config-
uration was introduced in Japan in the early 2010 s, and more
recently these knives have been approved for use in the United
States (▶Fig. 1) [3–7]. Unlike conventional ESD knives, scissor-
type knives allow for tissue grasping prior to application of the
electrosurgical current. This may help improve cutting preci-
sion and facilitate ESD, particularly in the hands of trainees. Al-
though there is a growing body of literature supporting the
safety and efficacy of these knives with ESD, this is primarily
among supervised or experienced operators in Japan [3, 8–10].
We aimed to determine whether use of one such scissor knife,
the Clutch Cutter (Fujifilm Co., Tokyo, Japan), could improve
the safety and efficacy among novice performers of ESD in an
ex vivo model at a Western training institution.

Materials and methods
Study design

This was a prospective, randomized controlled study in which
two 20×20mm lesions were created for ESD in an ex vivo por-
cine stomach model by participants without experience in ESD.
Participants were blindly randomized in a 1:1 ratio using block
randomization to use either the scissor knife or a conventional
knife (HookKnife; Olympus Endotherapy, Tokyo, Japan) for the
first ESD before crossing over and using the alternate knife for
the second ESD (▶Fig. 2). The study was approved by the Insti-
tutional Review Board (protocol #17–000966) and all partici-
pants provided written consent.

Participants

Study participants were recruited by mass email to all current
second- and third-year gastroenterology fellows and junior gas-
troenterology attending physicians. Participation was volun-
tary without remuneration. Requirements for study participa-
tion were: 1) no prior experience of performing ESD or using
ESD knives, and 2) experience performing EMR (minimum 5) in
the GI tract. Prior to study participation, participants individ-
ually received a 30 minute, standardized didactic delivered by
the study coordinator (K.V.) outlining relevant core ESD con-
cepts including ESD theory, gastric wall anatomy, and tissue
planes, basic ESD technique, and avoidance and recognition of
adverse events. Videos demonstrating properties and appropri-
ate technique of the two study knives were also reviewed. The
didactic was followed by a hands-on opportunity to practice
using each ESD knife in the animal model.

Ex vivo model

All ESDs were performed in an ex vivo porcine stomach model
(▶Fig. 3). Previously procured and frozen stomachs were de-
frosted overnight and prepared the morning of study proce-
dures, including gastric lavage and setup in the animal model
tray (Endo X Trainer; Medical Innovations International Inc., Ro-

▶ Fig. 1 a Conventional knife (HookKnife; Olympus Endotherapy,
Tokyo, Japan). b Scissor knife, 5.0mm length (Clutch Cutter knife;
Fujifilm Co., Tokyo, Japan).

Novice ESD performers (GI trainees/staff)

Instructional video and hands-on practice

ESD of two 2 cm lesions in an ex vivo porcine model

Survey

Scissor-type knife
(Clutch Cutter)

(1st ESD) 

Conventional knife
(HookKnife) 

(1st ESD)

Conventional knife 
(HookKnife) 
(2nd ESD)

Scissor-type knife
Clutch Cutter 

(2nd ESD) 

Randomization

▶ Fig. 2 Study flow. ESD, endoscopic submucosal dissection; GI,
gastrointestinal. Clutch Cutter knife (Fujifilm Co., Tokyo, Japan);
HookKnife (Olympus Endotherapy, Tokyo, Japan).
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chester, Minnesota, USA). Endoscopic equipment consisted of a
gastroscope (Fujinon EG-450; Fujifilm) fitted with a soft trans-
parent cap (Fujifilm) and an electrosurgical unit (VIO 300D;
ERBE, Elektromedizin, GmbH, Tübingen, Germany).

The Clutch Cutter scissor knife is available in two lengths:
3.5mm and 5.0mm. The 5.0mm length was chosen for the
study to facilitate mucosal incision and circumferential incision
of relatively thick porcine gastric mucosa. Although several ESD
knives with varying properties are available, the HookKnife was
selected to represent conventional knives because of its long-
standing use within the ESD community and properties similar
to the Clutch Cutter including rotational and traction features,
and its ability to create an initial mucosal incision prior to sub-
mucosal dissection (allowing for one knife to be used for the
entire resection). Electrosurgical settings for both knives were
determined based on performance in the animal model and as
follows: Endo Cut Q mode, Effect 1, Cut duration 4, Cut interval
1. Functionality of this animal model was verified by an endos-
copist with expertise in performing ESD (K.K.W.).

The study coordinator prepared both lesions for ESD by se-
lecting a suitable area in the stomach, preferably along the
greater curve or anteriorly in the body or antrum in an anti-de-
pendent position, allowing gravity to aid in resection. Using a
snare tip, border markings were made to create two neighbor-
ing lesions 20mm in diameter. A coin 18mm in diameter, which
had been inserted during setup, was used for approximation of
lesion size. A lesion size of 20mm was chosen because this is
the upper limit of a lesion that is resectable en bloc by EMR,
and that a novice may consider for ESD.

Procedure

Participants prepared the lesion for ESD by submucosal injec-
tion of a premixed agent consisting of water, sodium chloride,
medium-chain triglycerides, polyoxyl-15-hydroxystearate, po-
loxamer 188, and methylene blue (Eleview; Cosmo Pharmaceu-
ticals NV, Dublin, Ireland) using an injection needle (Carr-Locke
Injection Needle; US Endoscopy, Mentor, Ohio, USA) until ade-
quate lift was achieved. Participants then proceeded with the

first ESD using the designated knife. First, an initial mucosal in-
cision was created to enter the submucosal plane (▶Fig. 4).
Second, a complete circumferential incision was made. The di-
rection of the incision was determined by the knife type and
preference of the endoscopist. Finally, submucosal dissection
was performed until the lesion was fully resected. The second
lesion was then similarly lifted and resected using the alternate
study knife. Intraprocedurally, participants were permitted to
reinject the submucosa, remove and clean the knife and endo-
scope lens, perform washings of the resection field, and ask the
assistant to rotate the knife at the participant’s discretion. The
study coordinator functioned as an assistant/technician to all
participants during the procedure, for example with rotation/
control of the knife or repeat submucosal injection. However,
in order to allow comparison between participants, no proce-
dural guidance was given during the dissections.

Adverse events were noted by the assistant both during the
procedure as well as upon completion of the procedure when
the resection area was thoroughly inspected endoscopically.
Unintentional incisions were defined as the knife slipping from
the working area and causing trauma to another site in the re-
section area or stomach. Full-thickness perforations were de-
fined as a transmural defect that was externally visible and
that resulted in air leakage impairing insufflation. Muscle injury
was defined as a breach in the muscle layer without evidence of
perforation. Full-thickness perforations were repaired with a
through-the-scope clip (and included in the procedure time),
whereas muscle injuries were left untreated in the interest of
time and resources.

Outcomes

Outcomes were assessed by the study coordinator during and
upon completion of each resection. The primary outcome of ef-
ficacy was total procedure time. Procedure time was subdivided
into initial mucosal incision (time from mucosal contact with
the knife to entry into the submucosal plane), circumferential
incision (time from entry into the submucosal plane to comple-
tion of the circumferential incision), and submucosal dissection
(time from completion of the circumferential incision to com-
plete resection of the lesion), and analyzed separately as part
of secondary outcomes. Secondary outcomes also included
successful en bloc resection around all border markings, as
well as presence of full-thickness perforation and/or muscle in-
jury alone, and unintentional incision.

Survey

Immediately following ESD of both lesions, participants com-
pleted a survey containing six questions assessing the level of
difficulty (on a scale of 1 to 5 of increasing difficulty) experi-
enced with use of each knife during the initial incision, remain-
der of resection (circumferential incision and submucosal dis-
section), and overall resection.

Statistical analysis

A sample size was estimated based on the primary outcome of
total procedure time, but circumferential and submucosal dis-
section times were also taken into consideration to ensure ade-

▶ Fig. 3 Setup of ex vivo porcine gastric model in animal laboratory.
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quate statistical power for assessment of secondary outcomes.
In a previous study evaluating endoscopists with no ESD experi-
ence performing resections of 20mm lesions in an ex vivo por-
cine gastric model, the mean and standard deviation (SD) for
total procedure time, circumferential incision time, and submu-
cosal dissection time ranged from 32.6–33.0 (SD 2.20–2.34),
13.3–13.8 (SD 1.22–1.58), and 19.2–19.3 (SD 1.67–2.20) min-
utes, respectively [11]. We hypothesized that a 20% reduction
using the scissor knife was clinically meaningful. To ensure 95%
power of the paired t test of means for a two-sided significance
level of 0.05, the sample size was calculated as six endoscopists
using each knife. We assumed equal SDs between the two kni-
ves.

For continuous outcomes, means (SD) were calculated. As
this was a crossover study, continuous outcomes were compar-
ed using paired t test; categorical outcomes were compared
using chi-squared analysis. P values of < 0.05 were considered
statistically significant. All analyses was performed using STATA
14.2 (StataCorp. 2015. Stata Statistical Software: Release 14.
College Station, Texas, USA).

Results
Baseline characteristics

A total of 10 endoscopists participated in the study: 8 trainees
(7 third-year fellows and 1 second-year fellow) and 2 junior
general GI attending physicians. The median endoscopic ex-
perience was 900 procedures (range 430–5000 procedures).
All participants had no prior experience of performing ESD and
using ESD knives.

Five participants performed the first ESD using the scissor
knife and five participants performed the first ESD using the
conventional knife. Among a total of 20 ESDs, the majority
(80 %, 16/20) were performed in the gastric body (anterior or
greater curvature) and in anti-dependent position, with the re-
mainder along the incisura or in the antrum. All ESDs were per-
formed in forward view.

Primary outcome
Procedure times

The overall mean total procedure time was 23.5 minutes and
without a statistically significant difference between the scissor
knife and conventional knife (22.1 [SD 13.3] vs. 24.9 [SD 26.5]
minutes; P=0.65) (▶Table1). When compared with the con-
ventional knife, use of the scissor knife was associated with a
statistically significant longer time to initial mucosal incision
(122.8 [SD 101.0] vs. 33.0 [SD 30.7] seconds; P=0.02), and al-
though there was a longer time to completion of circumferen-
tial incision (13.8 [SD 7.8] vs. 8.4 [SD 11.1] minutes; P=0.07)
this did not reach statistical significance. However, compared
with the conventional knife, use of the scissor knife was asso-
ciated with statistically and clinically significant shorter time
to completion of submucosal dissection (6.2 [SD 5.6] vs. 15.6
[SD 15.6] minutes; P=0.04). There was no statistically signifi-
cant difference in mean total procedure time when the scissor
knife was used for the first vs. second resection (20 [SD 11.2]
vs. 24.2 [SD 16.1] minutes; P=0.64); order of use also had no
significant effect on subdivided procedure times.

Mucosal incision Circumferential incision Submucosal dissection

▶ Fig. 4 Depiction of initial incision, circumferential incision, and submucosal dissection being performed with the conventional knife (top row)
and scissor knife (bottom row).
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Secondary outcomes

Efficacy

Both the scissor knife and the conventional knife were associat-
ed with 90% successful resection around all border markings
(▶Table1). A higher proportion of en bloc resection was
achieved with the scissor knife compared with the conventional
knife without reaching statistical significance (90% vs. 70%; P=
0.26). Despite not reaching a statistical significance in en bloc
resection, a 20% difference is potentially clinically meaningful.
Evidently, in two cases using the conventional knife, inadver-
tent disruption to the mucosal side of the lesion occurred dur-
ing submucosal dissection, which was not observed with use of
the scissor knife.

Adverse events

During ESD with the conventional knife, one or more perfora-
tions (range 1–3) occurred in 3 cases (30%, 3/10), and muscle
injuries (range 1–4) occurred in 6 cases (60%, 6/10) (▶Table 1).
During ESD with the scissor knife, one perforation occurred in 1
case (10%, 1/10), and all muscle injuries (n =4) occurred in the
same case (10%, 1/10). Notably, the participant performing
ESD in this case had the second lowest volume of endoscopy ex-
perience of the study group at the time of participation (total
endoscopic procedures 572). All perforations and muscle inju-
ries in both groups occurred during the submucosal dissection
phase of resection. Compared with the conventional knife, use
of the scissor knife was associated with a statistically significant
and likely clinically meaningful lower proportion of perforation
and/or muscle injury (10% vs. 70%; P<0.01) and muscle injury

alone (10.0% vs. 60.0%; P=0.02), but not perforation alone
(10% vs. 30%; P=0.26). Use of the scissor knife was also asso-
ciated with a statistically significantly lower proportion of unin-
tentional incision (10% vs. 70.0%; P <0.01) (▶Table 1).

Survey

There was no statistically significant difference in perception of
difficulty level using the scissor knife vs. conventional knife for
the overall resection (mean score 3.2 [SD 1.1] vs. 3.3 [SD 1.6]; P
=0.85), the initial mucosal incision (mean score 3.2 [SD 1.5] vs.
2.1 [SD 1.1]; P=0.10), or completion of the circumferential in-
cision/submucosal dissection (mean score 2.4 [SD 1.0] vs. 3.6
[SD 1.3]; P=0.07).

Discussion
ESD is a valuable technique to resect large superficial GI lesions
but remains technically challenging. The steep learning curve
and safety profile of ESD are an impediment to trainees and lim-
it its widespread adoptability [1]. Recent efforts to enhance the
performance and safety of ESD have included various ESD ac-
cessories that improve tissue visualization and modifications in
knife design including a scissor-type category of knives. How-
ever, experience with these knives in novices, particularly in
Western regions, is lacking. In this ex vivo study comparing the
use of the Clutch Cutter scissor knife with a conventional Hook-
Knife ESD knife among novices without experience in ESD, we
made several notable observations. Use of the scissor knife
was associated with a lower proportion of significant adverse
events (i. e. perforation and/or muscle injury). In addition, the

▶Table 1 Outcomes of endoscopic submucosal dissection using the scissor knife and a conventional knife.

Scissor knife1 (n=10) Conventional knife2 (n=10) P value

Submucosal injectant volume, mean (SD), mL   7.8 (1.9)  7.5 (2.1) 0.71

Procedure times, mean (SD)

▪ Total procedure time, minutes  22.1 (13.3) 24.9 (26.5) 0.65

▪ Time to initial incision, seconds 122.8 (101.0) 33.0 (30.7) 0.02

▪ Circumferential incision time, minutes  13.8 (7.8)  8.4 (11.1) 0.07

▪ Submucosal dissection time, minutes   6.2 (5.6) 15.6 (15.6) 0.04

En bloc resection, % (n/N)  90.0 (9/10) 70.0 (7/10) 0.26

Successful resection around all border markings, % (n/N)  90.0 (9/10) 90.0 (9/10) > 0.99

Adverse events, % (n/N)

▪ Perforation or muscle injury  10.0 (1/10) 70.0 (7/10) < 0.01

▪ Perforation  10.0 (1/10) 30.0 (3/10) 0.26

▪ Muscle injury  10.0 (1/10) 60.0 (6/10) 0.02

▪ Unintentional incision  10.0 (1/10) 70.0 (7/10) < 0.01

▪ No. of unintentional incision/resection, median (IQR)   0 (0–0)  2 (0–3)) 0.06

SD, standard deviation; IQR, interquartile; range.
1 Clutch Cutter; Fujifilm Co., Tokyo, Japan.
2 HookKnife; Olympus Endotherapy, Tokyo, Japan.
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scissor knife did not prolong the overall procedure time and, in
particular, reduced the submucosal dissection time. These find-
ings may have important implications for the trainee perform-
ing ESD.

Perforation remains one of the most feared complications of
ESD, particularly for the trainee. Although we did not find a sig-
nificant difference in the rates of perforation between the two
knife groups, the rate of muscle injury alone was significantly
reduced in the scissor knife group (▶Fig. 5). Muscle injury car-
ries similar clinical implications to those of perforation as it in-
creases the risk of delayed perforation, requires antibiotics and
endoscopic closure (lengthening the procedure time), may in-
crease the complexity of the remainder of the resection, and
may impact the decision to hospitalize the patient for observa-
tion.

All perforations and muscle injuries in the current study oc-
curred during submucosal dissection. This is not surprising con-
sidering submucosal dissection is often the most technically
challenging aspect of ESD for trainees and experts alike. This is
primarily due to the difficulty in maintaining adequate expo-
sure of the submucosa to facilitate safe dissection along the
submucosal plane. Indeed, there are several new promising ac-
cessories and techniques that aim to assist in tissue retraction
[12–14]. The scissor knife may offer alternative and adjunctive
means of reducing significant adverse events during submuco-
sal dissection. Scissor-type knives grasp the tissue prior to ap-
plication of the current, providing the endoscopist with an op-
portunity to verify the position and technique and, if necessary,
make adjustments before committing to cutting. Grasping also
allows manipulation of the tissue, which may improve the visual
field but also allows the tissue to be lifted away from the muscle
layer to prevent inadvertent deep injury. Notably, the outer
edges of the scissors including the blunt tip are insulated, pro-
viding additional protection in this regard. We also observed
that once the scissor knife was initially oriented for submucosal
dissection, it infrequently required adjustment and the axis of
the scissor likely helped the novice to maintain constant orien-
tation along the submucosal plane.

The only case during which perforation or muscle injury oc-
curred with the scissor knife was performed by a participant
who had the second lowest volume of endoscopy experience.
The same participant also demonstrated multiple perforations
and muscle injuries using the conventional knife, which was
randomized for first use. These adverse events with use of
both knives may therefore be related to deficiencies in the par-
ticipant’s basic endoscopic skill set and/or understanding of
ESD rather than the characteristics of a particular knife. This un-
derscores the importance of a foundation that includes endo-
scopic (including EMR) experience and understanding of ESD
theory.

Use of the scissor knife significantly improved submucosal
dissection time, but this appeared to be offset by a trend to-
ward longer initial incision and circumferential incision times;
hence, overall procedure time was not significantly prolonged.
Improved submucosal exposure and orientation, as noted
above, likely contribute to more efficient dissection as well.
Grasping of tissue with forceps also appeared to provide great-

er stability and maneuverability and was more intuitive in the
hands of the novice compared with the conventional knife. Scis-
sor-type knives are mechanistically similar to biopsy forceps,
which is among the first endoscopic accessories used by trai-
nees and most commonly employed by endoscopists. The con-
ventional knife requires use of a relatively unfamiliar technique
for general endoscopists. Although there was a trend in partici-
pant preference for the scissor knife following the initial inci-
sion, this may have been confounded by consolidating feed-
back for circumferential incision and submucosal dissection
given that the scissor knife was less efficient for the former
and more efficient for the latter.

The significantly longer initial incision time with the scissor
knife appeared to be related to difficulty in grasping a sufficient
fold (i. e. two layers) of mucosa. This is despite the use of the
longer knife (5.0mm) instead of the shorter length (3.5mm).
Repeated grasping and cutting cycles were often necessary to
create an initial incision sufficient to expose underlying submu-
cosa. It is possible that the ex vivo porcine model, in which the
gastric mucosa is thickened, may have exacerbated this. Using
the scissor knife initially in an open position pressed against the
mucosa to facilitate an initial mucosal incisional hole may be
helpful. Subsequent circumferential incision was less redun-
dant from this standpoint as incision of only a single layer of
mucosa was necessary. However, novices in the current study
encountered difficulty in repeatedly realigning the axis of the
scissors with the desired mucosal cutting direction, particularly
toward the distal aspect of the lesion; this appeared less cum-
bersome with the conventional knife. In addition, unlike the
scissor knife, the conventional knife did not require as much
support from the assistant in rotating and opening/closing the
knife. Alternate electrosurgical settings (such as Endocut I) may
have also allowed smoother cutting in this setting with the scis-
sor knife.

These findings have important implications for both trainees
and supervisors of ESD. The Clutch Cutter and scissor category
of knives may offer a more intuitive approach to aspects of ESD
than the HookKnife and other similarly designed knives. Given
its capability for marking, initial mucosal incision, dissection,
and hemostasis, the Clutch Cutter scissor knife may also reduce

▶ Fig. 5 Examples of resection beds following endoscopic submu-
cosal dissections with the scissor knife (a) and the conventional
knife (b) by the same participant. There is no evidence of muscle
injury or perforation with the scissor knife, whereas two muscle
injuries are apparent with the conventional knife.
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the number of accessories trainees must initially learn to per-
form ESD. Furthermore, grasping tissue prior to applying the
electrosurgical current allows stepwise approval by the super-
vising endoscopist and adjustment, if necessary, without
harm. This may be particularly beneficial in guiding the trainee
through more challenging portions of dissection. Indeed, re-
cent studies from Japan comparing the Clutch Cutter to IT2
knife (Olympus) and needle-knife with waterjet function
among nonexperts demonstrated that Clutch Cutter use was
associated with higher self-completion rates for ESD in the
stomach and colon [8, 15].

Due to the ex vivo study design, it is unclear whether the re-
sults in this study apply to the in vivo setting where additional
procedural variables coexist such as hemostasis, respiratory
motion, peristalsis, and need for reinjection of the submucosa.
Hemostasis in particular can pose a major barrier to completing
an ESD procedure, although in a retrospective study, higher
self-completion of gastric ESD with the Clutch Cutter was at-
tributed to the knife’s hemostatic efficacy. Review of published
videos and our own experience with this knife in vivo have
found that hemostasis is actually much improved as the device
allows coaptive coagulation of vessels very similar to the Coa-
grasper (Olympus America Inc., Center Valley, Pennsylvania,
USA). However, further study comparing scissor-type ESD kni-
ves with other types in an in vivo setting is warranted.

This study has several other limitations worth highlighting.
Our findings apply to novices and it is unclear whether our find-
ings are generalizable to trainees further along in the learning
curve. Similarly, we studied the most basic ESD lesions (2 cm in
diameter, gastric body, forward-view resection), and findings
may differ for larger resections in other locations of the stom-
ach or GI tract. We also cannot be certain that these results are
generalizable to other scissor-type ESD knives (i. e. Stag Beetle
knife; Sumitomo Bakelite Co., Tokyo, Japan) but would assume
so based on similarities in design. Similarly, the HookKnife,
which was chosen because of its rotational and traction proper-
ties, may carry increased risk in inexperienced hands and may
not be generalizable to straight knives such as the DualKnife
(Olympus) or FlushKnife (Fujifilm). It should also be noted that
the electrosurgical settings selected for this ex vivo animal
study are not applicable to the in vivo (including human) set-
ting. Finally, given the crossover design of the study, there
might be a carryover effect, as the endoscopist’s skill could im-
prove with the second ESD; however, there was no significant
difference in the procedure time when the Clutch Cutter was
used for the first or second resection.

Among novices performing ESD on an ex vivo animal model,
use of the Clutch Cutter scissor knife was associated with a sig-
nificantly lower proportion of adverse events without prolong-
ing the procedure time. The Clutch Cutter may improve the
safety of ESD, at least initially among trainees. Further investi-
gation is needed to better define its role in the trainee’s path
to learning ESD.
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