
 

 

Curtin Medical School 

 

 

 

 

Optimization of CT scanning protocol of Type B aortic dissection 

follow-up through 3D printed model 

 

 

 

Chia-An Wu 

 

 

 

This thesis is presented for the Degree of 

Doctor of Philosophy of 

Curtin University 

 

 

December 2022 
 

  



ii 

Declaration 

To the best of my knowledge and belief this thesis contains no material previously 

published by any other person except where due acknowledgment has been made. 

This thesis contains no material which has been accepted for the award of any 

other degree or diploma in any university. 

The research presented and reported in this thesis was conducted in accordance 

with the National Health and Medical Research Council National Statement on Ethical 

Conduct in Human Research (2007) – updated March 2014. The proposed research 

study received human research ethics approval from the Curtin University Human 

Research Ethics Committee (EC00262), Approval Number HRE2018-0087. 

 

Chia-An Wu 

December 2022 

  



iii 

Abstract 

Of all cardiovascular diseases, aortic dissection (AD) is one of the most dangerous 

and fatal, necessitating urgent treatment. Compared to Type A AD that requires urgent 

open surgery, the management of Type B AD (TBAD) is more controversial and varied. 

Thoracic endovascular aortic repair (TEVAR) is a widely used less invasive technique 

for treating TBAD, compared to traditional open surgery, as it provides shorter 

recovery time and fewer procedure-related risks. Computed tomography (CT) is 

routinely used to monitor the postoperative status of AD patients. However, the 

radiation exposure from CT scanning raises concerns about radiation-induced 

malignancy. Further, postoperative follow-up of AD patients involves sequential 

thoracic CT scans at regular periods, therefore, low dose CT becomes an alternative 

way to avoid unnecessary radiation exposure to patients. Reducing the radiation dose 

is associated with the potential risk of decreasing image quality, therefore, it is 

necessary to maintain acceptable image quality while reducing radiation dose. Thus, 

development of an optimal CT protocol for post TEVAR AD patients has significant 

clinical impact and this forms the main theme of this project. 

This research aims to develop and evaluate a 3D printed model used as a phantom 

in determining optimized scanning parameters to reduce the radiation dose for post 

TEVAR TBAD patients. Step one was to design a replicable segmentation method of 

TBAD, so that an accurate printable 3D virtual model of AD can be segmented by 

following the recommended optimal steps. This protocol for creating 3D model can be 

easily operated on open-source software to save the cost and the learning time for 

users. Step two was to identify a suitable 3D printing material. Four materials were 

selected due to their physical and radiological properties that were close to the 

applicable real human tissues. After testing printed samples of these materials through 
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a series of CT scans, Visijet CE-NT A30 was deemed the most suitable 3D printing 

material to represent human aorta. 

After segmentation and material testing, step three involved creation of a 3D 

printed AD model that was used for further CT imaging studies to verify its clinical 

value. A commercial aortic stent-graft was deployed into the model to simulate post 

TEVAR procedure and the model was scanned on a 196-slice CT scanner with different 

parameters. In quantitative assessment, more than 20% dose reduction was achieved 

with the use of low tube voltage such as 80 kVp while the pitch remained constant. 

Thus, a low dose aortic CT is suggested for the follow-up of AD patients after TEVAR. 

In qualitative assessment, 6 radiologists and 10 radiographers were invited to rate the 

CT images acquired with the different scanning parameters. The results showed that 

the image quality is still acceptable for diagnosis at low tube voltage and high pitch 

situation. A protocol of 80 kVp with 2.5 pitch value was found to still provide adequate 

image quality for diagnosis. With a slightly increase of radiation dose the80 kVp with 

2.0 pitch value, which had highest diagnostic value score (4.0), can provided better 

image quality in all scanning protocols of this study. 

This study developed an optimal low dose scanning protocol for post TEVAR TBAD 

patients based on a patient-specific 3D printed model made of human tissue-like 

material. The parameters recommended in this study can reduce radiation dose by 

22% compared to the traditionally recommended dual source CT protocol (120 kVp 

with pitch of 2.5). The radiation risk for follow-up TBAD patients can be potentially 

reduced. Further, the value of using 3D printed model in studying CT scanning 

protocols was further validated through this research with potential applications to 

investigate other low-dose CT protocols that involve cumulative radiation exposure. 
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CHAPTER 1 

GENERAL OVERVIEW OF THE PROJECT 

The work presented in this thesis is to explore the application of 3D printing (3DP) 

in aortic dissection (AD) in terms of developing 3D printed models replicating AD, 

identifying materials for printing the model, simulating endovascular repair of AD and 

testing various aortic computed tomography (CT) angiographic protocols for dose 

reduction. As a complex and sometimes fatal cardiovascular disease, the diagnosis and 

treatment of AD continue to improve. To ensure that patients receive the best possible 

medical care, data from real patients is necessary to improve treatments in the past. 

After the appearance of the phantom, such as radiation examinations can be acquired 

from phantoms instead of test on real patients. The emergence of 3DP technology and 

its application in the medical field has greatly increased the practicality of phantom 

experiments. A good 3D printed model can accurately represent a patient's anatomy, 

and materials that are close to human tissues allow the model to have many uses. This 

chapter will provide a complete overview of AD, purpose of developing 3DP and 

follow-up computed tomography angiography (CTA) dose reduction techniques. 
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1.1 Introduction of aortic dissection 

The aorta is the largest artery in the body, originating from the left ventricle, as 

the ascending aorta, becoming the aortic arch and descending through the chest to 

the abdomen where it bifurcates into the iliac arteries. It transports oxygen-rich blood 

from the heart to the rest of the body. To support pressurised blood flow from the 

heart, the wall of the aorta is made up of three layers and is highly elastic. 

AD is a complex and sometimes fatal cardiovascular disease. AD results from a 

breach of the aortic intima usually as the result of hypertension or connective tissue 

defects (1). Blood can flow into the wall, forming a "false lumen" (FL) which tracks 

alongside and can compress the true lumen (TL) (Figure 1.1). Compression of TL may 

cause insufficient blood supply to vital organs, such as brain, gut, kidneys, lower limbs 

or spinal cord (2). Due to the incomplete structure, FL is relatively fragile and can 

rupture, resulting in massive haemorrhage or death from cardiac tamponade. 

Consequently, early detection and treatment are crucial for lowering mortality (3-6). 

According to statistics, if acute AD left untreated, at least 50% of patients will die 

within 48 hours after the occurrence, which is an increase of about 1% in 1 hour. 

Therefore, diagnosis and treatment are a race against time, about 71% will die within 

2 months, 89% within 3 months, and 91% within 6 months. According to Australian 

Institute of Health and Welfare, from 2009 to 2018, about 1,000 people died each year 

from aortic aneurysms and dissections in Australia, with more men than women (Table 

1.1) (4, 6). 
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Figure 1.1 Under CT scan, aorta tear into TL and FL due to dissection. Axial view (top) and 

coronal view (bottom). 
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Table 1.1 Statistics of total deaths and deaths from cardiovascular disease in Australia 

from 2010 to 2020. 

Year  Total deaths 
Diseases of arteries, 

arterioles and capillaries 
Aortic aneurysm and 

dissection 
Other aneurysm and 

dissection 

2010 

Males 73,484 1,063 688 14 

Females 69,989 950 471 16 

Persons 143,473 2,013 1,159 30 

2011 

Males 75,330 1,068 670 31 

Females 71,602 905 460 15 

Persons 146,932 1,973 1,130 46 

2012 

Males 74,794 1,030 631 26 

Females 72,304 941 464 29 

Persons 147,098 1,971 1,095 55 

2013 

Males 75,782 976 573 23 

Females 71,896 846 388 17 

Persons 147,678 1,822 961 40 

2014 

Males 78,341 973 572 43 

Females 75,239 866 405 23 

Persons 153,580 1,839 977 66 

2015 

Males 81,330 1,013 586 41 

Females 77,722 896 448 15 

Persons 159,052 1,909 1,034 56 

2016 

Males 81,867 1,006 588 27 

Females 76,637 883 411 15 

Persons 158,504 1,889 999 42 

2017 

Males 82,858 973 553 31 

Females 78,051 850 386 23 

Persons 160,909 1,823 939 54 

2018 

Males 82,320 1,065 595 42 

Females 76,173 872 393 26 

Persons 158,493 1,937 988 68 

2019 

Males 88,346 1,133 662 51 

Females 80,955 972 490 40 

Persons 169,301 2,105 1,152 91 

2020 

Males 84,588 1,001 595 48 

Females 76,712 945 492 27 

Persons 161,300 1,946 1,087 75 
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1.2 History of aortic dissection 

On 25 October 1760, George II, as always, got up at 6 a.m. and enjoyed his 

chocolate as usual. The German valet heard a noise that he characterised as "louder 

than royal wind" as the king was using the restroom, followed by a groan of anguish. 

When he entered, he discovered the king on the ground. Even though they called Mr 

Andrews, surgeon to the household immediately, the king lost his life. The king's 

personal doctor, Frank Nicholls, was asked to open the royal body during the autopsy 

the next day. He embalmed the body and left this intriguing note: “…the pericardium 

was found distended with a quantity of coagulated blood, nearly a pint … ; the whole 

heart was so compressed as to prevent any blood contained in the veins from being 

forced into the auricles; therefore, the ventricles were found absolutely void of 

blood …; and in the trunk of the aorta we found a transverse fissure on its inner side, 

about an inch and a half long, through which some blood had recently passed under 

its external coat and formed an elevated ecchymosis.” Nicholls's record was the first 

to clearly and comprehensively describe what we now consider to be AD (7). 

In 1802, Maunoir described the blood "dissecting throughout the circumference 

of the aorta" (8). Few years later, René Laennec became famous in Europe for inventing 

the stethoscope in 1819. He used the term “dissecting aneurysm” to describe AD. 

Despite the fact that the name has caused misunderstanding regarding the differences 

between AD and thoracic aortic aneurysms, it was nonetheless more widely used than 

AD at the time due to Dr. Laennec's fame (9). 

DeBakey, Cooley, and Creech et al. successfully completed the first surgical 

resection of a dissecting thoracic aortic aneurysm on 7th July, 1954, about a century 

later. (10). After that, DeBakey and his colleagues continued to conduct research and 

treatment on AD patients, accumulated a lot of clinical surgical experience, and 
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published a surgical treatment report of 527 patients over the past 20 years in 1982 

(11). Interestingly, he himself underwent surgery of his own invention at the age of 97 

for type A AD and survived (12). 

International Registry of Acute Aortic Dissection (IRAD) was established in 1996. 

This is undoubtedly a major milestone for the development of AD treatment in modern 

times. It integrates up to 20 international centres and provides a large amount of 

valuable and reliable clinical information with the assistance of researchers from 

different countries. 

In 1999, Nienaber et al. and Dake et al. each published a paper on world leading 

journal New England Journal of Medicine, which describe the earliest clinical 

experience of endovascular stent-graft intervention for acute type B AD (TBAD) (13, 

14). In the descriptions of the two papers, they implied that endovascular repair might 

become mainstream and replace traditional open surgery. Since endovascular repair 

has obvious advantages over traditional surgery, centred around reduced mortality 

and morbidity, it has become commonest means of intervention for aortic aneurysms 

and TBAD. 

1.3 Anatomy and classification 

AD is mainly caused by tearing of the intima of the aorta, through which blood 

enters the medial layer of the aorta and separates the intima from its surrounding 

medial and outer layers, forming a so-called false lumen. Alternatively, and less 

commonly, intramural haematoma or penetrating aortic ulcer can precede dissection 

(3, 15-18). 
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1.3.1 Classification system for aortic dissection 

The classification of AD includes the more commonly used Stanford system (types 

A and B) and the earlier DeBakey system (types I, II, and III). Stanford's definition is 

relatively simple, as long as the dissection involves the ascending aorta, it is called type 

A, and the rest is called type B (19, 20). The DeBakey system is mainly defined 

according to the origin of the dissection, the type I is that the dissection originates 

from the ascending aorta and extends at least to the aortic arch, the type II is from and 

limited to the ascending aorta, and the type III is from the descending aorta, and can 

extend down or up (20, 21). Therefore, Stanford type A is equal to the general term for 

the DeBakey type I and the type II (Figure 1.2). 

 

Figure 1.2 Depending on the AD onset location, classification can be performed using the 

DeBakey or Stanford systems. Adapted from: www.saem.org. 

 

1.3.2 Clinical classification 

AD can be classified as acute or chronic. In general, acute AD is defined as within 

14 days from the onset of symptoms. If exceeding more than 14 days, then defined as 
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chronic. According to different clinical classifications, prognosis and treatment 

direction will also be different (22). Clinical classification is particularly important when 

choosing optimal treatment, especially for endovascular aortic repair (EVAR). The aim 

of treatment therefore, is to re-expand the TL to the original outer wall while the initial 

flap is still elastic and free to move, thereby compressing the septum (or flap) which 

will become rigid over time, losing its elasticity and mobility as well as becoming 

constrained by FL thrombosis (23, 24). 

1.3.3 Complicated and uncomplicated type B aortic dissection 

Clinically, acute TBAD is often divided into two types: complicated and 

uncomplicated. Complicated TBAD refers to manifestations of aortic rupture, shock, 

hypotension, recurrent or refractory pain, resistant hypertension and ischemia of vital 

organs. About 30% of patients with acute TBAD have complicated TBAD. There are 

differences in the treatment modalities advocated for complicated and uncomplicated 

TBAD (25). Treatment of uncomplicated TBAD is controversial, as uncomplicated TBAD 

generally has fewer early complications however carries a significant risk of long term 

aneurysmal dilatation and late aortic mortality (26, 27). 

1.4 Treatment of aortic dissection 

For type A AD, although the risks of surgery increase with age, surgical 

management is mandatory and the only option to save life (28, 29). Since there are 

many differences in the clinical treatment of TBAD (Table 1.2), the treatment 

complicated and uncomplicated TBAD will be explained in the following paragraph. 
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Table 1.2 Treatment options for aortic dissection. 

Open surgery 

 First choice for type A acute aortic dissection 

 Type B acute aortic dissection with one of the 

following symptoms: 

1. Ruptured or impending rupture of the 

aorta 

2. Critical organ blood flow is compromised 

3. Dissection continues to expand 

4. Dissection retrogradely extends to the 

ascending aorta 

Medical treatment 

 First choice for uncomplicated Type B acute 

aortic dissection 

 Subacute or chronic Type B Acute Aortic 

Dissection 

 Dissection location remains stable 

TEVAR interventional therapy 

 First choice for complicated Type B acute 

aortic dissection 

 Hypoperfusion 

 Combined with medical treatment for 

uncomplicated type B dissection. 

 

1.4.1 Treatment of complicated type B aortic dissection 

Compared with type A AD, there are more treatment options for TBAD but still 

remain many controversies. For acute complicated TBAD, most of the current 

treatment methods are combined medical therapy in the form of blood pressure 

lowering with thoracic endovascular aortic repair (TEVAR) to seal the origin tear as 

soon as possible. According to the IRAD study, patients who undergo TEVAR have a 

20% incidence of in-hospital complications, while on the other hand, open surgery is 
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as high as 40%. Furthermore, open surgery also has a higher mortality rate than TEVAR 

(30, 31). 

According to a study by Zeeshan et al. of 77 patients with acute complicated TBAD, 

in-hospital mortality was 4% for those having TEVAR surgery and 40% for those having 

open surgery. Those who had TEVAR surgery had considerably greater 1, 3, and 5-year 

survival rates than patients who underwent open surgery (32). According to 

Moulakakis et al., patients who received TEVAR surgery for acute TBAD had a 30-day 

mortality rate of 7.3% overall, compared to 1276 patients who underwent open 

surgery, who had a 30-day mortality rate of 19.0%. The 30-day survival rate of patients 

who had TEVAR was higher than patients who had open surgery. (33). Hanna et al. 

followed up 50 patients with acute complicated TBAD who underwent TEVAR for five 

years, and their postoperative in-hospital 30-day mortality were 0% in 5 and 7 years. 

The overall survival rate was 84%, and no deaths were attributed to aortic disease (34). 

In conclusion, TEVAR has been widely accepted as the treatment of acute complicated 

TBAD, and it can effectively improve the survival rate of patients and reduce 

complications compared with traditional open surgery (35-39). 

1.4.2 Treatment of uncomplicated type B aortic dissection 

TEVAR has been regarded as an effective treatment modality in complicated TBAD. 

However, there is currently insufficient evidence to prove that TEVAR has absolute 

advantages in the treatment of uncomplicated TBAD. Therefore, the treatment options 

are more controversial in uncomplicated TBAD. Performing TEVAR at this time is likely 

to aggravate the inflammation, also may lead to the extension of the dissection and 

make the condition more dangerous (4, 40, 41). Some studies had pointed out that 

TEVAR is not suitable for patients with uncomplicated acute TBAD because of edema 

and decreased support of the arterial wall. The expansion force of the stent is easy to 
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damage the fragile aortic wall and extend the tear or even form a retrograde type A 

AD (42-44). 

VIRTUE registry investigators conducted a study of the mid-term prognosis of 

TBAD patients after TEVAR. They classified patients into acute (<15 days), subacute 

(15–92 days), and chronic (>92 days). Results of 3-year follow-up showed that TEVAR 

effectively reduces aortic-related death but with a high rate of aortic re-intervention 

(20%, 22%, and 39%). Patients with acute AD have higher chance due to dissection 

(12%, 4%, and 9%), this may be related to unstable and brittle intima of acute AD (45). 

In a study of 132 patients with TBAD treated with TEVAR, Desai et al. found that TEVAR 

surgery in the early (<2 d) and late (2-14 d) acute stages carries an increased risks of 

retrograde type A AD which is often fatal (46). 
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Figure 1.3 Coronal View of patient’s CTA image before (left) and after (right) TEVAR treatment 

of AD.. 

On the contrary, there are some research supporting TEVAR being suitable for 

uncomplicated acute TBAD. Shimono et al. studied 37 patients with TBAD after 

transluminal stent-graft replacement and found the incidence of graft-related 

complications in patients with complicated acute, complicated chronic, and 

uncomplicated acute TBAD were 20%, 12.5%, and 0%, respectively. The incidence of 

false lumen thrombosis in uncomplicated TBAD was 87.5%, hence, they claimed that 

TEVAR is a reasonable treatment option for TBAD. However, stent graft-induced new 

entry is a problem that requires further investigation (47). Brunkwall et al. divided 61 

uncomplicated TBAD patients into two groups based on their treatment plan, best 

medical treatment or best medical treatment combined with TEVAR. Their results 
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show that best medical treatment combined with TEVAR can effectively compress the 

false lumen, compared to best medical treatment alone, where the TL also extended. 

They believe that the time of surgery for acute uncomplicated TBAD is not necessarily 

after 2 weeks, TEVAR in the acute phase can induce false lumen thrombosis and aortic 

remodelling. However, they still expressed reservations, long-term observations would 

be needed to verify (26). 

Most of the long-term deaths from AD are caused by rupture of the false lumen. 

If the false lumen does not completely thrombose, the aortic aneurysm may continue 

to expand. To encourage false lumen thrombosis and aortic remodelling, stop the 

development of aneurysms, and enhance long-term prognosis, early TEVAR 

intervention to cover as many tears as feasible must be performed. (23, 48). Song et 

al. analysed 117 patients with uncomplicated TBAD who received medical therapy 

alone and 135 who received TEVAR. The results showed that the 5-year survival rate 

of patients who underwent TEVAR was 92.3%, which was higher than that of patients 

treated with drugs alone (67.6%). With advances in aortic remodelling techniques, 

TEVAR can improve long-term survival in patients with acute uncomplicated TBAD (49). 

Early TEVAR is possible to prevent continuous aortic dilatation because Schwartz et al. 

reported that approximately 40% of patients with uncomplicated TBAD later need 

TEVAR intervention (50). 

1.4.3 Development of future type B AD treatments 

Whether complicated or uncomplicated TBAD, TEVAR has become a reasonable 

modality currently. For acute and complicated TBAD, TEVAR has been shown to be 

effective and becomes a common and preferred treatment modality. The use of TEVAR 

in uncomplicated TBAD patients has been controversial in the past. With the 

continuous advancement of surgical techniques and equipment in recent years, more 
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and more clinical evidence has shown that TEVAR surgery as early as possible 

combined with medical therapy is effective. It can raise both the long-term survival 

rate and the long-term prognosis of patients. To determine whether TEVAR surgery is 

the optimum course of treatment for acute uncomplicated TBAD, additional extensive, 

prospective clinical studies are required.  

The key of TEVAR lies in the adequate preoperative evaluation of the TL and FL of 

dissection, the formulation of individualized plans, and the accuracy of intraoperative 

operations. In order to develop a specific treatment plan for individual patient, a 

suitable auxiliary model can increase the accuracy of the surgical procedure. However, 

producing patient-specific model for each patient is hard to achieve through 

traditional manufacturing. On the other hand, a new manufacturing technology, three 

dimensional printing (3DP) is able to solve this problem. In Chapter 2, Introduction of 

3DP and its application in medical area, especially for TBAD, will be introduced. 

Chapter 3 will introduce the difficulties on creating a 3D printed TBAD model and our 

solutions. 

1.5 Follow-up of aortic dissection after endovascular aortic repair 

The risks of TEVAR for TBAD depend on many factors including the patient age 

and comorbidities, anatomy of dissection, length to be covered, pre-existing end 

organ ischemia, spinal cord variability in blood supply, etc. As discussed in section 1.4, 

compared to open surgery, TEVAR reduces mortality and morbidity in thoracic aortic 

aneurysm. Short and mid-term prognosis of TEVAR has been reported to be better 

than open surgery (51-55). However, some studies show that long-term survival rate 

of TEVAR is about equal to open surgery, plus, the high re-intervention rate of TEVAR 

patients is also a serious issue (56-59). Bicknell et al. summarized the mortality of 

TBAD non-acute patients after TEVAR in 30-day, 1-year and 5-year. 30-day death rate 
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was reported between 2.5 and 3.2%, 1-year and 5-year mortality from 10.5 to 11.5% 

and 9.2 to 30% respectively. The re-intervention rate of TEVAR was between 15.9 and 

29% (60). Due to the high re-intervention rate of TEVAR and to prevent complications, 

lifelong surveillance is required (61). 

1.5.1 Current imaging modalities for follow-up of aortic dissection and 

intervention 

1.5.1.1 Ultrasound and contrast enhanced ultrasound 

Conventional ultrasonography (US), a simple and affordable technology, has 

replaced other imaging modalities as the primary option for quick diagnosis in daily 

practise. Contrast-enhanced ultrasound (CEUS), a new method for vascular pathology 

detection, has gained popularity in recent years (62-64). The main benefit of CEUS is 

that it enables safer, more precise diagnosis without the use of radiation. The 

formation of endoleaks is one of the main complications following EVAR. Endoleaks 

happen when arterial blood escapes out of the stent graft lumen and into the 

aneurysm sac (64). Because of high sensitivity for detecting endoleaks, CEUS is one of 

the recommended tools for EVAR follow-up (65-67). For TBAD patients, endoleaks 

could be one of the concerns when left untreated or treated in late stage. Therefore, 

for TBAD patients who have proper treatment  in early stage, CEUS is still not a widely 

accepted modality for post-TEVAR surveillance (68). However, colour duplex US is an 

adjunct modality which can be applied with computed tomography angiography (CTA) 

for in post-EVAR surveillance (69). 

1.5.1.2 Magnetic resonance imaging 

There are two main significant advantages of using magnetic resonance imaging 

(MRI) for AD follow-up. First, compared to CT, the contrast does not affect renal 

function. Second, it is a radiation free imaging examination. Several studies have 
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reported that MRI has been evaluated in the follow-up of EVAR. When Guo et al. 

combined four investigations about the detection of endoleaks using MRI and CT, MRI 

revealed 42 extra endoleaks during the paired scans that CTA missed, while CTA 

discovered 2 endoleaks that MRI missed (70). Due to greater soft tissue contrast and 

thus improved contrast sensitivity for small and slow-flow endoleaks, Habet et al. 

indicated that MRI detects a considerably higher proportion of new endoleaks (71). In 

addition to the two obvious advantages mentioned above, similar to US, MRI is not 

recommended for image tracking most TBAD patients who accept proper treatment in 

early stage (70). Also, compared to the speed and convenience of US, MRI is 

considered time-consuming and expensive. 

1.5.1.3 Computed tomography angiography 

Compared to US and MRI, CTA can enable accurately evaluation of aneurysm 

morphology changes, sac diameter, graft anchorage and integrity (68). There are graft-

related complications after invasive treatment, so regular imaging monitoring is 

considered mandatory. CTA is recognised as a standard imaging technique for EVAR 

follow-up due to its excellent sensitivity in detecting endoleaks (71, 72). Following the 

procedure, CTA follow-up examinations are advised to be made at 1, 6, and 12 months, 

then once a year (73). Although CTA is already the standard modality for post-TEVAR, 

routine use of CTA surveillance still has some concerns, and this includes exposure to 

patients with high radiation doses and use of nephrotoxic contrast (74-76). Another 

strategy is imaging monitoring with CTA to track the change in dissection at 1, 3, and 

6 months following TEVAR, and subsequently CEUS may be used to quantify the 

maximum aneurysm diameter at 12 months and yearly thereafter to avoid radiation 

exposure to patients (77). However, continuous use of CTA for long-term tracking is 

still the most robust and relatively convenient option. CTA can monitor stent graft 
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migration and aortic re-modelling in the long term as well as assess patient recovery, 

access-related problems, and reliably excluding dissection in the short term (78-82). 

Therefore, in order to balance accuracy of imaging follow-up and patient safety, further 

research of reducing radiation dose associated with CTA is necessary. 

1.5.2 Radiation exposure associated with computed tomography angiography 

Although radiation-induced cancer is commonly known to be hazardous, the real 

carcinogenic dangers of radiation from diagnostic CT are difficult to quantify. According 

to the results estimated by González et al., 29000 cancer occurrences in the USA 

occurred in 2007 as a result of 72 million CT scans, with chest CT angiography and CT 

of the chest being among the major causes (2700and 4100, respectively) (83). Due to 

the tiny and unreliable radiation dangers amplified by the high volume of CT scans 

performed, the study was found to have overstated the situation incorrectly. Levels of 

radiation from diagnostic CT are too low for existing epidemiological research to 

reliably predict cancer risk (84). Although there is uncertainty about the risk of 

diagnostic CT radiation, due to the gradual increase in the number of radiological 

examinations, the radiology community still generally believes that caution should be 

exercised and follow the long-standing principle of ALARA (As Low as Reasonably 

Achievable) (85-87). 

The best strategy to limit the dose is to avoid using CT when it is clinically 

unnecessary. However, in many instances, the additional benefit of CT overcomes the 

possible radiation hazards. In general, chest CT dose reduction can be achieved in the 

following ways: Acquisition scan parameter optimization, automatic exposure control 

(AEC), technical adaptations, breast shields and reconstruction algorithms (88). 

Common scan parameters adjustment includes tube voltage, current–time product, 

pitch and scan length. AEC maintains continuous image quality at the lowest dose 
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achievable at each sector by varying the tube current according to patient thickness. 

(89). Technical adaptation refers to scanners that use different technologies such as 

adaptive collimation, dual energy and detector (90-93). Reconstruction algorithms 

means to using different algorithms to transfer data collected from detector to 2D 

image (94-97). Due to technical and equipment limitations, we only perform the scan 

parameters optimization in subsequent studies (Chapters 5 and 6) to verify the value 

of 3D printed models. Therefore, the scan parameter optimization will be focused in 

this paragraph instead of other methods. 

1.5.2.1 Tube voltage 

Radiation exposure is proportional to the kVp (peak kilovoltage) if all other factors 

remain the same. In some circumstances, it can be a potential technique for lowering 

the radiation exposure from thoracic CT scans. Shen et al. studied 100 patients, half of 

them underwent thoracoabdominal CTA with low- concentration contrast medium and 

low tube voltage (100 kVp), the other half were scanned with high-concentration 

contrast medium and conventional tube voltage (120 kVp). They claimed the low kVp 

is able to significantly reduce the radiation dose without compromising image quality 

(98). Sharara et al. compared 84 patients who underwent coronary CTA and aortic CTA. 

Seventy of them were scanned by low tube voltage (100 kVp), the other 14 patients 

were scanned by standard acquisition protocol (120 to 140 kVp). The results showed 

that the image quality was not significantly changed by lowering tube voltage (99). 

Lowering kVp reduces photon flux, which in turn produces increased noise and 

lowering the image quality. Patients with larger bodies can exacerbate the problem 

(100, 101). 
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1.5.2.2 Tube current time product 

Current-time product is obtained by multiplying tube current (mA) and exposure 

time (s). The radiation dose is proportional to the current time product if all other 

factors remain constant. Reducing mAs could cause beam hardening and streak 

artefacts, which affect image quality. However, some studies have shown that mAs can 

be greatly reduced without being noticeable by the human eye (102, 103). Compared 

with kVp, adjusting mAs does not significantly affect image quality, so it is the first 

choice for manual adjustment of parameters in clinical practice. 

1.5.2.3 Pitch 

The pitch is calculated using the distance that table travels during one gantry 

rotation divided by the slice thickness or beam collimation. Increasing the pitch means 

the table to move faster and reduce the radiation dose received by the patient. 

However, increasing the pitch reduces the spatial resolution of the images in the Z-axis, 

thus increasing the pitch to reduce the radiation dose is limited in terms of feasibility 

(104-106). High pitch will negatively affect the image quality, therefore, increasing the 

pitch value was not a commonradiation dose reduction strategy until the advent of 

dual-source CT. Apfaltrer et al. provided a new aortic CTA dose reduction idea by using 

high pitch value in dual-source CT. In their study, radiation dose dropped 45% in high 

pitch value mode but the image quality was still acceptable (107). Through the 

comparison of a low dose protocol and conventional protocol patients, Shen et al. also 

proved high pitch is available with the use of dual-source CT (98). By using dual-source 

CT technique, increasing pitch becomes a new strategy to reduce radiation. 
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1.5.2.4 Scan length 

Changing the scan length by focussing on key area can intuitively reduce radiation 

exposure. This method is suitable for use in the follow-up, as the scanning area can be 

limited to the lesions that need to be observed. 

1.5.2.5 Iterative reconstruction (IR) 

Mathematical methods for reconstructing images after scanning can directly 

affect radiation dose and image quality. Filtered back projection (FBP) is the most 

common image reconstruction method with the longest development history. This 

technique can reconstruct images by backprojecting the filtered projection data in 

order to calculate the inverse x-ray transformation using an analytical formula (108). 

Due to its high accuracy and computational efficiency, FBP is still widely used today. IR 

is another image reconstruction algorithm that has gradually emerged in the past 

decade. The initial step of an IR calculation compares an image assumption to actual 

measured values while making continuous corrections until they are in agreement. 

Since commercial implementations of IR algorithms have been available for more than 

ten years and numerous CT scanner manufacturers have created their own IR 

algorithms, the advantages of IR algorithms in terms of image quality improvement 

and artefact correction have long been understood (109). In the early days, due to 

insufficient computer performance, using the IR algorithm would take a lot of time, 

resulting in low image reconstruction efficiency. However, with the continuous 

development of computers, the problem of time-consuming has been solved. The IR 

technique has a number of advantages, including the ability to lower radiation 

exposure and raise reconstruction precision. Higher weights can be given to more 

accurate projections using photon statistics, potentially lowering artefacts and 

increasing dose efficiency (110, 111). Therefore, with the development of more 



21 

powerful computers, IR is a promising way to achieve low-dose CT with high image 

quality. 

1.5.3 Conclusion of aortic dissection imaging follow-up 

EVAR is increasingly used to treat AD, in contrast to open surgery, EVAR relies on 

insertion of a stent-graft without disrupting the physical integrity of the aneurysm wall. 

As a result, one of the key markers of an effective EVAR is aneurysm diameter. 

Therefore, one of the primary objectives of EVAR is characterised as preventing 

aneurysmal sac expansion (112). After EVAR, imaging follow-up often assesses not only 

the aneurysm size but also the endoleak status, stent graft integrity, and stent-graft 

migration (113). 

Compared to open surgery, EVAR has a clear short-term survival benefit (114-116). 

However, there is a high incidence of re-intervention (117, 118). The current prevailing 

approach is to monitor frequently during the first year and then at least once a year 

thereafter (73). However, surveillance plans and methods are inconsistent across 

institutions in terms of frequent use of imaging modalities (119). CTA is the most 

popular follow-up method, but at the expense of increased costs and resource usage, 

besides, radiation, contrast exposure and repeated follow-up negatively affect patient 

health (85, 120, 121). 

In order to reduce patient radiation doses, some studies have also begun to point 

out that the frequency of follow-up can be reduced compared to recommended 

frequent CTA scan in the past. Dias et al. believe that the postoperative CTA scan can 

be abandoned after one year and US is used instead. In their study, regular CT scans 

after EVAR had a benefit rate of less than 10% (122). Some limitations still occur in 

their research, they only used one exclusive stent-graft. Whether 10% is a low enough 

number to forgo a CTA scan is also something to ponder. Baderkhan et al. provide 
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another way to reduce CTA surveillance. They proposed that the follow-up after EVAR 

can be classified according to the first postoperative imaging. Two-thirds of patients in 

in this research demonstrated adequate seal and no endoleak on the first 

postoperative CTA, also they had a low risk of related adverse events five years after 

surgery (123). 

Reducing the frequency of CTA surveillance is contrary to clinician decisions which 

are bespoke to each patient. In this study, we hope to reduce the dose received by 

patients while maintaining CTA surveillance frequency. In Chapters 5 and 6, we use 

patient-specific 3D models to study how to reduce the tracking scan dose and support 

the value of 3DP in the medical area. 

1.5.4 Thesis overview 

In Chapter 2, 3D printing technique will be introduced, including the 

development of 3D printing and its application in the medical area. Limitations of the 

3D printing will also be explained. To create a 3D printed TBAD model with suitable 

material is important in this study, however, due to the complex anatomy structure of 

TBAD, to achieve an accurate TBAD model is challenging. Chapters 3 to 6 are formatted 

as research papers, which have been published in peer review journals. Chapter 3 

introduces a segmentation protocol which is able to segment a TBAD model efficiently 

by open source software. This could potentially benefit for future 3D printing AD 

research. Following the third chapter, Chapter 4 investigates commercial 3D printing 

materials which are readily available. The selected materials had physical property 

close to real human aorta. To verify their performance under CT scan, these materials 

were scanned with same parameters as real follow up TBAD patients. After an accurate 

TBAD model with proper material created, we use it as a scan phantom for lower 

scanning parameters investigation in Chapter 5. A commercial stent-graft was 
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deployed in the model to simulate TBAD patient after surgery. Quantitative 

assessment was conducted by comparing signal-to-noise ratio of different scanning 

parameters. This study showed that radiation dose can be reduced without sacrificing 

image quality by lowering tube voltage. However, diagnostic value of the images can 

not only be judged by quantitative assessment, whether it can be used by doctors for 

diagnosis is the standard for judging image quality in clinical practice. Therefore, in 

Chapter 6, several radiologists and radiographers were invited to qualitatively assess 

image quality. Although adjusting the pitch value will result in significant decrease in 

image quality, qualitative assessment showed that the image is still acceptable in high 

pitch scan. As a conclusion, Chapter 7 organizes all studies in this project and proves 

that radiation dose from routine CT scan still has potential to continue to be reduced 

for follow up of TBAD patients and further validation of the value of 3D printing 

technique in medical applications deserves to be investigated. 
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CHAPTER 2 

3D PRINTING TECHNOLOGIES AND ITS MEDICAL 

APPLICATIONS 

In order to be able to study diseases associated with aortic dissection (AD) and to 

simulate endovascular surgery, patient-specific blood vessel models were constructed 

using 3D printing (3DP) technology to reproduce arterial anatomy in this thesis. In 

order to be able to produce patient-specific models quickly and accurately, the primary 

work in this thesis is to develop an efficient and reproducible protocol. To ensure that 

the 3D-printed model represents the real patient vessel, the materials must have the 

same radiological and physical properties as the real aorta. Finally, after creating a 

patient-specific model that closely resembles real blood vessels, the model was 

validated as an experimental phantom. 
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2.1 Introduction of 3D printing technologies 

Three-dimensional printing (3DP) is a popular manufacturing technology that has 

inspired creative minds in recent years. The 3D printing process initially divides the 3D 

computer model of the object into 2D layered slices, and then stacks the printing 

material to form the model according to the layered slices and repeats the stacking 

action until the model is formed. Prior to 3DP technology, the traditional 

manufacturing processing method for creating 3D models was a subtractive method 

of slowly cutting and carving large pieces of material, which often resulted in waste of 

materials (Figure 2.1). 3DP technology adopts the additive method of stacked layers, 

which avoids unnecessary material waste. This revolutionary manufacturing method 

is potential to build physical models with complex structure that is difficult to achieve 

in traditional subtraction way. This innovation technology can be traced back to the 

1980s, in 1981 Dr Hideo Kodama proposed a rapid prototyping technique for 

fabricating a 3D plastic model with photopolymers which was the first piece of 

literature to describe layer-by-layer manufacturing approach (1). This method which 

known as Stereolithography (SLA) was the first 3DP process invented. Unfortunately, 

Dr Kodama failed to file the patent for rapid prototyping technology because he missed 

the deadline for the application. A few years later, in 1987 the very first 3D printer, SLA-

1 was released by 3D Systems Corporation. 3DP was born.  

Rapid prototyping technology has been in practice for many years. The most 

common method of 3DP is to create a digital computer model file, heat the metal 

powder or plastic material to make it in a molten plastic state, and then print it layer 

by layer to produce a model, this method is also known as fuse deposition modelling 

or material extrusion. Some of other 3DP methods such as SLA, powder bed fusion and 

material jetting are also widely using in different applications (2). Over the years, its 
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manufacturing process has continued to make breakthroughs and innovations. In this 

wave of development, more and more commercial printers and open-source software 

tools are playing an important role as a promoter. Since the software and hardware of 

3DP were opened up, outstanding engineers from all over the world have been able 

to participate in collective creation and work together. It is an ideal to popularize 3DP 

technology in general households. Such an environment drives a variety of models to 

introduce new models one after another. It also allows the general public to evaluate 

the print quality, print speed, printable item size, output stability, and price to choose 

a printer that meets their personal needs.  

 
Figure 2.1 Compared to traditional subtractive manufacturing (Right), additive 3DP (Left) 

stacks material layer-by-layer to produce the product, which is able to avoid waste of 

material. 
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2.2 Medical applications of 3D printing 

Despite the concept of 3DP was proposed since early 1980s, however, due to 

fancy price and immature technique, it was not popular in public domain. With the 

development of technique, the cost of 3DP has plummeted and the accuracy has 

improved, it is already a powerful manufacturing technology well known by the public. 

The 3D printers nowadays have affordable price, user-friendly interface and there are 

many open-source software which are easy to design customize models, therefore, it 

gets more and more exposure in front of the public. With Innovators keep to push the 

envelope, the potential of 3DP begins to reveal. Plenty of applications are discovered 

and developed, 3DP with biomaterials is potentially the solution to organ shortage (3), 

3DP of buildings could possibly solve the housing crisis (4).  

In early 2000s, research of medical applications were initially reported (5-8). The 

early medical applications reports focused on custom prostheses, few years later, 

patient-specific 3D printed models began to be used for preoperative guiding and 

surgeons training (9-12). Today, with the development of materials that are both 

biocompatible and printable, 3DP is becoming increasingly useful (13, 14). 

Personalized 3D printed models are able to accurately replicate anatomy and 

pathology and provide a tactile and visible way for diagnosis and treatment planning. 

Evolving 3D printer with faster printing speed save more time at printing process and 

the friendly software interface lower the threshold of software learning and practicing. 

Multiple material printers allow operators use different materials and colours to 

distinguish different organs or tissue on the models, which make the models visually 

easier to understand (15). 

Four main applications are fulfilled and used in medical area nowadays, 

including 3D printed research phantom, implantable and assistive devices, training and 
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education, preoperative planning and guiding. 

2.2.1 3D printed models for research 

3DP is able to customize complex patient-specific anatomical model which is 

difficult to achieve through traditional subtractive manufacturing. This amazing 

characteristic brings new approaches into academia and clinical practice. A 3D printed 

model with high quality and accuracy with mechanical property close to real human 

organ or tissue is helpful in various applications. With use of 3D printed models, 

experimental research can be conducted on these models instead of real human 

organs, thus avoiding unnecessary exposure of risks such as radiation exposure to 

patients (16). 

A patient-specific vascular model, due to its complex and hollow anatomical 

structure, could be easier produced by 3DP than subtractive manufacturing. Ionita et 

al. successfully created several vascular phantoms through a PolyJet 3D printer, 

including a complex neurovascular phantom (17). Their results showed that despite 

the pre- and post-print phases are challenging due to the limitation of process 

workflow, the accurate phantoms generated could be used to test new endovascular 

device performance and study physiological aspects of the vascular disease. Hazelaar 

et al. thought the commercially available phantoms are commonly manufactured in 

simple, generic forms and sizes and therefore do not resemble the clinical situation for 

many patients, therefore, they made an anthropomorphic thorax phantom based on 

a patient data with lung cancer (18). They used different materials to represent bone, 

soft tissue, lung structure and tumour which gave this model life-like feature and 

radiological property under CT scan. Despite the results CT image look like similar 

enough for their requirements, the mechanical and radiological properties are still 

different from the patient. 
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Within the last several years, some studies investigated the printing materials 

with different properties for human body phantom (19-22). Although there are various 

printing materials in the market, some of them have mechanical property similar to 

real human tissue, however, there are still no printing material that can represent real 

human tissue mechanically or radiologically. To improve the 3D printed phantom, 

identifying the materials which are able to represent each human body part is the main 

challenge now. 

2.2.2 Implantable and assistive devices 

Use 3DP to create implantable devices or prosthesis is one of the fantastic 

applications in medical area. Due to the characteristic that 3DP is able to customize 

and personalize devices for each patient, with the right materials, development of this 

technology could potentially solve the organ shortage crisis and save lives from 

incurable disease by switching a personalized organ for them. However, this promising 

technique is still in its early stage. 

2.2.2.1 3D Bioprinting 

3D Bioprinting is an additive layer-by-layer manufacturing process that similar to 

traditional 3DP except the materials. Bioprinting use cells and biomaterials as 

materials to replicate living tissue, bone, blood vessels and can potentially create 

whole organ for use in medical procedures and researches. Since 1988 the concept of 

bioprinting was first introduced by Klebe (23), the bioprinting technique has been 

developed more slowly than mainstream 3DP because of the cellular complexity of the 

living body. Till 2002, the first extrusion-based bioprinting technology was reported by 

Landers et al (24). The following years saw the introduction of many bioprinting 

methods and printer improvement (25-28). Recently in 2019, Noor et al. successfully 

manufactured a perfusable scale-down heart (29). Despite bioprinting having 
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prospective future for engineering whole organs, it still has a long way to go. In recent 

years, 3D bioprinting technology has gradually been adopted in the medical and health 

industry and has become a high-potential technology for the manufacture of artificial 

tissues and organs. Experts and scholars hope that it can change the dilemma of 

various medical clinical diagnosis and treatment, especially the development of 

medicine. In the past, compound drugs gradually turned to the diagnosis and 

treatment of cells and various active factors. This has drawn high attention in 

bioprinting. How to effectively mix, design and assemble bio-ink, cells and active 

factors together are the key development directions of future regenerative medicine. 

2.2.2.2 Implantable devices 

Contrary to 3D bioprinting, 3D printed Implantable devices were successively 

passed the United States Food and Drug Administration (FDA) approvals since 2010 

(30) and become widely used in medical procedures. Implants are commonly used 

medical devices today, such as pedicle screws, dental nails or artificial hip joints, etc. 

Depending on the patient's condition, its function can be used as an auxiliary 

corrective treatment or directly replace the original tissue of the human body. 

Compared to soft tissue bioprinting, development of hard tissue application is 

relatively mature. Hard tissue 3DP had been used in modern medical area such as 

orthopaedics and dentistry (31-33). The certification and commercial sales of these 

customized metal implant medical devices demonstrate that future medical treatment 

plans will gradually be patient-centric, and the quality of medical care will be greatly 

improved from precise planning, precise surgery to precise treatment. 

2.2.2.3 Assistive devices 

The main function of the assistive device is to make it easier for the user to move 

around, thereby achieving the purpose of independence. Generally, assistive devices 
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are obtained through purchase or tailor-made. The former often cannot meet the 

user's size, and the latter often requires a long time to wait and has the disadvantage 

of higher cost. In recent years, the rapid growth of 3DP technology has the advantages 

of higher structural design freedom, lower cost in small-scale production, rapid 

prototyping of customized products, and saving material waste. These advantages just 

to make up for the above shortcomings (34).  

2.2.3 Training and Education 

2.2.3.1 Anatomy teaching tool 

3D printed models (3DP) are also powerful tools for education purpose. For 

medical student, the traditional anatomy teaching is through cadaver dissection or 

plastinated specimens. Articles discussing the use of 3D printed models as anatomy 

teaching tools have shown positive and promising results (35-37). These articles have 

a clear discussion on why 3DP is better than using cadavers or specimens for teaching 

anatomy. The advantages include easy to store, reproducible, relatively cheap, scalable, 

capable of showing rare cases, dissectible. Compared to precious cadaver teaching 

method, a 3D printed model does not have moral or legal issues. Anatomy teaching 

has also been further improved with the development of 3DP technology. The new 

generation of 3D printers can print models in a variety of colours, and even use 

different materials in different parts, which makes the 3DP technology more room for 

development in the teaching of anatomy. Lim et al. pointed out that 3DP is an 

innovative and effective way for undergraduate anatomy learning (38). Chen et al. 

reported that used 3DP as teaching tools for gastrocolic trunk anatomy structure had 

received positive feedback from students while Ye et al. also reported using 3DP for 

education is able to improve students’ understanding of anatomy (39, 40). Since 2020, 

many countries and regions adopt distance teaching due to coronavirus disease 
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pandemic. Students have had no access to cadavers during the pandemic, which used 

to be the principal way to learn anatomy. Under these circumstances, it is possible for 

3DP to become a potential tool for anatomy education. However, there is limited 

evidence of its educational effectiveness compared to cadaveric dissection (41). 

2.2.3.2 Surgical education 

Simulated surgery training is another way to help medical students, 

inexperienced surgeons or residents practice surgery procedures and understand the 

anatomy of 3DP models. It can also allow trainees to improve their understanding of 

spatial pathology and explore specific anatomy. In different medical fields, the 

application of 3D models as training tool had been discussed recent years, including 

Otolaryngology (42), Orthopaedics (43, 44), Ophthalmology (45, 46), Neurosurgery 

(47-50), Urology (51, 52), General Surgery (53, 54), Anaesthesia (55). Sun and Wang et 

al. discussed about 3D printed models used in cardiovascular surgery training 

simulation and preoperative planning in their review paper (14, 56). In all of these 

previous studies, they believe that using solid 3D models as training tools is an efficient 

and helpful training approach. Because the 3DP model is reproducible and replaceable, 

trainees can learn from their mistakes. This training method provides trainees with a 

safe and relatively stress-free learning environment, and can be practiced for various 

special cases.  

Despite many positive feedbacks, 3DP simulation models still have their 

limitations. The accuracy of the model for complex structures, such as hollow vessel 

models, aneurysms, etc., used to be a major limitation of 3DP (57). But after years of 

development, most of this problem has been overcome (58, 59). Another limitation is 

that 3DP usually only prints the lesion or region of interest, lack of description of other 
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important anatomical surrounding organ and tissue. Also, for small blood vessels and 

tissues, it cannot be achieved with the current commercially-available technology. (60). 

2.2.3.3 Patient education 

Currently, the most commonly used diagnostic tools are mainly 2D images. For 

example, CT and MRI are both two-dimensional images. For patients and their families 

without professional training, it is relatively difficult to interpret 2D images and 

understand their own condition. Even though there are many imaging software that 

can convert 2D images into 3D digital models, a physical 3D model that can be touched 

is far easier to understand than a 2D image that can only be viewed through a screen 

(61, 62). Through the demonstration of the 3D model, patients and family members 

can also understand the upcoming operation in a simple and easy way, figure the risks 

and reduce unnecessary worries. Compared with commercial mass-produced models, 

3D printed models can also express the situation of each different patient more 

accurately (63).  

Andolfi et al. reported that discussed with patient through multicolour 3D printed 

model is an effective way to help patient understand and get ready for coming 

treatment (64). Yang et al. used 3D printed liver models for educating children with 

hepatic tumours and their parents. The results show after presentation with models 

displayed, parents demonstrated improvements in their understanding of basic liver 

anatomy, basic liver physiology, tumour characteristic, surgical procedure and 

associated surgical risks (65). Zhuang et al. randomly separate 45 patients with 

degenerative lumbar disease into three groups and educated them the lumbar 

anatomy, physiology and the surgical plan to them (63). The results show the patients 

educated with personalized 3D models demonstrated an expanded level of 

understanding and satisfaction than patients educated with CT and MRI imaging and 
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3D digital reconstruction. Based on the above research and with the increasingly 

advanced 3D printing technology, the use of personalized 3D models may be the star 

of the future for patient education. 

2.2.4 Preoperative planning and simulation 

The obvious answer that using patient-specific 3D printed models as a 

preoperative guiding tool are helpful is they provide surgeons a physical, touchable 

model to understand anatomical structure inside patients. The purpose of the 

simulation is to make the trainees better understand the anatomy and the procedure 

of the operation, while the preoperative plan is to prepare for the upcoming operation 

(66). Using a touchable 3DP model at this stage will enable the surgeon to have a more 

comprehensive understanding and preparation for the upcoming operation, including 

improves the understanding of the anatomy of individual patients and plans possible 

surgical methods, map out the best surgical routes, determining the most appropriate 

tools needed, and evaluates the feasibility of surgical methods through exercises on 

models (67). Even during the operation, the 3D printed model can be used as an 

auxiliary surgical tool for immediate correction and adjustment of the treatment plan 

(68). Thus, these 3D printed anatomic models based on patient-specific anatomy can 

be used for surgical planning both in and out of the operating room (69). 

Compared to traditional 2D images, for example, CT and MRI, an accurate 3D 

printed model can provide a further non-invasive viewing opportunity and could be 

easier for doctors to prepare the procedure in certain disease with complex anatomical 

structure. Several studies have demonstrated that use patient-specific models for 

treatment planning and intra-operative guiding may potentially avoid making mistakes 

during surgery, and reduce the operation time (70). Furthermore, the use of 

preoperative 3D models as preoperative tool may result in fewer complications and 
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decrease reintervention rate, so patients can save more healthcare expenses by 

reducing the stays in the hospital after operation (71). 

3D models for preoperative treatment planning and guiding become a very 

popular research area in recent years. Mahaisavariya et al. used 3D printed model as 

a surgical simulation tool to perform corrective osteotomy for cubitus varus patients 

(72). Both of their patients were successfully operated as surgical planning without any 

complication. Huang et al. used 3D models as a guiding tool to pre-shape the stent 

graft before endovascular aneurysm repair operation for a juxtarenal abdominal aortic 

aneurysm case (73). To precisely locate the fenestration position, they 3D printed a 

hollow abdominal aortic aneurysm model and used it to cut the fenestration holes on 

the stent graft. They claimed this novel approach for 3DP guiding stent graft 

fenestration is cheap and potentially possible to be used in emergency situation, the 

most important is, this method is able to improve the accuracy of fenestration on stent 

graft significantly. Wang et al. create 3D printed models in personalized treatment for 

complex spinal disorder patients (74). In their research, the use of 3D models reduced 

operating time and intraoperative blood loss as well as the risk of postoperative 

complications. 3DP techniques can also be used to create surgical tools and 

instruments. Sheth et al. print a solid 3D model of a glenohumeral joint with recurrent 

anterior shoulder instability and complex Bankart and Hill-Sachs lesions (75) because 

in this kind of complex anatomy structure, 2D image is often inadequate. The model 

they create was used in the preoperative planning stages of an arthroscopic Bankart 

repair and remplissage. 

These researches present positive outcomes about the use of 3DP in health care 

application. It may able to decrease the cost of operative and reduce the time spent in 

surgery room. More and more research of 3D printed model for preoperative planning 



47 

and guiding are published. However, most of their methods still have not been widely 

admitted as an effective way due to insufficient patients and samples. Besides, most 

hospitals do not have on-site 3D printers and lack operators who have both 3DP and 

medical knowledge. Despite there are still a lot of space to improve the clinical 3DP 

application technology, these studies prove that 3DP is a powerful manufacturing 

technology that full of different possibility to be used in health care domain.  

2.3 3D printing and Aortic dissection 

3D printed models have proven to be highly accurate in replicating normal 

anatomy and cardiac pathology, personalized 3D printed models created from cardiac 

imaging data, primarily from cardiac CT images, are increasingly used in cardiovascular 

diseases, mainly for preoperative planning and simulation of complex surgical 

procedures and medical education (31, 76) (14). To achieve a medical 3DP model, the 

workflow can be separated into five steps: image acquisition, image segmentation, 

surface mesh generation, Standard Tessellation Language (STL) post processing, and 

printing (58, 77, 78) (Figure 2.2). Image data can be acquired in a number of ways, the 

most common being CT and MRI. Import the image data into the software for image 

segmentation, dividing the original image into multiple segments. The image 

segmentation process aims to simplify image data, locate regions of interest, and 

confirm boundaries by labelling each pixel as a distinct segment. Pixels in the same 

segment have certain characteristics (79-81). After image segmentation, the image 

becomes more meaningful and easier to analyse. Surface mesh generation creates the 

surface structure of the model for 3DP based on the segmented dataset, and converts 

this file to the STL file format, which describes the surface geometry and mesh data. 

Due to the characteristics of the STL file format, it has been widely used in computer-

aided manufacturing and 3DP. STL is also a standard file for most 3DP machines. The 
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step after surface mesh generation is STL post-processing, during which the STL file is 

checked and repaired to ensure it is printable. For example, repair holes and gaps in 

model surfaces, repair discontinuous surfaces, and verify wall thickness. In the final 

step, the STL file will be transferred to the press and a physical haptic model will be 

generated. 

 

Figure 2.2 Five steps to produce a patient-specific 3D printed model: image acquisition, 

image segmentation, surface mesh generation, stereolithographic (STL) post processing, and 

printing. 

2.4 Limitations of making 3D printed AD models 

Some previous studies created AD models for various purpose, Lei et al. used 3D 

printed model for customized patient-specific aortic stent graft (82). Gomes and his 

colleague use 3D printed AD model to guide creation of fenestrations in stent graft 

(83). Zhang et al. also proved that fenestrations diameter could be reduced by guiding 

with 3D printed model (84). Hossien et al. created 3D printed models in preplanning 

of Type A AD (85). Finotello et al. investigated a twelve- year follow up post TEVAR 

patient through 3D printed model (86). Despite many researches used to manufacture 

3D printed AD models, however, some of them did not provide a complete 

segmentation method, some of them did not create a hollow model, and in some 

studies, the printing material did not have mechanical property close to real aorta. Due 

Image acquisition
Image 

segmentation
Generate mesh

Stereolithographic 
post processing

Print out
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to the complex anatomy structure and thin thickness of intimal flap, for those without 

relevant basic experience, segmentation of AD could be quite challenging (Figure 2.3). 

In general, hollow models are more practical than solid ones. However, under contrast 

enhancement CT, the edge of the wall is hard to be identified and the aortic wall is 

difficult to be delineated. 

 

Figure 2.3 Because of the thin thickness of intimal flap and unclear aortic wall, AD 

segmentation is challenging. 

In recent years, many open-source software have updated the hollow function. 

As long as the TL and FL can be segmented out, hollow function is able to transfer it 

into hollow model by just one click. Since TL and FL are treated as two distinct objects, 

the intimal flap is double-counted when performing the hollow function. As Figure 2.4 

shows, since TL and FL are hollowed out respectively, the thickness of intimal flap has 

doubled. Incorrect thickness can still be seen despite after merged post-processing, 
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plus, much post-processing can easily change the reality and accuracy of the model. 

Segment the model as close to the original image as possible without excessive post-

processing is another aim. 

 

Figure 2.4 Left: The intimal flap is doubled thickness after hollow function. Right: After 

transfer to segmentation mode and limited post-processing, intimal flap is still thicker than 

original image. 

In order to make 3DP easier to use in clinical practice, besides reducing the cost 

of 3DP, a simple and fast segmentation protocol that can be used on open-source 

software is also necessary. Therefore, in this research we tried to verify a proper 

segmentation method of using 3D printed model for AD research, find a suitable 

printing material which has mechanical and radiological properties close to real human 

body for AD phantom model. We also use AD model as a phantom to optimise follow 

up CT scan parameters for post TEVAR patients, which further improve the value of 3D 

printed models in medical domain. 

Due to complex anatomy and controversial treatment modalities, patient-specific 

3D printed model has the potential to be a powerful tool for AD patients. From 
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treatment planning, educating patients to simulating surgical procedures, an accurate 

patient-specific 3D printed model can provide greatly assistance. However, in addition 

to the exorbitant printing cost, there are still some limitations before high-quality 3DP 

that can widely assist clinical treatment. 

2.5 Accuracy and segmentation process of AD models 

Although 3DP has been proven to use CT, MRI and other medical images to create 

high-accuracy models, however, compared with other diseases, the anatomy of AD 

involves intimal flap that make segmentation process more difficult, especially to make 

a hollow model. Because of the thin thickness, intimal flap in AD could be a great 

challenge in segmentation (87), plus, there were no readily available published 

guidelines or standardized methods for medical image segmentation and the methods 

of segmentation need to be improved to achieve a higher quality model in less time 

(77, 88). In Chapter 3, the development of an efficient segmentation protocol for AD 

cases is proposed and investigated. To address the current lack of published guidance 

for AD image segmentation, a protocol designed for accurate and efficient 

segmentation of intimal flap in CT images is proposed and evaluated (89). In this study, 

there is a focus on using open source software so this method is made easier for 

replication by people who are not familiar with image segmentation or do not have 

access to proprietary processing software. 

2.6 3D printing materials selection 

With the vigorous development of 3DP technology, many companies in the 

market have developed various printers and different printing materials (Figure 2.5). 

Due to the different operating principles of 3D printers, the materials that can be used 

are different, and the finished products produced have different characteristics and 

qualities. In Chapter 4, we use the model produced to simulate the situation of real 
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patients, and we are committed to pursuing a model with mechanical and radiological 

properties close to the real patient's aorta (90). More realistic mechanical properties 

make the model more tactile and can also be used for pre-operative simulation or as 

educational equipment. Since CT scans are a common routine examination in AD 

patients regardless of preoperative and postoperative, models with radiological 

properties similar to real blood vessels can be used as phantom for CT scan 

experiments instead of repeatedly scan real patients. Riedle et al. compared 

commercial 3D-printed elastomers and found that the mechanical property of 

TangoPlus Flex is closest to aortic tissues (91). Follow their suggestions, we 

investigated some different commercial printing materials with different hardness to 

determine a proper material for AD model. 

 

Figure 2.5 To test mechanical and radiological properties, models were printed through 

different printing materials. 
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2.7 Further investigation of the value of 3D printed models 

In current CT examinations, the pre-set scanning parameters and doses used for 

preoperative examination and postoperative follow-up of AD patients usually are the 

same. However, since postoperative patients need regular and long-term follow-up, 

reducing the CT examination dose will greatly reduce the risk caused by radiation. In 

order to further verify the value of 3D models in the medical area, we used the 3D 

printed AD models as the phantom and repeatedly scanned the same model with 

different CT scan parameters, try to reduce the dose to postoperative patients by 

analysing the data from these scans. A quantitative assessment was performed in 

Chapter 5, as a result a recommend optimized scanning protocol is found by 

comparing the signal-to-noise ratio (SNR) in different images (92). However, an image 

with lower image quality does not mean that it has no diagnostic value. To verify the 

diagnostic value of image datasets with different scan parameters, a number of 

radiology technicians and radiologists were invited to perform a qualitative 

assessment in Chapter 6. All images were anonymised, and participants filled out 

questionnaires to express whether they thought the images had diagnostic value. 

Through the studies in Chapters 5 and 6, we found better tracking scan parameters for 

postoperative AD patients. These studies further demonstrate the value of 3DP for 

clinical research. 
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CHAPTER 3 

OPTIMAL IMAGE SEGMENTATION PROTOCOL FOR 

3D PRINTING OF AORTIC DISSECTION THROUGH OPEN-

SOURCE SOFTWARE 

To determine the optimal image segmentation protocol that minimizes the 

amount of manual intervention and correction required while extracting 3D model 

geometries suitable for 3D printing of aortic dissection (AD) using open-source 

software. Materials & methods: Computed tomography images of two type B AD 

(TBAD) cases were selected with images segmented using a 3D Slicer to create a hollow 

model containing the aortic wall and intimal tear. A workflow composed of filters, 

lumen extraction and outer surface creation was developed. Results & conclusion: The 

average difference in measurements at 14 anatomical locations between the Standard 

Tessellation Language file and the computed tomography image for cases 1 and 2 were 

0.29 and 0.32 mm, respectively. The workflow for the image segmentation of TBAD 

was able to produce a high-accuracy 3D-printed model in a short time through open-

source software. 
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3.1 Introduction 

Aortic dissection (AD) is one of the most dangerous and fatal cardiovascular 

diseases that require urgent treatment. Acute AD (AAD) is the separation of the layers 

between the aortic walls. Blood flow tears any breach on the aortic wall, and blood 

enters into the space between intimal and media layer creating two passages for blood 

flow, the true lumen and false lumen. Based on the anatomical location, AAD can be 

classified into Stanford type A or type B. The dissections that occur at the ascending 

aorta are classified as type A, whereas TBAD involves only distal to the left subclavian 

artery. For type A AD, if the situation is left untreated, early mortality can be increased 

by >1% per h. 50% of patients with type A AD die within 3 days, 75% die within 2 weeks, 

and the mortality within 3 months can be >95% (1-3). 

Patients with Stanford type A AAD need immediate surgery after diagnosis 

because of high mortality and various complications. For patients with TBAD, the 

management of treatment is controversial, as it can be treated either medically or 

through endovascular stent-graft surgery, depending on the clinical presentation (3-9). 

Therefore, further research for managing the best patient-specific treatment is 

necessary. A touchable 3D-printed model has potential to be a powerful tool for 

investigating the best treatment options for patients with AAD. 3D printing (3DP) is a 

rapidly developing technology that can produce a physical and touchable model from 

3D computer digital model through material layering (10-15). This technology is 

becoming more and more mature and has increasing applications in a wide range of 

areas (16, 17). The 3D-printed models have great potential in the medical field. They 

can be used in a variety of areas including preoperative and planning and simulation, 

training and education of medical students and residents, improving doctor-patient 

communication, and developing optimal computed tomography (CT) protocols (18-23). 
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Studies have shown that 3DP heart models are able to reduce the risk of perioperative 

complications (24, 25). Due to its performance of improving the understanding of 

anatomical structures, 3DP models also improve the efficiency of surgery (26, 27). 

To achieve a medical 3DP model, the workflow can be designed with five steps: 

image acquisition, image segmentation, surface mesh generation, Standard 

Tessellation Language (STL) post processing and printing (Figure 3.1) (16, 17, 28, 29). 

The image data can be acquired in various ways, and the most common methods are 

CT and MRI. The image data are imported into the software to perform image 

segmentation, at the end of which the original image will be separated into multiple 

segments. The image segmentation process aims to simplify the image data, locate the 

regions of interest and confirm boundaries by labelling every pixel into appropriate 

segments. Pixels that are in the same segment have certain characteristics (30-32). The 

image will become more meaningful and easier to analyse after image segmentation. 

Surface mesh generation creates the surface structure of the model for 3DP based on 

the segmented dataset and converts this file into the STL file format, which describes 

surface geometry and mesh data. Owing to the characteristics of the STL file format, it 

has been widely used for computer-aided manufacturing and 3DP. 

Image segmentation plays an important role in the conversion of digital images 

into surface meshes. Even with a high-resolution image source, a physical model 

cannot be printed if segmentation has not been performed well. However, if the image 

resolution of the original source is poor, the image segmentation process could be 

unsuccessful in some particular locations or diseases that require higher resolution. 

Kov´acs et al. proposed a computer-aided method to segment the true and false lumen 

on AD segmentation. Their algorithm can fully automatically capture true and false 

lumen on AD cases with regular-shaped aortas (31). With the development of deep 
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learning algorithm, Li et al. and Cao et al. used convolutional neural network and 3D 

U-net, respectively, to segment cases with AD (33, 34). They annotated true and false 

lumen using open-source software and provided fully automatic methods to segment 

dissection aorta. Yet, none of them provided further details of annotation protocols. 

The availability of a protocol to segment aorta from AD cases using open-source 

software could be helpful for future research as it would lower the barriers of 

segmentation learning. There are no readily available published guidelines or 

standardized methods for medical image segmentation, and the methods of 

segmentation need to be improved to achieve a higher quality model in a shorter time 

(35, 36). Therefore, this study focuses on the development and optimization of the 

procedure of image segmentation through open-source software, which is essential 

for the successful generation of STL models suitable for the 3DP of relevant medical 

models. 

 

Figure 3.1 A medical 3D-printed model can be produced through five steps: image 

acquisition, image segmentation, surface mesh generation, Standard Tessellation Language 

post processing and printing. STL: Standard Tessellation Language. 

3.2 Materials & methods 

To verify a proper workflow for TBAD segmentation, appropriate patient data 

were selected to provide the subject matter expert for development and evaluation of 

the 3DP model workflow. The proposed workflow requires preparation and processing 
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of the patient image data to facilitate lumen segmentation and ultimately creation of 

the STL model. All post-processing steps were conducted through open-source 

software. The suitability of the workflow is validated by comparing equivalent 

locations in the patient CT scan data and the STL model. This study was approved by 

the Curtin Human Research Ethics Committee (approval number: HRE2018-0087). 

3.2.1 Patient data selection 

Contrast-enhanced CT image data of 11 patients who underwent type B AAD 

between November 2015 and March 2016 were de-identified and retrieved from a 

public hospital. One of the patient datasets (contrast-enhanced CT performed on a 

128-slice CT with a 120 kVp tube potential, 128 reference mAs and 1.0 mm 

reconstructed slice thickness) was selected to develop an optimal segmentation 

workflow, performs uneven distribution between true and false lumen, which is one 

of the challenges in AD segmentation. Additionally, the difference in Hounsfield unit 

(HU) between the descending aorta and the abdominal aorta is large in this case. 

Another patient dataset (120 kVp tube potential, 184 reference mAs and 1.0 mm 

reconstructed slice thickness) with an even contrast distribution was selected to 

validate the devised workflow. 
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Figure 3.2 Middle segment of the aorta in selected patient 1 and patient 2. Patient 1 

haduneven distribution of contrast enhancement between true and false lumen (upper left) 

and blurred aorta borders (upper right). Patient 2 had more complete performance of aorta 

CTA image than Patient 1 (lower left and right). 

Authors chose these two cases because of better image quality and images 

describing the regions of interest clearly (true and false lumen, intimal flap and 

fenestration). Images of patient 1 were selected because of the high contrast 

difference between true and false lumen with significantly lower CT attenuation in the 

false lumen. In contrast, patient 2 images represent a good example of better contrast 

enhancement in both true and false lumens. In the remaining nine cases some of them 

are not applicable to this method since their false lumen has no contrast difference 
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with surrounding organ. Other cases have low image quality that causes the blur edge 

on the image, thus it is difficult to be measured even in the original images. 

3.2.2 Post processing 

All patients’ image datasets were transferred to a desktop PC with Intel Core 

processor (4 × 3.0 GHz), 8 GB RAM and an Intel(R) HD Graphics 630 display adapter for 

post processing. Thresholding is the most common function used to conduct an 

automatic segmentation process. However, due to the scanning time and the complex 

anatomic structure of the dissection aorta, the distribution of contrast can be uneven 

between true and false lumen. To solve this problem, a protocol was devised for 

optimizing type B AAD segmentation as shown in Figures 3.2 and 3.3. One of the 

criteria applied in the selection of software for this study was that it should be easily 

acquired and able to run on most modern desktop or laptop workstations. Therefore, 

all selected software is open-source and available for download online. After 

comparison of different open-source software, with all the necessary function for this 

workflow in the default package, 3D Slicer was considered as suitable post processing 

software for this study. 3D Slicer (version 4.10.0, www.slicer.org; MA, USA) is free 

software for medical image visualization and computing (37). It should be noted that 

the available 3D-slicer programs such as Slicer are not currently US FDA approved, and 

therefore, their use is not in current practice in clinical cardiac medicine. 
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Figure 3.3 A protocol devised for optimizing type B acute aortic dissection segmentation. 

 

Figure 3.4 Developed protocol for image processing and segmentation of type B aortic 

dissection. (A) Original computed tomography image. (B) Image cropping. (C) Image after 

applied de-noising and contrast enhancement filters. (D) Reconstruction and extraction of 

the lumen. (E) Final outcome of the Standard Tessellation Language (STL) model. (F) STL 

model top view. (G) STL model bottom view. (H) Renal artery on the STL model. (I) Celiac 

trunk and superior mesenteric artery on the STL model. 
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3.2.3 Image filters & enhancement 

In order to increase the efficiency of detection for lumen segmentation, it is 

recommended that image filters and image enhancements are applied before using 

any auto-segmentation function. These include cropping, anisotropic diffusion filter 

and contrast enhancement. 

Cropping: A typical initial action is to crop the image data to remove unnecessary 

peripheral parts of the images and to extract the region of interest. Using a crop image 

tool to reduce the image volume will improve the efficiency of any subsequent 

processing steps by removing unwanted regions of the image data and increasing the 

processing speed for the remaining region of interest. For CT image series, a volume 

cropping function is the most efficient option to achieve the desired outcome rather 

than cropping individual images one at a time. For TBAD, the region of interest should 

include the whole aorta. Considering the clinical value of the physical 3DP model, the 

segmentation should include the ascending thoracic aorta, aorta arch, descending 

thoracic aorta and abdominal aorta. In addition, the base of the brachiocephalic trunk, 

left common carotid artery and left subclavian artery should be included at the top 

and, if applicable, the common iliac artery should be included as well. 

Anisotropic diffusion filter: This filter is used to reduce the noise in digital images. 

Anisotropic diffusion reduces noise in a similar way to Gaussian blurring using the 

same diffusion coefficient; however, in the case of anisotropic diffusion, the diffusion 

remains inside the applied region and the blurring is prevented from going across 

strong edges. Using this filter efficiently reduces the digital noise while at the same 

time relatively increasing the clarity of edges. After anisotropic diffusion, the range of 

HU inside the lumen is reduced and the edge becomes sharper, so it will be easier for 

subsequent image processing steps to detect the edge. 
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Contrast enhancement: The Intensity Windowing Image Filter applies a linear 

transformation algorithm to the intensity levels of the input image within a user-

defined interval. Values below this interval will be set to a constant, and values higher 

than this interval will be set to a different constant. In this study, the HU range of lumen 

is set as 60–400. Thus, the input minimum is set to 60, and the input maximum is set 

to 400. To ensure that the HU of the new enhanced image has a contrast that is strong 

enough to separate lumen and other unwanted regions, the output minimum is set to 

0 and the output maximum is set to 10000. After the Intensity Windowing Image Filter 

is applied, all the pixels with HU values <60 are set to 0 and all the pixels with HU values 

>400 are set to 10000. The pixels which originally had HU values between 60 and 400 

now have a new HU value from 0 to 10000 based on the linear transformation 

algorithm. This means that the unwanted region has been set to constant values and 

the useful part of interest (HU between 60 and 400) not only has been retained but 

also has a stronger contrast that is more easily segmented. 

Lumen extraction: Image segmentation is applied to the cropped and filtered 

image data that underwent specific contrast enhancement to separate the lumen. 

However, there are still some unwanted regions in the image data that are also in the 

original HU range between 60 and 400, such as the heart, branches of aorta, organs 

that are connected to branches of the aorta, bones in the chest and the abdomen. The 

overlapping of HU values makes it hard to remove them through the application of the 

Intensity Windowing Image Filter. Therefore, the next step is to remove these 

unwanted parts and then extract the lumen. 

Threshold selection: The fastest and simplest way to begin the segmentation 

process is to apply a ‘threshold’ function. A threshold is selected to exclude specific 

range or ranges of HU values. In this study, the threshold has been chosen as 2000–
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10000. Visual inspection of the image data indicates that the majority of the lumen 

region has HU values within this selected interval. Excluding pixels that have HU 

between 0 and 2000 does cause a part of lower lumen to be eliminated, and some 

darker parts in the lumen where thrombus and turbulence are present. Nonetheless, 

the selected threshold range does efficiently rule out a significant amount of the 

unwanted regions such as many branches of aorta, some parts of heart and organs 

that connect with aorta. 

Reconstruction and cleaning: The objective of this step is to extract the entire 

lumen and remove unwanted parts. Using a 3Dpreview or rendering tool before 

cleaning will reduce the difficulty associated with the cleaning process. An efficient 

cleaning method is achieved by using two basic image segmentation tools: scissors and 

identify islands. Scissors is a tool used to clip segments. Identification of islands can 

create a unique segment for each connected region of the selected segment. The main 

approach is indicated in Figure 3.4, where the scissors function is used to cut off the 

connections between aorta lumen and unwanted parts, followed by identifying islands 

to isolate the lumen. Typically, the connections that need to be cut off include all of 

the organs and branches connected by aorta, such as the heart, kidneys, coeliac trunk, 

superior mesenteric artery (SMA) and inferior mesenteric artery. Unexpected 

connections such as tiny branches, can occur between the spine and aorta sometimes. 
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Figure 3.5 Lumen extraction. The scissors function is used to cut off connections between 

aorta lumen and unwanted parts and switch to identifying islands to isolate the lumen. 

Smoothing: Applying a smoothing function before creating the outer surface is 

recommended. It can make the final outer surface smoother and less spikes are 

generated that need to be fixed. The smoothing in this step should be carried out by a 

median filter with kernel size <2 mm (3 × 3 × 3 pixels). The anatomic structure tends 

to be changed if a big kernel size is applied. The Gaussian filter has a powerful 

smoothing effect but tends to change the shape and reduce the accuracy of the model. 

The Closing (fill holes) filter can be applied as well, and the kernel size should be <2 

mm or the structure around tears will be changed. 

Outer surface creation: A solid aorta lumen model is initially produced through 

reconstruction and cleaning. To achieve a hollow model, the next step is to create an 

aortic wall and intimal flap. The average aortic wall thickness is about 2.7 mm (33). The 

aortic wall can be created using the hollow function to generate a 2.7 mm outside 

surface of the lumen. However, since intimal flap thickness is usually <2.7 mm, using 
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the hollow function tends to lead to the disappearance of the intimal flap. Therefore, 

the aortic wall and the intimal flap should be created separately. 

Aortic wall: In their study of aortic wall thickness, Liu et al. found that the average 

aortic wall thickness for patients with hypertension is about 2.7 mm (38). There are 

two methods to create aortic wall with automatic function in open-source software. 

In 3D Slicer, the hollow function can create a 2.7 mm outer surface based on solid 

lumen segment. In most open-source software, if a hollow function is not available, 

dilate is an alternative function available to create an aortic wall. Dilate applied to the 

lumen creates a dilated (i.e., wider diameter) version of the lumen, and from this, the 

original lumen can be subtracted to produce the aortic wall, which is close to the one 

generated by the hollow function method. 

Intimal flap: The dilated lumen segment can be used as a mask to find the intimal 

flap. After the lumen is dilated, this segment includes original lumen, intimal flap and 

aortic wall. Figure 3.5 shows the use of the threshold function to identify the low 

contrast area inside the dilated lumen. Through this approach, one can find the intimal 

flap segment. 
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Figure 3.6 Using threshold function to identify low contrast area inside dilated lumen. (A) 

Location of near aortic arch. (B & C) Locations of flap tears. (D) Location above the superior 

mesenteric artery. 

Combination: The aortic wall segment and the intimal flap segment can be 

combined together through the logical operators function in 3D Slicer. This combined 

segment with aortic wall and intimal flap is the final 3D model outcome before the 

complete geometry is exported as an STL file. A final anatomic structure check should 

be performed at this stage including checking the shape of true and false lumen, tear 

of flap, and location of branches. Smoothing is an optional operation that can be 

applied in this step or it can be applied after the model has been exported as an STL 

file. 
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3.2.4 Validation 

The STL files of the two patients were re-imported into 3D Slicer and 

reconstructed as a tomography slice image to compare with original CT images. 

Fourteen different anatomical locations were measured with measurements taken 

from the inner lumen of the aorta and were recorded in Table 3.1, which included 

three branches on the aortic arch, abdominal artery and three points selected 

between the aortic arch and abdominal artery. The internal diameters of the true and 

false lumen were calculated by taking the average of the two axis measurements. Since 

the smoothing function was applied before transferring the file to printing, the 

segmented data is the same as STL. Only holes fixing approach was used in the pre-

printing checking. One has to admit that the intimal tears are sometimes difficult to 

be detected by the software due to its tiny structure and fibrous member features 

which present challenges for both visualization and image post processing and 

segmentation. However, in this study, through the contrast enhancement filter, the 

possibility of missing intimal tear was greatly reduced. Authors did not encounter any 

issue of segmenting the true lumen from the false lumen across the flap with our 

developed workflow, neither did our segmentation approach lead to ‘false 

fenestrations’ or ‘erroneously closing true fenestrations’. The accuracy measurements 

were conducted by two experienced 3D Slicer software users and the output STL file 

was checked by an experienced vascular and endovascular surgeon. 

Table 3.1 Measurements taken at fourteen different anatomical locations for comparison 

and validation. 

  Patient 1  Patient 2  Average 

Anatomical location 

 STL 

(mm) 

DICOM 

(mm) 

Error 

(mm) 

 STL 

(mm) 

DICOM 

(mm) 

Error 

(mm) 

 STL 

(mm) 

DICOM 

(mm) 

Error 

(mm) 

Brachiocephalic trunk  17.70 17.30 0.40  18.35 18.60 0.25  18.02 17.95 0.33 

Left common carotid  10.00 9.85 0.15  7.94 8.32 0.38  8.97 9.08 0.27 
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artery 

Left Subclavian artery  12.50 12.50 0.00  12.52 13.03 0.51  12.51 12.76 0.26 

Ascending aorta   40.30 40.45 0.15  45.35 45.85 0.50  42.82 43.15 0.33 

True lumen 1  18.60 18.55 0.05  18.05 18.35 0.30  18.32 18.45 0.18 

False lumen 1  24.50 24.30 0.20  26.15 26.75 0.60  25.32 25.52 0.40 

True lumen 2  13.88 14.14 0.26  16.45 16.85 0.40  15.16 15.49 0.33 

False lumen 2  23.00 23.65 0.65  22.90 23.30 0.40  22.95 23.47 0.53 

True lumen 3  12.60 13.10 0.50  12.64 12.71 0.07  12.62 12.90 0.29 

False lumen 3  18.80 19.40 0.60  14.66 15.03 0.37  16.73 17.21 0.49 

Abdominal aorta  12.55 13.10 0.55  N/A N/A N/A  N/A N/A N/A 

Intimal flap 1  1.37 1.54 0.17  1.75 1.79 0.04  1.56 1.66 0.11 

Intimal flap 2  1.42 1.64 0.22  1.74 1.98 0.24  1.58 1.81 0.23 

Intimal flap 3  1.77 1.93 0.16  1.54 1.66 0.12  1.65 1.79 0.14 

Average Error    0.29    0.32     

 

3.3 Results 

The measurements were conducted at the base of the brachiocephalic trunk, left 

common carotid artery and left subclavian artery. The true and false lumen were 

measured at three different locations: distal of the aortic arch, middle of the thoracic 

aorta and location above the celiac trunk. For patient 2, diameter of the abdominal 

aorta cannot be compared since the dissection continues from the thoracic aorta to 

the iliac artery. Due to variation of the dissection and its extent involving different parts 

of the abdominal aorta (dissection in patient 1 ends at the SMA, while dissection in 

patient 2 involves abdominal aorta and extends to the common iliac arteries), authors 

could not compare the abdominal aorta diameter below SMA between these two 

cases. 

Measurements taken in the CT images were compared with measurements of 

equivalent features available in the STL files for the two patients. Two scatter plots 
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shown in Figures 3.6 and 3.7 were generated from four different datasets. A strong 

correlation (r = 0.99) was noted in each scatter plot. 

 

Figure 3.7 Scatter plot of the STL model measurements and CT image measurements of 

patient 1, with 0.29 mm average difference. 

 

Figure 3.8 Scatter plot of the STL model measurements and CT image measurements of 

patient 2, with 0.32 mm average difference. 
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As shown in Table 3.1, the average differences between the STL file and the CT 

image for patient 1 and 2 were 0.29 and 0.32 mm, respectively. The average 

differences in true lumen between the two patients were 0.27 mm. The average 

difference of false lumen was 0.48 mm on patient 1 and 0.46 mm for patient 2. At the 

intimal flap level, measurements showed an average difference of 0.18 and 0.13 mm 

for patients 1 and 2, respectively. Both patients had a greater average difference of 

measurements at false lumen. For patient 1, the maximum difference of 0.65 mm 

occurs at false lumen 2. The maximum difference of 0.6 mm occurs at false lumen 1 

for patient 2. The maximum of average error occurs at the false lumen 2 and was 0.525 

mm. By following the devised workflow in this study, both comparisons demonstrated 

a strong correlation (r = 0.99), with all the data points lying closely and exhibiting a 

perfect correlation line (r = 0.99). Measurement differences between original CT 

images and STL files could be due to several reasons. First, the error or disagreement 

in measurements could be simply caused by the measurement variability introduced 

by manual measurements. Second, pixel selection during image segmentation and 

processing the final reconstruction and cleaning of volume data could contribute to 

the measurement discrepancy between CT images and STL files. Third, after smoothing, 

some of the surface could slightly be changed, the balance between surface roughness 

and accuracy is an important aspect to be weighed. Fourth, when reimporting STL file 

back into 3D Slicer for further measurement, the model could be changed because of 

the file converting process. 

3.4 Discussion 

The greatest challenge in TBAD segmentation is to distinguish aortic wall, true 

lumen, false lumen and intimal flap. Kov´acs et al. presented an algorithm which can 

segment entire aorta and identify the dissection membrane between two lumens (31, 
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39). This method was very accurate in identifying the aorta and detecting the intimal 

flap but not accurate if there are irregular-shaped aortas and it is difficult to achieve 

an accurate identification with open-source software. Thanks to the increasing interest 

and recent development on machine learning or deep learning, Li et al. (33) and Cao 

et al. (34) provided another method to segment two lumens. Compared with other 

methods, deep learning approaches are relatively straightforward since they do not 

include multiple classical image processing methods. However, for supervised training, 

deep learning-based methods require a large amount of manually annotated data, 

which could be very time consuming. Both of these studies used open-source software 

to achieve annotation, yet none of them has published further details about their 

annotation protocol. 

This study is focused on providing an efficient way to create a high AAD 3DP 

model by using software accessible for everyone who is interested in 3DP. In many 

cases, especially in the lower body and false lumen, the HU in the lower aortic lumen 

is extremely close to the aortic wall because the blood flow may be disordered in 

patients with AD and some of these patients might have thrombus. Contrast medium 

can help us understand the movement of blood flow in the aorta; however, only 

minimal blood flow goes into the thrombus part, which creates images that appear 

less bright and features of interest that are less distinct. In some cases, the blood flow 

does not go into thrombus part at all and the HU is exactly the same as aortic wall and 

other surrounding areas. The dissection also results in disordered and turbulent blood 

flow. The HU could be unusual when the contrast medium goes turbulent. Second, due 

to aortic anatomy, blood flow will go through some branches since it leaves the heart 

including brachiocephalic trunk, left common carotid artery and left subclavian artery, 

celiac trunk, renal arteries, and superior and inferior mesenteric arteries. After passing 
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these many arteries, the contrast becomes split. The contrast concentration in the 

lower body declines owing to the distance it travels in the aorta, which results in darker 

images from the lower aorta, that is, lower HU values than in the upper aorta. Other 

reasons that lead to different distributions of contrast medium in the aorta are 

scanning time and the dosage of contrast. Too early or too late a capture time will 

affect the location of contrast in the images. In this study, in seven out of 11 cases, 

upper aorta is brighter than lower aorta. All cases were scanned using the general 

chest CTA scan protocol (120 kVp tube potential, 150 reference mAs and 1.0 mm 

reconstructed slice thickness). Their CT images were of sufficient quality and showed 

a clear depiction of aorta which are sufficient for diagnosis; however, they are not able 

to rapidly produce a 3DP model without any filters and adjustments of the original 

image. 

Both selected patients did not have thrombus in the false lumen. The workflow 

presented here was applied to image data for a patient who had dead end false lumen. 

Due to the thrombus at the end of the false lumen, there was no blood flow in the 

distal false lumen, and therefore, no contrast was present at the end of false lumen. 

This problem cannot be solved through this study since there is no contrast inside false 

lumen, and therefore, it is virtually impossible to detect the shape of false lumen 

through threshold or other threshold-based segmentation functions. 

Two methods were applied to segment a dissection aorta in using the open 

source software: edge detection and region growing. In general, edge detection 

methods identify and locate sharp discontinuities in an image. This function can be 

used for human organ recognition in medical images (40). Edge detection can be used 

to detect and extract a normal aorta; however, it is not a suitable function for a 

dissection aorta since it has two lumens that are separated only by a thin membrane. 
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Applying edge detection on a dissection aorta can cause the intimal flap to be 

generated considerably thicker than its actual thickness because it is detected twice at 

the true lumen and false lumen sides. Furthermore, edge detection will separate the 

true and false lumen into two individual segments, which will affect the accuracy of 

the created 3D model due to the difficulty in identifying the original aortic wall location. 

Additionally, the aorta surface will connect to the spine or other organs when trying 

to make an outside surface using an edge detection function. 

Region growing is a general region-based image segmentation function that has 

a wide usage in medical image segmentation (41, 42). It can classify the pixels on the 

image into different segments based on features of the pixels selected in the initial 

seed. This method has potential to process segmentation faster than the threshold 

function since it does not need to clean the superfluous bones, arteries and organs. 

Furthermore, the aortic wall and flap can be generated directly through this method, 

so it can save the time needed to create them. Uccheddu et al. created 3D-printed 

models for cardiovascular interventions through the region growing function (43). 

They proved the potential usefulness of the 3D-printed models in cardiovascular 

disease diagnosis and treatment planning. However, their work did not include AD 

cases. In our study, it is difficult to perform region growing on patients with TBAD due 

to the long anatomic structure of aorta and the uneven contrast situation. When 

applying region growing, the effect worsens as the growing region moves away from 

the initial seed. Since the aorta is a long anatomic structure, initial seeds had to be 

drawn at least every twenty slices for proper functioning of region growing. In some 

locations of lower aorta, the seeds had to be painted every ten or fewer slices because 

of the complicated dissection structure and low image quality. Owing to the uneven 

contrast distribution, there were times when some additional slices needed to be 
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painted because of the blurred edges and thin intimal flap. Applying region growing 

might save time in cleaning unnecessary parts and creating wall and flap segments, 

but it takes too long to draw the required seeds and manual fixing. Thus, region 

growing is not the best option for segmenting a dissection aorta. This function might 

have potential for use in reconstruction and cleaning process to shorten the manual 

fixing time cost. The benefits of region growing applied to the segmentation of AD 

cases could be investigated in future studies. With the fast development of imaging 

processing, newly released filters and functions provide various potential ways to 

conduct segmentation efficiently. 

The workflow in this study provides an efficient way to segment AD aorta through 

open-source software. By adding the filters before applying the threshold, this 

workflow provides an efficient way to segment a dissection aorta with high accuracy 

through accessible open-source software. In the two selected cases, their segmented 

files were exported to the STL format and imported to Meshmixer (v3.4.35; Autodesk, 

Inc., CA, USA. www.meshmixer.com) for pre-printing checking (44). By using the auto-

check function in Meshmixer, <5 errors were detected, and these could be 

automatically fixed by the software. There were no evident significant flaws in the 

models after being converted into the STL file format. 

In this study, authors focused on the improvement of the efficiency of dissection 

aortic segmentation with use of open-source software. In previous studies, 

researchers tend to solve the challenges of dissection segmentation through artificial 

intelligence or new algorithms (26, 28, 29). However, these approaches are not easy 

to achieve for open-source software user. Therefore, authors did not describe specific 

function or algorithm in our workflow. Instead, authors provided some basic functions 

that can be easily applied in most of the open-source software applications. Therefore, 

http://www.meshmixer.com/
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our workflow is helpful for users who do not have medical image segmentation 

knowledge to improve their understanding of the workflow of dissection 

segmentation. For an experienced software user with difficulty in dissection 

segmentation, it also provides them with an efficient way to process the segmentation. 

There are some limitations in this study that should be acknowledged. In this 

study, authors chose these two cases from 11 cases because they have better image 

quality and their images describe the regions of interest clearly (true & false lumen, 

intimal flap and fenestration). Patient 1 images were selected because of the low 

contrast difference between true and false lumen. This problem is quite challenging. 

In contrast, patient 2 images represented a good example of better contrast 

enhancement in both true and false lumens. It was chosen to validate the workflow 

on nonchallenging case. Authors agree that the low number of model is the main 

limitation of this study. Further, to perform quantitative and qualitative assessments 

of the 3D-printed model accuracy, in addition to including more cases, more assessors, 

preferably experts on AD will be invited in the future study to enable robust statistical 

analysis of results. In this study, due to limited case number (only two cases), Pearson’s 

correlation is sufficient to show comparison of the accuracy between STL and original 

CT images. With more cases to be collected in further studies, Bland-Altman plots with 

limits of agreement should be used to allow generation of results with better statistical 

analysis. 

This study is focused on creating a high-quality dissection STL model suitable for 

3DP. Model wall thickness is also an important factor that needs to be considered 

carefully to find balance between actual tissue properties and printability, especially 

for the extremely thin part like the intimal flap. Any holes and flaws have to be avoided 

before STL post fixing to increase accuracy of replicating anatomical structures. The 



85 

pixel size also needed to be considered due to 3D printer’s limitation. Our objective is 

the development of a segmentation protocol that facilitates the generation of STL 

models directly suitable for 3DP that require a minimal amount of manual intervention 

or correction during the entire workflow. Our future work will verify the model 

accuracy by reimporting the STL mesh models into the 3D Slicer software to check the 

overlapping with the volumetric data. 

3.5 Conclusion 

In this study, we devised a workflow for the segmentation of TBAD. Application 

of this protocol to relevant CT image data can produce a high accuracy 3D model 

geometry suitable for 3DP. In addition, this result is achieved in a shorter time owing 

to the reduced time required for the segmentation task. All needed functions in this 

method are available through open-source software with the default toolkit. Because 

of the limitation of the threshold function, this workflow cannot be used in some 

circumstances, such as complete thrombus in the false lumen or when there is no 

difference in the HU value between lumen and the surrounding organs. This workflow 

could be helpful for anyone who does not possess commercial software but who is 

interested in producing 3D-printed models of AD cases. This method can be 

reproduced by someone who has general knowledge of performing image post 

processing and segmentation using software tools. 
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CHAPTER 4 

INVESTIGATION OF THREE-DIMENSIONAL PRINTING 

MATERIALS FOR PRINTING AORTA MODEL REPLICATING 

TYPE B AORTIC DISSECTION 

This study aims to determine a printing material that has both elastic property 

and radiology equivalence close to the real aorta for simulation of endovascular stent-

graft repair of aortic dissection (AD). With the rapid development of three-dimensional 

(3D) printing technology, a patient- specific 3D printed model is able to help surgeons 

to make a better treatment plan for Type B AD (TBAD) patients. However, the 

radiological properties of most 3D printing materials have not been well characterized. 

This study aims to investigate the appropriate materials for printing human aorta with 

mechanical and radiological properties similar to the real aortic computed tomography 

(CT) attenuation. 
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4.1 Introduction 

Three-dimensional (3D) printing is a popular technology that is increasingly used 

in the medical domain within the last decade (1-5). 3D-printed models are widely used 

in different medical applications, such as preoperative guiding and planning (6), 

educating students and inexperienced surgeons (7), and creating a phantom for 

academic research (8). Patient-specific models have shown clinical value in pre-surgical 

planning of endovascular stent-graft repair of aortic aneurysm and AD (9-11). Kim et 

al., reported that the 3D-printing technique could benefit the surgical outcome on the 

repair of an extensive thoracoabdominal aortic disease, hence improving surgical 

outcomes in the presence of challenging anatomy (9). Tong et al., advanced the 

application of 3D printing in fenestrated endovascular repair of AD and aneurysm in 

34 patients (11). They achieved accurate planning of fenestrated endovascular repair 

by developing personalised approaches for individual cases based on measurement of 

the fenestration sizes using 3D-printed aorta models. Their results showed successful 

treatment of these complicated thoracoabdominal aortic diseases, thus highlighting 

the clinical value of the use of 3D printed aortic models to guide aortic disease 

treatment. These studies indicate that patient-specific models play an important role 

in assisting clinical-decision making by delivering precision medicine to individual 

patients with complex aortic disease, including AD, thus improving the quality of 

patient care. 

Acute aortic dissection (AAD) is the most common life threatening catastrophe of 

the aorta. Stanford's classification system is most commonly used to classify AD into 

Type A and Type B based on its anatomic location (12). It can also be used to decide 

the treatment for AAD patients (13). Mortality in AAD varies rapidly in time, anatomic 

location and complications. Early mortality of Type A AAD increases at 1% per hour 
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and it can reach 90% at 3 months if the patients are left untreated (14, 15). For Type B 

AAD, the overall in-hospital mortality is reported to be 11%. Type A 

AAD patients tend to need urgent surgical treatment because of their high mortality 

data. In contrast, treatment management for Type B is controversial. The comparison 

between medical therapy, surgical treatment and endovascular treatment has been 

widely discussed (16-18). A 3D-printed model can be used to assist in designing stent 

grafts or be applied to select a suitable stent graft system and simulate the 

implantation procedure as a personalized model (19, 20). Thus, a 3D-printed TBAD 

model has the potential value to become a helpful tool for making patient-specific 

treatment decisions (21). 

A 3D-printed aorta model can replicate anatomical details of aortic structure with 

high accuracy (11, 22). To mimic the artery properties, printing materials have to 

possess high elasticity and flexibility. Soft 3D printing materials, Visijet CE-NT and 

Visijet CE-BK from 3D Systems (Valencia, CA, USA), can be printed with different 

hardness and have close mechanical properties to the artery (23). Riedle et al., 

compared commercial 3D-printed elastomers and found that the mechanical property 

of TangoPlus Flex is closest to aortic tissues (24). Stratasys Agilus (Eden Prairie, MN, 

USA) is also a flexible 3D printing material with variable hardness (25, 26). Most of the 

current studies focus on clinical applications of 3D printing in aortic disease (9-11, 19-

23), while, the discussion of commercial materials’ radiological properties is limited in 

the current literature. These materials accurately replicate normal anatomy and 

pathology, such as aortic aneurysm and AD on 3D- printed physical models; however, 

it remains to be determined whether the materials have physical and tissue properties 

similar to real patient data. Since the 3D-printed models are starting to be used as 
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imaging phantom for research or assessment model for CT reconstruction algorithms, 

more studies of 3D printing materials’ radiological properties are needed (27, 28). 

This study aimed to evaluate the performance of 3Dprinted TBAD phantoms 

under CT scan and to find out suitable materials to print the aorta model by replicating 

the TBAD case. A 3D printing material, which has both mechanical and radiological 

properties close to the real patients’ aorta, is valuable to clinical treatment planning 

and helpful for future studies as an imaging phantom. 

4.2 Materials and Methods 

A short segment of the TBAD model was created at the workstation based on a 

real patient’s imaging data. Four models were printed out with two different materials, 

which were selected based on their mechanical properties and appearance. All of the 

models were CT scanned twice, with and without contrast inside. After scanning, 

Hounsfield units (HU) were measured in five different reference points inside the 

image datasets. These measurements were compared with the original patient image 

to see if they have significant differences. 

4.2.1 Model Design 

Contrast-enhanced CT image data of 11 patients who underwent acute TBAD 

were retrospectively reviewed and selected for this study. Depending on the 

description of the true lumen, false lumen and intimal tear, one of the patients who 

had relatively better image quality was selected. The CT image dataset was imported 

into 3D Slicer (Version 4.9.0, www.slicer.org; Massachusetts, USA) to proceed with 

image post-processing and segmentation. A 25-mm segment located at the proximal 

segment of the descending aorta, between the aortic arch and celiac trunk, was 

selected (Figure 4.1). This segment had a perfect description of both lumens and 

intimal flap and the border of the aortic wall could be clearly identified. The segment 
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was cut out and transferred into a Standard Tessellation Language (STL) format for 

printing. All of the models were directly ordered from the online customer service of 

each company. 
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Figure 4.1 A 25-mm segment located at the proximal of the descending aorta was selected. 

Standard Tessellation Language (STL) file of the segmented aorta with frontal view (A) and 

inferior view of the true lumen, false lumen and intimal flap (B). 
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4.2.2 Material Selection 

The selection of materials depended on two considerations: mechanical 

properties and transparency. To make a model that has a mechanical property 

approach to a real human aorta, the model’s materials have to be elastic and flexible. 

The tensile strength of elderly cardiovascular disease patients should be around 0.39 

and modulus of elasticity 0.628 (23). Elongation at break of the aorta is around 82% to 

140% and hardness is between Shore A12 and A18, including the ascending aorta, 

descending aorta and abdominal aorta (24). In terms of transparency, a transparent 

material is the best option for an aorta model. It is able to provide an excellent vision 

of the intravascular structure and will be helpful in academic and clinic settings. 

However, a transparent elastomer printing material is not available at commercial 

companies; therefore, translucent materials are the second option. 

Based on the mechanical properties, two kinds of elastomers were selected, 

namely, Agilus (Stratasys) and Visijet CE-NT (3D Systems). Both of these materials are 

soft rubber-like photopolymer resin that can be mixed with another hard 

photopolymer resin during printing to create various elasticity products. The 

mechanical properties of these materials are recorded in Table 4.1. Agilus models were 

printed out with two different degrees of hardness, Shore A40 and A50. The elongation 

at break for A40 was from 150% to 170% and for A50 between 130% and 150%. Both 

of these models have a tensile strength between 0.5 and 1.5 (29). 
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Table 4.1 Mechanical properties of materials. 

Materials Properties/ 

3D Printing Materials 

 Selected 3D Printing Materials 

 Agilus A40 Agilus A50 Visijet CE-NT 

A30 

Visijet CE-NT 

A70 Transparency  Opaque Black Opaque Black Translucent Translucent 

Tensile Strength 

(MPa) 

 0.5-1.5 0.5-1.5 0.2-0.4 0.75-1.1 

Elongation at Break 

(%) 

 150-170 130-150 160-230 50-80 

Shore (Scale A)  28-40 36-50 27-33 66-75 

 

3D Systems has two different soft rubber-like materials that are suitable for 

producing aorta-like models, namely, Visijet CE-NT and Visijet CE-BK. Both have similar 

mechanical properties but in different colours. Compared to CE-BK, a black and opaque 

material, CE-NT is better for this study since it has a natural light yellow and translucent 

appearance. Two Visijet CE-NT models with different hardness were printed, A30 and 

A70. A30 has a tensile strength between 0.2 and 0.4, which is close to elderly 

cardiovascular disease patients. To produce a model to mimic a younger human’s aorta, 

A90 would be the best choice which has a tensile strength of around 1.4 to 1.9. 

However, as a model which aims to simulate the aorta, A90 has a less flexible ability; 

hence, A70 was selected instead (30). 

4.2.3 CT Scanning 

Four 3D-printed aortic segment models were scanned by 192-slice Siemens CT 

scanner (Somatom Force, Siemens Healthcare, Forchheim, Germany) with routine CT 

angiography scanning parameters: 120 kVp tube potential, 150 reference mAs, 0.75 

mm slice thickness, and 0.5 mm reconstruction spacing. The actual scanning 

parameters are controlled through Siemens’ automatic dosing programme (Figure 4.2). 



98 

 
Figure 4.2 Computed tomography scanning parameters were set at 120 kVp tube potential, 

150 reference mAs, 0.75-mm slice thickness and 0.5 mm reconstruction spacing. A: the 

models were placed in a plastic container with a superior view. B: inferior view of these 3D 

printed models. Upper black models from left to right are Agilus A40 and A50. Lower 

translucent models from left to right are Visijet CE-NT A30 and A70. 
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The scan was conducted twice. The first was a direct scan without any contrast. 

To mimic the real patient’s scan, water mixed with 6% contrast medium was added 

inside the true and false lumens of the models. The open ends of the models were 

sealed by removable adhesive. Duck fat (30-mm thick) was placed on top of the models 

to mimic body fat. 

4.2.4 Data Analysis 

Five reference points inside the aortic wall were selected, including the middle of 

the true lumen, middle of the false lumen, two junctions between the true and false 

lumens and the middle of the intimal flap. A 1.5 mm diameter (1.77 mm2) circular 

region of interest (ROI) was placed inside each point to measure the average HU 

(Figure 4.3). The shape of ROI could be changed, but it was maintained in the same 

area because of the thickness of the intimal flap. Each point had measured in triplicate 

and the average value was reported. The comparison between the patient’s aorta and 

models was performed through a paired-sample t-test. Image data of the original 

patient aortic wall was compared with that of the models with and without contrast. 

A total of eight comparisons were reported. A p-value less than 0.05 was considered 

statistically significant. 
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Figure 4.3 Five regions of interest with the same area were put inside the middle of the true 

lumen, false lumen, junctions between true and false lumens and middle of the intimal flap to 

measure the Hounsfield units of patient’s aorta and 3D printed models. (A higher resolution / 

colour version of this figure is available in the electronic copy of the article). 

4.3 Results 

The average of three measurements was recorded in Table 4.2. The average of all 

measurements of the original image was 80.7 HU. Under a noncontrast situation, 

Agilus A50 had an average of 82.6 HU, which is closest to measurement on the original 

images. On the other hand, Visijet CE-NT A30 had an average of 90.6 HU, which is 

closest to the original image after adding contrast inside the models. Agilus models 

had a greater average HU than Visijet CE-NT models, whether with or without contrast. 

All of the measurements became higher after adding contrast. The measurements at 

the intimal flap (point 5) tend to lower than other reference points when CT scans 

were performed without contrast. This happened opposite after adding contrast as the 
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intimal flap measurements became higher than other points, which was close to the 

real-patient scanning situation. The measurements at the junction between true and 

false lumens (points 3 and 4) had higher HU than measurements inside the middle of 

true and false lumens (points 1 and 2) after adding contrast. 

 

Table 4.2 Average Hounsfield unit measurements on the original patient image and 

models. ROI: region of interest. 

Printing Materials/ROI 

 Five References Points for Measurements  

 point 1 point 2 point 3 point 4 point 5  

Original aortic wall 
 

70.5 + 11.9 75.5 ± 1.92 76 ± 15.88 73.75 + 3.95 107.5 ± 3.54 
 

Agilus A40 

(without contrast) 

 
62 ±12.2 56.86 ±2.91 66.34 ±5.37 68.28 + 6.67 44.38 ± 8.74 

 

Agilus A50 

(without contrast) 

 
72.67 ±6.6 74 ±9 109.42 ± 9.21 78.15 ±8.16 78.75 ± 6.24 

 

Visijet CE-NT A30 

(without contrast) 

 
40.72 ± 4.96 40.15 ±7.2 32.29 ±2.21 41.5 ±2.35 23.25 ±9.16 

 

Visijet CE-NT A70 

(without contrast) 

 
46.23 ± 8.24 48.34 ±8.85 59.63 ±4.28 47 ± 4.79 35.38 ±5 

 

Agilus A40 

(with contrast) 

 
99.75 ± 17.83 73.34 ± 18.72 128 ±6.36 166 ±3.98 178 ±7.55 

 

Agilus A50 

(with contrast) 

 
97.76 ± 18.65 79.41 ± 13.13 128.75 ±3.86 178.71 ± 5.09 190.5 ± 8.85 

 

Visijet CE-NT A30 

(with contrast) 

 
47 ± 9.47 43.6 ± 8.84 108.5 ± 10.67 105.25 ± 7.41 148.5 ± 15.44 

 

Visijet CE-NT A70 

(with contrast) 

 
97.8 ± 14.47 103.75 ± 14.11 137 ± 5.478 136.71 ± 6.9 172.5 ±9.36 

 

 

The measurements at the intimal flap (point 5) tend to lower than other reference 

points when CT scans were performed without contrast. This happened opposite after 

adding contrast as the intimal flap measurements became higher than other points, 

which was close to the real-patient scanning situation. The measurements at the 

junction between true and false lumens (points 3 and 4) had higher HU than 
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measurements inside the middle of true and false lumens (points 1 and 2) after adding 

contrast. 

Through paired-sample t-test, Agilus A40 and A50 without contrast that have a p-

value greater than 0.05 showed that they are not statistically significant with the 

original aorta image. Two Visijet CE-NT models have significant differences from the 

original image since their p-values were lower than 0.05. After adding contrast inside 

the models, the CT attenuation measured in all of the models is significantly higher 

than that of the original images, except for the material of Visijet CE-NT A30, the only 

model with the mean CT attenuation showing no significant difference from that of 

original CT images (p>0.05). 

4.4 Discussion 

This study shows that under the noncontrast situation, Agilus A40 and A50 did 

not have significant differences from the original aorta. On the other hand, Visijet CE-

NT A30 is the only one that had no significant differences from the original patient 

with contrast. Since the second scan with contrast inside is more close to the clinical 

situation, Visijet CE-NT A30 could be considered as an excellent elastic 3Dprinted 

material for the TBAD model because of its performance under CT scan. 

The mechanical properties are another criterion of printing material selection. 

According to Riedle et al., elongation at break of the aorta is around 82% to 140%, and 

hardness is between Shore A12 and A18, including the ascending aorta, descending 

aorta and abdominal aorta (24). In 3D Systems and Stratasys, the softest elastomer is 

Shore A30 hardness. There are no 3D-printed materials from the selected companies 

that have the hardness/softness of a real aorta while maintaining a strong enough 

elasticity. Agilus A40 and A50 were chosen because of elongation and tensile strength. 

Visijet CE-NT A30 has excellent elongation, which is greater than a human aorta and 



103 

tensile strength approach to elderly patients’ arteries. Visijet CE-NT A70 was selected 

since it has a tensile strength close to young human arteries, but it does not perform 

well on elongation. Based on the mechanical properties, both materials with low 

hardness can be applied for clinical purposes, such as treatment planning or pre-

surgical guidance. On the other hand, high hardness elastomers might not be as useful 

as the soft materials on pre-surgery guiding and it can still be used for education 

purposes such as teaching aids or helping explain patients’ situations to their families 

since it is a patient-specific model. 

Whether for clinical application or education purposes, a transparent model is 

always the best choice. In thoracic endovascular aortic repair, a transparent model is 

able to provide a clear vision of the inside of the arteries. This advantage is helpful for 

pre-surgery guiding or stent pre-shaping. However, there is no available transparent 

elastic printing material product from the selected companies right now. The only 

available Agilus colour from Stratasys’ official website is opaque black, which is not an 

ideal colour for an aorta model since it could be used for clinical purposes. On the 

other hand, the appearance of a Visijet CE-NT model is translucent light yellow. Judging 

by the colour, Visijet CE-NT with low hardness could be a nice material for the purpose 

of making an aorta model for pre-surgery guiding usage. 

According to Knollmann et al., the aortic wall can be measured from 33 to 91 HU 

on AD patients (31). All of the reference point measurements were from the original 

image datasets located within this range, except for the intimal flap. The average 

measurements reported had higher HU than other reference points. Meanwhile, for 

situations without contrast, the intimal flap measurements had lower HU than the 

other points. Compared with situations without contrast, intimal flap measurements 

tend to have the same performance as the original image after adding contrast inside, 
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and HU is greater than the other points. This difference happens because of the 

thickness of the intimal flap. When ROI was placed into the intimal flap, both sides of 

the ROI were very close to the true and false lumens as the intimal flap was too thin. 

Therefore, when there is no contrast inside the lumen, both sides of the ROI become 

darker than the middle area. This leads to lower HU results after calculating the 

average inside ROI. On the contrary, in the original image and models with contrast, 

the true and false lumens were full of contrast, so both sides of the ROI become lighter 

than the middle area. For this reason, the intimal flap had higher HU than other points 

after perfusion of contrast inside both lumens. This kind of effect can be seen not only 

in the intimal flap but also in other reference points; however, the influence is not as 

strong as the intimal flap because only one of its sides is attached to the lumen and 

the aortic wall is thicker than intimal flap. Because of this effect, overall HU 

measurements with contrast inside were higher than without contrast. 

Contrast inside the lumen has a big influence on HU measurements. Although in 

the first scan without contrast, the Agilus A40 and A50 models did not produce 

significantly different results, the second scan results with contrast inside can be more 

valuable since it is closer to real-patient scanning datasets. Based on the data analysis, 

Visijet CENT A30 is the only one that has no significant difference from the original 

aorta image. Thus, compared with other materials, Visijet CE-NT A30 is a 3D-printed 

elastic material that provides HU close to a real patients’ image under CT scanning. 

It takes time from the design of the 3D models to print out and to perform CT 

scanning. Over time, the density of the model could change (32). In this study, the first 

CT scanning was conducted 4 weeks after printing and 6 weeks after the second 

scanning. Thus, the density of the models could have been changed and introduced 

the errors of HU measurements. Another point to consider is that the scanning 
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protocol is auto-adjusted through Siemens workstation. In this study, the models were 

scanned without a human body phantom. Duck fat was used to mimic the fat inside 

the human body, but there is nothing to represent other organs inside the chest. Thus, 

both outcome dosages were lower than the original patient. The scanning images of 

the models were unable to completely represent a real-patient scanning. 

In the future study, some different materials can be selected to test the 

performance under CT scans, such as a softer 3D printable elastomer like silicone-

based materials or any transparent elastic materials. The phantom of scanning should 

be improved to mimic the in vivo circumstance, which includes bone, fat, air, soft tissue 

and other organs surrounding the aorta. This allows for the investigation of optimal CT 

scanning protocols for detection of AD and assessment of stent-graft position in 

relation to the aortic branches with minimization of radiation and contrast medium 

doses as shown in other studies with the use of personalized 3D printed models (33-

37). 

4.5 Conclusion 

Both Visijet CE-NT and Agilus have tensile strength and elongation close to real 

patients’ tissue properties, although their hardness is still a bit higher than the actual 

aorta. In CT scanning, Visijet CE-NT A30 was considered as it had no significant 

differences from real dissection aorta based on measurements of Hounsfield unit with 

contrast inside the model. However, the scanning circumstances in this study are not 

able to represent the real-patient scanning because of the lack of body phantom and 

surrounding anatomical structures. Further research with the simulation of realistic 

body environment should be conducted to address these limitations. 
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CHAPTER 5 

OPTIMIZATION OF COMPUTED TOMOGRAPHY ANGIOGRAPHY 

PROTOCOLS FOR FOLLOW-UP TYPE B AORTIC DISSECTION 

PATIENTS BY USING 3D PRINTED MODEL 

Thoracic endovascular aortic repair (TEVAR) is a life-saving therapy for type B 

aortic dissection (TBAD). However, surveillance computed tomography (CT) scans in 

post-TEVAR patients are associated with high radiation dose, thus resulting in potential 

risk of radiation-induced malignancy. In this study, we developed a patient-specific 

three-dimensional (3D) printed phantom with stent grafts in situ, then scanned the 

phantom with different CT protocols to determine the optimal scanning parameters 

for post-treatment patients. 

  



110 

5.1 Introduction 

Thoracic endovascular aortic repair (TEVAR) can be a life-saving therapy for 

treating aortic disease. Compared to open surgical repair, TEVAR is a valid therapeutic 

option for TBAD because of its lower mortality, morbidity, and paraplegia rate in the 

past decade (1-3). However, management algorithms remain controversial and long-

term follow up is required to determine outcomes and re-intervention rates (4-7). 

Computed tomography angiography (CTA) is currently the preferred imaging 

modality for diagnosis, treatment planning, and follow up for AD patients. With 

improved spatial and temporal resolution available with modern computed 

tomography (CT) scanners, CTA plays an important role in the diagnosis and follow up 

of aortic dissection (AD) (8, 9). However, the high radiation dose associated with CTA 

is still a concern for the well-being of patients (10-12). To monitor patients after TEVAR, 

the pursuit of high-resolution and higher-quality images may bring unnecessary 

radiation doses. Therefore, it is necessary to reduce the radiation dose while 

maintaining the quality of CT images. 

Finding a balance between image quality and radiation risk has always been a 

challenging issue in achieving optimal scanning protocols. A number of studies 

describe different strategies to lower the radiation dose including the use of iterative 

reconstruction (IR) for reducing image noise, use of low tube kilovoltage peak (kVp), 

and use of high-pitch protocols with fast speed CT scanners (13-15). Despite these 

studies providing promising results, research is still limited with regard to the 

reduction of radiation dose for AD patients who require repeat scanning for many 

years. 

Compared with preoperative planning when detail is paramount, postoperative 

patients could receive a lower dose for routine follow-up examinations to reduce 
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cumulative radiation dose. Thus, the purpose of this study was to investigate the 

optimal CTA protocols for surveillance of TBAD patients after EVAR. We employed a 

patient-specific three-dimensional (3D) printed TBAD model with a stent-graft TEVAR 

in situ. 

Patient-specific 3D printed phantoms have been proven to be valuable in multiple 

medical applications (16-21). In our previous study, we described how we developed 

a patient-specific 3D printed TBAD aortic model, and confirmed its accuracy in 

resembling the mechanical and radiological properties of in vivo imaging under CT 

scanning modalities (22). In this study, we extended our application of a 3D printed 

aorta model to focus on the study of optimal CT protocols by deploying a bespoke 

stent graft inside the true lumen of the AD aorta model to simulate the TEVAR process, 

and then scanning the model with different CT protocols. 

5.2 Materials and Methods 

Suitable patient data and materials were required for the preparation and 

implementation of the 3D printed aorta model used in the study. These components 

were identified and then utilized as per the methods outlined in the following sections. 

5.2.1 Selection of Sample Case and Segmentation 

Contrast-enhanced CT (CECT) image data of 11 patients who had TBAD were de-

identified and retrieved from public hospital records between November 2015 and 

March 2016 after ethics approval (Curtin Human Research Ethics (HRE) Committee, 

approval number: HRE2018-0087). One of the patient datasets (CECT performed on a 

128-slice CT with 120 kVp tube potential, 128 reference mAs, and 1.0 mm 

reconstructed slice thickness) was selected due to high image quality and contrast 

medium being present in the false lumen, allowing for identification of the aortic 

shape. The selected CT image dataset was imported into 3D Slicer (Version 4.9.0, 
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www.slicer.org accessed on 26 July 2021; MA, USA) to proceed with segmentation. The 

chosen segment had a perfect description of both lumens and intimal flap and the 

border of the aortic wall could be clearly identified (Figure 5.1). After segmentation, a 

3D outer surface reconstruction model was generated. Post-processing of the 3D 

reconstruction model was necessary to ensure model integrity and printing success 

including checking the thickness, filling of defects (for example, holes inside the 

models, discontinuous surfaces), and surface smoothing. The 3D reconstruction model 

was transferred into the stereolithography (STL) format for post cleaning and preprint 

checking. The final model was directly ordered from the online customer service of 3D 

Systems Inc. (Valencia, CA, USA). 

 

Figure 5.1 A 3D printed model was produced by the following five steps: image acquisition, 

image segmentation, surface mesh generation, stereolithographic (STL) post-processing, and 

printing. 

5.2.2 Selection of 3D Printing Materials 

The selection of a suitable printing material depends on three considerations: the 

mechanical properties, radiological properties, and transparency. To represent the 

mechanical properties of the human aorta, the material of the model must have 

similar flexibility and elasticity. The tensile strength in elderly patients with 

cardiovascular disease should be around 0.39 MPa and have a modulus of elasticity of 

0.628 (23). The elongation at breaking point of the aorta is around 82% to 140% and 
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the hardness is between Shore A12 and A18 throughout the ascending, descending, 

and abdominal aorta (24). 

Based on our previous study, we chose four different 3D printing materials that 

had mechanical properties close to that of patients with AD (22). In terms of 

transparency, a completely transparent model would enhance stent graft deployment 

without the need for imaging and contrast. This would enable good vision of 

intravascular structures and be useful in academic applications. However, a 

transparent elastomer printing material was not available from commercial companies, 

therefore, a translucent material was the next best option. After scanning samples of 

several available materials with the current clinical thoracic CTA protocol, one of the 

materials, Visijet CE-NT (3D systems Inc., Wilsonville, OR, USA), was selected as it had 

the same radiological properties to in vivo aorta (22). The reason for choosing Visijet 

CE-NT is due to the following reasons: first, it is a rubber-like material suitable for 

printing aorta-like models. Second, it has a light yellow and translucent appearance 

allowing for visualization of the deployed stent grafts inside the aorta. Third, the Visijet 

CE-NT material has two different hardness, A30 and A70, with A30 having a tensile 

strength between 0.2 and 0.4, which is close to elderly cardiovascular tissue properties. 

Finally, our recent study confirms that Visijet CE-NT A30 is the most appropriate 

material for printing aorta models because its CT attenuation is similar to that of the 

contrast-enhanced CT images of AD (22). 

5.2.3 Deployment of Stent Graft 

Three commercially available thoracic stent grafts (Medtronic) were deployed 

into the model after planning and sizing by an experienced vascular surgeon. The 

proximal piece deployed into the arch to cover the subclavian artery measured a 

length of 150 mm and diameter tapering from 42 to 38 mm, which was placed in the 
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aortic arch. The second overlapping piece was 90 mm long by 31 mm in diameter. The 

final distal piece measured 94 mm in length and 25 mm in diameter (Figure 5.2). 

 

Figure 5.2 Stent graft deployed in the 3D printed model. (A) Deployed stent graft visible 

through model wall. (B) Axial view from proximal arch. (C) Caudal view down arch vessels. 

5.2.4 Aortic CTA Scanning Protocols 

The 3D printed TBAD model was placed in a plastic container that was filled with 

a contrast medium to simulate CECT examinations. Due to the flexibility of the model, 

air bubbles inside the model were expelled by aspiration via a syringe (Figure 5.3). The 

iohexol contrast medium OmnipaqueTM 350 (GE Healthcare Australia Pty Ltd., New 

South Wales, Australia), which is routinely used in contrast-enhanced CT scans, was 

diluted to 7% with a resulting CT attenuation of 300 HU, similar to that of routine CECT. 

The model was scanned by a 192-slice CT scanner (Siemens Force, Siemens Healthcare, 

Forchheim, Germany). The CECT scans were conducted with different kVp and pitch 

values (80, 100, 120 kVp and pitch of 1.2, 1.5, 2.0, 2.5), resulting in a total of 12 

datasets. A slice thickness of 1.0 mm with a 0.5 mm reconstruction interval was applied 

to all images. An iterative reconstruction technique was used (advanced modelled 

iterative reconstruction (ADMIRE) algorithm with level 3, Siemens Healthcare) and a 

tissue convolution kernel of Bv40. 
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Figure 5.3 The CT scans were performed on the post stent graft deployed aorta model with 

different scanning protocols. (A) The model placed in a customized acrylic box for scanning. 

(B) The process of using the syringe to extract the internal air bubbles after pouring the 

contrast. (C) The final model ready to be scanned. 

5.2.5 Quantitative Assessment of Image Quality 

In order to determine the image quality in these CTA protocols, the image quality 

was quantitatively evaluated by measuring the signal-to-noise ratio (SNR) of the 

proximal and middle descending aorta. Regions of interest (ROI) were placed in the 

true and false lumens with an area of 25 mm2 (containing at least 300 voxels) to 

measure SNR. Figure 5.4 shows the ROI measurement of SNR in the aorta of the model. 

To minimize the difference between observers, the SNR measurement was repeated 

three times at each location, and the average value was used to minimize the 

difference between observers, and the average value between two observers was used 

as the final result. 
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Figure 5.4 ROIs were placed inside the aortic model scan data to measure SNR. Four 

measuring points were used in each dataset including true and false lumen at proximal and 

middle descending aorta. ROIs: regions of interest, SNR: signal-to-noise ratio. 

5.2.6 Radiation Dose 

The volume CT dose index (CTDIvol) and dose length product (DLP) were recorded 

and compared between different CTA scanning protocols. The effective dose was 

calculated using a tissue conversion coefficient of 0.014 mSv/mGy/cm, which is 

commonly used for the calculation of chest CT dose (25). 

5.2.7 Statistical Analysis 

All data were imported into SPSS 26.0 (IBM Corporation, Armonk, NY, USA) for 

statistical analysis. A paired sample t-test was used to determine whether there were 

any significant differences in SNR measured with different CPA protocols. A P value of 

less than 0.05 indicated a statistically significant difference. 
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5.3 Results 

Different CTA imaging protocols were successfully tested on the 3D printed model. 

All measurements were performed by two observers, with excellent correlation 

between the observers. Table 5.1 shows the SNR measurements at images acquired 

with different CTA protocols. SNR measurements did not vary significantly when the 

kVp value range was close such as a comparison between 80 and 100 kVp or between 

100 and 120 kVp (p > 0.05), regardless of the pitch values. However, the measurements 

showed that at pitch 1.5, 2.0, and 2.5, SNR at 120 kVp was significantly higher than 80 

kVp (p < 0.05) in both true and false lumens. SNR showed no significant differences 

between different kVp when the pitch value was 1.2. At low pitch values such as 1.2 

and 1.5, a decrease in kVp from 120 to 80 led to a significant effective dose reduction 

by more than 20%. 

 



118 

Table 5.1 SNR measurements at images acquired with different CTA protocols. SNR, signal-to-noise ratio; CTDIvol, volume CT dose index; DLP, dose length 

product. 

Tube Voltage 80 kVp 100 kVp 120 kVp 

Pitch 1.2 1.5 2.0 2.5 1.2 1.5 2.0 2.5 1.2 1.5 2.0 2.5 

Image Quality(T) 3.00 ± 0.77 2.90 ± 0.54 4.20 ± 0.40 3.80 ± 0.75 3.60 ± 0.66 3.10 ± 0.54 3.50 ± 0.81 3.10 ± 0.81 3.60 ± 0.70 3.20 ± 0.60 3.80 ± 0.60 3.30 ± 0.46 

Image Quality(R)  3.17 ± 0.37 3.00 ± 0.58 4.00 ± 0.58 3.50 ± 0.96 3.17 ± 0.69 3.33 ± 0.47 3.17 ± 0.69 3.50 ± 0.50 3.50 ± 0.76 3.00 ± 0.58 3.33 ± 0.47 3.33 ± 0.47 

Diagnostic Value 2.83 ± 0.69 2.83 ± 0.37 4.00 ± 0.58 3.50 ± 0.69 3.00 ± 0.58 3.17 ± 0.69 3.33 ± 0.47 3.33 ± 0.75 3.33 ± 0.47 2.83 ± 0.37 3.33 ± 0.47 3.17 ± 0.69 

SNR 34.77±1.88 32.06±1.00 24.45±3.10 24.63±3.51 36.79±4.38 33.81±3.28 27.3±4.01 25.62±3.72 38.57±3.66 37.26±3.18 29.09±3.72 27.45±2.99 

CTDIvol (mGY) 0.07 0.08 0.06 0.05 0.09 0.08 0.07 0.06 0.11 0.09 0.08 0.07 

DLP (mGY/cm) 1.8 1.5 1.4 1.4 2.1 2 1.7 1.6 2.2 2.2 1.8 1.8 

Effective dose (mSv) 0.0250 0.021 0.0196 0.0196 0.0294 0.0280 0.0238 0.0224 0.0308 0.0308 0.0252 0.0252 
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Unlike kVp, a variation of pitch values can significantly affect SNR measurements. 

When the kVp value is kept constant, SNR showed significant differences with different 

pitch values. SNR measured significantly higher in images acquired with low pitch 

values such as 1.2 and 1.5, compared to those acquired with the high 2.0 and 2.5 

protocols (p < 0.05), regardless of the location of measurements. SNR measurements 

showed that image quality significantly dropped when the pitch value increased from 

1.5 to 2.0 in all kinds of kVp protocols (p < 0.05). SNR dropped 30% when pitch value 

was raised from 1.2 to 2.5 at 80 kVp, and 20% at 120 kVp. In contrast, SNR dropped 

only 3.9% when kVp was reduced from 120 to 80 at pitch 1.2, and 15.9% at pitch 2.5. 

Under low pitch protocols such as 1.2 and 1.5, there were no significant 

differences in SNR measurements between the proximal and middle descending aorta. 

In contrast, t high pitch value protocols such as 2.0 and 2.5, the proximal descending 

aorta tended to have a higher image quality than the middle descending aorta, 

especially in the false lumen. Figure 5.5 is an example showing the reformatted images 

of these CTA protocols. When kVp decreased to 80, image noise was increased with 

the use of high pitch value protocols such as 2.0 and 2.5, as shown in Figure 5.5. 

However, the shape of the stent graft and the location of the intimal flap are clearly 

displayed in these images, despite the use of low-dose protocols. 
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Figure 5.5 Sagittal reformatted images of the CTA protocols. When kVp decreased to 80, 

image noise increased with the use of high pitch value protocols such as 2.0 and 2.5. CTA: 

computed tomography angiography, kVp: kilovoltage peak. 
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5.4 Discussion 

In this study, we simulated a post procedural surveillance CT scan of a patient 

with TBAD with different scanning protocols on a 3D printed aortic model. Quantitative 

assessment of image quality showed no significant differences between different kVp 

when the pitch value was 1.2. Compared to the change in kVp, image quality had 

significant differences between low and high pitch values, although there was no 

significant impact on the visualization of the stent graft and other structures. Thus, a 

low-dose aortic CTA is suggested for the follow-up of patients after EVAR. 

For patients with AD, follow-up CT is mandatory and continues for many years (8, 

11, 26). Various dose-reduction strategies continue to develop with the advancement 

of CT imaging technology, striving to reduce the risk of patients being exposed to 

excessive radiation while maintaining image quality including low kVp, use of IR 

algorithms, tube current modulation, high-pitch protocol, and use of dual energy CT 

(10, 15, 25). Low-dose CTA using low kVp and high-pitch protocols has been proven to 

achieve diagnostic image quality compared to the standard aortic CTA protocol while 

significantly reducing radiation dose (10, 13, 27). However, the image quality research 

for post TEVAR follow-up patients is still limited (28, 29). This study adds valuable 

information to the current literature by exploring a variety of CTA protocols and 

supporting the value of patient-specific 3D printed phantoms. 

A CT protocol with high-pitch is available with fast speed CT scanners and will 

decrease radiation dose significantly when the pitch is increased. However, pitch value 

also significantly affects image quality with compromising spatial resolution; higher 

pitch leads to an increase in image noise, which could possibly affect the diagnostic 

quality. This has been confirmed by our study as image noise was significantly raised 

when the pitch was increased (Figure 5.5). Despite this potential limitation, some 
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other studies have still shown the possibility of using high-pitch CTA protocols in the 

diagnosis of AD without losing image quality (10). Shen et al. claimed that the use of a 

proper iterative reconstruction algorithm is able to maintain image quality while 

reducing the dose by using a low kVp, high pitch scanning protocol (13). Freyhardt et 

al. also investigated low-kV CT protocols with IR, allowing for CTA of the entire aorta 

with excellent image quality and diagnostic confidence with a dose reduction of up to 

80% compared to 120 kV (27). In our study, we showed the influence of pitch value on 

image quality, which is more obvious than adjusting kVp, especially at low kVp. 

The novelty of this study lies in the use of a personalized 3D printed aortic model 

to simulate TEVAR of TBAD. Use of 3D printed models to study optimal CT scanning 

protocols has been supported in previous studies including the assessment of coronary 

artery plaques (30), coronary stenting (31) and detection of pulmonary embolism (32, 

33). In order to evaluate the impact of different protocols on radiation dose and image 

quality, CT scans have to be conducted multiple times with different scanning 

parameters. However, it would be unethical to scan the same patient multiple times 

and performing this experiment with different patients would lose accuracy due to 

different body types. With the development of 3D printing technology and the 

advancement of its application in the medical field, patient-specific 3D printed models 

could potentially become the new option for these kinds of experiment (16, 18, 34). 

Previous literature has discussed the use of 3D printed models to plan stent graft 

treatment in patients. Tong et al. deployed stent grafts in short 3D printed aortic 

models with thoracoabdominal aortic disease. They used these models to guide pre-

fenestration of the stent grafts before re-deploying them in patients, believing that 3D 

printing technology could potentially improve both the accuracy and efficiency of the 

TEVAR procedure (35). Li et al. also used 3D printed models to guide total endovascular 
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repair for a patient who had a stent graft incorrectly deployed in the false lumen (36). 

Zhang et al. performed pre-fenestration on a stent graft in a 3D printed model. They 

thought stent graft pre-fenestration guided by the 3D printed aortic model provided a 

new solution for AD treatment planning and claimed that this could improve accuracy 

of the fenestration location (37). Although these previous studies of stent graft 

deployment inside 3D models are of interest, most did not specify the materials they 

used to make the models, or attempted to use materials that have mechanical and 

radiological properties close to the real human aorta. In our study, we provide a new 

possibility for the medical application of 3D printing by using 3D printing materials with 

accuracy in vivo representation to obtain more realistic experimental data. 

We recognize that there are some limitations to our experiment. First, despite a 

realistic 3D printed model being used for studying different CTA protocols, the model 

was not placed in an environment that simulated normal surrounding anatomic 

regions such as the lungs, ribs, spinal column, or heart. Therefore, the radiation dose 

associated with these protocols were lower than the actual values reported by other 

studies. In addition, the 3D printed aorta model was placed in a customized box and 

immersed inside a dilute contrast medium instead of the perfusion of contrast medium 

into the lumen. Furthermore, the contrast was not flowing. Future research could 

focus on improving this aspect of the model. Connecting the 3D printed aortic model 

to a pulsatile flow circuit with a cardiac pump or printing a controllable syringe pump 

could be a solution as this will allow for accurate measurement under more dynamic 

conditions. This can be addressed by further studies when our printing capabilities 

meet these requirements. Despite this limitation, the current measurements are still 

acceptable and consistent with what has been reported in the literature regarding 

measurements of dimensional accuracy based on 3D printed static cardiovascular 
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models (21). Second, no contrast-to-noise ratio (CNR) was measured. In this study, only 

SNR was measured to determine image quality because the model was immersed in 

the contrast medium. A more robust conclusion could be reached with the 

measurement of both SNR and CNR when the 3D printed models are placed in a 

realistic chest phantom in future studies. Third, the measurement of SNR and effective 

dose could be different in patients. Although we selected a 3D printing material that 

had mechanical and radiological properties approximating those in the human, due to 

the limited choice of commercial 3D printing materials, we could not exactly match 

the human aorta. 

Different slice thicknesses, use of IR strengths, and image post-processing 

algorithms to suppress the artefacts from stents could also affect the SNR 

measurements. Additionally, we did not undertake a qualitative assessment of image 

quality in this study. In future research, the application value of 3D printed models 

could be verified through scoring by clinical imaging professionals. 

5.5 Conclusions 

In this study, we demonstrated the use of a 3D printed full-sized AD model to 

investigate the possibility of lower radiation dose for the surveillance of TBAD post 

TEVAR using CT with different scanning parameters. Low-dose CT with acceptable 

image quality can be achieved by lowering the tube voltage. Compared to adjusting 

kVp, increasing the pitch can effectively reduce the radiation dose, but will also reduce 

the overall image quality. High pitch with medium kVp can effectively reduce the dose 

while maintaining image quality. The contribution of 3D printing to medical 

applications was also explored in this study. However, since the model was not placed 

in a realistic chest cavity environment, the radiation dose reports in this study were 
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lower than the actual values. Improvements in materials and design could add further 

details and will be explored in future studies. 
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27. Freyhardt P, Solowjowa N, Böning G, Kahn J, Aufmesser B, Haage P, et al. CT-angiography of 

the aorta in patients with Marfan disease-High-pitch MDCT at different levels of tube 

voltage combined with Sinogram Affirmed Iterative Reconstruction. Clinical Imaging. 

2018;51:123-32. 

28. Flors L, Leiva-Salinas C, Norton PT, Patrie JT, Hagspiel KD. Imaging follow-up of endovascular 

repair of type B aortic dissection with dual-source, dual-energy CT and late delayed-phase 

scans. Journal of Vascular and Interventional Radiology. 2014;25(3):435-42. 

29. Karmonik C, Duran C, Shah DJ, Anaya-Ayala JE, Davies MG, Lumsden AB, et al. Preliminary 

findings in quantification of changes in septal motion during follow-up of type B aortic 

dissections. Journal of Vascular Surgery. 2012;55(5):1419-26. 

30. Sun Z, Ng CK, Squelch A. Synchrotron radiation computed tomography assessment of 

calcified plaques and coronary stenosis with different slice thicknesses and beam energies 

on 3D printed coronary models. Quantitative Imaging in Medicine and Surgery. 2019;9(1):6. 

31. Sun Z, Jansen S. Personalized 3D printed coronary models in coronary stenting. Quantitative 

Imaging in Medicine and Surgery. 2019;9(8):1356-67. 

32. Aldosari S, Jansen S, Sun Z. Patient-specific 3D printed pulmonary artery model with 

simulation of peripheral pulmonary embolism for developing optimal computed 

tomography pulmonary angiography protocols. Quantitative Imaging in Medicine and 

Surgery. 2019;9(1):75-85. 

33. Aldosari S, Jansen S, Sun Z. Optimization of computed tomography pulmonary angiography 

protocols using 3D printed model with simulation of pulmonary embolism. Quantitative 

Imaging in Medicine and Surgery. 2019;9(1):53-62. 

34. Kim GB, Lee S, Kim H, Yang DH, Kim Y-H, Kyung YS, et al. Three-dimensional printing: basic 

principles and applications in medicine and radiology. Korean Journal of Radiology. 

2016;17(2):182-97. 

35. Tong Y-H, Yu T, Zhou M-J, Liu C, Zhou M, Jiang Q, et al. Use of 3D printing to guide creation 

of fenestrations in physician-modified stent-grafts for treatment of thoracoabdominal 

aortic disease. Journal of Endovascular Therapy. 2020;27(3):385-93. 



129 

36. Li X-R, Tong Y-H, Li X-Q, Liu C-J, Liu C, Liu Z. Total endovascular repair of an intraoperative 

stent-graft deployed in the false lumen of Stanford type A aortic dissection: A case report. 

World Journal of Clinical Cases. 2020;8(5):954-62. 

37. Zhang M, Tong Y-H, Liu C, Li X-Q, Liu C-J, Liu Z. Treatment of Stanford type A aortic dissection 

with triple pre-fenestration, reduced diameter, and three-dimensional-printing techniques: 

A case report. World Journal of Clinical Cases. 2021;9(1):183-9. 

 



130 

CHAPTER 6 

ASSESSMENT OF OPTIMIZATION OF COMPUTED 

TOMOGRAPHY ANGIOGRAPHY PROTOCOLS FOR FOLLOW-UP 

TYPE B AORTIC DISSECTION PATIENTS BY USING A 

3D-PRINTED MODEL 

Computed tomography angiography (CTA) is a routine imaging examination to 

follow-up post thoracic endovascular aortic repair (TEVAR) patients, however, 

radiation exposure associated with CTA remains a concern for follow-up patients due 

to cumulative scans. The purpose of this study is to use a patient-specific 3D printed 

Aortic dissection (AD) model as a phantom for testing a range of aortic CTA protocols, 

with CT scanned at different tube voltages (80, 100, 120 kVp) and pitch values (1.2, 1.5, 

2.0, 2.5). Signal-to-noise ratio (SNR) was measured to quantitatively assess the image 

quality between these protocols. Six cardiologists and 10 radiological technologists 

were invited to assess images in terms of both image quality and diagnostic value. This 

study concludes that low tube voltage with high pitch CTA protocols   produce 

adequate image quality while reducing radiation dose for AD follow-up.  Use of 

patient-specific 3D printed model represents a potential valuable tool for developing 

optimal CTA protocols. 
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6.1 Introduction 

Aortic dissection (AD) is a complex and highly fatal cardiovascular disease caused 

by damage to the medial layer of the aortic vessel wall for various reasons (such as 

high blood pressure or connective tissue defects), resulting in rupture of the intima of 

the vessel wall, allowing blood to enter into the blood vessel wall. This may cause 

insufficient blood supply throughout the body, resulting in ischemia of the limbs or 

brain. In addition, because the periphery of the false lumen is not a complete vascular 

wall structure, it is relatively fragile, easy to rupture and cause massive haemorrhage 

or cardiac tamponade (1-3). 

Depending on the location of AD, it can be divided into Stanford Type A or type B 

(4). Compared with Type A, the treatment plan for Type B is more controversial (5-7). 

With the rapid development, thoracic endovascular aortic repair (TEVAR) is one of the 

common treatments for Type B AD (TBAD) (8). TEVAR has higher success rate, lower 

mortality and less stent graft-related complications than open surgery (9-11). More 

and more researchers show that combining TEVAR and medical treatment is effective, 

and can improve the long-term prognosis and survival rate of patients (12-15). 

However, more long-term, prospective clinical studies are still needed to verify 

whether TEVAR surgery is the best treatment option for TBAD (16, 17). 

For surveillance long-term follow-up patients after TEVAR, computed tomography 

angiography (CTA) is the most commonly used imaging examination. The speed and 

image resolution of CTA have been continuously improved with the technological 

developments in CT scanner techniques. Because of its speed and convenience, it has 

become the mainstream evaluation method for monitoring postoperative AD patients 

(8, 18, 19). However, the high radiation associated with CTA has always been a risk to 

consider with this examination (20, 21). Patients after TEVAR must undergo regular 
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CTA examinations, hence resulting in high cumulative radiation doses to patients which 

raise concerns. Compared with detailed preoperative planning, postoperative patients 

can receive routine examinations at lower doses to reduce the cumulative radiation 

dose. Many studies had discussed and tried various strategies to reduce radiation dose 

while maintaining image quality, including low tube voltage (22, 23), use high pitch 

protocols (24, 25), adjust amount of contrast medium (26, 27), and different image 

post-processing methods (23, 28). Although these studies have provided promising 

results, research on radiation dose reduction in patients with AD who require repeated 

scans over many years is not well explored. 

In pursuit of a better balance between image quality and radiation dose, 3DP 

could be a potential method due to its increasing use in the medical domain with 

capability of printing physical heart and vascular models with high accuracy (29-31).  

As a phantom, patient-specific models can achieve some research results that cannot 

be achieved with real patients (29, 30, 32). In our previous study we used open-source 

software to create an accurate patient-specific AD model (33). A comparison of 

quantitative assessment was conducted on this model by using different scanning 

parameters, based on the result, we recommended using medium kVp with high pitch 

to reduce radiation dose while maintaining image quality. To further reduce the 

radiation dose will inevitably sacrifice more image quality, however, for follow-up 

patients, lower image quality is acceptable as long as the doctors are able to diagnose 

(34). Therefore, a subjective assessment of diagnostic value is necessary. 

6.2 Materials & methods 

Appropriate patient data and materials were required for the preparation and 

implementation of the 3D printed aortic model used in the study. These components 
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were identified and then used according to the methods described in the following 

sections. 

6.2.1 Case selection 

This study used the same contrast-enhanced CT (CECT) case as reported in our 

previous study [34]. One of the patient datasets (CECT performed on a 128-slice CT 

with 120 kVp tube potential, 128 reference mAs and 1.0 mm reconstructed slice 

thickness) was selected from other 11 cases because of its high image quality and the 

presence of the contrast in the false lumen, which allowed identification of the shape 

of the aorta. 

6.2.2 3D printed model 

To proceed with segmentation, the selected CT image dataset was imported into 

3D Slicer (version 4.9.0, www.slicer.org, MA, USA). We cut out a 20.5-cm-long middle 

aorta instead of printing the entire aorta due to the printer limitation. The selected 

segment had a perfect description of both lumens, intimal flap and the edge of the 

aortic wall was clearly identified. A 3D reconstruction model of the outer surface was 

created after segmentation. Post processing of the 3D reconstruction model was 

necessary to ensure the integrity of the model and the success of the printing. This 

included thickness verification, filling defects (e.g., holes inside the model and 

discontinuous surfaces), and surface smoothing. The 3D reconstruction model was 

transferred to stereolithography format for post cleaning and preprint checking. To 

mimic the elasticity of human aorta, the final model was printed with transparent 

silicone material. 

6.2.3 Deployment of stent graft 

We used same method to deploy the stent-graft as our previous paper (34). Due 

to the short length of this model, only two commercially available thoracic stent grafts 
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(Medtronic) were deployed into the model. The choice of translucent silicone material 

made the vision inside the model during deployment was clear, which helps the stent 

graft deployed at the right place precisely. The proximal piece deployed into the 

descending aorta measured length of 90 mm and diameter 30 mm. The second 

overlapping piece was 94 mm long by 24 mm in diameter (Figure 6.1). 

 

Figure 6.1 Stent graft deployment of 3D printed model. A: Translucent model makes stent 

graft deployment easier. B: Axial view from proximal descending aorta. C: Model was placed 

in an acrylic box for CT scanning. 

6.2.4 CT image acquisition 

The 3D-printed TBAD model was placed in an acrylic container filled with contrast 

medium to simulate CECT examinations (Figure 6.1). The air bubbles inside the model 

were removed by aspiration with a syringe after the model was immersed in the 

contrast. Diluted iohexol contrast medium OmnipaqueTM 350 (GE Healthcare 

Australia Pty Ltd, NSW, Australia) was used and the model was scanned with a 192-

slice CT scanner (Somatom Force, Siemens Healthcare, Forchheim, Germany). The 

default chest CECT scans protocol setting for Siemens was 120 kVp and 2.5 pitch with 

flash spiral technique, therefore, our CECT scan were performed with three different 



135 

kVp (80, 100, 120 kVp) and four different pitch values (pitch of 1.2, 1.5, 2.0, 2.5), 

resulting in a total of 12 datasets. A slice thickness of 1.0 mm with a reconstruction 

interval of 0.5 mm was used for all images. An iterative reconstruction technique was 

used (Sinogram affirmed iterative reconstruction level 3, Siemens Healthcare) and a 

tissue convolution kernel of Bv40. 

6.2.5 Quantitative assessment of image quality 

To understand image quality of these image datasets in an objective way, image 

quality was quantitatively assessed by measuring the signal-to-noise ratio (SNR) of the 

middle descending aorta. To measure SNR, regions of interest (ROI) with an area of 25 

mm2 (containing at least 1000 voxels) were placed in the true and false lumen (Figure 

6.2). Four different locations of ROI were measured to get an average SNR value. To 

minimize the differences between observers, the SNR measurement at each location 

was measured three times to obtain the average value, and the average value between 

two observers was used as the final result. 
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Figure 6.2 SNR measurements were conducted through the ROI placed inside the model 

scan data. Two ROIs at true lumen and two ROIs at false lumen were used to calculate the 

average SNR. 

6.2.6 Qualitative assessment of image quality 

After the information of scanning protocols had been cleared, all image datasets 

were rearranged and sent to participants. Qualitative assessment was divided into two 

parts: image quality and diagnostic value (Appendix IX). Ten radiation technologists 

were invited to evaluate image quality and six radiologists were invited to assess both 

image quality and diagnostic value (All participants have at least two years of clinical 

experience). The image quality assessment conducted through a 5-points Likert scale 

questionnaire (Appendix X), participants score each image dataset according to the 

following aspects: depiction of the aorta, true lumen and false lumen, depiction of the 
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dissection lesion. Diagnostic value was also assessed using a questionnaire with a 5-

point scale, focusing on whether the image datasets have enough clarity to enable 

following measurement: Measurement of lumen and wall diameter, wall apposition, 

measurement of sealing zone lengths and stent clarity (whether stent fracture or 

kinking is visible). A score of 3 or higher was considered adequate diagnostic image 

quality. 

6.2.7 Radiation dose 

In order to understand the effects of dose and image quality. The dose length 

product (DLP) and volume CT dose index (CTDIvol) were recorded and compared 

between different CTA scanning protocols. The estimated effective dose was derived 

from the DLP by using the equation Effective Dose = DLP × k, where k was calculated 

using a tissue conversion coefficient of 0.014 mSvmGy-1cm-1 (35). Due to the lack of 

human body phantom, the model developed did not comprehensively represent the 

real human torso, thus, the calculated dose values might be underestimated from the 

real value. However, this experiment only compared different protocols and associated 

radiation doses on the same 3D printed model, hence, our results are still valid for 

developing optimal CT scanning protocols.. 

6.2.8 Statistical analysis 

Scanning data were imported into SPSS 26.0 (IBM Corporation, Armonk, NY, USA) 

for statistical analysis. Mean and standard deviation were used to represent 

continuous variables. A paired sample T test was used to determine any significant 

differences in SNR measurements. A statistically significant difference was reached at 

a P value of less than 0.05. Inter-observer agreement for quantitative assessment was 

assessed by Cohen’s kappa statistics: poor: k<0.20; fair: k=0.21–0.40; moderate: 

k=0.41–0.60; good: k=0.61–0.80, and excellent agreement k=0.81–1.00.  
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6.3 Results 

6.3.1 Quantitative assessment 

All CTA scan protocols were successfully performed with the 3D printed model 

and scan data were collected on Table 6.1. All of the measurements had excellent 

agreement by two observers (k>0.8). SNR measurements did not vary significantly at 

low or high pitch, such as comparison between 1.2 and 1.5 kVp or between 2.0 and 

2.5 kVp (P>0.05), regardless of the tube voltage. There was a significant gap (P<0.05) 

in SNR between low pitch (1.2 and 1.5) and high pitch (2.0 and 2.5), which is due to 

the flash scan technology used for high pitch protocols. At 120 kVp with a pitch value 

of 1.2, the SNR is highest at 38.57, and the lowest value is 24.45 at 80 kVp with a pitch 

value of 2.5. The SNR increased with increasing kVp, and decreasing the pitch value 

increases the SNR significantly.  

6.3.2 Qualitative assessment 

Based on the average score, ten radiological technologists (with clinical work 

experience of 2 to 28 years) and six radiologists (with work experience of 2 to 20 years) 

considered that most of the images had sufficient image quality to identify the lesions 

and anatomical structures. The only exception was the 80 kVp with a pitch value of 1.5, 

which is the only protocol with an average value less than 3 from technologists. Figure 

6.3 is an example showing one of the slices of these CTA protocols.  

The score for diagnostic value has a wide gap between low and high pitch at 80 

kVp. Both low pitch protocols at 80 kVp were considered to have no diagnostic value 

by radiologists, whereas high pitch with flash technology protocols at 80 kVp were 

reviewed as having high diagnostic value. At 80 kVp with pitch of 2.0 was considered 

as the protocol which had highest diagnostic value. Although pitch of 2.5 got lower 

score than 2.0, it still had score higher than any other tested protocols (3.5 points). All 
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of the other protocols at 100 and 120 kVp had sufficient quality for diagnosis except 

for 120 kVp at pitch 1.5. There was no significant difference of diagnostic value 

between all of the pitch at 100 kVp (p > 0.05). At 120 kVp, significant difference 

appeared when compared 1.5 pitch with other pitch value (p < 0.05). At 80 kVp, a 

significant difference appeared when the low pitch protocols (1.2 and 1.5) was 

compared with the other protocols. 

6.3.3 Effective dose 

The protocol of 80 kVp with a pitch value of 2.0 had the highest score on the 

quantitative and qualitative assessment, also with a lower effective dose compared 

with other protocols as shown in Table 6.1. At 120 kVp with 2.5 pitch is one of the 

common protocols used on thoracic-abdominal CT scan (36). Comparing the results to 

this protocol, some other tested protocols also had adequate image quality with lower 

effective doses: 80 kVp with 2.0 and 2.5 pitch value; 100 kVp with 2.0 and 2.5 pitch; 

and 120 kVp with 2.0 pitch value. 
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Table 6.1 Score of image quality and diagnostic value, SNR measurements and dose measurements. T, Radiation Technologist; SNR, signal-to-noise ratio; 

CTDIvol, volume CT dose index; DLP, dose length product. 

Tube Voltage 80 kVp 100 kVp 120 kVp 

Pitch 1.2 1.5 2.0 2.5 1.2 1.5 2.0 2.5 1.2 1.5 2.0 2.5 

Image Quality(T) 3.00 ± 0.77 2.90 ± 0.54 4.20 ± 0.40 3.80 ± 0.75 3.60 ± 0.66 3.10 ± 0.54 3.50 ± 0.81 3.10 ± 0.81 3.60 ± 0.70 3.20 ± 0.60 3.80 ± 0.60 3.30 ± 0.46 

Image Quality(R)  3.17 ± 0.37 3.00 ± 0.58 4.00 ± 0.58 3.50 ± 0.96 3.17 ± 0.69 3.33 ± 0.47 3.17 ± 0.69 3.50 ± 0.50 3.50 ± 0.76 3.00 ± 0.58 3.33 ± 0.47 3.33 ± 0.47 

Diagnostic Value 2.83 ± 0.69 2.83 ± 0.37 4.00 ± 0.58 3.50 ± 0.69 3.00 ± 0.58 3.17 ± 0.69 3.33 ± 0.47 3.33 ± 0.75 3.33 ± 0.47 2.83 ± 0.37 3.33 ± 0.47 3.17 ± 0.69 

SNR 34.77±1.88 32.06±1.00 24.45±3.10 24.63±3.51 36.79±4.38 33.81±3.28 27.3±4.01 25.62±3.72 38.57±3.66 37.26±3.18 29.09±3.72 27.45±2.99 

CTDIvol (mGY) 0.07 0.08 0.06 0.05 0.09 0.08 0.07 0.06 0.11 0.09 0.08 0.07 

DLP (mGY/cm) 1.8 1.5 1.4 1.4 2.1 2 1.7 1.6 2.2 2.2 1.8 1.8 

Effective dose (mSv) 0.0250 0.021 0.0196 0.0196 0.0294 0.0280 0.0238 0.0224 0.0308 0.0308 0.0252 0.0252 
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Figure 6.3 Axial reformatted images of the CTA protocols (80, 100, 120 kVp and pitch value 

of 1.2, 1.5, 2.0, 2.5). These selected slices include true and false lumen, stent-graft and two 

of the intimal flap tears. 
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6.4 Discussion 

The quantitative assessment indicates that image quality does not show 

significant difference between different tube voltages, on the other hand, the 

adjustment of pitch value could have a great impact on the image quality. From the 

comparison of low pitch and high pitch, there is a huge gap of SNR between using flash 

technology high pitch protocol (pitch of 2.0 and 2.5) and low pitch protocol (pitch of 

1.2 and 1.5). However, there may not be an absolute relationship between SNR and 

diagnostic value. To understand the relationship between diagnostic value and SNR, 

we invited medical imaging specialists to give their qualitative assessment. Based on 

qualitative assessment results, radiologists agree that the vast majority of protocols 

have diagnostic value except for low pitch value protocols at 80 kVp and pitch of 1.5 at 

120 kVp. As a common clinical protocol used for follow-up patients after TEVAR, the 

effective dose of 120 kVp with pitch of 2.5 can be regarded as a standard for assessing 

other protocols. Considering effective dose, quantitative and qualitative assessment, 

low kVp with high pitch protocols were recommended through this study. Despite the 

low SNR, the image is still adequate for diagnosis and evaluation. 

For post-TEVAR AD patients, CT scan is an important and necessary long-term 

monitoring modality due to its speed and convenience (18,20). Due to the risk from 

radiation exposure, achieving a balance between image quality and radiation dose has 

always been an important issue. As CT-imaging technology advances, various dose 

reduction strategies are evolving to reduce the risk of patients being exposed to 

excessive radiation while maintaining image quality (22–28,37). However, the image 

quality research for post TEVAR follow-up patients is still limited (38,39). In this study, 

we deployed commercial stent graft into a patient-specific 3D-printed model to 

simulate patient after TEVAR. To acquire CT images scanned with different parameters, 
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the test subject must be scanned multiple times in succession, which is impossible to 

conduct on a real patient. A 3D-printed model addresses ethical concerns and ensures 

scan consistency. 

There are various strategies to reduce the radiation dose for patients. Patel et al. 

adopted a new radiologist monitored protocol instead of routine abdominopelvic 

imaging and got an encouraging result that the radiation exposure decreased by 

reducing routine abdominopelvic imaging without compromising accuracy of 

diagnosis (37). Boning et al. examined 100 CTAs in 67 patients with EVAR using 

different protocols, their results showed that low tube voltage, using of adaptive 

statistical iterative reconstruction can significantly reduce the radiation dose (39). 

Shen et al. also showed by using an appropriate iterative reconstruction (IR) algorithm, 

image quality could be maintained while reducing the dose by using a low kVp, high 

pitch scan protocol (28). The results of Freyhardt et al.’s study showed that the CTA 

image of the entire aorta gave superior image quality and diagnostic reliability with 

lower radiation risk when they applied a low tube voltage CT protocol using iterative 

reconstruction algorithm compared with 120 kV (40). These studies have shown 

promising results on reducing radiation exposure for patients. Despite our study lacks 

of clinical accuracy compared with these previous studies, due to the use of 3D-printed 

model, we ensure consistency of different scans. All of the scans were completed at 

the same spot on the scanning table with exactly the same model. In our previous 

study, we also used 3D-printed models to confirm that low kV is an effective and 

feasible dose reduction method without changing too much image quality (34). 3D 

printing gives us a different approach to conduct this kind of repetitive and risky 

experiments. 
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Patient-specific 3D-printed models based on real medical image data can be used 

in various medical applications. These models accurately replicate anatomy of the 

diseases; therefore, they can be beneficial in treatment planning, surgical simulation 

or education (31). In addition to these main applications, although not discussed to 

the same extent, the use of 3D-printed models as a scanning phantom is another 

potential and useful application, especially in aortic disease (41). Aldosari and his 

colleagues use a 3D-printed pulmonary artery model with simulation of thrombus to 

optimize protocol of computed tomography pulmonary angiography (42). Abdullah et 

al. used CT images of anthropomorphic chest phantoms to develop a 3D-printed heart 

phantom that simulated the anatomy by inserting a filler material into the phantom 

(43). These studies gave promising results that use of 3D-printed models as a phantom 

is a harmless way with great development prospect to optimize CT protocols for 

patients. Except for pulmonary artery and heart, due to the high frequency of CT 

examination after treatment, aortic disease could also be a development direction for 

3D-printed phantom and radiation dose reduction (32,44,45). It could be more 

informative to use the same model to test different scan parameters than to perform 

different scan parameters on different patients. 

Although this is the first study of using patient-specific 3D-printed model as a 

phantom to optimize CT protocol for follow-up AD patients, we recognize that there 

are some limitations to our experiment. In this study, due to equipment limitations, 

the 3D-printed models were not placed in an anthropomorphic environment. Without 

the simulation of surrounding anatomic regions such as heart, lungs and ribs, the 

radiation exposure could be lower than normal scan. Also, the model was immersed 

into contrast dilute medium instead of perfusion of contrast medium into the lumen, 

lack of simulation of blood flow might also additionally bring about inconsistent effects 
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with a real patient. Second, we chose 3D-printed materials with mechanical properties 

close to humans, but due to the limited choice of commercially available 3DP materials, 

it was not possible to accurately match the human aorta. Third, plain film is a common 

way used to diagnose whether a stent graft has been successfully deployed. In this 

study, we did not provide plain film of each image datasets for qualitative assessment, 

therefore, some of the radiologists reported that they cannot rely on CT image alone 

to give an accurate judgment on the success of stent graft deployment. 

Owing to the existing cost and time required to print a patient-specific 3D-

printedmodel, 3DP is not yet clinically applicable. Especially in the case of patients 

requiring urgent treatment, it is currently impractical to use 3DP to guide treatment 

planning. However, for chronic patients, 3DP can make treatment plans more reliable. 

It has also been shown that preoperative surgical simulation and preoperative 

fenestration of the stent on a patient-specific 3DP model improves the surgery success 

rate (46,47). Therefore, if high-speed and lower-cost 3DP technology does become 

available, 3DP will become a powerful tool for treatment planning. In this study, we 

prove that 3DP can also be used to improve radiation techniques. However, before it 

can be used clinically, more data are needed to support the conclusion. 

In this study, the recommended protocol of 80 kVp with pitch value of 2.0 can 

reduce the effective dose by around 22% compared with the suggested setting of 

SiemensDual Source Flash mode chest CTA protocol (120 kVp with pitch of 2.5). When 

dual source Flash mode is not available, the suggested protocol of routine spiral mode 

is 120 kVp and pitch of 0.6 for aorta CT scan, but at the cost of higher radiation dose 

(48). Therefore, to reduce cumulative radiation exposure in the follow-up of patients 

after TEVAR, lowering kVp should be considered as an effective strategy for further 

dose reduction in combination with the high-pitch protocol. 
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Different slice thicknesses, use of IR strengths and image post processing 

algorithms to suppress the artefacts from stents could also affect the clarity of the CT 

image. In future studies, a range of different dose reduction methods and scanning 

protocols can be tested. A better scanning phantom such as appropriate 3DP material 

with surrounding organs and scanning environment will also improve the accuracy of 

the results and the recommended optimal scanning protocol for follow-up patients. 

6.5 Conclusions 

In conclusion, this study has demonstrated that low tube voltage with high pitch 

CTA produce adequate image quality while reducing radiation dose. Use of patient-

specific 3D-printed model represents a potential valuable tool for developing optimal 

CTA protocols in patients with AD following TEVAR treatment. Although there are still 

some limitations in this study, the 3D-printed phantoms have been shown to be 

valuable tools for determining optimal CT scanning protocols, without giving real 

patients additional radiation risks. In future research, different 3D-printing materials 

and phantom design could be tested and further details incorporated. 
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CHAPTER 7 

CONCLUSIONS AND FUTURE DIRECTIONS 

7.1 Conclusions 

Although the association between radiation dose and radiation-induced 

malignancy is still unclear, it is certain that the lower the radiation dose, the better for 

the patient. This study was performed to develop protocols which have lower dose 

than the traditional computed tomography (CT) scan radiation dose for post-thoracic 

endovascular aortic repair (TEVAR) follow-up Type B aortic dissection (TBAD) patients 

by using three dimensional (3D) printed models instead of real patients. Through one 

model manufacturing survey and three phantom experiments, expected outcomes are 

achieved with significant findings as reported below. 

The study focuses on developing 3D printed models to simulate real patients to 

evaluate the low-dose CT protocols in association with radiation dose reduction. 

Therefore, high accuracy models were required to simulate the real situation. Due to 

complex anatomy structure of AD, the segmentation of TBAD in CT images can be quite 

challenging. Open-source software was used to develop and evaluate a series of 

workflows for the purpose of TBAD segmentation. The outcomes achieved are as 

follows: 

 A workflow devised for the segmentation of TBAD. Application of this 

protocol to relevant CT image data can produce a high accuracy 3D model 

geometry suitable for three dimensional printing (3DP). 

 The customised workflow can reduce the time for the image segmentation 

task and satisfactorily replicate the anatomy structure of TBAD patients, 

including small or thin parts such as intimal flap. 

 The workflow only involves the basic software tools and functions, so it can 

be performed on different open-source software. Therefore, this method 

can be performed by someone who has general knowledge of performing 
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image post-processing and segmentation using software tools. 

This research successfully identified appropriate commercially available materials 

for the replication of aorta of AD patients based on mechanical and radiological 

properties. Following this, a patient-specific 3D-printed AD model was developed 

using 3DP techniques and tissue mimicking materials. The results are summarized as 

follows: 

 Based on AD aorta’s mechanical properties, Both Visijet CE-NT and Agilus 

have tensile strength and elongation close to real patients’ tissue. These 

materials have potential to make AD models for physical applications. 

 Both materials had radiological properties close to real AD patients under CT 

scan without contrast. However, only Visijet CE-NT was considered as 

suitable material for AD models since it had no significant differences from 

real dissection aorta with contrast inside the model. 

 A full size accurate patient-specific AD aorta model that had both mechanical 

and radiological properties similar to real patients was 3D printed with 

Visijet CE-NT. 

Post TEVAR AD patients undergo routine CT follow-up scans at least every year 

for their rest of lifetime. To develop lower dose protocol while retaining the necessary 

image quality, a quantitative assessment of different scan parameters was performed 

on the patient-specific model. A commercial stent-graft was deployed into a full size 

patient-specific AD model to simulate the post TEVAR patient and CT scanned with 

different parameters for quantitative assessment. The key findings are as follows: 

 Compared to adjusting tube voltage, adjusting the pitch value will greatly 

affect the image quality, especially when high pitch technique applied. 

Therefore, to retain the image quality needed it is better to reduce the tube 

voltage as the way of lowering radiation exposure. 

 Through signal-to-noise ratio (SNR) measurements and comparison, high 

pitch value (such as 2.0, 2.5) with medium tube voltage (such as 80, 100 kVp) 

can effectively reduce the radiation dose while maintaining image quality. 

 The contribution of 3DP to medical applications was explored. A patient-
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specific model with proper material has potential to be used in surgery 

procedure simulation. This study also showed that 3D printed models can 

produce images close to the real patient under CT scan. 

For follow-up patients, the aims of imaging tracking are clear due to prior 

understanding of their condition. Although the SNR significantly dropped when 

reducing pitch value, the image quality of the scans may still be suitable for diagnosis. 

To provide a qualitative assessment of the resulting images, radiologists and 

radiographers were invited to assess the CT image series scanned with different 

parameters and score them based on image quality and diagnostic value. The results 

are as follows: 

 To reduce cumulative radiation exposure in the follow-up of patients after 

TEVAR, lowering tube voltage should be considered as an effective strategy 

for further dose reduction in combination with the high-pitch protocol. 

 For follow up patients, low tube voltage with high pitch protocols can 

maintain adequate image quality for diagnosis while reducing radiation dose. 

 80 kVp with pitch value of 2.0 had highest score in this study which was able 

to reduce around 22% radiation dose compared to routine thoracic 

computed tomography angiography (CTA) protocol. 

 Patient-specific 3D printed models with material which has radiological 

property close to human aorta are able to represent patients in CT scan 

experiments instead of scanning real human. 

7.2 Future directions 

This research investigated the reduction of radiation dose to patients and 

provides the possibility of image tracking dose for reducing postoperative patients. 

The study showed how 3DP techniques and tissue mimicking materials can be used to 

construct a customized AD model for the quantitative and qualitative assessment of 

radiation dose reduction.  
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Several questions and potential research directions have emerged as a result of 

this study, which would need to be investigated further as they fell outside of the scope 

of the study. Some suggestions for future research are as follows: 

 Fully automatic segmentation AD workflow development. Despite the AD 

segmentation workflow has been arranged and simplified, semi-automatic 

method still takes longer time than full-automatic way. Design a software or 

segment through artificial intelligence may be a more efficient approach. 

 With the development of 3DP technology, different materials are also 

becoming available. Although currently available commercial materials 

closest to the AD patients’ aorta were identified for this study, their physical 

and radiological properties are not a perfect match. Therefore, it could be 

worthwhile testing new materials or mix of materials as they become 

available. 

 In this study, a complete chest phantom did not used in most experiments. 

A suitable phantom can simulate organs and tissue surrounding aorta and 

make experimental results closer to clinical patients. 

 In a real CTA scanning environment, blood flows in the aorta, the contrast 

mix and flows with the blood. A pump that simulates heartbeat and blood 

flow could help make the experimental environment more realistic. 

 In this study, a single representative AD case was selected and used as the 

basis for the patient-specific model. In the future, a variety of AD cases can 

be used to create a range of different AD models that could be helpful for 

further validating this study and exploring greater possibilities of 3DP 

technology. 

 The use of 3D printed AD models can be investigated for different 

applications. Currently in the medical field, 3DP can also be used in surgical 

simulation, education and training, etc. Patient-specific models with human 

tissue-like materials can be a powerful auxiliary tool. 

 3D printed models could be generated to represent different medical 

conditions other than AD. There are still many diseases that require 

postoperative follow-up using CT, and the use of 3D printed models can 

reduce patient dose in such studies. Also, 3DP still has a lot of undeveloped 

potential and exploring its varied applications could be helpful in the medical 

area. 


	Declaration
	Abstract
	Acknowledgements
	List of publications included as part of the thesis
	Conference presentations
	Statements of contributions of others
	List of Abbreviations
	List of Figures
	List of Tables
	Contents
	CHAPTER 1  GENERAL OVERVIEW OF THE PROJECT
	1.1 Introduction of aortic dissection
	1.2 History of aortic dissection
	1.3 Anatomy and classification
	1.3.1 Classification system for aortic dissection
	1.3.2 Clinical classification
	1.3.3 Complicated and uncomplicated type B aortic dissection

	1.4 Treatment of aortic dissection
	1.4.1 Treatment of complicated type B aortic dissection
	1.4.2 Treatment of uncomplicated type B aortic dissection
	1.4.3 Development of future type B AD treatments

	1.5 Follow-up of aortic dissection after endovascular aortic repair
	1.5.1 Current imaging modalities for follow-up of aortic dissection and intervention
	1.5.1.1 Ultrasound and contrast enhanced ultrasound
	1.5.1.2 Magnetic resonance imaging
	1.5.1.3 Computed tomography angiography

	1.5.2 Radiation exposure associated with computed tomography angiography
	1.5.2.1 Tube voltage
	1.5.2.2 Tube current time product
	1.5.2.3 Pitch
	1.5.2.4 Scan length
	1.5.2.5 Iterative reconstruction (IR)

	1.5.3 Conclusion of aortic dissection imaging follow-up
	1.5.4 Thesis overview

	References

	CHAPTER 2  3D PRINTING TECHNOLOGIES AND ITS MEDICAL APPLICATIONS
	2.1 Introduction of 3D printing technologies
	2.2 Medical applications of 3D printing
	2.2.1 3D printed models for research
	2.2.2 Implantable and assistive devices
	2.2.2.1 3D Bioprinting
	2.2.2.2 Implantable devices
	2.2.2.3 Assistive devices

	2.2.3 Training and Education
	2.2.3.1 Anatomy teaching tool
	2.2.3.2 Surgical education
	2.2.3.3 Patient education

	2.2.4 Preoperative planning and simulation

	2.3 3D printing and Aortic dissection
	2.4 Limitations of making 3D printed AD models
	2.5 Accuracy and segmentation process of AD models
	2.6 3D printing materials selection
	2.7 Further investigation of the value of 3D printed models
	References

	CHAPTER 3  OPTIMAL IMAGE SEGMENTATION PROTOCOL FOR 3D PRINTING OF AORTIC DISSECTION THROUGH OPEN-SOURCE SOFTWARE
	3.1 Introduction
	3.2 Materials & methods
	3.2.1 Patient data selection
	3.2.2 Post processing
	3.2.3 Image filters & enhancement
	3.2.4 Validation

	3.3 Results
	3.4 Discussion
	3.5 Conclusion
	References

	CHAPTER 4  INVESTIGATION OF THREE-DIMENSIONAL PRINTING MATERIALS FOR PRINTING AORTA MODEL REPLICATING TYPE B AORTIC DISSECTION
	4.1 Introduction
	4.2 Materials and Methods
	4.2.1 Model Design
	4.2.2 Material Selection
	4.2.3 CT Scanning
	4.2.4 Data Analysis

	4.3 Results
	4.4 Discussion
	4.5 Conclusion
	References

	CHAPTER 5  OPTIMIZATION OF COMPUTED TOMOGRAPHY ANGIOGRAPHY PROTOCOLS FOR FOLLOW-UP TYPE B AORTIC DISSECTION PATIENTS BY USING 3D PRINTED MODEL
	5.1 Introduction
	5.2 Materials and Methods
	5.2.1 Selection of Sample Case and Segmentation
	5.2.2 Selection of 3D Printing Materials
	5.2.3 Deployment of Stent Graft
	5.2.4 Aortic CTA Scanning Protocols
	5.2.5 Quantitative Assessment of Image Quality
	5.2.6 Radiation Dose
	5.2.7 Statistical Analysis

	5.3 Results
	5.4 Discussion
	5.5 Conclusions
	References

	CHAPTER 6  ASSESSMENT OF OPTIMIZATION OF COMPUTED TOMOGRAPHY ANGIOGRAPHY PROTOCOLS FOR FOLLOW-UP TYPE B AORTIC DISSECTION PATIENTS BY USING A 3D-PRINTED MODEL
	6.1 Introduction
	6.2 Materials & methods
	6.2.1 Case selection
	6.2.2 3D printed model
	6.2.3 Deployment of stent graft
	6.2.4 CT image acquisition
	6.2.5 Quantitative assessment of image quality
	6.2.6 Qualitative assessment of image quality
	6.2.7 Radiation dose
	6.2.8 Statistical analysis

	6.3 Results
	6.3.1 Quantitative assessment
	6.3.2 Qualitative assessment
	6.3.3 Effective dose

	6.4 Discussion
	6.5 Conclusions
	References

	CHAPTER 7  CONCLUSIONS AND FUTURE DIRECTIONS
	7.1 Conclusions
	7.2 Future directions


