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Abstract
Aim Diabetic retinopathy (DR) represents the main cause of vision loss among working age people. A prompt screening 
of this condition may prevent its worst complications. This study aims to validate the in-built artificial intelligence (AI) 
algorithm Selena+ of a handheld fundus camera (Optomed Aurora, Optomed, Oulu, Finland) in a first line screening of a 
real-world clinical setting.
Methods It was an observational cross-sectional study including 256 eyes of 256 consecutive patients. The sample included 
both diabetic and non-diabetic patients. Each patient received a 50°, macula centered, non-mydriatic fundus photography 
and, after pupil dilation, a complete fundus examination by an experienced retina specialist. All images were after analyzed 
by a skilled operator and by the AI algorithm. The results of the three procedures were then compared.
Results The agreement between the operator-based fundus analysis in bio-microscopy and the fundus photographs was of 
100%. Among the DR patients the AI algorithm revealed signs of DR in 121 out of 125 subjects (96.8%) and no signs of DR 
122 of the 126 non-diabetic patients (96.8%). The sensitivity of the AI algorithm was 96.8% and the specificity 96.8%. The 
overall concordance coefficient k (95% CI) between AI-based assessment and fundus biomicroscopy was 0.935 (0.891–0.979).
Conclusions The Aurora fundus camera is effective in a first line screening of DR. Its in-built AI software can be considered 
a reliable tool to automatically identify the presence of signs of DR and therefore employed as a promising resource in large 
screening campaigns.
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Introduction

As a well-known microvascular complication of diabetes, 
diabetic retinopathy (DR) represents the main cause of 
vision loss and preventable blindness among the working 
age adults (20–74 years) [1]. According to a recent meta-
analysis the prevalence of type 2 diabetes is increasing in 
both low-income and middle-income countries in the years 
between 1990 and 2015, causing blindness in 0.4 million 
people [2]. Even in Europe the number of people with dia-
betes affected by any eye disease is estimated to increase 
from 6.4 million in 2019 to 8.6 million in 2050 [3]. In 
such an evolving scenario a correct and effective screening 
among diabetic people is an essential tool for identifying 
early stages of DR and correctly address them toward the 
best therapies. DR screening strategies landscape is chang-
ing very rapidly, thanks to new technologies and, even due 
to coronavirus disease 2019 (COVID-19) pandemic, the 
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development of telemedicine, artificial intelligence tech-
nologies together with handheld portable devices for retinal 
imaging is progressively imposing with good image qual-
ity and a diagnostic accuracy comparable to that given by 
traditional tabletop fundus cameras [4]. Another advantage 
of handheld fundus cameras is the portability that enable 
operators to reach patients even in rural contexts and out of 
traditional settings of ophthalmological screening.

With the help of artificial intelligence (AI), an automated 
image analysis can help referral of DR at an early stage of 
the disease [5]. All these characteristics are present in the 
Optomed Aurora IQ camera.

Aim of this study is to validate the AI deep learning 
algorithm Selena+ of the handheld Aurora fundus camera 
(Optomed, Oulu, Finland) for a first line screening in a real-
life setting.

Methods

Population

This was a prospective, observational cross-sectional study, 
compliant with the tenets of the Declaration of Helsinki. 
Informed consent was obtained by each patient prior to the 
study enrollment. Patients were recruited from those referred 
between January 2022 and April 2022 to the Medical Retina 
Service of the Eye Clinic of Azienda Ospedaliero-Universi-
taria Ospedali Riuniti of Ancona (Italy).

Inclusion criteria were: patients aged > 18 years both 
affected or not by diabetes. Exclusion criteria were: history 
of any ophthalmologic disease that could affect the retinal 
aspect differently from DR (e.g., any other maculopathy, 
uveitis, congenital ocular malformations) or that could 
impair adequate fundus visualization (e.g., vitreous hemor-
rhage, clinically significative cataract [> 3G] or other media 
opacities), patients who showed poor cooperation.

Image acquisition

Each patient underwent an acquisition of fundus photogra-
phy with the Aurora handled fundus camera after having rest 
for a few minutes in a dark room, that enabled us not to use 
any mydriatic eyedrop in this phase.

The Optomed Aurora IQ camera is a handheld non-
mydriatic digital fundus camera that permit the acquisition 
of 50° high resolution (2368 × 1776 pixels, 300 dpi) color 
images. The camera dispose of both a manual focus (correc-
tion from − 20 to + 20 diopters) and auto-focus (correction 
from − 15 to + 10 diopters) and autoexposure, which allows 
the user to automatically adapt the brightness of the image 
to the patient’s eye; in our study we applied the auto-focus 
and auto-exposure settings. The photo acquisition is possible 

even in myosis because the minimum pupil diameter needed 
to obtain good quality images is of 3.1 mm. The Optomed 
Aurora IQ camera is able to provide an AI image analysis 
services over Internet access. This is enabled by registering 
the camera for the use of Optomed provided AI service. 
Result of AI analysis is shown in the camera display after 
imaging or can be visualized in a second time by using the 
Avenue Archive software (Optomed, Oulu, Finland).

The image acquisition protocol consisted in a single 50° 
color photo cantered on the patient’s macula. All images 
were acquired by a single operator (L.D.).

Image analysis and ophthalmological examination

After this phase, all images were analyzed by a single 
blinded operator (L.D.) using a 24 inches high-resolution 
TV screen for identifying the presence of ophthalmological 
signs of DR and classified as pathological and non-patho-
logical according to the International Clinical DR Classifi-
cation System [6]. Then the patients continued a complete 
ophthalmological examination including best corrected 
visual acuity, Goldman applanation tonometry and fundus 
examination after pupil dilatation by an experienced blinded 
operator (M.L). The fundus biomicroscopic examination was 
aimed to classify the retinal status as pathological or non-
pathological according to the above-mentioned criteria.

AI analysis

All images obtained with the Aurora camera were then ana-
lyzed with the AI image analysis service supported by Ave-
nue Archive. Avenue Archive is a Windows-based software 
used for storing images and provide an automated AI-based 
assessment of the images taken with Optomed Aurora IQ 
fundus camera. For study purposes, images were transferred 
to the Avenue Archive software from the camera and ana-
lyzed not immediately after the acquisition. Nevertheless, 
the Aurora IQ fundus camera has the direct access to the 
AI algorithm Selena+ for DR screening and the images can 
be assessed almost in real-time after the acquisition (mean 
processing time is 5 s). The access to the Optomed pro-
vided AI service is secured by an authentication process and 
encryption. The AI service is anonymous, meaning that it 
does not receive or store patient data. The results given by 
this AI algorithm classify images as pathological and non-
pathological. In case of positive response, a disease staging 
of DR is also provided, however, in this study we decided 
not to evaluate this function since the study was designed 
for screening purposes. The algorithm has not the possibility 
to investigate and grade separately Diabetic Maculopathy, 
for this reason we decided not to take in consideration this 
parameter while grading color photo.
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Statistical analysis

The diagnostic accuracy of each DR detection assessment 
was computed using sensitivity and specificity indices. The 
agreement between fundus analyses, color images evalua-
tion and AI analyses was quantified by the proportion of 
agreement (eyes in which the three-assessments overlap) and 
weighted thank to coefficient kappa and its 95% confidence 
interval. The interpretation of the kappa value was done as 
determined by Landis and Koch [7]: almost perfect if kappa 
between 0.81 and 1.00, substantial if between 0.61 and 0.80, 
moderate if between 0.41 and 0.60, fair if between 0.21 and 
0.40, slight if between 0 and 0.20 poor if < 0. All analyses 
were performed using SPSS 25 (Statistical Product and Ser-
vice Solutions, IBM).

Results

We included 256 eyes of 256 consecutive patients. The mean 
age was 60.1 (± 16.2) years. Among these subjects 196 were 
diabetic and 59 not-diabetic. We excluded from statistical 
analysis 5 patients who presented ophthalmoscopic signs 
of branch retinal vein occlusion, so the final sample was of 
251 eyes.

According to the fundus examination by a blinded retina 
specialist, that was considered our gold standard, 125 were 
diagnosed with DR and 126 without any sign of DR. The 
analysis of photographs obtained with the Aurora by a sec-
ond blinded operator confirmed the presence of 125 subjects 
with signs of DR and 126 subjects without signs of DR. 
The agreement between these two tests was 100%. The in-
built AI algorithm Selena+ identified DR in 121 patients 
with DR signs (Fig. 1a) and declared no-signs of DR 122 
patients without DR (Fig. 1b). The four patients that were 
misdiagnosed by the AI presented a moderate cataract with 
a posterior subcapsular component.

When recognizing any sign of DR, the AI Algorithm 
reached a sensitivity of 96.8% and a specificity of 96.8% as 
reported in Table 1. The weighted kappa (95% CI) was 0.935 

(0.891–0.979) showing an almost perfect agreement, accord-
ing to the indication of Landis and Koch, between the AI 
analysis and the other two determinations (Table 2).

Discussion

In our study we decide to test Optomed Aurora IQ camera’s 
performance in a situation that was as similar as possible to 
an extra-ophthalmological context: we didn’t use mydriatic 
eyedrops, we took only one macula-centered 50° photograph 
obtained with the auto-focus and the automated brightness 
adaptation and finally we decided only to discriminate the 
presence or absence of DR signs, as per screening purposes. 
On these bases we obtained an almost perfect agreement 
between the standard ophthalmoscopic examination and the 
AI algorithm sensitivity of the of 96.8% and a specificity of 
96.8%. These data allow us to consider this device as an effec-
tive tool in large scale DR screening programs.

The increasing incidence of diabetes is leading DR to be 
an important cause of permanent vision loss worldwide, in 
this context, a prompt detection of the early phases of this 
condition with a consequent appropriate treatment is funda-
mental for the correct management of patients suffering for 
this disease [8]. Regional or local screening programs have 
been developed worldwide, but a DR systematic screening is 
complex to implement and sustain due to the lack of economic 
resources and a correctly coordinated heath care systems. A 
fixed annual screening for all people with diabetes is, for 
example, not sustainable if done only by a specialist ophthal-
mologist’s clinical examination and can rarely be shown to 
be cost-effective or to produce an auditable result, even if, 
opportunistic diabetic retinopathy screening via direct patient 

Fig. 1  Fundus photographs (50°) of patients with (a) and without (b) 
signs of diabetic retinopathy acquired with the hand-held Optomed 
Aurora fundus camera

Table 1  Sensitivity and specificity of the AI algorithm for diabetic 
retinopathy screening

AI artificial intelligence, DR diabetic retinopathy

AI-based fundus 
examination

DR No DR Total

DR 96.8% 3.2% 100%
(121) (4) (125)

No DR 3.2% 96.8% 100%
(4) (122) (126)

Total 100.00% 100.00%
(125) (126)

Table 2  Weighted Kappa of 
the AI algorithm for diabetic 
retinopathy screening

CI confidence interval

Weighted Kappa 0.935
Standard error 0.023
95% CI 0.891–0.979
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examinations could represent the only option in rural and 
remote communities [5]. Nowadays screening programs based 
on evaluation of color fundus photography are considered the 
gold standard for detecting DR having shown a better sensi-
tivity than the ophthalmoscopic examination [5] and easier 
application compared to the classical seven fields approach of 
the Early Treatment Diabetic Retinopathy Study (ETDRS) sav-
ing time and increasing patient’s compliance [9, 10]. Unfortu-
nately, even the evaluation of all these photographs by skilled 
examiners is both time and resources consuming, and can be 
considered a limit in a universalistic, equal and equable Health 
Care System. For this reason, automated image analysis and 
the use of AI algorithm can make an important contribution in 
teleophthalmology and DR screening programs.

Deep learning (DL) technology is a new branch of AI 
that allows software algorithm to be trained through a large 
mathematical function, with millions of parameters on a 
vast amount of data, called Convolutional Neural Network 
(CNN). The CNN is a deep neural network consisting in a 
cascade of processing layers that are inspired by human’s 
brain ability to learn complicated information changing 
the strength of synaptic connections; in DL the features 
are learnt by neural networks in the feature extraction stage 
and then used for classification [11]. DL technology is used 
in the Aurora AI algorithm Selena+, whose performance 
we decided to test in this real-world DR screening study. 
Another important goal in new technologies employed in 
DR screening is the development of handheld cameras. 
Traditionally fundus photographs are taken with tabletop 
cameras whose use limits the large-scale employment of this 
approach. Currently Handheld Cameras image quality seems 
to enable adequate gradeability [12]. Kubin et al. showed 
how Optomed Aurora IQ’s images had sufficient quality and 
high diagnostic accuracy for DR grading when compared to 
Canon CF-1and Zeiss Visucam 524 tabletop cameras. How-
ever, they obtained all the images in mydriasis, a condition 
that might substantially limit the applicability in an out-of-
hospital context or in rural areas [13]. Recently a paper by 
Midena et al. examined the Aurora IQ’s performance in a 
real-life setting in a study enrolling 423 eyes, concluding 
that this portable fundus camera seems effective in grad-
ing any stage of DR or recognizing the presence of diabetic 
maculopathy [14]. Nevertheless, authors used mydriatic eye-
drops before taking photographs and they didn’t exploit the 
in-built AI algorithm for the interpretation of results.

Our results are in agreement with those of the above-
mentioned paper by Midena et al. since we showed a 100% 
concordance between the analysis done by the retina spe-
cialist with a biomicroscopic examination and the blinded 
operator who classified the images obtained with the device.

The high sensitivity (96.8%) and specificity (96.8%) of 
the Aurora in-built AI algorithm make our results compara-
ble to the performance of other AI algorithms [15–19]. The 

IDx-DR, a FDA-approved AI algorithm, has demonstrated a 
sensitivity of 86.7% and a specificity of 70.0% when used in 
its earlier version as part of the Iowa Detection Programme 
[15], and, after the improvement of the system with Deep 
Learning feature, it changed its performance to a sensitiv-
ity of 96.8% and a specificity of 87% for the detection of 
DR [16]. Another AI-based approach which was used in 
a preliminary “disease” versus “not disease” sorting, simi-
larly to our study, is the RetmarkerDR [17]. This software 
used a Machine Learning approach and revealed a sensitivity 
for any grade of DR of 73.0% [17]. Also Bhaskanard et al. 
valued the performance of another algorithm called EyeArt 
system v2.0 in a great sample of 107,001 cases from 404 
primary care clinics reaching a sensitivity of 91.3% and a 
specificity of 91.1% when considering all forms of DR, and 
a sensitivity of 98.5% when considering treatable DR forms 
[18]. Another recent paper by Ruan et al. valued the sensitiv-
ity and specificity of a self-designed deep learning algorithm 
called Phoebus that worked using images obtained with the 
Aurora fundus camera [19]. It reached a sensitivity of 88.2% 
and a specificity of 40.7% in identifying referable forms of 
DR. Even if this algorithm has the advantage to separately 
identify different biomarkes of DR (retinal hemorrhages, 
hard exudation), in our opinion, for screening purposes, it 
is more practical to use the in-built algorithm Selena+, that 
we selected for our study, which also reached better values in 
both sensitivity and specificity. What is more, in our study, 
the analysis of the weighted kappa demonstrated an almost 
perfect agreement between the traditional screening meth-
odology (fundus biomicroscopy and photographs analyses) 
and the recently introduced AI-based approaches.

In our sample, only four patients were misdiagnosed 
by AI, these were all phakic subjects and, in the complete 
examination done after the photograph acquisition, were 
diagnosed of a moderate cataract (3G) with significative pos-
terior subcapsular component. We might hypothesize that in 
such cases a pharmacologic-induced mydriasis could help in 
obtaining adequate images.

For all the above-mentioned reasons we postulate that 
the Aurora IQ handheld camera with its AI based diagnos-
tic algorithm Selena+ is a reliable tool that can be used 
not only in an ophthalmological context, but also in large 
scale screening programs involving primary care doctors, 
orthotists and nurses. This approach would contribute to 
relive the pressure on the ophthalmic centers that should 
represent the second step of the path toward a correct man-
agement of patients with sight threatening signs of DR. Fur-
thermore, this portable device may find an important role in 
developing countries or in rural contexts or where the access 
to referral ophthalmic centers is difficult, since able to ensure 
a wide access to a first-line diagnostic process in DR.

We acknowledge, although in rare cases, the possibility 
to produce some false positive and false negative results. 
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This bias is recognized even in clinical practice, but when 
considering the legal accountability in cases of misdiagno-
sis by an AI algorithm, it is a matter that should be clearly 
improved [20].

The strengths of this study are the real life setting and the 
context simulating an extra-ophthalmological scenario for 
this automated AI-based screening of DR. The main limita-
tion of this study is the medium size of the sample. Further 
studies may include a wider sample and consider different 
disorders such as glaucoma and age-related macular degen-
eration [21] once the AI algorithm Selena+ will be imple-
mented for the detection of these conditions.

In conclusion, the Optomed Aurora IQ portable fundus 
camera seems effective in a first-line DR screening pro-
gram without use of mydriatic eyedrops. The good qual-
ity of images, the portability, and the high sensitivity and 
specificity of the analysis done with the in-built AI software 
Selena+ allow to employ this device in large scale screening 
programs providing an early DR detection and reducing the 
risk of late sight-threatening stages of the disease.

Author contributions Conceptualization, ML, CM and LD; methodol-
ogy, ML, LD and CM; formal analysis, ML, LD; investigation, LD, 
ML; data curation, ML and LD; statistical analysis: DF; writing—
original draft preparation, LD, ML and JC; writing—review and edit-
ing, MN and NL; supervision, CM and ML All authors have read and 
agreed to the published version of the manuscript.

Funding Open access funding provided by Università Politecnica delle 
Marche within the CRUI-CARE Agreement.

Declarations 

Conflict of interest The authors declare that they have no conflict of 
interest.

Ethical standard The study was conducted according to the tenets of 
the Declaration of Helsinki.

Informed consent Informed consent was obtained by each patient prior 
to the study enrollment.

Open Access This article is licensed under a Creative Commons Attri-
bution 4.0 International License, which permits use, sharing, adapta-
tion, distribution and reproduction in any medium or format, as long 
as you give appropriate credit to the original author(s) and the source, 
provide a link to the Creative Commons licence, and indicate if changes 
were made. The images or other third party material in this article are 
included in the article's Creative Commons licence, unless indicated 
otherwise in a credit line to the material. If material is not included in 
the article's Creative Commons licence and your intended use is not 
permitted by statutory regulation or exceeds the permitted use, you will 
need to obtain permission directly from the copyright holder. To view a 
copy of this licence, visit http:// creat iveco mmons. org/ licen ses/ by/4. 0/.

References

 1. Cheung N, Mitchell P, Wong TY (2010) Diabetic retinopathy. 
Lancet 376(9735):124–136. https:// doi. org/ 10. 1016/ S0140- 
6736(09) 62124-3

 2. Flaxman SR, Bourne RRA, Resnikoff S, Vision Loss Expert 
Group of the Global Burden of Disease Study et al (2017) Global 
causes of blindness and distance vision impairment 1990–2020: 
a systematic review and meta-analysis. Lancet Glob Health 
5(12):e1221–e1234. https:// doi. org/ 10. 1016/ S2214- 109X(17) 
30393-5

 3. Li JQ, Welchowski T, Schmid M et al (2020) Prevalence, inci-
dence and future projection of diabetic eye disease in Europe: a 
systematic review and meta-analysis. Eur J Epidemiol 35(1):11–
23. https:// doi. org/ 10. 1007/ s10654- 019- 00560-z

 4. Palermo BJ, D’Amico SL, Kim BY, Brady CJ (2022) Sensitivity 
and specificity of handheld fundus cameras for eye disease: a sys-
tematic review and pooled analysis. Surv Ophthalmol 67(5):1531–
1539. https:// doi. org/ 10. 1016/j. survo phthal. 2021. 11. 006

 5. Vujosevic S, Aldington SJ, Silva P et al (2020) Screening for 
diabetic retinopathy: new perspectives and challenges. Lancet Dia-
betes Endocrinol 8(4):337–347. https:// doi. org/ 10. 1016/ S2213- 
8587(19) 30411-5

 6. Wilkinson CP, Ferris FL 3rd, Klein RE, Global Diabetic Retin-
opathy Project Group et al (2003) Proposed international clini-
cal diabetic retinopathy and diabetic macular edema disease 
severity scales. Ophthalmology 110(9):1677–1682. https:// doi. 
org/ 10. 1016/ S0161- 6420(03) 00475-5

 7. Landis JR, Koch GG (1977) The measurement of observer 
agreement for categorical data. Biometrics 33(1):159–174

 8. Lee R, Wong TY, Sabanayagam C (2015) Epidemiology of 
diabetic retinopathy, diabetic macular edema and related 
vision loss. Eye Vis 30(2):17. https:// doi. org/ 10. 1186/ 
s40662- 015- 0026-2

 9. Vujosevic S, Benetti E, Massignan F et al (2009) Screening for 
diabetic retinopathy: 1 and 3 nonmydriatic 45-degree digital fun-
dus photographs vs 7 standard early treatment diabetic retinopathy 
study fields. Am J Ophthalmol 148(1):111–118. https:// doi. org/ 
10. 1016/j. ajo. 2009. 02. 031

 10. Williams GA, Scott IU, Haller JA, Maguire AM, Marcus D, 
McDonald HR (2004) Single-field fundus photography for dia-
betic retinopathy screening: a report by the American Academy 
of Ophthalmology. Ophthalmology 111(5):1055–1062. https:// doi. 
org/ 10. 1016/j. ophtha. 2004. 02. 004

 11. Cheung CY, Tang F, Ting DSW, Tan GSW, Wong TY (2019) 
Artificial intelligence in diabetic eye disease screening. Asia Pac 
J Ophthalmol. https:// doi. org/ 10. 22608/ APO. 201976

 12. Davila JR, Sengupta SS, Niziol LM et al (2017) Predictors of 
photographic quality with a handheld nonmydriatic fundus cam-
era used for screening of vision-threatening diabetic retinopathy. 
Ophthalmologica 238(1–2):89–99. https:// doi. org/ 10. 1159/ 00047 
5773

 13. Kubin AM, Wirkkala J, Keskitalo A, Ohtonen P, Hautala N (2021) 
Handheld fundus camera performance, image quality and out-
comes of diabetic retinopathy grading in a pilot screening study. 
Acta Ophthalmol 99(8):e1415–e1420. https:// doi. org/ 10. 1111/ aos. 
14850

 14. Midena E, Zennaro L, Lapo C et al (2022) Handheld fundus 
camera for diabetic retinopathy screening: a comparison study 
with table-top fundus camera in real-life setting. J Clin Med 
11(9):2352. https:// doi. org/ 10. 3390/ jcm11 092352

 15. Abràmoff MD, Folk JC, Han DP et al (2013) Automated analysis 
of retinal images for detection of referable diabetic retinopathy. 
JAMA Ophthalmol 131(3):351–357. https:// doi. org/ 10. 1001/ 
jamao phtha lmol. 2013. 1743

http://creativecommons.org/licenses/by/4.0/
https://doi.org/10.1016/S0140-6736(09)62124-3
https://doi.org/10.1016/S0140-6736(09)62124-3
https://doi.org/10.1016/S2214-109X(17)30393-5
https://doi.org/10.1016/S2214-109X(17)30393-5
https://doi.org/10.1007/s10654-019-00560-z
https://doi.org/10.1016/j.survophthal.2021.11.006
https://doi.org/10.1016/S2213-8587(19)30411-5
https://doi.org/10.1016/S2213-8587(19)30411-5
https://doi.org/10.1016/S0161-6420(03)00475-5
https://doi.org/10.1016/S0161-6420(03)00475-5
https://doi.org/10.1186/s40662-015-0026-2
https://doi.org/10.1186/s40662-015-0026-2
https://doi.org/10.1016/j.ajo.2009.02.031
https://doi.org/10.1016/j.ajo.2009.02.031
https://doi.org/10.1016/j.ophtha.2004.02.004
https://doi.org/10.1016/j.ophtha.2004.02.004
https://doi.org/10.22608/APO.201976
https://doi.org/10.1159/000475773
https://doi.org/10.1159/000475773
https://doi.org/10.1111/aos.14850
https://doi.org/10.1111/aos.14850
https://doi.org/10.3390/jcm11092352
https://doi.org/10.1001/jamaophthalmol.2013.1743
https://doi.org/10.1001/jamaophthalmol.2013.1743


1088 Acta Diabetologica (2023) 60:1083–1088

1 3

 16. Abràmoff MD, Lou Y, Erginay A et al (2016) Improved automated 
detection of diabetic retinopathy on a publicly available dataset 
through integration of deep learning. Invest Ophthalmol Vis Sci 
57(13):5200–5206. https:// doi. org/ 10. 1167/ iovs. 16- 19964

 17. Ribeiro L, Oliveira CM, Neves C, Ramos JD, Ferreira H, Cunha-
Vaz J (2014) Screening for diabetic retinopathy in the central 
Region of Portugal. Added Value of Automated “Disease/No Dis-
ease” grading. Ophthalmologica. https:// doi. org/ 10. 1159/ 00036 
8426

 18. Bhaskaranand M, Ramachandra C, Bhat S et al (2019) The value 
of automated diabetic retinopathy screening with the EyeArt sys-
tem: a study of more than 100,000 consecutive encounters from 
people with diabetes. Diabetes Technol Ther 21(11):635–643. 
https:// doi. org/ 10. 1089/ dia. 2019. 0164

 19. Ruan S, Liu Y, Hu WT et al (2022) A new handheld fundus cam-
era combined with visual artificial intelligence facilitates diabetic 

retinopathy screening. Int J Ophthalmol 15(4):620–627. https:// 
doi. org/ 10. 18240/ ijo. 2022. 04. 16

 20. Padhy SK, Takkar B, Chawla R, Kumar A (2019) Artificial intel-
ligence in diabetic retinopathy: a natural step to the future. Indian 
J Ophthalmol 67(7):1004–1009. https:// doi. org/ 10. 4103/ ijo. IJO_ 
1989_ 18

 21. Ting DSW, Peng L, Varadarajan AV et al (2019) Deep learning in 
ophthalmology: The technical and clinical considerations. Prog 
Retin Eye Res 72:100759. https:// doi. org/ 10. 1016/j. prete yeres. 
2019. 04. 003

Publisher's Note Springer Nature remains neutral with regard to 
jurisdictional claims in published maps and institutional affiliations.

https://doi.org/10.1167/iovs.16-19964
https://doi.org/10.1159/000368426
https://doi.org/10.1159/000368426
https://doi.org/10.1089/dia.2019.0164
https://doi.org/10.18240/ijo.2022.04.16
https://doi.org/10.18240/ijo.2022.04.16
https://doi.org/10.4103/ijo.IJO_1989_18
https://doi.org/10.4103/ijo.IJO_1989_18
https://doi.org/10.1016/j.preteyeres.2019.04.003
https://doi.org/10.1016/j.preteyeres.2019.04.003

	Artificial intelligence in diabetic retinopathy screening: clinical assessment using handheld fundus camera in a real-life setting
	Abstract
	Aim 
	Methods 
	Results 
	Conclusions 

	Introduction
	Methods
	Population
	Image acquisition
	Image analysis and ophthalmological examination
	AI analysis
	Statistical analysis

	Results
	Discussion
	References




