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Abstract: Background: Ultrasound plays a crucial role in early diagnosis of breast cancer. The aim
of this research is to evaluate the diagnostic performance of BI-RADS classification in comparison
with new semi-automatic software Resona R9, Mindray, “SmartBreast” and strain elastography (SE),
point shear wave (pSWE), and 2D shear wave (2D SWE) Elastography for breast lesion differentiation.
Methods: Ninety-two breast nodules classified according to BI-RADS lexicon by an expert radiologist
were evaluated by a second investigator with B-mode ultrasound, color Doppler, “SmartBreast”, and
elastography. Histopathology was considered the gold standard. Results: The agreement between
software and investigator was excellent in the identification of the posterior features of breast masses
(Cohen’s k = 0.94), good for shape and vascular signal (Cohen’s k, respectively, of 0.6 and 0.65), poor
for orientation, margins, and echo pattern (Cohen’s k, respectively, of 0.28, 0.33 and 0.48), moderate
for dimensions (Lin’s correlation coefficient of 0.90, p = 0.07). SE showed a greater area under curve
(AUC) than pSWE and 2D SWE (0.84, 0.64, and 0.61, respectively), with a greater specificity and
a comparable sensitivity to pSWE (respectively, of 0.86 and 0.55, 0.81 and 0.84). Conclusions: SE
improved the diagnostic performance of BI-RADS classification more than pSWE and 2D SWE;
“SmartBreast” showed good agreement only for shape and vascularization but not for the other
ultrasound features of breast lesions.

Keywords: ultrasound; computer-aided diagnosis; “SmartBreast”; strain elastography; shear wave
elastography; pSWE; 2D SWE

1. Introduction

Breast cancer is the most common cancer among women [1], and it is a leading
health concern among women due to its high mortality and morbidity rates [2]. Different
imaging techniques for breast lesion characterization, alone or in combination, have been
extensively evaluated with generally high sensitivity despite limited specificity values in the
distinction between benign and malignant masses. Breast cancer is a heterogenous disease
with various histologic subtypes, molecular profiles, behaviors, and responses to therapy.
Among benign tumors, the most frequent lesions are fibroadenomas, while infiltrating
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ductal carcinoma is the most common malignant lesion. After the histologic assessment
and diagnosis of an invasive breast carcinoma, the use of biomarkers, multigene expression
assays, and mutation profiling may be used in order to choose the proper treatment.
Currently, mammography is widely recognized as the best technique in the early detection
of breast cancer [3]. It allows a complete and repeatable breast evaluation with quality
control and has maximal sensitivity values, especially in the initial phase of breast tumors.
These features make mammography the best screening method in patients over 40 years
of age. However, mammography has limitations. In a recent review, Humphrey et al. [4]
estimated the sensitivity for mammography for a one-year screening interval to be between
71% and 96%, with lower sensitivity observed in younger compared with older women.
Factors known to affect mammographic sensitivity include breast density (being clearly
better in fatty breasts), use of hormone replacement therapy, poor image quality, number
of views, and the experience and skill of the interpreting physician. Greater experience in
interpreting mammograms, independent double reading, and computer-aided detection
have all been shown to improve mammographic sensitivity. Mammographic specificity
was estimated between 94% and 97%. Most women with a false positive result on screening
mammography usually undergo additional mammograms, ultrasound studies, or physical
examinations, and the majority of these women are subsequently determined not to have
breast cancer. This fact leads to an increase in healthcare costs and has a negative impact on
patients’ anxiety. Another problem of periodic mammography screening is overtreatment of
benign lesions or the detection of less aggressive ductal carcinoma in situ (DCIS) in elderly
patients who do not benefit from a reduction of mortality risk but may have a reduction of
life quality from the treatment. Finally, another disadvantage of mammography is that it
cannot be used as a periodic screening in young patients (under 35 years) and, in particular,
in young patients with genetic mutations, such as BRCA-1 and BRCA-2 mutations, and
in patients who underwent previous chest radiation therapy at a young age. All of these
categories, which have a high risk for breast cancer but at the same time have increased
radiosensitivity, should be screened only with ultrasound and magnetic resonance imaging,
because neither uses ionizing radiation [5].

Ultrasound (US) was proven to be very useful in breast lesion differentiation, being a
non-invasive, reproducible, and cost-effective technique, and became the first-line imaging
in young women (especially before the age of 40) and the complementary method to
mammography in older women with dense breast structure [6]. Ultrasound is also a
useful tool in carrying out biopsy procedures. Its main limitations consist of being an
operator-dependent technique and the substantial overlap of morphologic ultrasound
features between benign and malignant lesions.

With the introduction of the Breast Imaging Reporting and Data System (BI-RADS) for
US [7], the criteria for describing and classifying breast nodules were standardized with
good diagnostic performance.

Newly established US and elastography techniques have been studied as an additional
method to analyze tissue stiffness in order to improve US examination specificity in the
characterization of focal breast masses [8–10]. The European Federation of Ultrasound in
Medicine and Biology (EFSUMB) and the World Federation of Ultrasound in Medicine
and Biology (WFUMB) described US elastography and published their guidelines about
physical principles, clinical indications, and limitations in several fields, including breast
imaging [10]. Strain elastography (SE) and shear wave elastography (SWE) are the two
main methods used in breast imaging.

SE is a qualitative and semi-quantitative technique based on compression applied
by an external source (mechanical compression performed by the transducer) with the
transducer kept still and perpendicular to the body surface. In SE, the absolute value
cannot be calculated since the force degree applied during the compression is not known,
and the deformation of the lesion can be represented as a relationship with a reference
tissue (fat tissue in the breast) and visualized by a color or a gray scale. The stiffness scale
has color values ranging from red (soft tissue) to blue (stiff areas), passing through green
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(intermediate stiffness). For a semi-quantitative as well as for a qualitative evaluation (color
map), the strain ratio (SR) may be calculated considering the deformability ratio between
the tumor and the breast fat [9,10].

SWE is a different quantitative method in which the force of acoustic radiation gener-
ates shear waves in the tissue. This kind of elastography provides quantitative information
(measured in kPa or m/s) shown also as a color map of the lesion and of the neighboring
tissues in real time. SWE can be further divided into 2D-SWE (sound touch elastography
(STE)) and point shear-wave elastography (pSWE, sound touch quantification (STQ)), in
which tissue stiffness is respectively represented as the mean elasticity of the region of
interest (ROI) or as a measurement of each pixel included in the field of view.

Multiple studies evaluating the possible role of SWE and SE have reported that
breast elastography is useful for differentiating benign from malignant lesions and could
potentially reduce unnecessary biopsies by improving the accuracy of breast US [10–12].
However, no specific recommendations have been provided by guidelines regarding the
superiority of one method over the other [13].

Recent studies have evaluated the potential role of computer-aided diagnosis (CAD)
and artificial intelligence systems in supporting breast imaging in mammography, ultra-
sound, and MRI, respectively, emphasizing the variability of the results of different papers
and the need for large-scale cohort studies [14].

“SmartBreast” is a new semi-automatic software able to carry out a multiplanar analy-
sis of breast lesions and provide an intelligent classification and reporting tool, according
to the BI-RADS lexicon.

The purpose of our study was to compare the diagnostic performance of these new
ultrasound techniques in the differentiation of benign and malignant breast lesions, in ac-
cordance with the BI-RADS classification, evaluating the agreement between “SmartBreast”
and the radiologist, and the diagnostic accuracy of elastography performed with strain
ratio (SE, SR), pSWE, and 2D SWE.

2. Materials and Methods

The whole study was carried out in accordance with the Declaration of Helsinki.
Informed patients’ consent was obtained for this prospective study. Permission for patients’
medical records review was obtained from the hospital. Between November 2021 and
September 2022, 85 patients aged between 12 and 85 years (mean age 52 ± 12 SD) were
enrolled, for a total of 92 focal breast lesions that were evaluated by a radiologist with
extensive experience in breast imaging (at least 10 years) who provided the BI-RADS
category for each lesion, in accordance with the latest ACR BI-RADS 2013 edition lexicon.
All patients underwent a biopsy.

The inclusion criteria of the study were: all ultrasound-detectable breast masses were
candidates for biopsy and classified with a BI-RADS score between 3 and 5 (probably
benign nodules but of first finding and/or growth at follow-up, nodules of uncertain
category, or lesions with suspected malignancy).

The exclusion criteria were: benign breast nodules that did not undergo biopsy or
follow-up, patient’s refusal to perform core-needle biopsy, biopsy performed before ultra-
sound examination in less than 1 month, clearly benign nodules (BI-RADS 2), or mixed
lesions with the solid component poorly assessable due to the elastographic artifacts linked
to the prevalent cystic component.

All breast nodules included in the study were subsequently evaluated by a second
investigator by means of a B-mode ultrasound, color Doppler, and analysis performed by
the semi-automatic “SmartBreast” software (Mindray, Resona R9, 3–14 MHz transducer).
The investigator was blinded to mammographic and previous ultrasound results. The
analyses by “SmartBreast”, in particular, involved the following parameters provided by
the BI-RADS lexicon for each lesion: dimensions (mm), shape (oval, rounded, irregular),
orientation (parallel, not parallel), margins (circumscribed or not circumscribed: indistinct,
angular, microlobulated, spiculated), echo-pattern (anechoic, isoechoic, hypoechoic, hy-
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perechoic, heterogeneous, complex cystic, and solid mass), posterior features (no features,
enhancement, shadowing, combined pattern), microcalcifications, and vascularization at
color Doppler (absent, peripheral, internal). All these ultrasound features were automati-
cally detected and analyzed by the software, which, at the end, provided a summary table
with the determination of a BI-RADS category and the consequent probability of benignity
or suspicion of malignancy (Figure 1).

Appl. Sci. 2023, 13, x FOR PEER REVIEW 4 of 12 
 

lesions with the solid component poorly assessable due to the elastographic artifacts 

linked to the prevalent cystic component. 

All breast nodules included in the study were subsequently evaluated by a second 

investigator by means of a B-mode ultrasound, color Doppler, and analysis performed by 

the semi-automatic “SmartBreast” software (Mindray, Resona R9, 3–14 MHz transducer). 

The investigator was blinded to mammographic and previous ultrasound results. The 

analyses by “SmartBreast”, in particular, involved the following parameters provided by 

the BI-RADS lexicon for each lesion: dimensions (mm), shape (oval, rounded, irregular), 

orientation (parallel, not parallel), margins (circumscribed or not circumscribed: indis-

tinct, angular, microlobulated, spiculated), echo-pattern (anechoic, isoechoic, hypoechoic, 

hyperechoic, heterogeneous, complex cystic, and solid mass), posterior features (no fea-

tures, enhancement, shadowing, combined pattern), microcalcifications, and vasculariza-

tion at color Doppler (absent, peripheral, internal). All these ultrasound features were au-

tomatically detected and analyzed by the software, which, at the end, provided a sum-

mary table with the determination of a BI-RADS category and the consequent probability 

of benignity or suspicion of malignancy (Figure 1). 

 

Figure 1. Mass overview with BI-RADS score provided by “SmartBreast”. 

In the same ultrasound session, the investigator also performed elastography using 

the three main techniques: SE (qualitative and semi-quantitative method with SR), 2D 

SWE (Kpa and m/s), and pSWE (Kpa). At least five measurements were performed for 

every elastographic technique in each breast nodule.  

Every elastographic evaluation included a quality bar that indicated the correct exe-

cution of the exam. The ROI was placed in the lesion, including as much tumoral area as 

possible. In both 2D SWE and pSWE analyses, the ROI was placed at least 3 mm below 

the skin surface; more superficial evaluations make the elastography examination unreli-

able. 

SE was performed, taking care not to apply any pre-compression. The ultrasound 

probe was kept perpendicular to the skin surface using a real-time quality indicator to 

control the optimal sequence of compression–release. Elastography and B-mode images 

were visible simultaneously on the display (double view) in order to evaluate the qualita-

tive parameters of the color scale. When the compression–release cycles had been com-

pleted and the optimal dynamics had been obtained through a real-time quality indicator, 

the maximum decompression point was selected in post-processing, and a region of inter-

est (ROI) was manually positioned into the lesion, trying to include most of the lesion 

Figure 1. Mass overview with BI-RADS score provided by “SmartBreast”.

In the same ultrasound session, the investigator also performed elastography using
the three main techniques: SE (qualitative and semi-quantitative method with SR), 2D SWE
(Kpa and m/s), and pSWE (Kpa). At least five measurements were performed for every
elastographic technique in each breast nodule.

Every elastographic evaluation included a quality bar that indicated the correct exe-
cution of the exam. The ROI was placed in the lesion, including as much tumoral area as
possible. In both 2D SWE and pSWE analyses, the ROI was placed at least 3 mm below the
skin surface; more superficial evaluations make the elastography examination unreliable.

SE was performed, taking care not to apply any pre-compression. The ultrasound
probe was kept perpendicular to the skin surface using a real-time quality indicator to
control the optimal sequence of compression–release. Elastography and B-mode images
were visible simultaneously on the display (double view) in order to evaluate the qualitative
parameters of the color scale. When the compression–release cycles had been completed
and the optimal dynamics had been obtained through a real-time quality indicator, the
maximum decompression point was selected in post-processing, and a region of interest
(ROI) was manually positioned into the lesion, trying to include most of the lesion without
the surrounding tissue. A second ROI, approximately equal in size to the first one, was
placed on the normal fat tissue near the lesion at the same depth, avoiding possible motion
artifacts. Then, the software inside the ultrasound machine calculated the strain ratio value,
given by the deformability of the lesion in comparison to the fat tissue, thus providing
semi-quantitative information (Figure 2b).
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Figure 2. (a) A hypoechoic lesion with irregular margins and vascular internal signs at color Doppler
evaluation, classified as BI-RADS 5 by human operator. (b) Semi-quantitative elastography showing
a value of strain ratio (4.07) suggestive of stiff lesion. (c) The same lesion, showing intermedi-
ate values at 2D SWE evaluation (21.95 kPa) and (d) high values at pSWE analysis (122.55 kPa).
(e–h) “SmartBreast” assessment, suggestive of malignancy. At histological evaluation, it was a B5
lesion (infiltrating ductal carcinoma).
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Subsequently, the lesion was evaluated using the 2D SWE technique. The investigator
positioned the transducer so that it remained stable and perpendicular to the lesion without
any pressure while maintaining only slight contact with the skin in order to minimize
compression artifacts. The patient was instructed to maintain a short inspiratory apnea
to avoid respiratory motion artifacts. A mechanical impulse from the probe generated
shear waves in the breast tissue, and their propagation was analyzed in a real-time color
map. In this technique, the impulse coming from the transducer generates a downward
displacement of the tissue parallel to each grid, and the speed of propagation of the shear
waves can be measured (m/s). Breast lesion stiffness was assessed by placing an ROI in the
lesion and was expressed in kPa. The ROI was placed in the lesion so as to include as much
tumoral area as possible, avoiding the loss of signal due to artifacts (Figure 2).

The pSWE assessment was based on the same physical principle of 2D SWE single-
point stiffness was measured at different points of the lesion instead of an area. Each patient
was asked to hold their breath, and the operator positioned the transducer perpendicular to
the lesion without any pressure, waiting for the machine to take from 5 to 10 measurements
at different points of the breast nodule in order to obtain a representation of the stiffness,
expressed in Kpa, through maximum, minimum, and median values. The pSWE evaluation
also included a quality bar that indicated the correct execution of the same (Figure 2d).

The histopathological examination was considered the gold standard of reference;
therefore, all breast lesions underwent core-needle biopsy and/or surgery.

Ultrasound-guided biopsy was performed under local anesthesia with a 14-gauge nee-
dle (Precisa, HS), and at least three tissue samples were collected for each breast lesion [15].
Every biopsy sample was placed in formalin and analyzed by a pathologist specializing in
the diagnosis of breast cancer (with at least 15 years of experience). The pathologist was
blinded to the ultrasound results.

Statistical Analysis

The Bland–Altman method was used for the analysis of continuous data and for the
evaluation of software–investigator agreement. Lin’s concordance coefficient and Cohen’s
k were also calculated for each breast lesion parameter predicted by the BI-RADS lexicon.

To determine the diagnostic accuracy of conventional B-mode ultrasound, BI-RADS
category, SE, 2D SWE, and pSWE in breast disease, 2 × 2 contingency tables were used,
and the area under the curve (AUC) ROC was calculated. Optimal cut-off values were
calculated to optimize the sensitivity and specificity of strain elastography (SE) with strain
ratio (SR) and shear wave elastography (2D SWE and pSWE) using the Youden index.

All statistical calculations were carried out using Stata software (12.0 version, Stata
Corporation, College Station, TX, USA).

3. Results

The histological examination identified 22 benign breast lesions (23/92, 25%), 7 le-
sions classified as B3 (7/92, 7.6%), and 62 malignancies (62/92, 67.3%). Benign lesions
included fibroadenomas (13), fibrocystic mastopathy (6), adenosis (2), fibrotic lesions (1),
and inflammatory lesions (1). B3 nodules included atypical (1) and typical (1) intraductal
papilloma, sclerosing adenosis (3), and atypical ductal hyperplasia (2). The malignant
tumors included infiltrating ductal carcinomas (30), infiltrating ductal carcinomas with foci
of in situ ductal carcinoma (18), ductal carcinoma in situ (3), invasive lobular carcinomas
(7), infiltrating mucinous carcinoma of mixed type with foci of ductal carcinoma in situ (3),
and pleomorphic sarcoma (1).

In the analysis of BI-RADS parameters, Lin’s correlation coefficient showed a moderate
agreement between the “SmartBreast” and the operator in the evaluation of the dimensions
(0.90, p = 0.07), as also seen in the Bland–Altman agreement in Figure 3.
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Figure 3. Bland–Altman correlation. Breast lesion diameters measured by “SmartBreast” and by
radiologist. The B-A plot represents every difference between the measurement by the software and
the measurement by the operator (Y-axis) against the average of the measurement (X-axis). Most of
the points, except three, lie between the two confidence limits (lower limit: mean difference-2 SD;
upper limit: mean difference + 2SD), on both the lower and higher average values (good agreement).

Calculating Cohen’s k for the other BI-RADS parameters, the following criteria were
used: if k assumed values between 0 and 0.4, the agreement was considered poor; if k
assumed values between 0.4 and 0.6, the agreement was moderate; if k values were between
0.6 and 0.8, the agreement was good; if k values were between 0.8 and 1, the agreement
was considered excellent.

In our study, the agreement between the software and the investigator was excellent
in the identification of the posterior features of breast lesions (Cohen’s k = 0.94); good in
the evaluation of the shape and vascular signal at color Doppler (Cohen’s k, respectively, of
0.6 and 0.65); and poor in the analysis of orientation, margins, and echo-pattern (Cohen’s k,
respectively, of 0.28, 0.33, and 0.48). In the identification of microcalcifications, Cohen’s k
was 0.36, with the area under the ROC curve equal to 0.64.

The analysis of the agreement in the definition of the final BI-RADS score between
the software and the human investigator showed a Cohen’s k of 0.35 (poor), 0.28 between
the software and the histological results (poor), and 0.71 between the operator and the
histological results (good).

Elastography analysis in the discrimination between malignant and benign lesions
showed an AUC of 0.84 for the strain ratio, 0.64 for the 2D SWE, and 0.61 for the pSWE,
with the cut-off values respectively equal to 1.69 (sensitivity: 0.81, specificity: 0.86), 25 Kpa
(sensitivity: 0.73, specificity: 0.55), and 64.34 kPa (sensitivity: 0.71, specificity: 0.50). The
results are shown in Table 1.
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Table 1. Comparison of methods and their combination. PPV—positive predictive value, NPV—
negative predictive value, ROC area—receiver operating characteristic area.

Operator Sensitivity (%) Specificity (%) ROC Area PPV NPV

Experienced radiologist 93.2% 75% 0.84 87.2% 85.7%

“SmartBreast” 78.8% 70.8% 0.81 85.4% 81%

Strain Ratio (SR)
(cut-off = 1.69) 81% 86% 0.84 84.2% 80%

2D SWE
(cut-off = 25 kPa) 73% 55% 0.64 78.9% 57.4%

pSWE (cut-off = 64.34 kPa) 71% 50% 0.61 71.1% 58.6%

SR + Experienced radiologist 94.5% 78.8% 0.80 85.5% 96.4%

SR +
”SmartBreast” 79.3% 76.6% 0.82 84.7% 81.2%

SR +
Experienced Radiologist +

“SmartBreast”
98.8% 61.7% 0.83 82% 96.7%

2DSWE + Experienced radiologist 93.4% 75.5% 0.67 79.5% 85.8%

pSWE +
”SmartBreast” 78% 62.3% 0.71 79.7% 66.4%

2D SWE +
Experienced Radiologist +

“SmartBreast”
88.6% 64.5% 0.66 78.3% 79.7%

pSWE + Experienced Radiologist 92.9% 68.9% 0.65 78.4% 68.3%

2D SWE +
”SmartBreast” 75.6% 68.7% 0.55 77.8% 67.6%

pSWE+
Experienced Radiologist +

“SmartBreast
93.1% 71.8% 0.73 78.8% 69.4%

4. Discussion

The differential diagnosis of breast tumors is still a significant challenge despite new
technological developments that have provided more helpful tools for the radiological
distinction of cancer from benign lumps.

The BI-RADS lexicon, updated in the last version of 2013 by the American College of
Radiology (ACR), aims to standardize the interpretation and reporting of breast imaging,
including ultrasound examination [7]. Despite the validation of this system, the variabil-
ity in the analysis of focal breast lesions is still a problem, in particular, for some of its
descriptors, such as margins and echo-patterns of the lesions. For this reason, automatic
and semi-automatic software and computer-aided artificial intelligence have been created
in recent years in order to process the images and extract features that can be classified
according to the algorithms used in each analysis phase.

According to some authors, these systems can potentially improve the classification of
breast masses by increasing the radiologist’s performance. In a study by Buchbinder et al., a
computer-aided system correctly upgraded malignant lesions initially assigned a BI-RADS
3 score at mammography to a BI-RADS 4 or 5 category at 90% [16]. However, a 2019 review
by Le et al. that evaluated the potential role of artificial intelligence for supporting breast
imaging in mammography, ultrasound, and MRI, showed a variability of the results found
in the literature, focusing on the need to carry out large-scale cohort studies in order to
have more data and to standardize the interaction with the automatic tools [14]. Shen
et al. demonstrated that a computer-aided classification had a statistical improvement in
the accuracy and specificity of US examination (5.91% and 8.85%, respectively) compared
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to a radiologist alone [17]. In 2017, Kim et al. reported a higher and statistically signifi-
cant AUC (0.725) of a series of 192 breast lesions assessed using a computer-aided system
called S-Detect in comparison with an expert radiologist (0.653) (p = 0.038) [18]. Bartolotta
et al. showed, in their study, that this software can lead to an increase in the number of
breast masses correctly characterized by US, although this increase was not statistically
significant [19]. A 2021 meta-analysis by Wang et al. indicated how the evaluation with the
same type of CAD (S-Detect) could play a role in the distinction between benign and malig-
nant lesions with high values of sensitivity and specificity (0.82 and 0.83, respectively) [20].
Liu et al. evaluated the role of S-Detect together with SWE, demonstrating that the differ-
ences in sensitivity, specificity, accuracy, and AUC of the three diagnostic methods were
not statistically significant (all p > 0, 05), however, encouraging this technology as a tool
in supporting young and less experienced radiologists in breast imaging evaluation [21].
Similar results were also reported in the previous work by Di Segni et al. [22]. A 2022 study
by Lyu et al. showed that automatic ultrasound detection of BI-RADS 4 lesions performed
by artificial intelligence had higher accuracy in determining benign and malignant tumors
(0.87, 0.75, and 0.80, respectively, for sensitivity, specificity, and accuracy) than conventional
ultrasound (0.85, 0.67, and 0. 75, respectively) [23].

It is noteworthy that, to date, there are no papers in the literature that evaluate the
role of the new “SmartBreast” in the discrimination of the individual BI-RADS lexicon
descriptors or the combined role of the software together with the different elastography
techniques in the assessment of the final BI-RADS score.

The results of our study showed a moderate agreement between the “SmartBreast”
software and the human investigator in the evaluation of tumor dimensions (Lin’s coeffi-
cient = 0.90, p = 0.07).

A good agreement was found in the identification of the posterior features and in the
evaluation of the shape and the analysis of vascular signals at color Doppler (Cohen’s k of
0.94, 0.6, and 0.65, respectively). The agreement was found to be lower in the analysis of
the most difficult BI-RADS parameters, such as orientation, margins, and echo pattern of
the breast masses (Cohen’s k of 0.28, 0.33, and 0.48, respectively).

With regard to the identification of microcalcifications, the area under the ROC curve
was equal to 0.64, despite a Cohen’s k value of 0.36, demonstrating a good agreement
between the “SmartBreast” the human operator, and mammography.

The agreement in the definition of the BI-RADS final score was poor between software
and operator (0.35) and between software and histological results (0.28), but it was good
between operator and histological final assessment (0.71).

These data confirm the potential role of CAD systems in supporting breast lesion
characterization for less experienced operators, but this system is neither of better diagnostic
performance nor can it currently replace a radiologist with experience in breast cancer
imaging. One of the limits found in our study that can partly explain these results is
the presence of nine small lesions (9/92, 9.7%) ≤ 6 mm in size, for some of which the
“SmartBreast” software was not able to correctly identify the lesion alone, or it did not
correctly define the margins in consideration of the exceedingly small size.

Some studies have also evaluated the diagnostic role of elastography in breast
nodule discrimination. In particular, some authors suggested that strain elastography
may be complementary to the BI-RADS classification, increasing the performance of
ultrasound [24,25]. Farrokh et al. [26] reported sensitivity values of 0.94 and specificity of
0.87 with a cut-off of 2.9 for SR. On the other hand, Alhabshi et al. [27] reported a cut-off
value of 5.6 associated with the best diagnostic performance of SR. Therefore, it is evident
how much the SR cut-off values are variable, and this variability is related to different
equipment used, to operators’ experience, and to the lesions’ depth and size.

A further method, shear wave elastography (SWE), has been applied in breast le-
sion ultrasound analysis. A 2022 study by Wang et al. showed that the use of com-
bined qualitative 2D SWE and/or color Doppler with BI-RADS had higher AUC values
(p < 0.001) than BI-RADS alone and that, compared with BI-RADS alone, the sensitivity



Appl. Sci. 2023, 13, 6764 10 of 12

slightly decreased, while the specificity, PPV, NPV, and accuracy were significantly im-
proved [28]. Chang et al. [29] demonstrated that the mean elasticity value with SWE was
significantly higher in malignant lesions (153 kPa +/− 58) compared with that of benign
ones (46 kPa +/− 43), establishing an optimal cut-off value of 80 kPa.

In summary, both SE and 2D SWE have shown considerable potential for increasing
diagnostic accuracy in the characterization of breast lesions. However, there are still only
a few studies that have compared these techniques. Seo et al. [30] reported that the AUC
for the elasticity values of strain elastography was slightly higher than that of 2D SWE
but without a statistically significant difference (strain ratio 0.929, p > 0.05). Combined SE
and 2D SWE showed significantly higher diagnostic accuracy than the methods used alone
(p = 0.031). Fujioka et al. [31] indicated that the combined use of SE and 2D SWE together
increased the performance of B-mode ultrasound alone. In particular, 2D SWE was more
useful than SE. No statistically significant differences were found between the qualitative
and quantitative assessments.

Another paper by Altintas et al. demonstrated that SE, 2D SWE, and pSWE had higher
diagnostic performance individually than B-mode US alone for distinguishing between
malignant and benign breast masses with similar diagnostic performance; the AUC for
each of these elastography methods was 0.93, 0.93, 0.98, 0.97, 0.98, and 0.96, respectively
(p < 0.001 for all measurements) [32].

In our study, strain elastography (cut-off = 1.69) showed a greater AUC than 2D SWE
and pSWE (equal to 0.84, 0.64, and 0.61, respectively), with a sensitivity comparable to
pSWE (respectively, of 0.81 and 0.84) but with a greater specificity (respectively, of 0.86
and 0.55), proving to be an accurate method in the discrimination between benign and
malignant breast lesions. The association between SR, an experienced radiologist, and
“SmartBreast” had the best sensitivity amongst the different methods (0.99), despite less
specificity (0.62) that was the best for SR taken alone (0.86), demonstrating that SR is a valid
ultrasound method. pSWE showed the lowest sensitivity and specificity (0.71 and 0.50,
respectively), proving to be the worst elastographic method for breast lesion evaluation in
our study.

These data could be related to the high prevalence of malignancies in our cohort and
to the technology we used, for which there are still no universal cut-offs for stiffness values
to be used, but they confirmed the potential role of these technologies in supporting the
radiologist’s diagnosis in the evaluation of breast focal lesions.

5. Conclusions

Our study showed that multiparametric ultrasound evaluation of focal breast lesions
is feasible and may increase their characterization. In particular, the semi-quantitative
evaluation with SR significantly improves the diagnostic performance of the BI-RADS
classification, having the association SR + experienced radiologist + “SmartBreast” with,
in our study, a sensitivity of 0.99, while SR alone had a sensitivity of 0.81 and a specificity
of 0.86. The semi-automatic “SmartBreast” Resona R9, Mindray software showed a good
agreement with the investigator in our preliminary results, considering size (Lin’s corre-
lation coefficient of 0.90, p = 0.07), shape, vascularization, and posterior features during
nodule evaluation (Cohen’s k of 0.6, 0.65, and 0.94, respectively), except for the margins,
echo pattern, and orientation (Cohen’s k of 0.33, 0.48, and 0.28, respectively). The automatic
analysis, therefore, did not statistically increase the diagnostic performance, either alone or
in association with elastographic methods, but it could have a role in guiding and training
young, less experienced radiologists.

Further studies are needed to validate the results of our work, taking into consideration
a greater number of breast lesions in multicenter studies.
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