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Introduction

Over the past 2 decades, thoracic endovascular aortic repair 
(TEVAR) has emerged as a less invasive therapeutic option 
compared to open repair and is now considered the first-
line treatment strategy for several aortic pathologies.1–3 
Despite the minimally invasive nature of the procedure, 
though, TEVAR is sometimes associated with significant 
morbidity, especially in cases of aortic arch involvement. 
The failure of the proximal stent-graft to conform to an 
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Abstract
Purpose: To report the outcomes from the observational SURPASS registry, which was created to assess the performance 
of the Conformable TAG (CTAG) stent-graft with the Active Control System (ACS) in patients undergoing thoracic 
endovascular aortic repair (TEVAR) in a real-world setting. Materials and Methods: The SURPASS registry (ClinicalTrials.
gov; identifier NCT03286400) was an observational, prospective, single-arm, post-market, international study that enrolled 
patients undergoing TEVAR using the CTAG with ACS for both acute and chronic thoracic aortic disease between October 
2017 and July 2018. The CTAG with ACS features 2-stage deployment of the stent-graft and an optional angulation mechanism 
that modifies only the proximal end of the stent-graft. During the observation period, 127 patients (mean age 67.1±12.1 years, 
range 27–86; 92 men) were enrolled and treated for an array of aortic pathologies, including chronic and acute lesions and 
4 ruptured descending thoracic aneurysms. The primary outcome of this study was technical success; secondary outcomes 
were clinical success and major adverse events at 30 days and 12 months. The numbers of 2-stage device deployments and 
applications of the angulation mechanism were recorded, along with the reasons for use. Results: Technical success of the 
TEVAR was 97.6% owing to unintentional partial coverage of supra-aortic branches in 3 cases (the vessels were patent on 
imaging). The stent-graft was repositioned at its intermediate diameter in 79 patients (62.2%), and the angulation feature was 
applied in 64 cases (50.4%), mainly to improve proximal wall apposition and orthogonality in the aorta. The desired effect 
was achieved in 60 cases (93.8%). There was no device compression, bird-beak configuration, fracture, or graft occlusion. The 
30-day and 12-month clinical success rates were 97.6% and 92.9%, respectively. There were 3 aorta-related deaths at 30 days 
and a further 3 at 12 months. Fatalities were due to a retrograde type A dissection (0.8%), paraplegia, bowel ischemia, sepsis 
in the setting of a mycotic aneurysm, aneurysm rupture post aortoesophageal fistula, and multiorgan dysfunction syndrome. 
Three endoleaks (2 type Ia and 1 type III) required reintervention. Conclusion: In the SURPASS registry, the use of the 
CTAG device with ACS showed promising outcomes despite the challenging pathologies. The new delivery system enables 
a controlled staged delivery with in situ adjustments during positioning, facilitating the treatment of complex aortic disease.
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angulated arch can create the bird-beak configuration and 
precipitate serious complications such as type Ia endoleak 
or stent-graft migration.4 Other complications may be 
unintentional coverage of major aortic branches or even 
graft collapse. The complications often require adjunctive 
procedures or the extension of the proximal landing zone. 
Thus, besides sizing and planning, the optimal deployment 
of the endograft remains crucial for both the success and 
safety of the procedure.

The new delivery system of the Conformable TAG 
(CTAG) thoracic stent-graft (Gore Medical, Flagstaff, AZ, 
USA) was developed to provide a more precise deploy-
ment of the graft. This Active Control System (ACS) 
offers an optional angulation mechanism of the proximal 
stent end and 2-stage deployment for more controlled 
device positioning. The observational SURPASS registry 
was created to assess the performance of the CTAG with 
ACS in daily clinical practice, accumulating device-spe-
cific outcomes in the treatment of aortic disease. This 
article reports the analysis of the 30-day and 12-month 
outcomes from the registry.

Materials and Methods

Study Design

The SURPASS registry was an observational, prospective, 
single-arm, post-market, international study that enrolled 
patients undergoing TEVAR using the CTAG with ACS for 
both acute and chronic thoracic aortic disease between 
October 2017 and July 2018. Collaborators at the 20 inves-
tigative sites in Europe are listed in the Appendix.

Patients appropriate for treatment with the CTAG with 
ACS were eligible for the study. The presence of paraplegia 
or paraparesis at baseline, previous thoracic endovascular 
treatment, and a life expectancy <1 year were the main 
exclusion criteria (Table 1). A minimum of 2 follow-up vis-
its at 30 days and 12 months after the initial procedure was 
specified by the protocol. Imaging follow-up was performed 
based on the standard of care at the participating centers, 
which included computed tomography angiography.

All patients provided written informed consent and the 
trial was conducted according to the Declaration of Helsinki 
and the International Conference of Harmonization Good 
Clinical Practice guideline. The protocol was approved by 
the local ethics committee of each participating center. The 
trial was registered on the National Institutes of Health 
website (ClinicalTrials.gov; identifier NCT03286400).

Device Description

The CTAG with ACS is a flexible, self-expanding stent-
graft constrained on a delivery catheter that is introduced 
over a dedicated 18- to 24-F DrySeal Flex sheath (Gore 
Medical). Stent-graft sizes range in diameter from 21 to 45 
mm and in length from 10 to 20 cm. The ACS includes a 
nested handle delivery system that integrates 2 new fea-
tures: 2-stage deployment of the stent-graft and an optional 
angulation mechanism that modifies only the proximal end 
of the device.

The 2-stage deployment option allows the stent-graft to 
be opened to its intermediate diameter from leading to trail-
ing end to facilitate better positioning and correction. Of 
note, this feature permits continuous blood flow through the 
stent-graft lumen and around the device without any need 
for aggressive blood pressure reduction. During the second 
step of deployment, the stent-graft opens to its full diameter 
from the trailing to the leading end (Figure 1).

The angulation control dial is accessible after expand-
ing the stent-graft to its intermediate diameter. Modifying 
the angulation is optional and executed by rotating the dial 
to adjust the leading end for a more harmonious alignment 
to the inner aortic curve. After full deployment of the 
stent-graft, the angulation mechanism remains accessible. 
Adjusting the angulation can achieve better apposition of 
the device to the aortic wall; however, the angulation is 
non-reversible.

Patient Population

During the observation period, 127 patients (mean age 
67.1±12.1 years, range 27–86; 92 men) were enrolled in 

Table 1. Inclusion and Exclusion Criteria.

Inclusion Criteria Exclusion Criteria

1. Age ≥18 years 1. Paraplegia or paraparesis at initial presentation
2. Signed informed consent form 2.  Participation in concurrent research study or registry that may confound 

registry results, unless approved by the sponsor
3. Willingness to adhere to follow-up requirements 3. Prior implantation of a thoracic stent-graft
4. Surgical indication for TEVAR 4. Woman pregnant or breast-feeding at time the informed consent is signed
5.  Intent to treat with the CTAG device with the 

Active Control System
5. Life expectancy <1 year due to comorbidities

Abbreviation: TEVAR, thoracic endovascular aortic repair.
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the registry. Table 2 summarizes the baseline characteris-
tics of this cohort. An array of aortic pathologies was 
treated, including chronic and acute lesions and 4 ruptured 
descending thoracic aneurysms. Aortic arch morphology 
was demanding: 25 patients (19.7%) had a type I arch, 62 
(49.2%) a type II arch, and 39 (31.0%) a type III arch; in 1 
case, the arch type was not recorded.

Outcomes and Definitions

Reporting of all outcome variables followed the definitions of 
the latest Society for Vascular Surgery reporting standards on 
TEVAR.3 The primary outcome of this study was technical 
success, which was defined as successful access and deploy-
ment of the stent-graft at the intended location resulting in a 
patent device in the absence of death within 24 hours, surgical 
conversion, or type I or III endoleak detected on angiography.

The main secondary outcome was clinical success, 
which encompassed freedom from procedure- or aneu-
rysm-related death, type I or III endoleak, aneurysm-
related expansion or rupture, stent-graft occlusion, 
infection or migration, conversion to open repair, failure to 
arrest the original pathologic process, or a new thoracic 
aortic pathology. A further secondary endpoint was major 
adverse events, including paraplegia or paraparesis, stroke, 

myocardial infarction, acute kidney injury, bowel isch-
emia, or major blood loss.

Access and procedure details were recorded. The num-
bers of 2-stage device deployments and applications of the 
angulation mechanism were noted, along with the reasons 
for use of this option.

Statistical Analysis

Continuous variables are expressed as the mean ± standard 
deviation or median [interquartile range (IQR) Q1, Q3]. 
Categorical variables are given as the number (percentage). 
The analysis was performed using the statistical SAS soft-
ware (version 9.4; SAS Institute, Cary, NC, USA).

Results

Outcomes at 30 Days

Technical success was 97.6%. Three left common carotid 
arteries (2.4%) were partially covered unintentionally. The 
length of the proximal landing zone in these cases was <20 
mm each. All 3 vessels were patent on post-implantation 
angiograms and CTA scans. In 2 cases of these cases, angu-
lations were optimized during deployment.

Figure 1. A 54-year-old man with multiple comorbidities had a type B aortic dissection diagnosed in 2013 (4 years prior). (A) The 
last computed tomography angiogram (CTA) showed aneurysm growth to 6 cm maximum diameter in the descending thoracic aorta. 
(B) After angiography, a TGM 45-45-20E CTAG device was placed just distal to the left subclavian artery. (C) After deployment, a 
bird-beak configuration (white arrow) was detected. (D) The angulation control mechanism was used for a more complete apposition 
to the inner aortic curvature. In total, 3 devices were implanted, leaving the celiac trunk patent. (E) In the control CTA scan 12 
months later, the stent-graft was aligned with the aorta and the aneurysm sac had shrunk.
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A femoral approach was the access of choice in 122 
patients (96.1%), while an iliac conduit was needed in 5 
cases (4%) because of excessive tortuosity or severe calcifi-
cation of the access vessels (Table 3). A total percutaneous 
approach was utilized in 58 cases (45.7%).

The mean number of CTAGs deployed was 1.38 (range 
1–3). Of note, 64 patients (50.4%) required device implan-
tation in the proximal landing zones. In 79 patients (62.2%), 
the stent-graft was repositioned at its intermediate diameter. 
The angulation feature was applied in 64 cases (50.4%): 23 
(35.9%) at the device’s intermediate diameter, 17 (26.6%) 
at its full diameter, and 24 (37.5%) at both diameters. The 
main reasons for using the ACS were to improve proximal 
wall apposition (63, 98.4%) and orthogonality in the aorta 
(31, 48.4%). The desired effect was achieved in 60 cases 
(93.8%). There were no reports of device compression, 
bird-beak configuration, fracture, or graft occlusion.

Rapid ventricular pacing during deployment was used in 
9 procedures (7.1%). A blood transfusion was required 
intraoperatively in 6 cases (4.7%), with a mean blood loss 
of 140.1±162.2 mL. The mean procedure time was 
113.1±84.5 minutes, while the mean fluoroscopy time 
amounted to 15.0±11.6 minutes, during which a mean 
115.5±73.4 mL of contrast agent were used. The mean hos-
pital stay was 9.7±11.0 days.

One or multiple complications were observed in 28 
patients (22%; Table 4). The access-related complication 
rate was 2.4% (n=3), including 2 cases (1.6%) of bleeding 
(1 did not require any treatment) and 1 pseudoaneurysm 
(0.8%). Other systemic complications were categorized as 
cardiac (0.8%), renal (3.2%), pulmonary (3.2%), and mis-
cellaneous (7.9%). Neurological complications were 
observed in 5 patients (3.9%), including paraplegia or 

Table 2. Characteristics of the 127 Patients in the Study.a

Demographics and risk factors
 Age, y 67.1±12.1
 Men 92 (72.4)
 Smoking 127 (100)
 Hypertension 102 (81.0)
 Hypercholesterolemia 40 (32.8)
 COPD 27 (21.4)
 Coronary artery disease 22 (11.7)
 Diabetes 17 (13.4)
 Chronic kidney disease 15 (11.8)
 Congestive heart failure 3 (2.4)
 Cardiac arrhythmia 15 (11.8)
 Peripheral artery disease 11 (8.9)
 Carotid disease 7 (5.6)
Aortic pathologies
 Aneurysms
  Aortic arch 7 (5.5)
  DTA 36 (28.3)
  Ruptured DTA 4 (3.1)
  Thoracoabdominal 2 (1.6)
 Dissections
  Type A complicated 3 (2.4)
  Type B complicated 17 (13.4)
  Type B uncomplicated 24 (18.9)
 Other
  Aortobronchial fistula 1 (0.8)
  Traumatic aortic transection 6 (4.7)
  Intramural hematoma 4 (3.1)
  Penetrating aortic ulcer 11 (8.7)
  Pseudoaneurysm 2 (1.6)
  Other 10 (7.9)

Abbreviations: COPD, chronic obstructive pulmonary disease; DTA, 
descending thoracic aorta.
aContinuous data are presented as the mean ± standard deviation; 
categorical data are given as the number (percentage).

Table 3. Procedure and Deployment Data.a

Access vessel
 Femoral artery 122 (96.1)
 External iliac artery 2 (1.6)
 Common iliac artery 3 (2.4)
Endovascular access method
 Percutaneous 58 (45.7)
 Cutdown 69 (54.3)
Number of devices used 1.4
Proximal sealing zone length, mm  35.7±33.1
Proximal landing zoneb

 0 3 (2.4)
 1 9 (7.1)
 2 52 (40.9)
 3 36 (28.3)
 4 25 (19.7)
 5 2 (1.6)
Rapid pacing 9 (7.1)
Angulation control system used 64 (50.4)
 Desired effect achieved 60 (93.8)
 Reasons for use
  Improve proximal wall apposition 63 (98.4)
  Deliver in tortuous arch anatomy 12 (18.8)
  Improve orthogonality in the aorta 31 (48.4)
  Other 9 (14.1)
Deployment successful 127 (100)
Technical success 124 (97.6)
Procedure time, min 113.1±84.5
Fluoroscopy time, min 15.0±11.6
Hospital stay, d 9.7±11.0
Intensive care time, h 71.5±29.0

aContinuous data are presented as the mean ± standard deviation; 
categorical data are given as the number (percentage).
bZone 0: ascending aorta to the innominate artery; Zone 1, from the 
innominate artery to the left carotid artery; Zone 2, from the left 
carotid artery to the left subclavian artery; Zone 3, proximal descending 
aorta distal to the left subclavian artery; Zone 4, mid descending aorta; 
Zone 5, distal descending aorta.
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paraparesis in 4 patients (3.2%) and an ischemic stroke in 
an additional subject (0.8%) treated for a ruptured descend-
ing thoracic aneurysm.

Primary clinical success was 97.6% owing to 3 deaths 
during the first 30 days after the initial procedure. One ret-
rograde type A aortic dissection (0.8%) was observed in a 
patient treated for a complicated type B dissection 8 days 
after implantation of a 40-mm-diameter stent-graft into a 
36.5-mm-diameter zone 1 landing site (9.6% oversizing). In 
another patient, paraplegia occurred 24 hours after emer-
gent implantation of a single stent-graft covering 20 mm of 
thoracic aorta; no cerebrospinal fluid drainage was per-
formed prior to the procedure. The patient expired on the 
seventh postoperative day (POD). The third patient died 
after laparotomy for bowel ischemia 4 days after treatment 
of an uncomplicated type B dissection.

One-Year Outcomes

The clinical success rate was 92.9% at 12 months; 1 patient 
was lost to follow-up. Among the 3 late deaths, one patient 
suffered aneurysm rupture at POD 40; no endoleaks had 
been reported, but the patient had initially been treated for 
an infected aneurysm and developed an aortoesophageal 
fistula on POD 7. One patient expired on POD 78 due to 
Salmonella sepsis after treatment of mycotic aortic aneu-
rysm. The third patient died of multiple organ dysfunction 
syndrome on POD 48.

During follow-up, there were 2 type Ia endoleaks 
(1.6%); 1 was due to stent-graft migration (0.8%). Both 
required implantation of an additional stent-graft. There 
also was 1 type III endoleak (0.8%) that required place-
ment of another stent-graft. Two patients (1.6%) had a 
type II endoleak, but no reintervention was performed. 
No additional retrograde dissections or neurological com-
plications were reported during the 12-month follow-up 
period.

Discussion

The SURPASS registry assessed the safety and efficacy of 
the CTAG with ACS for endovascular repair of a variety of 
thoracic aortic pathologies from dissections to aneurysms. 
Stent-graft conformability to the inner aortic arch curve and 
long-term stability of the stent-graft are important contribu-
tors to the durability of endovascular repair.5,6 The use of 
the CTAG’s intuitive staged delivery system facilitates 
accurate deployment and conformability of the stent-graft 
in the aortic arch, minimizing the risk of inadvertent cover-
age of supra-aortic branches and the windsock effect. 
Opening the stent-graft to its intermediate diameter during 
positioning directs blood flow through the device, which is 
especially important in more proximal landing zones where 
blood pressure dynamics are more demanding. In this regis-
try, rapid pacing was used in only 7% of the cases, reducing 
the complexity of the procedure. This benefit also avoids 
aggressive pharmacological reduction of blood pressure, 
increasing hemodynamic stability.

Another significant advantage of the staged delivery is 
the absence of complete contact between the device and the 
aortic wall during intermediate deployment and refinements 
of the graft position. In nearly two-thirds of the cases, the 
graft position was adjusted, optimizing deployment accu-
racy and reducing the risk of the windsock effect. It might 
also be hypothesized that the low stroke rate in this study 
population was also due to a reduced risk of cerebral embo-
lization because of less mechanical trauma to the aortic wall 
during staged deployment.

The second unique feature of the CTAG with ACS is 
the optional in situ angulation control of the leading stent 
for more accurate apposition to the aortic wall. This is 
especially important at the inner curve where incomplete 
conformance can create a bird-beak configuration and 
ultimately result in type Ia endoleak. In this study, the 
angulation was corrected in more than half of the patients 
and was particularly helpful in the treatment of aortic 
pathologies in type II or III aortic arches.

Previous studies reported high rates of bird-beak configu-
rations after TEVAR.7,8 Although the literature is not conclu-
sive, a bird-beak phenomenon and a poor apposition of the 
stent-graft in a highly angulated aortic arch can increase the 
risk for periprocedural complications.9–11 A recently pub-
lished meta-analysis demonstrated an association of bird-
beak configuration and an increased risk of type Ia endoleak 
and stent-graft migration.4 Risk factors include the treatment 
of traumatic aortic rupture and the deployment of the graft in 
landing zone 2. Both features of the new deployment mecha-
nism can significantly improve the apposition of the graft, 
especially in case of a hostile proximal landing zone. 
Accordingly, no bird-beak configuration was observed in the 
current cohort, and the rate of type Ia endoleak was low even 
though half of the endografts were implanted in zones 0 to 2.

Table 4. Procedure-Related Adverse Events.a

Retrograde type A dissection 1 (0.8)
Myocardial infarction 1 (0.8)
Ischemic stroke 1 (0.8)
Paraplegia/paraparesis 4 (3.2)
Aortoesophageal fistula 1 (0.8)
Intestinal ischemia 1 (0.8)
Pancreatitis 1 (0.8)
Vascular device infection 1 (0.8)
Respiratory failure 4 (3.2)
Vascular access complications 3 (2.4)
Urinary tract infection 2 (1.6)
Miscellaneous 10 (7.9)

aData are presented as the number (percentage).
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Mariani et al12 reported the early results of the CTAG in 
30 patients; they achieved a 100% technical success rate 
without type Ia endoleak, bird-beak configuration, or retro-
grade aortic arch dissection. The Conformable GORE TAG 
Endoprosthesis European Registry for thoracic arch pathol-
ogies found a comparable technical success of 92% and a 
low (4%) endoleak rate.13 In that registry, the stroke rate 
was 11%, in contrast to the 0.8% stroke rate in the SURPASS 
registry with the same stent-graft design. Again, it might be 
hypothesized that to some extent the new delivery system 
allows less traumatic positioning due to the intermediate 
deployment option.

Regarding the outcomes of other available devices, the 
92-patient TRAVIATA registry assessed the performance of 
Medtronic’s Valiant Stent Graft in the treatment of thoracic 
aortic disease.14,15 The technical success was 86.9% with 
1-year survival of 95.5%. Type I endoleaks were detected in 
association with 4 aneurysms and 2 dissections, and graft 
migration occurred in 1 patient from each of these groups. 
Of note, the TRAVIATA registry did not focus on patholo-
gies involving the aortic arch, with less than a third of the 
grafts deployed in this region. On the other hand, three-
quarters of the devices in the present study were deployed 
in landing zones 0 to 3.

Moreover, the pivotal results of the Valiant EVO global 
clinical trial evaluating Medtronic’s novel Valiant Navion 
stent-graft in 81 patients reported an overall endoleak rate 
of 2.5% (1 type Ia and 1 type II). However, the anatomy of 
the included patients was not particularly demanding in 
terms of landing zone, tortuosity, or calcification.16

In a midterm evaluation of a single-center experience of 
70 patients treated with Cook’s Zenith Alpha thoracic stent-
graft, ongoing clinical success was 87.1% at a mean follow-
up of 22.3 months.17 However, there is no information on 
the exact localization of the aortic pathologies. Endoleak 
rates were comparable to the results of the present study, as 
was the rate of access complications (4.3% vs 2.4% in the 
present study), but the low-profile device allowed a less 
invasive access strategy (87.1% totally percutaneous access 
vs 45.7% in the present study).

The RESTORE registries evaluated the use of Bolton 
Medical’s RELAY thoracic stent-graft.18,19 The rate of aor-
tic arch involvement (44% landing zone 0 to 2), technical 
success (97.7%), and type I endoleak (3.9%) in RESTORE 
I was comparable to our cohort.18 Similar results were 
reported in RESTORE II.19 Migration rates were low at 
2.6% and 2.3% for RESTORE I and II, respectively.

Retrograde aortic dissection can be a devastating com-
plication of TEVAR. A meta-analysis of 50 studies with a 
total of 8969 patients reported an overall 2.5% incidence of 
retrograde type A aortic dissection after TEVAR.20 Factors 
such as the underlying pathology, the proximal landing 
zone, and the proximal stent-graft configuration can play a 

role in the development of this uncommon but challenging 
complication. In the present cohort, only a single retrograde 
aortic dissection occurred.

Limitations

This study carries the well-known limitations of nonran-
domized studies. All adverse events were assessed by the 
investigator, and no provision was made for a clinical event 
committee. The results are preliminary; long-term results 
are required.

Conclusion

Endovascular treatment of aortic pathologies involving the 
arch can be very challenging. In the SURPASS registry, the 
CTAG with ACS was associated with promising outcomes. 
The new delivery system offers a more controlled deploy-
ment of the stent-graft, allowing the treatment of aortic dis-
ease with challenging anatomy.
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Giovanni Dialetto, Vincenzo Monaldi Hospital Napoli, 
Italy; Jorge Fernandez Noya, University Hospital of 
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Medical Center, Amsterdam, the Netherlands.

Declaration of Conflicting Interests

The author(s) declared no potential conflicts of interest with 
respect to the research, authorship, and/or publication of this 
article.



Torsello et al 427

Funding

The author(s) disclosed receipt of the following financial support 
for the research, authorship, and/or publication of this article: The 
SURPASS Registry was supported by a grant from W.L. Gore & 
Associates.

ORCID iDs

Giovanni Federico Torsello  https://orcid.org/0000-0002-9938 
-2947
Angeliki Argyriou  https://orcid.org/0000-0002-8075-9695
Konstantinos Stavroulakis  https://orcid.org/0000-0002-9775-9210

Giovanni B. Torsello  https://orcid.org/0000-0001-7513-5063

References

 1. Walsh SR, Tang TY, Sadar U, et al. Endovascular stenting 
versus open surgery for thoracic aortic disease: systematic 
review and meta-analysis of perioperative results. J Vasc 
Surg. 2008;47:1094–1098.

 2. Shah AA, Barfield EM, Andersen DN, et al. Results of tho-
racic endovascular repair 6 years after United States Food 
and Drug Administration Approval. Ann Thorac Surg. 
2012;94:1394–1399.

 3. Fillinger M, Greenberg R, McKinsey J, et al. Reporting stan-
dards for thoracic endovascular aortic repair (TEVAR). J 
Vasc Surg. 2010;52:1022–1033.

 4. Marrocco-Trischitta MM, Spampinato B, Mazzaeo G, et al. 
Impact of the bird-beak configuration on postoperative out-
come after thoracic endovascular aortic repair: a meta-analy-
sis. J Endovasc Ther. 2019;26:771–778.

 5. Cheng D, Martin J, Shennib H, et al. Endovascular aortic 
repair versus open surgical repair for descending thoracic 
aortic disease: a systematic review and meta-analysis of com-
parative studies. J Am Coll Cardiol. 2010;55:986–1001.

 6. Makaroun MS, Dillavou ED, Wheatly GH, et al; Gore TAG 
Investigators. Five-year results of endovascular treatment 
with the Gore TAG device compared with open repair of tho-
racic aortic aneurysms. J Vasc Surg. 2008;47:912–918.

 7. Reyes GME, Martins GG, Valenzuela FV, et al. Long-term 
outcomes of thoracic endovascular aortic repair focused on 
bird-beak and oversizing in blunt traumatic thoracic aortic 
injury. Ann Vasc Surg. 2018;50:140–147.

 8. Hsu HL, Chen CK, Chen PL, et al. The impact of bird-beak 
configuration on aortic remodeling of distal arch pathology 
after thoracic endovascular aortic repair with the Zenith Pro-
Form TX2 thoracic endograft. J Vasc Surg. 2014;59:80–88.

 9. Canaud L, Alric P, Desgranges P, et al. Factors favoring stent 
graft collapse after thoracic endovascular aortic repair. J 
Thorac Cardiovasc Surg. 2010;139:1553–1557.

 10. Ueda T, Fleischmann D, Dake MD, et al. Incomplete endo-
graft apposition to the aortic arch: bird-beak configuration 
increases risk of endoleak formation after thoracic endovas-
cular aortic repair. Radiology. 2010;255:645–652.

 11. Boufi M, Guivier-Curien C, Deplano Y, et al. Risk factors 
analysis of bird beak occurrence after thoracic endovascular 
aortic repair. Eur J Vasc Endovasc Surg. 2015;50:37–43.

 12. Mariani C, van der Weijde E, Smith T, et al. The GORE 
TAG conformable thoracic stent graft with the new ACTIVE 
CONTROL deployment system. J Vasc Surg. 2019;70:432–
437.

 13. Böckler D, Brunkwall J, Taylor PR, et al; CTAG Registry 
Investigators. Thoracic endovascular aortic repair of aortic 
arch pathologies with the Conformable Thoracic Aortic Graft: 
early and 2 year results from a European multicenter registry. 
Eur J Vasc Endovasc Surg. 2016;51:791–800.

 14. Torsello GB, Torsello GF, Osada N, et al. Midterm results 
from the TRAVIATA registry: treatment of the thoracic 
aortic disease with the Valiant stent graft. J Endovasc Ther. 
2010;17:137–150.

 15. Heijmen RH, Thompson MM, Fattori R, et al. Valiant tho-
racic stent graft deployed with the new Captivia delivery 
system: Procedural and 30-day results of the Valiant Captivia 
registry. J Endovasc Ther. 2012;19:213–225.

 16. Azizzadeh A, Desai N, Arko FR 3rd, et al. Pivotal results for 
the Valiant Navion stent graft in the Valiant EVO global clini-
cal trial. J Vasc Surg. 2019;70:1399–1408.e1.

 17. Torsello GF, Inchingolo M, Austermann M, et al. Durability 
of a low-profile stent graft for thoracic endovascular aneu-
rysm repair. J Vasc Surg. 2017;66(6):1638–1643.

 18. Riambau V, Zipfel B, Coppi G, et al; RELAY Endovascular 
Registry for Thoracic Disease RESTORE Investigators. 
Final operative and midterm results of the European expe-
rience in the RELAY Endovascular Registry for Thoracic 
Disease (RESTORE) study. J Vasc Surg. 2011;53:565–
573.

 19. Zipfel B, Zaefferer P, Riambau V, et al; RESTORE II Study 
Group. Worldwide results from the RESTORE II on elective 
endografting of thoracic aneurysms and dissection. J Vasc 
Surg. 2016;63:1466–1475.

 20. Chen Y, Zhang S, Liu L, et al. Retrograde type A aortic 
dissection after thoracic endovascular aortic repair: a sys-
tematic review and meta-analysis. J Am Heart Assoc. 2017; 
6:e004649.

https://orcid.org/0000-0002-9938-2947
https://orcid.org/0000-0002-9938-2947
https://orcid.org/0000-0002-8075-9695
https://orcid.org/0000-0002-9775-9210
https://orcid.org/0000-0001-7513-5063

