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management of peripheral bleeding and for the treatment 
of type-II endoleaks [6,7].

The main aims of this article are to describe the prin-
ciples and features of these embolic agents, to highlight 
the advantages and limitations of both materials, and to 
provide optimal indications of each agent during endo-
vascular arterial embolization procedures.

MATERIALS DESCRIPTIONS

Onyx

Onyx is a non-adhesive and non-absorbable permanent 
embolic agent that is injectable through DMSO-compatible 
catheters. It exists in liquid form and remains stable for 
as long as the liquid is saturated with a solvent. 

Tantalum powder (28%) is added to the EVOH poly-
mer to make it radiopaque. When it comes into contact 
with water or blood, the material precipitates due to 
rapid diffusion of the DMSO solvent, with the forma-
tion of an elastic, soft, spongy and radiopaque cohesive 
cast inside the vessel lumen, which solidifies completely 
after about 10 minutes from solvent diffusion [8].

Onyx is available in two different viscosities: Onyx 
18 (with 6% EVOH) and Onyx 34 (with 8% EVOH), 
and in two different formulas (1.5 and 6 ml). The lower 
the concentration of the copolymer, the less viscous the 
agent becomes, achieving more distal penetration when it 
is used for endovascular embolization. Its non-adhesivity 
allows for reliable delivery. Although there have been 
reports of Onyx’s adhesion to the microcatheter tip, this 
risk is substantially lower than that posed by standard 

INTRODUCTION

Onyx (Onyx Liquid Embolic System; ev3 Neurovascular, 
Irvine, CA, USA) and cyanoacrylate glue are two distinct 
embolic agents extensively used in peripheral vessel 
embolization.

The first report on the use of cyanoacrylate glue dates 
back to 1972 when it was successfully tested in an animal 
experiment on adult mongrel dogs to evaluate the possi-
bility of its use as an embolic agent [1]. The first clinical 
series dates back to 1975 [2]. 

Onyx consists of an elastic polymer with an ethylene- 
vinyl alcohol copolymer (EVOH) dissolved in an organic 
solvent, dimethyl sulfoxide (DMSO), with micronized 
tantalum powders to provide radiopacity.

The first animal experiment confirming the efficacy 
and safety of Onyx as an embolic agent was published 
in 1998 [3], and since then Onyx has been recognized as 
a valid tool for several embolization procedures. It was 
used initially in interventional neuroradiological proce-
dures, particularly for the treatment of artero-venous 
malformations [4,5], but it subsequently became evident 
that Onyx could be used for the effective endovascular 
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glue; moreover, its viscosity helps to achieve optimal 
penetration of the embolic agent with slow injection [6].

A series of precise steps are necessary to assure 
expected delivery, avoiding complications such as exces-
sive DMSO displacement into the blood stream, which 
can lead to severe, non-retractable pain related to endo-
thelial necrosis. 

How to use Onyx (Figure 1):

1. Place the Onyx vials on a mixer; the manufacturer 
suggests at least 20 minutes mixing time to obtain 
homogeneous distribution of the tantalum powders.

2. Flush a DMSO-compatible microcatheter with a 
saline solution. 

3. Fill a 1-ml white syringe in the product package with 
Onyx through an 18 or 20 G needle. 

4. Aspirate the DMSO into a 1-ml yellow syringe in 
the product package and slowly fill the dead space 
of the microcatheter; then, keep the microcatheter in 
a vertical position with the DMSO liquid surface at 
the hub of the microcatheter to facilitate a “wet-to-
wet” connection with the Onyx syringe, thereby 
avoiding contamination from air bubbles during the 
following step. 

5. Connect the syringe containing Onyx to the micro-
catheter hub and start the injection (consider the 
dead space) under fluoroscopic guidance (the blank 
road map technique is preferred). It is important to 
inject the Onyx slowly, such as at a 0.16 ml/min 
(0.25 ml/90 s) injection rate, and not to exceed a rate 
of 0.3 ml/min to avoid vasospasm due to DMSO. 

Cerebral arteriovenous malformations and distal fis-
tulae have been the leading recognized indications of 
Onyx. Peripheral arteriovenous malformations meet the 
same criteria; accordingly, it was entirely reasonable to 
use Onyx to occlude nidus and afferent and efferent 
branches [6,9].

In peripheral applications, one of the first uses of Onyx 
was for the embolization of endoleaks, the rationale for 

Figure 1 How to use Onyx. (a) Onyx Vial on a mixer for at least 20 minutes. (b, c) Fill the dedicated syringes with DMSO and 
Onyx respectively. (d) Flush a DMSO-compatible microcatheter with saline solution. (e) Then keep the microcatheter in a 
vertical position with the DMSO liquid surface at the hub of the microcatheter. (f, g) Connect the syringe containing Onyx 
to the microcatheter hub and start the injection.

Figure 2 Ileal bleeding. (a) Selective arteriography shows 
bleeding. (b) Successfully embolized with Onyx 18.



Glue or Onyx: A Guide to Choice 35

Journal of Endovascular Resuscitation and Trauma Management Vol. 4, No. 1, 2020

possibility of vasospasm with DMSO causing outflow 
stenosis or occlusion immediately before the injection of 
Onyx may also give rise to a concern about suboptimal 
proximal embolization, particularly in target vessels 
with progressive significant vasospasm (e.g. in a trauma 
patient). Second, the duration of the injection com-
pared with glue can often be time consuming, which, 
according to some authors, may restrict use of the 
material to elective procedures only [17]. Finally, Onyx 
is more expensive than other commonly used embolic 
materials.

In conclusion, Onyx may be considered a useful, safe, 
and effective liquid embolic tool with a unique profile in 
the management of several conditions. Even though a 
non-negligible learning curve to handle it appropriately 
is required, it has become a powerful weapon for inter-
ventional radiologists.

Glue

Cyanoacrylate glue is the most commonly used liquid 
adhesive for endovascular procedures in interventional 
radiology [18]. It is composed of liquid alkyl-2-cyanoacrylate 
monomers that polymerize on contact with ionic materials 
such as blood, water, or endothelium [19]. Dextrose 5% in 
water (D5W), which is non-ionic, is used to flush the cath-
eter before and often after administration of the glue to 
prevent its polymerization within the catheter [20].

The injection of cyanoacrylates into the blood stream 
leads to an acute inflammatory reaction of the vessel 
wall, which subsequently evolves into a chronic granu-
lomatous foreign-body inflammatory reaction that leads 
to fibrosis within about 1 month [18].

By nature, the adhesive is not radiopaque and polym-
erizes in 1–2 s, which is not feasible for use in clinical 
practice. Modifications to address these issues include 
the addition of powdered metals, typically tantalum or 
tungsten, and iodized oils.

Iodized oils do not only make the glue radiopaque 
but also prolong the polymerization time.

Currently, in our clinical practice, we use Glubran2 
(GEM Srl, Viareggio, Italy), which consists of a mix of 

which derived from the observation that recurrence is 
often caused by the incomplete filling of the sac. Onyx 
immediately came across as suitable for overcoming 
this limit, which is related to the use of other embolic 
agents [6,9].

Post-traumatic and iatrogenic bleeding, especially 
pseudoaneurysms, may also be successfully embolized 
with Onyx [6]. Onyx can now be used in a wide range 
of procedures, including interventions in the venous 
district (esophageal varices, portal vein embolization), 
gastrointestinal bleeding embolization (Figure 2) and 
bronchial artery embolization (Figure 3a,b) [5,6,9–15].

Compared with cyanoacrylate glue, Onyx has some 
advantages: its viscous and non-adhesive properties, 
with slow and steady injection, make controlled deliv-
ery during embolization feasible; the controllability 
and standardized viscosities of the product, as well as 
its non-adhesive profile, subsequently allow for optimal 
penetration of the agent into the target vessels; and its 
cohesivity, allowing an efficient continuous casting 
inside the target vessels, which may require a smaller 
amount of embolic agent to achieve complete emboliza-
tion. The use of a “plug and push” technique or balloon 
occlusion may offer a more controlled delivery method. 
Although the requirement of DMSO for Onyx may 
cause more chemical stimulation at the time of delivery, 
the non-adhesive and non-absorbable features of the 
Onyx polymer have a weaker inflammatory effect on 
the endothelium than cyanoacrylate glue once emboli-
zation is completed [6]. Although both Onyx and cya-
noacrylate glue theoretically polymerize independently 
of the coagulation status of the patients, the superior 
casting profile of Onyx, in addition to its non-absorbability 
(as opposed to the absorbability of Lipiodol mixed with 
cyanoacrylate glue), may enable Onyx to provide more 
stable embolization in a setting of prolonged coagulop-
athy than cyanoacrylate glue. On the other hand, there 
are some drawbacks to Onyx: first, although it has only 
been described in rare cases, DMSO can cause severe 
vasospasm or endothelial injury [16], and the patient 
may experience severe pain, which can require anesthe-
siologic support to manage deep sedation [6,9]. The 

Figure 3 Bronchial artery embolization. (a) Massive hemoptysis in patient with hypertrophic right bronchial 
artery. (b, c) Embolized with Onyx 18 e 34.
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5. Flush the microcatheter immediately with D5W, or 
remove the microcatheter with negative pressure on 
the syringe, to avoid inadvertent adherence to the 
surrounding vascular tissue, according to the specific 
glue-embolization technique used.

The continuous column technique: The glue mix-
ture is injected slowly but continuously to allow it 
to form a cast inside the lumen, which allows con-
trolled NBCA delivery, avoiding dangerous refluxes 
[22]. As soon as the injection is complete, the micro-
catheter must be pulled out swiftly in one rapid mo-
tion and taken out of the guiding catheter. Upon 
withdrawal, the microcatheter must be immediately 
flushed with D5W, for re-use in order to reduce 
costs [23].

The “drop-by-drop” technique [22]: The tip of the 
microcatheter has to be positioned as near as pos-
sible to the target lesion in order to prevent the 
administration of an excess amount of glue. NBCA 
is then injected “drop-by-drop” in order to maxi-
mize the dose. The injection should be stopped when 
the blood flow stops, or if NBCA lies alongside the 
catheter tip, in order to avoid severe symptoms or 
non-target embolization.

The “sandwich” technique: This is a method for 
alternate injections of glue and D5W [24]. The use 
of a three-way stopcock to allow faster flushing of 
the microcatheter with D5W between pulses of glue 
injection is highly recommended. Small aliquots of 
glue not exceeding the dead volume of the microca-
theter (0.5–0.7 ml in most cases) should be injected 
followed by D5W to clear the catheter and drive the 
glue into the target arteries. Additional aliquots of 
glue followed by D5W are then injected to achieve 
optimal embolization. 

In 2014, the Japanese Society of Interventional 
Radiology, acting in accordance with the Committee of 
Practice Guidelines of the Japanese Society of Interven-
tional Radiology, developed a document to describe the 
current consensus regarding the use of NBCA for vascular 
embolization [22].

Cyanoacrylate is a highly adaptable adhesive and can 
be used in a wide variety of endovascular procedures: 
peripheral and gastrointestinal embolization (even in the 
presence of coagulopathies; Figure 5), arteriovenous vas-
cular malformations (Figure 6), type-II endoleak emboli-
zation of aortic aneurysms, treatment of venous district 
conditions (esophageal varices, portal vein emboliza-
tion), oncological treatment (both palliative and pre- 
operative), and bronchial artery embolization for the 
treatment of hemoptysis [12,15,18,20,21,25–29]. 

There are advantages to the use of cyanoacrylate 
beyond its broad usability: it polymerizes in only a few 
seconds to achieve prompt hemostasis; and the product 

two monomers, N-butyl-2-cyanoacrylate (NBCA) and 
metacryloxysulfolane (MS), which are added to a Lipi-
odol solution (Guerbet, Roissy, France) to produce 
iodized oil emulsion in ratios ranging from 1:1 to 1:4.

A high NBCA-MS/Lipiodol ratio (1:1, 1:2), produced 
by adding a smaller amount of Lipiodol, offers quicker 
polymerization that restricts the time to inject the glue 
mixture through the catheter before it has to be removed 
due to possible adhesion of the injected glue to the cath-
eter tip after polymerization. On the other hand, a low 
NBCA-MS/Lipiodol ratio (1:3, 1:4) allows more time 
for injection while increasing the risk of distal emboli-
zation [21].

Blood-flow control should be considered when 
NBCA migration is expected in high-flow lesions. Flow 
stagnation via the use of balloon catheters or wedge 
catheters, or the combined use of vascular embolization 
and metallic coils or other materials, and temporary 
vasoconstriction via the local injection of diluted epi-
nephrine, have been reported in such situations [22].

How to use cyanoacrylate glue:

1. Use a microcatheter using a coaxial technique – 
advancing the catheter into a safe position to avoid 
reflux.

2. Perform a diagnostic angiography beforehand to 
confirm the exact position of your target and to 
assess flow dynamics.

3. Flush the microcatheter with D5W.
4. Inject the cyanoacrylate + Lipiodol; operators should 

closely monitor the progression of the glue during 
injection with the use of fluoroscopy, digital subtrac-
tion angiography, and road-mapping (Figure 4) [22].

Figure 4 Two syringes (one with NBCA + Lipiodol, the other 
with dextrose 5% in water (D5W)), connected, ready to start 
embolization.
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is almost ready-to-use in a few simple steps. In fact, it 
can be quickly administered, only requiring dilution 
with Lipiodol before its injection, which is a crucial 
feature especially when dealing with a hemodynamically 
unstable patient [21]. Also, cyanoacrylates are effective 
for hemostasis because of their independent polymeriza-
tion mechanism even in the setting of a coagulation dis-
order, which is often present in arterial bleeding because 
of anticoagulant medication or is induced by the hemor-
rhagic shock itself. Further, it allows for the emboliza-
tion of small or tortuous vessels due to its liquidity. 
Finally, embolization with glue is very cost-effective in 
most countries in the world; 1 ml is comparable in cost 
with a single conventional pushing coil [21].

There are also some drawbacks: cyanoacrylates are dif-
ficult to control during injection, and require high expertise 
due to serious potential complications, such as catheter-tip 
trapping or fragmentation and non-target embolization, 
depending on the cyanoacrylate/iodized oil ratio; the latter, 
in particular, needs specific attention due to its potential 
dramatic consequences. In this sense, information about 
flow dynamics and anatomical orientations provided by 
the test injection immediately before the embolization can 
be very helpful in predicting the appropriate injection rate 
to avoid refluxes. Lipiodol flow is slower than the flow of 
contrast medium in the normal setting owing to its higher 
viscosity. Moreover, operators have to consider that Lipiodol 

Figure 5 Peripheral embolization. (a, b) Bleeding of the lateral circumflex artery. (c) Embolized with glue (1:3).

Figure 6 Arteriovenous vascular malformations. (a) Selective 
angiography of a voluminous artero-venous malformation. 
(b) Embolized with glue (1:3).
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viscosity varies with temperature, and is especially low at 
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In conclusion, the use of glues in interventional 
radiology as an embolic agent is effective, safe, and 
inexpensive, and may be particularly useful in settings 
of hemodynamic instability, coagulopathy, vessels with 
underlying significant vasospasm, and small or tortuous 
vessels. Nevertheless, the glues require careful pre- 
procedural assessment, attention to technical details, 
and a good amount of experience.

DISCUSSION

Both Onyx and cyanoacrylate glue have the great advan-
tage of polymerizing independently of any underlying 
coagulopathy or low platelet count compared with 
mechanical devices, such as coils, which rely on patients’ 
coagulation mechanisms for complete hemostasis [31]. 
Both agents can also be used for a wide range of inter-
ventions and in different areas. 

To our knowledge, there are no prospective studies 
that compare Onyx and glues in terms of efficacy or 
safety in an extracranial setting. 

What emerges from the literature is that Onyx’s 
physical properties allow controlled and precise delivery 
of the embolic liquid so that it reaches specific distal 
arterial branches. Also, Onyx works equally well with 
or without flow, particularly with the “plug and push” 
technique, which might be an advantage in cases where 
non-occlusive vasospasm is present despite some con-
cern about worsening underlying vasospasm with DSMO 
injections. By contrast, decent forward flow is necessary 
for cyanoacrylate glue to be appropriately delivered [31].

A great concern with cyanoacrylate glue is the diffi-
culty in achieving controlled delivery, which is inevita-
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embolization. Risks related to microcatheter entrapment, 
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are also a major concern [31].

Economic considerations, however, greatly favor the 
use of glue in the majority of countries. As already men-
tioned, 1 ml of glue is comparable in cost with a single 
conventional pushing coil and is sufficient for successful 
treatment in the majority of cases [21]. By contrast, 
Onyx is far more expensive, which can limit its availabil-
ity in complex procedures in more noble districts that 
you have to handle with care (brain, gastrointestines), 
where the risks of non-target embolization outweigh the 
benefits of using cyanoacrylate glue.
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