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ORIGINAL ARTICLE

A new method for normalized interpretation of antimicrobial resistance
from disk test results for comparative purposes
G. Kronvall1, G. Kahlmeter2, E. Myhre3 and M. F. Galas4

1Department of Microbiology and Tumor Biology, MTC, Clinical Microbiology, Karolinska Institute,
Karolinska Hospital, Stockholm, 2Department of Clinical Microbiology, Växjö Central Hospital, Växjö,
3Department of Infectious Diseases and Clinical Microbiology, Lund University, Lund, Sweden and
4Instituto Nacional de Enfermedades Infecciosas, Buenos Aires, Argentina

Objective To evaluate a calibration method for disk diffusion antibiotic susceptibility
tests, using zone diameter values generated in the individual laboratory as the internal
calibrator for combinations of antibiotic and bacterial species.

Methods The high-zone side of zone histogram distributions was first analyzed by
moving averages to determine the peak position of the susceptible population. The
accumulated percentages of isolates for the high zone diameter values were calculated
and converted into probit values. The normal distribution of the ideal population of
susceptible strains was then determined by using the least-squares method for probit
values against zone diameters, and the ideal population was thereby defined, including
mean and standard deviation. Zone diameter values were obtained from laboratories at
the Karolinska Hospital (KS) and Växjö Hospital (VX), and from two laboratories (LabA,
LabB) in Argentina. The method relies on well standardized disk tests, but is independent
of differences in MIC limits and zone breakpoints, and does not require the use of
reference strains. Resistance was tentatively set at below 3 SD from the calculated, ideal
mean zone diameter of the susceptible population.

Results The method, called normalized interpretation of antimicrobial resistance, was
tested on results from the KS and VX clinical microbiology laboratories, using the disk
diffusion method for antimicrobial susceptibility tests, and for two bacterial species,
Staphylococcus aureus and Escherichia coli. In total, 114 217 test results were included for the
clinical isolates, and 3582 test results for control strains. The methodology at KS and VX
followed the standard of the Swedish Reference Group for Antibiotics (SRGA). Zone
diameter histograms for control strains were first analyzed to validate the procedure, and
a comparison of actual means with the calculated means showed a correlation coefficient
of r¼ 0.998. Results for clinical isolates at the two laboratories showed an excellent
agreement for 54 of 57 combinations of antibiotic and bacterial species between normalized
interpretations and the interpretations given by the laboratories. There were difficulties
with E. coli and mecillinam, and S. aureus and tetracycline and rifampicin. The method was
also tested on results from two laboratories using the NCCLS standard, and preliminary
results showed very good agreement with quality-controlled laboratory interpretations.

Conclusions The normalized resistance interpretation offers a new approach to com-
parative surveillance studies whereby the inhibition zone diameter results from disk tests
in clinical laboratories can be used for calibration of the test.

Keywords Antibiotic susceptibility testing, disk diffusion test, surveillance, antibiotic
resistance, zone histogram
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I N T R O D U C T I O N

Antimicrobial resistance surveillance is becoming
critical in a global situation of increased occur-
rence and spread of resistance genes among bac-
terial pathogens. Several surveillance programs
have been launched to meet the need for antimi-
crobial resistance information [1–4]. Such studies
are usually performed in one of two ways. One
method is to send all clinical isolates from parti-
cipating laboratories to a reference laboratory,
where antimicrobial susceptibility testing is per-
formed with a reference MIC method [1,2]. A
similar centralized approach, but using stand-
ardized disk diffusion testing, has also been
employed [5]. The TSN database [6,7], on the other
hand, represents a decentralized project, with test
results being produced in the individual labora-
tories, but compiled and analyzed centrally. Mil-
lions of susceptibility test results have thus been
aggregated, which gives an idea of the enormous
amount of antimicrobial susceptibility data avail-
able for surveillance, if these test results can be
made comparable.

In earlier investigations, we have studied ways
of calibrating the disk diffusion antimicrobial sus-
ceptibility test in order to improve accuracy and to
make results comparable. Two methods were
described [8,9]. The first method, called ‘peak-
corrected breakpoints’ or ‘control strain peak cor-
rection’, compares the reference strain zone values
from the reference authority issuing interpretive
breakpoints with the zone values produced in the
individual laboratory; a correction of the zone
breakpoints can then be made. Such a semicalibra-
tion reduced false-resistant interpretations from
4.4% to 2.3% [8]. Another method, called single-
strain regression analysis (SRA) [9,10], a true cali-
bration method, reduced false-resistant results
from 4.4% to 0.14% [8]. Neither of these methods,
however, lends itself to more widespread use for
surveillance. Recently, a method for normalized
interpretation of antimicrobial resistance has been
invented (G. Kronvall, Patent pending, Swedish
Patent Office, 2001-04-10, Appl. no. 0101251-7).
The method utilizes the fact that the normal, sus-
ceptible population of clinical isolates of any
species forms an antimicrobial inhibition zone his-
togram which is not influenced on the high-
zone side by an increase in the number of resistant
isolates in the same histogram. The mathema-
tical reconstruction of the normal, susceptible

population, which has been shown to follow
parametric criteria to a sufficient degree [11],
permits the setting of a lower limit for the sus-
ceptible population. This normalized resistance
interpretation requires a standardized disk test
but is independent of MIC limits used for setting
zone breakpoints, and other methodological var-
iations, and is therefore especially suited for
antimicrobial resistance surveillance. In the pre-
sent study, we have tested this new principle on
results from susceptibility tests of both control
strains and clinical isolates, and in laboratories
using the Swedish Reference Group for Antibio-
tics (SRGA) standard, or that of the National
Committee for Clinical Laboratory Standards
(NCCLS).

M A T E R I A L S A N D M E T H O D S

Bacterial strains, culture media, and species
identification

Staphylococcus aureus and Escherichia coli strains
were isolated and identified in clinical spe-
cimens by the use of standard methods [12–14].
The majority of the consecutive specimens
included comprised wound secretions and urine
samples. Control strains S. aureus ATCC 29213
and E. coli ATCC 25922 were tested regularly in
disk diffusion tests at the laboratories. Two
Swedish clinical microbiology laboratories parti-
cipated in the study, Karolinska Hospital (KS),
Stockholm Sweden, and Växjö General Hospital
(VX) Växjö, Sweden. WHONET-filed results
were also available from two clinical microbiol-
ogy laboratories in Argentina (LabA and LabB),
and were used for comparisons with the Swedish
results.

Disk diffusion antimicrobial susceptibility
testing

The antimicrobial susceptibilities of clinical iso-
lates were determined by use of the disk diffusion
method according to the SRGA [15], with inter-
pretations adjusted for species groups (http://
www.srga.org) [9,16]. Bacterial strains were inocu-
lated on Oxoid Iso-Sensitest Agar (Oxoid Ltd,
Basingstoke, UK). Antibiotic disks were purchased
from Oxoid AB (Oxoid AB, Sollentuna, Sweden).
Antibiotic disks were placed on the inoculated
surface, followed by pre-diffusion at room tem-
perature for 30 min, and then by overnight
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incubation at 36 8C� 1 8C in air. Inhibition zone
diameters were measured in millimeters with a
pair of calipers. The interpretation of susceptibility
followed species-related guidelines issued by the
SRGA [16]. The total numbers of disk test results
included in the present study were 114 217 for the
clinical isolates (KS 74 969; VX 39 248) and 3582 for
the ATCC strains (KS 840; VX 2742).

Antibiotic susceptibility testing in laboratories
in Argentina followed the NCCLS standard and
included regular testing of the control strains S.
aureus ATCC 29213 and E. coli ATCC 25922.
Results were entered into WHONET files with
zone diameter recordings included, comprising
a total of 8823 records.

Method for normalized resistance
interpretation

The method is based on analysis of zone diameter
histograms from individual laboratories for the
antibiotic disks used and for different bacterial
species separately (G. Kronvall, Patent pending,
Swedish Patent Office, 2001-04-10, Appl. no.
0101251-7). Zone diameter histograms for combi-
nations of antimicrobials and bacterial species
were constructed with percentage strains or num-
ber of strains on the y-axis against the zone dia-
meter values on the x-axis. Histograms for
normally susceptible isolates or control strains
show homogeneous populations that follow a
normal Gaussian distribution well, but with a
slightly peaked shape and a skew towards higher
zone values [11]. Parametric statistical measures,
the mean and standard deviation, have been
shown to describe these histogram populations
accurately [11]. When clinical isolates of any
combination of antibiotic and individual bacterial
species are analyzed similarly, the position of
the normally susceptible wild-type strains is
unchanged, whereas the resistant or intermedi-
ately resistant strains form more or less well-
defined populations at the lower end of the zone
diameter spectrum.

The basis for the present normalization proce-
dure is the fact that resistant isolates give inhibi-
tion zone diameters which are below those of the
susceptible population, often with no zone at all.
The high-zone side of the normal population of
susceptible strains therefore remains unchanged
by the occurrence of resistant isolates. This pro-
vides the internal reference that makes histograms

for the same combination of antimicrobial and
bacterial species from any laboratory comparable.

The first step in the reconstruction of the sus-
ceptible population is detection of the peak of the
susceptible strains. This is done by calculating
moving weighted averages of numbers of strains
for two or more zone diameter values, starting
from the high-zone values. When the averages
start to decrease, then the previous zone value is
taken as the peak of the susceptible population (for
averages of more than two zone diameter values, a
correspondingly higher zone diameter can be cho-
sen). The estimated total number of susceptible
strains in the reconstructed susceptible population
is then twice the number of strains down to the
peak zone value.

The next step is expression of the true number of
strains down to the peak value as the accumulated
percentage values of the estimated susceptible
population. These percentage values are then
transformed to probit values [17], and the linear
relationship between probit values and inhibition
zone values is calculated from the highest zone
down to the peak by use of the least-squares
method, giving the regression coefficients and
the product–moment correlation coefficient. The
mean value of the estimated susceptible popula-
tion and its standard deviation are thereby made
known, and the whole curve can be constructed.

Several of the parameters can be varied in this
procedure, if required. In preliminary experi-
ments, a weighted average based on two zone
diameter values was found to produce reliable
estimations, and was therefore chosen as a starting
parameter in the present investigations, but results
for averages based on three and four values were
also calculated. In the computer program, some
other corrections have also been included. Single
outliers (defined as single results with a gap of
3 mm to the next lower positive zone value) were
excluded from the normalization calculations. For
the straight-line determination of probit versus
zone diameter, the uppermost 2% are omitted in
the least-squares method, but included otherwise.

R E S U L T S

S. aureus ATCC 29213 and E. coli ATCC 25922
results

Reference strains S. aureus ATCC 29213 and E. coli
ATCC 25922 were tested routinely in the par-
ticipating laboratories for control purposes. The
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antibiotics included for testing the control strains
were identical in the two Swedish laboratories for
13 of 19 different combinations of antibiotic and
bacterial species. For validation of the normaliza-
tion procedure, 32 control strain histograms from
KS and VX were analyzed, and the mean values
and standard deviations were calculated. The his-
tograms were then analyzed by use of the new
normalized interpretation method, giving calcu-
lated mean values and standard deviations for the
ideal distributions. Examples of histograms with
true numbers of isolates as well as the correspond-
ing normalized distribution of isolates are shown

in Figure 1. On visual inspection, there was good
agreement between true histograms and the nor-
malized distributions.

A comparison between the true means and the
means of the normalized distributions was made,
and the results are shown in Figure 2. Since the
control strain histograms represent homogeneous
populations, the calculated ideal distributions
should follow these populations quite closely,
and these experiments therefore checked the valid-
ity of the normalization procedure. The results
showed a very close correlation between the true
means and the calculated ideal means, with a

Figure 1 Inhibition zone diameter
histograms for S. aureus ATCC
29213 tested 198 times against a 15-
mg erythromycin disk (a) and for E.
coli ATCC 25922 tested 50 times
against a 10-mg ampicillin disk (b).
Superimposed on the histograms are
the calculated curves for the distri-
butions according to the new nor-
malized interpretation method.
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correlation coefficient r¼ 0.998. The mean value of
the absolute numbers for the differences was
0.4 mm, and that for the true differences was
0.08 mm, which means that the calculated ideal
distributions followed the true histogram peaks of
the control strains very closely. Only one of 32
control strain histograms had a difference between
the true and calculated means of more than 1 mm.

A tentative limit for the susceptible population
set to three standard deviations below the calcu-
lated means would theoretically include 99.86% of
the susceptible population above this limit. The
calculated lower 3 SD limits for the individual
histograms were adjusted to nearest-integer
values, and the true populations of zone diameter
values for the control strains were then checked by
using these limits. Out of 3582 control strain
results, there were eight zone diameter recordings
below the calculated limits, i.e. 0.22% of the results.
This is a little higher than the theoretical value of
0.14%. An examination of the individual histo-
grams revealed that six of the eight deviations
came from one single histogram, the case already
noted above because of the difference between
the means. The two other random deviations
accounted for 0.06%, which is below the expected
theoretical 0.14%.

Analysis of clinical isolates of S. aureus and
E. coli

In total, 57 histograms from KS and VX with
114 217 test results were then analyzed for the

presence of inhibition zone values below a 3 SD
limit for the calculated normalized population of
susceptible isolates in the individual histograms.
The ideal distributions were determined by the
normalized resistance interpretation method with
a weighted average based on isolates for two zone
diameters, and also with elimination of outliers in
the calculations. Results for netilmicin, trimetho-
prim, co-trimoxazole and ciprofloxacin were avail-
able at both laboratories and for both species.
Ciprofloxacin 10-mg disks were used at KS,
whereas VX used 5-mg disks. Histograms for E.
coli and ciprofloxacin for the two laboratories are
shown in Figure 3. Normalized means for the
calculated ideal wild-type distributions were
39.3 mm at KS (2081 isolates, Figure 3a) and
35.4 mm at VX (4718 isolates, Figure 3b), respec-
tively, for E. coli and ciprofloxacin at the two
laboratories. The resistance levels among E. coli
strains (defined as ‘R þI’ combined) reported by
the laboratories were 25.8% and 2.5% at KS and
VX, respectively, and by the normalized interpre-
tation the figures obtained were 27% and 3.2%,
respectively.

Among antimicrobials used for both S. aureus
and E. coli in both laboratories, trimethoprim gave
histogram distributions which indicated many
resistant isolates. The results from trimethoprim
tests and normalized calculations are shown in
Figure 4. The calculated means for the normalized
distributions were, for S. aureus, 25.6 and 26.5 mm
for KS (Figure 4a) and VX (Figure 4b), respectively,
and for E. coli, 29.5 and 30.6 mm, respectively

Figure 2 Mean zone values for 32
histograms of S. aureus ATCC 29213
and E. coli ATCC 25922 and 18
different antimicrobials in two dif-
ferent microbiology laboratories
(regular mean values on the x-axis)
were plotted against the calculated,
normalized means of the same his-
tograms (normalized mean values
on the y-axis). The coefficient of
correlation was 0.998.

� 2003 Copyright by the European Society of Clinical Microbiology and Infectious Diseases, CMI, 9, 120–132

124 Clinical Microbiology and Infection, Volume 9 Number 2, February 2003



(Figure 4c,d). Regular interpretations of resistance
(R þI categories combined) showed 4.2% and
7.7% for S. aureus and the respective laboratories,
and 42.1% and 13.0% for E. coli. The figures
obtained using the automatic normalized resis-
tance calculation were 4.2%, 8.3%, 42.4%, and
13.2%, respectively. These figures corresponded
well with the figures generated in the laboratories
using species-related interpretations according to
the SRGA.

The results from disk tests of S. aureus and E. coli
with the other antibiotics at KS and VX were also
analyzed, and a summary of the results is shown in
Tables 1 and 2. For the majority of combinations
analyzed, there was almost complete agreement
between the resistance rates reported (percentage
Rþ I) when using species-related interpretations
according to the SRGA and the calculated normal-
ized resistance interpretations (percentage n–R)
when using the new method (Tables 1 and 2).

Figure 3 Inhibition zone diameter
histograms for clinical isolates of E.
coli from disk diffusion tests with
ciprofloxacin at KS (10-mg disk) (a)
and at VX (5-mg disk) (b). The
calculated distributions using the
normalization procedure are shown
in the histogram plots.
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For E. coli and mecillinam at KS, the histogram
showed isolates with an unusually wide distribu-
tion of zone diameter values, without a distinct
separation of resistant isolates from susceptible
ones. The normalized resistance interpretation
produced a result, 13.7%, which was between
the 8.3% R and the 26.8% Rþ I values according
to the interpretations by the laboratories. There-
fore, the lack of separation of susceptible strains
from strains with resistance mechanisms makes
it difficult to apply the present method for mecil-

linam. This is not so apparent in the VX histogram,
since the number of resistant isolates was much
lower. For two S. aureus histograms at KS, those
for tetracycline and rifampicin, there were also
differences which showed up as inconsistent
results when the procedure for normalized inter-
pretation was carried out with averages based on
two, three and four zone diameter values, and the
results were therefore excluded. Our data sug-
gested that the normalized resistance inter-
pretation method produced results which were

Figure 4 Inhibition zone diameter
histograms for S. aureus (a,b) and
E. coli (c,c) clinical isolates from disk
diffusion tests with trimethoprim
(5-mg disk) at KS (a,c) and VX (b,d).
The calculated distributions ob-
tained using the normalization pro-
cedure are shown in the histogram
plots.
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consistent and reliable for comparative pur-
poses for 54 of the included 57 histograms of disk
diffusion test results for clinical isolates with
different combinations of bacterial species and
antbiotics.

The method of normalized resistance interpre-
tation was also tested in preliminary investigations
of histograms from two laboratories in Argentina
(LabA and LabB) that were using the NCCLS
standards for disk diffusion tests. The calculated

ideal distributions of susceptible strains showed
lower mean values in these laboratories than at KS
and VX, reflecting differences between the two
standards, such as differences in inoculum size.
In general, there were few resistant isolates in the
two laboratories in Argentina, and two repre-
sentative examples are shown in Figure 5b,d in
comparison with results from KS (Figure 5a,c). For
E. coli and imipenem, the resistance figure was
0% in both laboratories according to their own

Figure 4 continued
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KS VX

No. Rþ I n–R No. Rþ I n–R

Oxacillin 4398 5.6 5.6 1967 0.9 2.1
Gentamicin 3608 0.8 0.9
Netilmicin 821 1.2 1.3 109 0 0
Erythromycin 155 67.7 67.7 1813 6.8 7.4
Clindamycin 3570 4.3 4.3 1804 4.6 4.6
Fusidic acid 3605 3.8 5.9 1800 13.9 13.6
Chloramphenicol 278 3.2 2.5
Tetracycline 268 13.1 –
Rifampicin 814 2 – 109 3.7 3.7
Vancomycin 862 0 0 107 0 0
Norfloxacin 503 23.1 22.3
Ciprofloxacin 314 38.2a 38.2 326 11a 11
Nitrofurantoin 502 0.6 0.2 157 0 0
Trimethoprim 502 4.2 4.2 157 7.7 8.3
Co-trimoxazole 3565 0.8 1.2 1803 0.4 1.6

aNo susceptible category for this combination. The wild-type population is
designated intermediately susceptible. Only percentages of resistant (R) isolates
are included.
–, Discrepancies between results using averages based on isolates for two, three
and four zone diameter values, respectively, indicated irregular histogram
distributions. The histograms were not possible to interpret using the normal-
ization procedure, and the results were therefore excluded.
For information on SRGA guidelines, see http://www.srga.org

Table 1 Antimicrobial resistance
rates of S. aureus isolates according
to SRGA interpretations (percentage
Rþ I) and to automated, normalized
resistance interpretation (percentage
n–R)

KS VX

No. Rþ I n–R No. Rþ I n–R

Ampicillina 7207 56.1a 55.4 4732 18.1a 17.8
Mecillinam 5425 26.8 13.7 4449 9.4 11.3
Piperacillin 2176 37 36.5
Cefadroxila 4928 4a 3.6 4733 0.8a 0.4
Loracarbef 1684 7.9 7.3
Cefpirome 85 0 0
Ceftibuten 204 2 2
Cefuroxime 2182 9.9 8.3 187 6.9 2.1
Cefotaxime 2214 4.1 5.9 224 3.1 4
Ceftazidime 1368 6 5.1
Imipenem 1348 0.1 0.2 155 0 0
Gentamicin 2172 6.2 6.2
Amikacin 408 0.3 0.3
Netilmicin 410 1.2 1.4 290 0.3 0.3
Nalidixic acid 117 14.5 18.8
Norfloxacin 4919 14.7 12
Ciprofloxacin 2081 25.8 27 4718 2.5 3.2
Nitrofurantoin 4895 8 1.2 4450 0.7 0.6
Trimethoprim 6190 42.1 42.4 4437 13 13.2
Co-trimoxazole 1597 15.5 16.3 315 12.7 13.7

aNo susceptible category for this combination. The wild-type population is
designated intermediately susceptible. Only percentages of resistant (R) isolates
are included.
For information on SRGA guidelines, see http://www.srga.org

Table 2 Antimicrobial resistance
rates of E. coli isolates according to
SRGA interpretations (percentage
Rþ I) and to automated, normalized
resistance interpretation (percentage
n–R)
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Figure 5 E. coli clinical isolates
tested for susceptibility to imipenem
at KS (1348 isolates) and at LabB
(256 isolates), and to gentamicin at
KS (2172 isolates) and at LabA (272
isolates). Interpretive zone break-
points were S� 23 mm, R� 16 mm
(a), S� 16 mm, R� 13 mm (b), S�
21 mm, R � 17 mm (c), and S �
15 mm, R� 12 mm (c), respectively,
with calculated 3 SD limits of n–
R � 2 7 m m , n – R � 2 1 m m , n –
R� 21 mm, and n–R� 14 mm, re-
spectively. Bars denote clinical iso-
lates, and calculated distributions
are shown as lines.
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interpretations, and at KS and LabB, the figures
were 0.7% and 1.6% at KS and LabB, respectively,
according to normalized interpretations. For E.
coli and gentamicin, the figures were 5.6% and
8.8% according to the laboratories, and 6.8% and
9.9% according to the normalized interpretation
method.

D I S C U S S I O N

The need for global surveillance of antimicrobial
resistance has been recognized [18]. So far, how-
ever, this has not been realized to any appreciable
extent, mainly because the most commonly used
method for antimicrobial susceptibility testing, the
disk diffusion method, produces results in indivi-
dual microbiology laboratories that are not
directly comparable. When the methodologies
can be evaluated and are found to be similar, then
the results can be used for comparisons between
hospitals and countries [19]. This is, however, not
always the case. When some US laboratories were
studied recently for compliance with the NCCLS
standard, as few as 14.3% for Neisseria gonorrhoeae,
30.1% for Haemophilus influenzae and 41.6% for
Streptococcus pneumoniae followed the standard
[20]. Among Canadian laboratories, only 23 of
66 laboratories followed the NCCLS standard as
claimed [21]. In another investigation of 130
laboratories, all except one from outside of the
USA, the results from testing six distributed organ-
isms indicated problems [22]. It is therefore inter-
esting to note that a distinguished WHO expert
group, in its guidelines for surveillance, has advo-

cated standardization in order to make disk diffu-
sion test results comparable [23]. This would
actually mean that, for many years to come, it
would not be possible to obtain a full global
picture of antimicrobial resistance.

In the present study, a new method has been
tested for making disk diffusion test results com-
parable regardless of the standard used and inde-
pendent of differences in MIC limits or zone
breakpoints, and without any extra requirements
for the methodology other than measuring the
inhibition zones and recording the results. This
method is called normalized resistance interpreta-
tion, and it distinguishes the deduced population
of normal isolates from those with an increase in
resistance. The results of this approach are in some
ways similar to those of species-related interpreta-
tion, which was introduced in Sweden in the 1970s
and is now fully established, resulting in improved
accuracy of disk test results [16,24]. It was there-
fore appropriate to test the present method on
results from two Swedish laboratories (KS and
VX) which, in addition, differ in their rates of
antimicrobial resistance. The results showed very
good agreement between the reported levels of
resistance and the results from normalized resis-
tance interpretation (Tables 1 and 2). This method
therefore has the potential for more general use in
surveillance of antimicrobial resistance.

An irregularity of histograms frequently en-
countered is the well known fact that results for
even zone values are often higher than those for
odd zone values. This is illustrated in Figure 1b. If
the zone diameters for a given antibiotic disk are

Figure 5 continued
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quite large, then the zones of inhibition are often
incomplete, and the diameter has to be calculated
by doubling the radius, which, by necessity, gives
an even number. In such cases, values for odd zone
diameters are often absent. However, in the pre-
sent case (Figure 1b), the inhibition zones are
comparatively small, and the histogram might
therefore represent the fact that observers often
prefer even numbers if the measuring device
allows some degree of interpretation. This possible
explanation for uneven histograms, as well as
other subjective modifications of results, would
be avoided if some electronic reading device
was employed. Image processing of disk test
results has been possible for many years [25], but
recent improvements in technology have made
such equipment more suitable for laboratory use
on a wider scale [26,27].

For two of the 57 clinical isolate histograms of
antibiotic disk zone diameters and bacterial spe-
cies, the computer-generated results indicated that
the distribution of isolates was irregular and there-
fore did not permit a reliable calculation of the
normalized resistance rate (Tables 1 and 2). This
was evident from the divergent results based on
averages of two, three and four histogram bars for
the moving average. The discrepancy offers the
possibility, in future applications of the method, of
automatically excluding histograms that will not
provide reliable information.

There is a large and untapped source of infor-
mation regarding antimicrobial resistance rates in
disk diffusion test results available at local micro-
biology laboratories. Studies of centralized versus
local testing have indicated that routine disk diffu-
sion test results might be used for surveillance
under certain conditions [28]. It was once con-
cluded that disk tests are ‘deceptively easy to
perform’, and also that histograms collected in
different laboratories might be used for compara-
tive purposes, but no objective method for such an
analysis was presented [29]. The possibility of
using disk data for surveillance has been sug-
gested by O’Brien, who is the original inventor
of the WHONET computer program for recording
and analyzing disk diffusion test results [19,30,31].
We suggest that normalized resistance interpreta-
tion according to the present study and generated
by computer calculations should be tested on this
and other rich sources of information accumulated
through decades of meticulous recording in lab-
oratory databases [25].

A C K N O W L E D G M E N T S

This work was supported by grants from the AFA
Health Foundation and from the Research Foun-
dations of the Karolinska Institute, Stockholm,
Sweden.

We would like to acknowledge Inga Karlsson
for excellent technical assistance, and Jeanna Jon-
berg for calculations using computer programs.

R E F E R E N C E S

1. Gruneberg RN, Felmingham D. Results of the
Alexander Project: a continuing, multicenter study
of the antimicrobial susceptibility of community-
acquired lower respiratory tract bacterial patho-
gens. Diagn Microbiol Infect Dis 1996; 25: 169–81.

2. Pfaller MA, Jones RN, Doern GV, Kugler K.
Bacterial pathogens isolated from patients with
bloodstream infection: frequencies of occurrence
and antimicrobial susceptibility patterns from the
SENTRY antimicrobial surveillance program (Uni-
ted States and Canada, 1997). Antimicrob Agents
Chemother 1998; 42: 1762–70.

3. Fridkin SK, Steward CD, Edwards JR et al.
Surveillance of antimicrobial use and antimicrobial
resistance in United States hospitals: project ICARE
phase 2. Clin Infect Dis 1999; 29: 245–52.

4. Turner PJ, Greenhalgh JM, Edwards JR, McKellar J.
The MYSTIC (meropenem yearly susceptibility test
information collection) programme. Int J Antimicrob
Agents 1999; 13: 117–25.

5. Kahlmeter G. The ECO�SENS Project: a prospective,
multinational, multicentre epidemiological survey
of the prevalence and antimicrobial susceptibility of
urinary tract pathogens—interim report. J Antimi-
crob Chemother 2000; 46(suppl A): 15–22.

6. Sahm DF. Information technology: a means for
enhancing surveillance of antimicrobial resistance.
Clin Microbiol Newslett 2001; 21: 169–72.

7. Sahm DF, Critchley IA, Kelly LJ et al. Evaluation of
current activities of fluoroquinolones against gram-
negative bacilli using centralized in vitro testing
and electronic surveillance. Antimicrob Agents Che-
mother 2001; 45: 267–74.

8. Kronvall G, Ringertz S, Karlsson I, Göransson E,
Dornbusch K. Laboratory- and species-specific
interpretive breakpoints for disk diffusion tests of
chloramphenicol susceptibility of Haemophilus in-
fluenzae. Antimicrob Agents Chemother 1988; 32:
1484–9.

9. Kronvall G, Ringertz S. Antibiotic disk diffusion
testing revisited. Single strain regression analysis.
APMIS 1991; 99: 295–306.

10. Kronvall G, Rylander M, Walder M et al. Calibra-
tion of disk diffusion antibiotic susceptibility testing:

� 2003 Copyright by the European Society of Clinical Microbiology and Infectious Diseases, CMI, 9, 120–132

Kronvall et al Normalized antibiotic resistance interpretation 131



species-related trovafloxacin interpretive zone break-
points and selection of disk potency. Scand J Infect Dis
1999; 31: 573–8.

11. Kronvall G, Ringertz S, Nyström S, Rylander M,
Theodorsson E. Comparison of 30 ug and 120 ug
gentamicin disks for the prediction of gentamicin
resistance in Enterococcus faecalis. APMIS 1991; 99:
887–92.

12. Murray PR, Baron EJ, Pfaller MA et al., eds. Manual
of clinical microbiology, 7th edn. Washington, DC:
ASM Press, 1999: 1–1173.

13. Crichton PB, Collee JG, Fraser AG, Marmion BP,
Simmons A, eds. Mackie and McCartney, practical
medical microbiology, 14th edn. New York: Churchill
Livingstone, 1996: 369.

14. Cowan ST, Steel KJ, Barrow GI, Feltham RKA, eds.
Cowan and Steel’s manual for the identification of
medical bacteria, 3rd edn. Cambridge: Cambridge
University Press, 1993.

15. Olsson-Liljequist B, Larsson P, Walder M, Miörner
H. Antimicrobial susceptibility testing in Sweden.
III. Methodology for susceptibility testing. Scand J
Infect Dis Suppl 1997; 105: 13–23.

16. Ringertz S, Olsson-Liljequist B, Kahlmeter G,
Kronvall G. Antimicrobial susceptibility testing in
Sweden. II. Species-related zone diameter break-
points to avoid interpretive errors and guard
against unrecognized evolution of resistance. Scand
J Infect Dis Suppl 1997; 105: 8–12.

17. Finney DJ. Probit analysis. A statistical treatment of the
sigmoid response curve. Cambridge: Cambridge Uni-
versity Press, 1947.

18. O’Brien TF. Global surveillance of antibiotic resis-
tance. N Engl J Med 1992; 326: 339–40.

19. O’Brien TF, Acar JF, Medeiros AA, Norton RA,
Goldstein F, Kent RL. International comparison of
prevalence of resistance to antibiotics. JAMA 1978;
239: 1518–23.

20. Kiehlbauch JA, Hannett GE, Salfinger M, Archinal
W, Monserrat C, Carlyn C. Use of the National
Committee for Clinical Laboratory Standards
Guidelines for disk diffusion susceptibility testing
in New York State laboratories. J Clin Microbiol
2000; 38: 3341–8.

21. Scriver SR, Hoban DJ, McGeer A, Moore TC,
Walmsley SL, Low DE. Surveillance of suscept-
ibility testing methodologies for Haemophilus influ-

enzae in Canada, including evaluation of disk
diffusion test. J Clin Microbiol 1994; 32: 2013–15.

22. Tenover FC, Mohammed MJ, Stelling J, O’Brien T,
Williams R. Ability of laboratories to detect emer-
ging antimicrobial resistance: proficiency testing
and quality control results from the World Health
Organization’s external quality assurance system
for antimicrobial susceptibility testing. J Clin Micro-
biol 2001; 39: 241–50.

23. Vandepitte J, El-Nageh MM, Tikhomirov E et al.
Guidelines for antimicrobial resistance surveillance.
Alexandria: World Health Organization, Regional
Office for the Eastern Mediterranean, 1996.

24. Kronvall G, Runehagen A. Improved determination
of antibiotic susceptibility of bacteria using species-
related SIR interpretation. Läkartidningen 1981; 78:
3483–5.

25. Moellering Jr RC, Kunz LJ. Determination of
susceptibility of 24,108 gram-negative bacteria to
tobramycin and other antibiotics utilizing a com-
puterized system with electronic zone analyzer. In:
Selected Proceedings from the Eighth International
Congress of Chemotherapy, Athens, September, 1973.
Athens: Excerpta Medica, 1974: 72–8.

26. Medeiros AA, Crellin J. Evaluation of the Sirscan
automated zone reader in a clinical microbiology
laboratory. J Clin Microbiol 2000; 38: 1688–93.

27. Sánchez MA, Sánchez Del Saz B, Loza E, Baquero F,
Cantón R. Evaluation of the OSIRIS video reader
system for disk diffusion susceptibility test reading.
Clin Microbiol Infect 2001; 7: 352–7.

28. Livermore DM, Threlfall EJ, Reacher MH et al. Are
routine sensitivity test data suitable for the surveil-
lance of resistance? Resistance rates amongst
Escherichia coli from blood and CSF from 1991–
1997, as assessed by routine and centralized testing.
J Antimicrob Chemother 2000; 45: 205–11.

29. Williams JD. The correlation of in-vitro suscept-
ibility tests with in-vivo results of antibiotic treat-
ment. Scand J Infect Dis Suppl 1978; 13: 64–6.

30. O’Brien TF, Stelling JM. WHONET: removing
obstacles to the full use of information about
antimicrobial resistance. Diagn Microbiol Infect Dis
1996; 25: 162–8.

31. Stelling JM, O’Brien TF. Surveillance of antimicro-
bial resistance: the WHONET program. Clin Infect
Dis 1997; 24(suppl 1): S157–68.

� 2003 Copyright by the European Society of Clinical Microbiology and Infectious Diseases, CMI, 9, 120–132

132 Clinical Microbiology and Infection, Volume 9 Number 2, February 2003


