Transseptal left heart catheterisation guided by intracardiac echocardiography

T Szili-Torok, GP Kimman, D Theuns, J Res, J R T C Roelandt and L J Jordaens

Heart 2001;86;11-
doi:10.1136/heart.86.5.e11

Updated information and services can be found at:
http://heart.bmj.com/cgi/content/full/86/5/e11

These include:

References
This article cites 23 articles, 2 of which can be accessed free at:
http://heart.bmj.com/cgi/content/full/86/5/e11#BIBL

1 online articles that cite this article can be accessed at:
http://heart.bmj.com/cgi/content/full/86/5/e11#otherarticles

Rapid responses
One rapid response has been posted to this article, which you can access for free at:
http://heart.bmj.com/cgi/content/full/86/5/e11#responses

You can respond to this article at:
http://heart.bmj.com/cgi/eletter-submit/86/5/e11

Email alerting service
Receive free email alerts when new articles cite this article - sign up in the box at the top right corner of the article

Topic collections
Articles on similar topics can be found in the following collections
Cardiothoracic Surgery (605 articles)
Other imaging techniques (1497 articles)
Arrhythmias (702 articles)

Notes

To order reprints of this article go to:
http://www.bmjjournals.com/cgi/reprintform
To subscribe to Heart go to:
http://www.bmjjournals.com/subscriptions/
Transseptal left heart catheterisation guided by intracardiac echocardiography

T Szili-Torok, GP Kimman, D Theuns, J Res, J R T C Roelandt, L J Jordaens

Abstract

Objective—To develop a novel approach of transseptal puncture guided by intracardiac echocardiography and to assess its efficacy.

Methods—Transcatheter intracardiac echocardiography with a 9 MHz rotating transducer was performed to guide transseptal puncture in 12 patients (mean age 43.1 years, range 31–68) who underwent radiofrequency catheter ablation of left sided accessory pathways. Initially, the echocardiography and transseptal catheters were placed adjacent to each other in the superior vena cava and were withdrawn to the level of the fossa ovalis.

Results—The successful puncture site was associated with visualisation of the fossa ovalis (12 patients, 100%) and the aorta (12 patients, 100%), tenting of the fossa (six patients, 50%), penetration of the needle visualised by the ultrasound catheter (12 patients, 100%), and echocardiographic contrast material applied in the left atrium (12 patients, 100%). The characteristic jump of the needle onto the fossa ovalis was observed simultaneously with fluoroscopy and intracardiac ultrasound (12 patients, 100%). All procedures were successful. There were no complications associated with the transseptal procedure.

Conclusions—Intracardiac echocardiography is feasible to guide transseptal puncture. The optimal puncture site can be assessed by simultaneous detection of the characteristic downward jump of the transseptal needle onto the fossa ovalis by intracardiac ultrasound and fluoroscopy.

Keywords: intracardiac echocardiography; transseptal catheterisation

Echocardiography provides potentially useful information for electrophysiological studies and pacemaker implantation by visualisation of important anatomical landmarks and structures. Transoesophageal echocardiography (TOE) improves visualisation for specific indications. More recently, intracardiac echocardiography was used to guide radiofrequency catheter ablation for atrial flutter and other supraventricular arrhythmias. Recently there has been renewed interest in transseptal left heart catheterisation caused by the development of left sided radiofrequency catheter ablation. Although conventional left sided accessory pathway ablation is effectively performed with a retrograde approach, severe complications have been reported including damage of the aortic valve, peripheral arterial thromboembolic events, transient ischaemic attacks, dissection of the aorta, and endocarditis. Some investigators prefer a transseptal approach towards the mitral ring, which gives improved catheter stability and has a comparable success rate. However, a significant number of acute and potentially lethal complications with transseptal puncture may occur. The aim of the present study was to establish a novel technique that can minimise the potential risks for acute complications in patients undergoing transseptal puncture.

Methods

PATIENT POPULATION

Twelve consecutive patients were recruited in this study who underwent left heart catheterisation for ablation of left sided accessory pathways. The mean age of the patients was 43.1 years (range 31–68); eight patients were women. None of the patients had structural heart disease.

ELECTROPHYSIOLOGICAL PROCEDURE

Standard electrophysiological study was undertaken under intravenous sedation with 5–10 mg diazepam. After a subclavian venipuncture, a 5 French decapolar diagnostic catheter (Supreme CS, DAIG Corp, St Jude Medical Inc, Minneapolis, Minnesota, USA) was inserted into the coronary sinus. Three 6 French quadripolar diagnostic catheters (Viking, Bard Electrophysiology, Lowell, Massachusetts, USA) were placed high in the right atrium, across the tricuspid valve to record the His potential and in the right ventricular apex. Bipolar intracardiac electrograms, filtered at a bandpass of 30–500 Hz, were
recorded simultaneously with a 12 lead ECG (Prucka Engineering, Houston, Texas, USA). Electrophysiological testing was used to confirm the existence of left sided accessory pathways using antegrade and retrograde mapping with atrial and ventricular pacing.

TRANSSEPTAL PUNCTURE

After electrophysiological testing confirmed the existence of a left sided accessory pathway, the left femoral vein was punctured and an 8.5 French multipurpose introducer sheath with a long curve type (model 5662, EP Technologies, Boston Scientific Corp, San Jose, California, USA) was introduced into the superior vena cava (SVC). A 9 MHz rotating, intracardiac ultrasound transducer catheter (model 9900, EP Technologies, Boston, Scientific Corp) was filled with 3–5 cm³ sterile water and then connected to an ultrasound console (model 15007, Boston Scientific Corp). The images were displayed on a monitor and recorded on videotape. The ventricular pacing catheter was removed and replaced by a transseptal sheath (SL1, SL2, DAIG Corp), which was introduced to the SVC adjacent to the echocardiography catheter (fig 1A). The transseptal sheath was loaded with a Brockenbrough needle (DAIG Corp), which was advanced to within 1 cm of the dilator tip. The position was checked in three fluoroscopy views (anteroposterior, left anterior oblique, and right anterior oblique). The intracardiac echocardiography catheter was manually pulled back from the SVC in the direction of inferior vena cava. The pull back was stopped when the fossa ovalis appeared on the screen (fig 1B). The entire transseptal sheath was then withdrawn from the SVC to the right atrium. The movement of the transseptal dilator sheath from the SVC to the level of the fossa ovalis was simultaneously detected by fluoroscopy and intracardiac echocardiography. After a characteristic downward “jump” of the sheath, which is described as an indirect radiological sign of the position in the fossa, the sheath appeared directly in the view of the intracardiac echocardiography catheter. The transseptal sheath was always moving in the direction of the fossa ovalis from the contralateral site of the aortic valve (fig 1B). After the dilator sheath jumped onto the fossa ovalis, confirmed by the intracardiac ultrasound, the septum was approached with the needle (figs 2 and 3). Fluoroscopy and intracardiac echocardiography followed all of the attempts for transseptal puncture simultaneously. Echocardiographic contrast material was injected in to the left atrium and detected by echocardiography to confirm successful puncture. The dilator and the needle were withdrawn and 7000 IU of heparin was administered intravenously. The total procedure time was registered until successful puncture was achieved and confirmed.

Table 1  Results of intracardiac measurements and findings

<table>
<thead>
<tr>
<th>Patient number</th>
<th>FO size (mm)</th>
<th>FO-AW distance (mm)</th>
<th>Tenting</th>
<th>TFO-AW distance (mm)</th>
<th>AoV-FO distance (mm)</th>
<th>Jump</th>
<th>Needle</th>
<th>Contrast detection in LA</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>4.8</td>
<td>15.9</td>
<td>+</td>
<td>14.1</td>
<td>17.9</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>2</td>
<td>9.2</td>
<td>24.2</td>
<td>+</td>
<td>15.7</td>
<td>8.2</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>3</td>
<td>12.0</td>
<td>40.1</td>
<td>+</td>
<td>15.6</td>
<td>NA</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>4</td>
<td>9.0</td>
<td>40.0</td>
<td>−</td>
<td>NA</td>
<td>22.1</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>5</td>
<td>5.6</td>
<td>16.0</td>
<td>−</td>
<td>NA</td>
<td>9.3</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>6</td>
<td>11.2</td>
<td>33.4</td>
<td>−</td>
<td>NA</td>
<td>NA</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>7</td>
<td>6.2</td>
<td>42.7</td>
<td>−</td>
<td>NA</td>
<td>11.6</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>8</td>
<td>14.4</td>
<td>15.6</td>
<td>+</td>
<td>10.3</td>
<td>17.6</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>9</td>
<td>11.5</td>
<td>38.2</td>
<td>−</td>
<td>NA</td>
<td>NA</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>10</td>
<td>8.4</td>
<td>26.1</td>
<td>+</td>
<td>18.2</td>
<td>20.2</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>11</td>
<td>7.2</td>
<td>15.0</td>
<td>+</td>
<td>8.0</td>
<td>NA</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
<tr>
<td>12</td>
<td>5.4</td>
<td>23.3</td>
<td>−</td>
<td>NA</td>
<td>32.6</td>
<td>+</td>
<td>+</td>
<td>+</td>
</tr>
</tbody>
</table>

AoV, aortic valve; AW, atrial wall; FO, fossa ovalis; LA, left atrium; NA, not available; TFO, tented fossa ovalis.
INTRACARDIAC MEASUREMENTS

Intracardiac measurements were taken online. The size of the fossa ovalis, the distance between the fossa ovalis and left atrial wall, and the distance between the tented fossa and left atrial wall were measured.

ABALATION PROCEDURE

After successful transseptal puncture, a standard ablation procedure was undertaken. A 7 French quadripolar mapping/ablation catheter (Model Celsius, type B, D, Biosense Webster Inc, Diamond Bar, California, USA) was used to map the mitral annulus and to deliver radiofrequency energy. Radiofrequency energy was applied to the atrial side of the mitral annulus with continuous atrial and ventricular signals during atrial pacing or during sinus rhythm. The successful pulses resulted in an abrupt loss of accessory pathway conduction. After ablation, ventricular pacing and the administration of intravenous adenosine (12 mg) were used to assess the loss of accessory pathway conduction.

STATISTICAL ANALYSIS

Continuous variables are expressed as mean (SD). Non-parametric data were compared using Wilcoxon t test. Correlation analysis was performed using the Pearson test. The level of significance was set at p = 0.05.

Results

The mean duration of transseptal puncture was 17.4 (7.9) minutes (range 7.5–38 minutes). Intracardiac echocardiography visualised the following anatomical structures in all cases (12 patients, 100%, table 1): SVC, crista terminalis, and aortic valve. The pulmonary veins were visualised in only one case (8%). The view of the fossa ovalis was optimal in all patients. The fossa ovalis, the tip of the needle, the aortic valve, and the left atrial wall were visualised in a single ultrasound image in eight patients (66%) (fig 1B). In one patient a double membrane was detected in the fossa ovalis (fig 4). The image of the membrane of the fossa ovalis was stable throughout the procedure in 10 cases. In two cases minor adjustments of the ultrasound catheter were necessary to optimise the image during the procedure. The size of the visualised fossa ovalis was 8.7 (2.9) mm (range 4.8–14.4 mm). There was no correlation of the size of the fossa ovalis and the time to successful puncture (NS, r = 0.11). The distance between the fossa ovalis and the left atrial wall was 27.5 (10.8) mm (range 15–42.7 mm).

Movement of the transseptal sheath was visible in every case in real time. The characteristic downward jump of the catheter on to the membrane of the fossa ovalis was detected in every patient (12 patients, 100%). After the jump, the needle was visible in the fossa in every case (12 patients, 100%) (fig 5). Ultrasound showed the characteristic tenting of the fossa in six cases (50%) (fig 4). In the cases where the needle tented the fossa ovalis, the mean distance between the peak point of the fossa ovalis and the left atrial wall decreased from 27.5 (10.8) mm (range 15–42.7 mm) to 13.6 (3.7) mm (range 8.1–18.2 mm) (p < 0.05). The tented fossa did not abut on the left atrial wall in any of our cases. The distance between the needle before approaching...
the membrane and the aortic valve was 19.8 (6.2) mm (range 11–26.9 mm). The first attempt of transseptal puncture guided by intracardiac ultrasound was successful in 10 patients (83%). In one patient, the dilator sheath became dislocated after the septum was approached by the needle. The second attempt was successful. In one case only the third attempt was successful as the dilator sheath jumped twice onto the small thin wall between the right atrium and the aorta after the pull back (fig 6). Echocardiographic contrast injection was detected in the left atrium after every successful puncture (12 patients, 100%). There were no complications associated with the procedure.

Discussion

Transseptal Left Heart Catheterisation

Percutaneous puncture of the interatrial septum was introduced for catheterisation of the left heart in 1960. The technique relied on fluoroscopic landmarks to define anatomical boundaries. In addition, the movement of the tip of the device from the thicker muscular septum to the thin wall of the fossa ovalis is an important sign that can be detected by experts without the need to puncture the femoral artery. Some investigators introduce additional anatomical landmarks such as a pigtail catheter in the aorta (which requires arterial puncture) or use the His bundle or coronary sinus catheters as a reference. However, transseptal catheterisation remains a difficult procedure, particularly in cases where the atrial anatomy is atypical or the fossa ovalis is small. Recently this technique became a frequently used method for left sided radiofrequency ablation.

Further, some sites in the left side cannot be reached with the retrograde technique. The major advantages of this technique are the stability of the catheter and the lack of peripheral arterial puncture. However, a complication rate between 3% and 5% has been reported. Most of the complications occur in the periprocedural period. A review of 1279 transseptal punctures in a single centre retrospective study found a 90% overall success rate, with 1.2% life threatening complications, including pericardial tamponade, systemic emboli, and death secondary to aortic perforation. Another centre reported a 91% success rate with a slightly higher complication rate. Aortic puncture (0.7%), pericardial tamponade (3.2%), and systemic embolisation (1.1%) were the major complications.

Imaging Techniques Guiding Transseptal Puncture

Imaging techniques such as TOE and two dimensional transthoracic echocardiography have been used for the assessment of the interatrial septum during transseptal puncture. Both techniques have significant limitations. Transthoracic ultrasound may not be able to locate accurately the thin wall of the fossa ovalis. Furthermore, transthoracic echocardiography is fairly uncomfortable to perform without a risk of violation of sterility during the intervention. TOE was found to be feasible, but cardiac perforation was reported because of inadequate localisation of the fossa ovalis. Furthermore, it carries the risk of oesophageal bleeding and limits communication with the patient during the procedure. TOE may cause lengthening of the procedure because of the introduction of the oesophageal probe and requires intravenous sedation for a longer period.

Intracardiac Ultrasound for Transseptal Puncture

Intracardiac ultrasound gives a view of the fossa ovalis with 100% accuracy. This is a direct method and a possibility to avoid complications. In a recent study 53 patient underwent transseptal puncture by the guidance of intracardiac echocardiography. The success rate of the first attempt was 96% and there were no complications associated with the procedure. In previous studies, identification of the dilator tip was difficult. In our study we confirmed a successful puncture by using contrast injection through the Brockenbrough needle. The appearance of contrast in the left atrium is a direct sign of successful puncture.

Methodological Differences

In contrast with previous findings, in this study tenting of the membranous interatrial septum was detected in only one half of the patients. This is because of the differences in approaching the septum. After localisation of the transseptal sheath, we approached the septum directly with the needle. In the study of Daoud and colleagues the dilator was used to cause tenting and the needle was forwarded after the sign of tenting was observed. This resulted in abutting of the fossa on the left atrial wall in a considerable proportion of the patients. The dilator should then have been readjusted. In our study abutting on the left atrial wall was not detected. We recommend that after the jump, which can be detected simultaneously with fluoroscopy and intracardiac ultrasound, the interatrial septum be approached directly by the needle. This method requires confirmation of the location of the needle in the left atrium. By injection of echocardiographic contrast material this was achieved in all of our patients.

Clinical Impact

Compared with other imaging techniques intracardiac echocardiography has some significant advantages. The major advantage is excellent visualisation of the fossa ovalis. Furthermore, it provides the possibility of flexible planning of the procedure. Firstly, it does not require deep sedation. Secondly, it can be used comfortably for a longer time. No additional arterial puncture is required. In conclusion, on the basis of growing experience with intracardiac echocardiography the method seems to be an additional tool to minimise the risk for dangerous complications during the puncture of interatrial septum. In addition, the most useful indication of the optimal puncture site is the characteristic downward jump of the transseptal needle on to
the fossa ovalis detected simultaneously with intracardiac ultrasound and fluoroscopy.