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Editorial 

Open up the lung and keep the lung open 
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Since its introduction into clinical use more than 40 years 
ago artificial ventilation has proven to be a life-saving 
method of therapy in intensive care. Yet, it has remained 
a topic of much discussion and controversy because arti- 
ficial ventilation involves a disturbance to normal respira- 
tory and cardiovascular function. 

It is an established fact that artifical ventilation, 
especially with large tidal volumes and high peak in- 
spiratory pressures, leads to a decrease in lung compli- 
ance and dysfunction of gas exchange. Of even greater 
importance is the realization that ventilation itself can 
lead to formation of atelectasis, pulmonary edema, 
pneumonitis and fibrosis (for review see [1-4]); that is 
why the adult respiratory distress syndrome (ARDS) may 
be, in part, a product of our therapy - rather than the 
progression of the underlying disease. 

To date no adequate explanation of the pathophysiol- 
ogic basis of these changes caused by artificial ventilation 
has been documented. The main contributing factors 
which emerge from almost all the above-mentioned refer- 
ences seem to be the ventilatory modes which fall to pre- 
vent partial (or complete) end-expiratory lung collapse 
combined with high peak inspiratory pressures. 

In this issue Sj6strand's group, using an animal model 
of ARDS induced by surfactant depletion, applied five 
established ventilator modes, adjusting either volume or 
pressure at preset frequencies to keep end-expiratory alve- 
olar pressure at about 16 cmH20 and PaCO2 constant 
(___4 kPa). From their study the following three remark- 
able results emerge: 
1. To open up partially collapsed lungs ventilated in their 
control mode, a peak pressure of 55 cmH20 ( = opening 
pressure) in combination with an end-expiratory alveolar 
pressure of about 16 cmH20, resulting in a pressure am- 
plitude of approximately 40 cmH20, had to be applied 
for 5 - 10 min. 
2. After opening the lungs (PaO2> 50 kPa) they could 
then be adequately ventilated (PaO z and PaCO2 remain- 
ed stable) with pressure amplitudes of only 16 to 
23 cmH20 in those ventilator modes which created in- 
trinsic PEEP. 

3. In the volume controlled mode, with an external PEEP 
of 8 cmH20, a pressure amplitude of almost twice that 
required by modes creating internal PEEP was necessary 
for adequate ventilation and even then the lungs could 
not be kept completely open (PaO2 about 40 kPa). 

Why is it so important to ventilate lungs 
with as small as possible pressure amplitude? 

More than twenty years ago Mead et al. stated that: "at 
a transpulmonary pressure of 30 cmH20, the pressure 
tending to expand an atelectatic region surrounded 
by a fully expanded lung would be approximately 
140cmH20" [5]. Such forces may well be the major 
cause of structural damage (especially to bronchiolar epi- 
thelium, alveolar epithelium and capillary endothelium) 
and may not only be the basis for formation of hyaline 
membranes but may also cause the release of mediators 
from the disrupted parenchyma - triggering the 
pathophysiological mechanisms of ARDS [6]. 

During ventilation of patients with ARDS, who al- 
most always have atelectatic lung regions, pressure differ- 
ences of 30 cmH20 or higher are quite common. We 
have to understand, however, that it is not the 30 cmH20 
pressure difference that damage the lungs but rather the 
resulting shear forces of more than 140 cmH20 which 
are responsible for the barotrauma. 

Sj6strand's group does not present morphological da- 
ta, but from other experiments related to different modes 
of artifical ventilation in ARDS lungs (see referred re- 
views) it was clearly demonstrated that lungs ventilated 
with modes which did not prevent end-expiratory alveolar 
collapse, thus creating shear forces, showed more severe 
morphologic damage (and lower arterial PaO2) com- 
pared to modes which kept the entire lungs open during 
the whole respiratory cycle. 

It must be concluded that in order to prevent lung 
damage due to high shear forces between open and closed 
lung units only ventilation modes which result in the 
smallest possible pressure amplitude should be used. 
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Why is it important to open up the lung 
and keep it open? 

As shown in the results from SjOstrand's group, if one 
opens the lungs (by applying a peak inspiratory pressure 
of 55 cmH20 with an end-expiratory alveolar pressure of 
16cmH20 for about 10min) only about 20cmH20 
(range 16-23 cmH20) pressure amplitude is required in 
all three ventilatory modes which create an intrinsic 
PEEP to achieve optimal gas exchange in animals suffer- 
ing from severe ARDS (this raises the question whether 
one should disconnect patients from the ventilator for 
routine bronchial toilet and thus allow total lung col- 
lapse). This is one of the most important findings from 
Sj6strand's group and confirms earlier experimental and 
clinical data showing that if the right modes of ventila- 
t ion  are chosen - dangerous high shear forces can be 
avoided [1]. 

The LaPlace law (P = 27/r, where P = pressure to sta- 
bilize a bubble/alveolus; g = surface tension at the air-liq- 
uid interface; r = radius of the bubble/alveolus) may of- 
fer an explanation why surfactant-depleted ARDS-like 
lungs with a high and constant surface tension at the air- 
liquid interface could be adequately ventilated with a 
pressure amplitude of only 20 cmH20 (which is half the 
pressure necessary to open up the lung). 

Since the critical opening pressure is inversely propor- 
tional to alveolar unit size, it follows that progressive re- 
cruitment of air spaces requires a continuously increasing 
pressure during inflation which translates to high peak 
inspiratory pressure. The pressure necessary to induce 
volume changes depends on the initial radius. In other 
words, to get a certain volume change in larger alveoli, 
the necessary pressure changes are much smaller com- 
pared to alveoli which are collapsed or have a lower vol- 
ume. It can further be derived from the law of LaPlace 
that the pressure necessary to keep the alveoli open is 
smaller at a high FRC level. Therefore, the PEEP neces- 
sary to stabilize the end-expiratory volume can be mini- 
mized if the lungs are totally opened to an FRC level of 
a healthy lung. 

Another reason why the lung should be kept open is 
the fact that under certain circumstances artificial venti- 
lation affects the pulmonary surfactant system. In nor- 
mal healthy lungs, during end-expiration the surfactant 
molecules are compressed on the small alveolar area 
(leading to a low surface tension or a high surface pres- 
sure) thus preventing the alveoli from collapse. If the sur- 
face of the alveolus becomes smaller than the total sur- 
face of the surfactant molecules, the molecules are 
squeezed out of the surface and forced towards the air- 
ways and thus lost for the alveoli. During the following 
inflation of alveoli, the surface is replenished with surfac- 
tant molecules that were in the hypophase. During the 
next expiration, the same mechanism continues to work 
and again surfactant molecules are forced into the air- 
ways; this is a continuing cycle [7]. With large tidal vol- 
ume and/or high rates, surfactant molecules are lost into 
the airways rather rapidly, as demonstrated by Faridy [8]. 

This mechanism explain how loss of surfactant by ar- 
tifical ventilation can be caused by the rhythmic compres- 

sion (expiration) and decompression (inspiration) of the 
alveolar lining, especially when the compression is far be- 
low (or extremely below if alveolar collapse occurs) the 
static state of the surfactant layer, which is normally 
equal to or just above the FRC level [9]. Thus to prevent 
loss of surfactant by artificial ventilation one should 
maintain aeration of as large parts of the lung as possible 
without allowing either hyperdistention or lung collapse. 

Keeping the lung open by the appropriate ventilatory 
modes not only prevents lung damage due to high shear 
forces, but may also prevent alveolar flooding (i. e. pre- 
venting alveolar edema) [10]. In general, alveolar flood- 
ing will not occur as long as the negative force in the pul- 
monary interstitium exceeds the pressure gradient gener- 
ated by surface tension in the alveolar air-liquid interface. 
Since the pressure gradient is inversely related to the radi- 
us of the alveolar curvature there is, for each combina- 
tion of interstitial resorptive force and average surface 
tension, a critical value for surface tension and alveolar 
radius below which alveolar flooding occurs. In other 
words a disturbed surfactant system, which in itself leads 
to alveolar collapse together with smaller alveoli, pro- 
mote intra-alveolar lung edema. 

Why may intrinsic PEEP at pressure controlled 
ventilation be superior to external PEEP 
at volume controlled ventilation? 

In an ARDS lung there is non-homogeneous distribution 
of damage over the whole lung. If one applies an external 
(static) PEEP to a patient with ARDS at volume con- 
trolled ventilation with a frequency of 10-15/min the 
following changes may be observed: 
1. The set PEEP will only balance the increased retractive 
forces of parts of the damaged lung so that only these 
parts of the lung will not collapse during the expiratory 
phase and thus gas exchange will continue during the 
whole respiratory cycle leading to improved blood gases. 
2. The applied external PEEP, however, will not be suffi- 
cient to keep all parts of the lungs open. Highly damaged 
lung regions will be reaerated only at the end of the in- 
spiratory phase; due to the high intra-alveolar pressure at 
end-inspiration, perfusion will be decreased limiting the 
contribution of these lung regions to gas exchange. 
3. There may also be some healthy regions of the lungs 
for which the applied external PEEP already leads to cap- 
illary compression and a ventilation/perfusion mis- 
matching. This will be even more prominent during the 
inspiratory phase, causing a dramatic over-distension of 
these parts. 
This may be the scenario for volume controlled PEEP 
ventilation as it is used in clinical routine. One has to 
point out, however, that if one does not consider high 
peak airway pressures as causing lung damage almost ev- 
ery stiff lung can be kept open by a large external PEEP 
- as is also shown in SjOstrand's paper. 

in contrast, at pressure controlled ventilation if the 
pre-set peak inspiratory pressure is set to a value which 
just compensates for the retractive forces of the whole 
lung, dangerous over-distension of the alveoli can never 



occur. If one then either increases the I /E  ratio at a con- 
stant frequency, or increases the frequency at a constant 
I /E  ratio (or both) to establish an expiratory time which 
will be too short to allow emptying of  the lung to the am- 
bient pressure, an intrinsic PEEP will be created. If one 
chooses the absolute time of the expiratory phase so short 
that also the stiffest parts of  the lung have no time for 
collapse, the lungs will be kept open and can then be ven- 
tilated with a significantly smaller pressure amplitude 
compared to volume controlled PEEP ventilation. 

It should be stressed, however, that one should never 
try to get intrinsic PEEP with volume controlled ventila- 
tion, due to the danger of  a permanent increase of  lung 
volume resulting finally in barotrauma. In other words, 
intrinsic PEEP at volume controlled ventilation should 
be considered as a professional error. 

Another interesting finding of  the study is that if one 
just balances the retractive forces by the right pre-set 
peak pressures at pressure controlled ventilation in com- 
bination with proper fluid management this mode will 
not lead to additional cardiocirculatory depression com- 
pared with volume controlled PEEP ventilation. 

In summary, the results presented by Sj6strand's 
group provide a rationale for optimal ventilator mode 
which produce minimal pressure swings during the ven- 
tilatory cycle and keep the lung volume equal to or just 
above the FRC level - this to prevent a significant deple- 
tion of  surface active material. If  one follows this concept 
which, in fact, is not new [1] and if it is once proven to 
be the right way for any form of  respiratory support, the 
diversity of  ventilatory modes may no longer cause con- 
fusion for the practitioner as there is only one rational 
concept to preserve lung integrity: open up the whole 
lung and keep it totally open, with the least influence on 
the cardiocirculatory system. 
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