Characterization of eddy-current testing inverse problems using adaptive databases
Sandor Bilicz, Marc Lambert, Szabolcs Gyimothy, Jozsef Pavo, Grégoire Pichenot

To cite this version:

HAL Id: hal-00493725
https://hal.archives-ouvertes.fr/hal-00493725
Submitted on 21 Jun 2010

HAL is a multi-disciplinary open access archive for the deposit and dissemination of scientific research documents, whether they are published or not. The documents may come from teaching and research institutions in France or abroad, or from public or private research centers.

L’archive ouverte pluridisciplinaire HAL, est destinée au dépôt et à la diffusion de documents scientifiques de niveau recherche, publiés ou non, émanant des établissements d’enseignement et de recherche français ou étrangers, des laboratoires publics ou privés.
CHARACTERIZATION OF EDDY-CURRENT TESTING INVERSE PROBLEMS USING ADAPTATIVE DATABASES

Sándor BILICZ\textsuperscript{1,2}, Marc LAMBERT\textsuperscript{2}, Szabolcs GYIMÓTHY\textsuperscript{1}, József PÁVÓ\textsuperscript{1} and Grégoire PICHENOT\textsuperscript{3}

\textsuperscript{1}Budapest University of Technology and Economics, Hungary
\textsuperscript{2}Département de Recherche en Electromagnétisme, Laboratoire des Signaux et Systèmes UMR 8506 (CNRS – SUPELEC – Université Paris Sud 11), 3, rue Joliot-Curie, 91192 Gif-sur-Yvette, France
\textsuperscript{3}CEA-LIST, Saclay 91191 Gif-sur-Yvette, France

Abstract

One of the main challenges in Eddy Current Testing (ECT) is the solution of the inverse problem, i.e., the determination of the defect properties knowing the measured data. To this end, many approaches and mathematical tools have been proposed. The so-called adaptive database-method has recently been developed. Its main idea is to store corresponding input-output data pairs in a database and, by fitting an interpolator to these samples, to solve approximately the forward and inverse problems at a low computational cost. Such adaptive databases can be generated by meshing methods \cite{1, 2} (inspired by the meshes of Finite Element Methods) or meshless approach as introduced in \cite{3} and recast and extended in \cite{4}.

The sampling strategy of the database generation presented in \cite{4} has been improved and will briefly be described, however the presentation will mainly be focused on the application of such adaptive databases for the characterization of the related inverse problem.

For a formal description, let us define a defect model with \( p \) parameters by the vector \( \mathbf{x} = [x_1, x_2, \ldots, x_p]^T \) (usually position and dimensions of the defect), whereas the functional output (the measured data) can be the impedance variation \( \Delta Z(s) \) of the probe coil, where \( s \) is related to the position of the coil. The input and the output are connected by the forward operator \( \Delta Z(s) = F\{\mathbf{x}\} \). One can also assign a \( p \) dimensional region \( \mathcal{X} \), called the input space so that for all conceivable input vectors \( \mathbf{x} \in \mathcal{X} \) holds. The co-domain of the operator \( F \) over \( \mathcal{X} \) is the output space \( \mathcal{Y} \), i.e., \( F : \mathcal{X} \to \mathcal{Y} \).

The goal of our adaptive sampling is to generate a set of \( n \) samples \( (\mathbf{x}_i, \Delta Z_i(s)) \), \( i = 1, 2, \ldots, n \), such that the outputs \( \Delta Z_i(s) \) are as far as possible from each other and such that all conceivable outputs are closer to at least one stored sample than a pre-defined limit (in the sense of an appropriate norm). The output space is then evenly sampled leading to an “equidistant” output sampling. In the first version \cite{4} the database generation procedure was an iterative-incremental loop, adding samples one-by-one according to some criteria based on the distances in the output space. In the present version a removing strategy has been added in order to make the sampling more uniform. Intuitively, such an incremental-iterative loop is supposed to converge to an output-equidistant database.

As a first application, the combination of an optimal database and a simple interpolator (nearest neighbor for example) allows us to predict the solution \( \Delta Z(s) \) for a sample \( \mathbf{x} \) which does not belong to the database –in a very short time. But the structure of such a database is also able to provide some meta-information about the involved forward operator \( F \). As a matter of fact, in the regions of \( \mathcal{X} \) where \( F \) varies rapidly, the sampling will be dense, whereas in the regions where \( F \) varies slowly the sampling will be sparse. With such information the related inverse problem can be characterized to some extent. On one hand, the
defects related to flat regions of $F$ are hard-to-characterize from the measured data, the problem tends to be ill-posed. On the other hand, in the case of a defect corresponding to fast variations of $F$, a more precise reconstruction is possible. These qualitative considerations are formalized in the paper, enabling us to draw also quantitative conclusions about the inverse problem.

Two approaches are presented, both of them being related to some kind of inverse mapping –regions of the output space $Y$ are projected back onto the corresponding regions of the input space $X$.

The first method focuses on the noise-level which might corrupt the measured data leading to an uncertainty about the solution of the inverse problem. One has then to consider a region of $Y$ around the measured data. The size of this region, or “noise cell”, depends on the noise level. By projecting back this noise cell onto the input space $X$, the uncertainty of the inversion can then be expressed as the size of the resulted image in the input space.

The second method is based on the partition of the output space $Y$ into a more-or-less uniform subregions using the database samples and their related so-called Voronoï cells defined by a well-chosen norm. The inverse mapping of these output Voronoï cells onto the input space leads to an explicit expression of the attainable precision in the solution of the inverse problem using a combination of the adaptive database and a nearest neighbor interpolator.

Both approaches are illustrated by examples using a numerical simulator combining a surface integral method and the so-called “global approximation” [5]. Beyond the presented ECT-oriented applications, the tools might be useful in other domains of electromagnetic nondestructive evaluation as well.

Acknowledgments

This research, performed in the context of the CIVA 2012 collaboration aiming at implementing innovative solutions in the NDT simulation platform CIVA [6], is partially supported by the Research and Technology Innovation Fund of the Hungarian Government in the frame of the FrenchHungarian Bilateral Intergovernmental S&T Cooperation (FR1/ 2008) and by DIGITEO cluster's project

References