Conclusion: The effect of high density dental material in H&N IMRT cases highly depends on the location of the PTV. For the case with implant outside the PTV, the impact is independent of the type of material and zirconia is recommended for material assumption. However, for the cases with implant inside the PTV, assumption of material should not be made without proper investigation.

EP-1576
Evaluation of transit in vivo dosimetry using portal imaging in VMAT treatment plans
E. Combettes1, J. Molimier1, N. Allieres1, L. Bedos1, A. Morel1, S. Simeon1, D. Azria1, P. Fenoglietto1
1Institut régional du Cancer de Montpellier - ICM - Val d’Aurelle, Radiotherapy, Montpellier, France

Purpose or Objective: To assess the performance of the EPIgray® software in the field of transit in vivo dosimetry using portal imaging in Volumetric Modulated ArcTherapy (VMAT) treatment plans.

Material and Methods: MV images acquired in cine mode using portal imaging were used by EPIgray® to reconstruct the delivery dose. These reconstructed doses were compared to the calculated doses obtained by the TPS. The reproducibility of the response was evaluated first on phantom and on patient with a prostate VMAT treatment plan and also on patient with a more complex head and neck plan. The dose deviation, with checkpoints defined in the PTV and for treatments such as prostate VMAT treatment plans. This study allowed us to consider a tolerance to own each tumor site. The relative difference and neck VMAT treatment plans. The first clinical results give ± 3.87 % (AUTO V1) and -5.54 ± 3.74% (AUTO V2) for the head site. The dose deviation range 0.87% and 2.5% depending on level of dose. Automatic points and points (phantom and patient) measurements ranged of 0.26 % to 1.50 %, respectively. The dosimetric study on head and neck treatment showed a variable dose deviation range 0.87% and 2.5% depending on level of dose. Automatic points and points created by the user have similar results. The point AUTO VX is representative of results of all points. Results from patient’s cases were 1.31 ± 1.62 % for the prostate and -4.79 ± 3.87 % (AUTO V1) and -5.54 ± 3.74% (AUTO V2) for the head and neck VMAT treatment plans. The first clinical results give 46 % patient’s cases out-of-tolerance. The relative difference in the overall results was -4.68 ± 3.50 %.

Conclusion: EPIgray® gives reproducible results on phantom and for treatments such as prostate VMAT treatment plans. The software seems to be less efficient with more complex VMAT treatment plans such as head and neck cases. This study allowed us to consider a tolerance to own each tumor site.
Conclusion: We present a robust method to accurately measure and correct the table rotational error. This makes it possible to coincide the table rotation axis with the linac’s MV isocentre within on average 0.3 mm. The stability after adjustment shows that the method is useful and effective. This method improves the delivery accuracy of non-coplanar stereotactic radiotherapy.

EP-1578
Evaluation of an Integral Quality Monitor device for monitoring real-time delivery
G. Miori1, A. Martignano2, L. Menegotti3, A. Valentini3
1University of Rome Tor Vergata, School of Medical Physics, Roma, Italy
2Azienda Provinciale per i Servizi Sanitari, Department of Medical Physics, Trento, Italy

Purpose or Objective: Radiotherapy treatments are getting more and more complex, dealing with the continuous development of new technologies. Therefore, it is of increasing importance monitoring delivered beams to identify errors. The use of a linac-head integral quality monitor (IQM, IRT Systems GmbH) for real-time beam delivering control was evaluated. This study analyzed the effect of IQM attenuation on delivered beams and the ability of IQM in detecting errors in VMAT treatments.

Material and Methods: Beam attenuation was calculated at 4 different beam size (from 5x5 to 20x20 cm2) by the IC Profiler (Sun Nuclear Corp.) at 6 MV and 10 MV beam energies in both X and Y directions. The IQM capability in recognizing errors was performed introducing deviations in 4 H&N clinical VMAT plans: 3, 5 and 10 % errors on total delivered MU’s and 3, 5 and 10 mm MLC’s shifts. The cumulative IQM checksum value was measured and the percentage difference was calculated with respect to the non-modified plan. At the same time we obtained dose distribution maps through the PTW 2D array inserted in a rotating QA phantom (RT-smartIMRT, dose.point GmbH). The phantom was chosen for its geometrical characteristics similar to IQM in signal recollection. The local gamma pass rates (2%/2mm) were compared to the original plan values. Non-modified plans were delivered twice in two different times to take into account LINAC variations.

Results: Beam attenuations were normalized to the central chamber of IC Profiler. It gives average attenuation values of 6.56 % ± 0.03 % and 5.27 % ± 0.12% for 6 MV and 10 MV beams, respectively. The percentage of dose difference with respect to the central chamber value was assessed to be < 0.4 % for the 6 MV beam and < 0.1 % for the 10 MV beam excluding beam penumbra regions. The results for modified VMAT plans are summarized in Figure 1. Figure 1a and 1b shows the gamma pass rates and the IQM signal percentage differences for MU’s variations, respectively. Figure 1c and 1d illustrates the results for MLC shifts. Both methods detect specifically MLC shift errors, while MU’s variations were better identified by IQM. IQM shows a linear response with dose while gamma analysis seems to have difficulty in identifying 3% and 5% MU’s variations. In our opinion the reason for this is that the RT-smartIMRT recollect a 2D dose map as if the entire plan were delivered at a fixed gantry angle. Further comparisons to gamma analysis should be evaluated with a different kind of phantom.

Conclusion: IQM beam attenuation can be considered to be homogenous in both X and Y directions and the machine-specific percentage of beam attenuation could be used to rescale treatment plan dose for clinically IQM use. The IQM shows outstanding features in detecting real-time errors and for time-saving QA’s, although the characterization of IQM responses to single segment errors and the definition of a machine-specific alarm threshold still have to be analyzed.

EP-1579
Room scatter effects in Total Skin Electron Therapy: a Monte Carlo study
A. Nevelsky1, E. Borzov1, S. Daniel1, R. Bar-Deroma1
1Rambam Health Care Campus - Faculty of Medicine - Technion, Oncology, Haifa, Israel

Purpose or Objective: Total Skin Electron Irradiation (TSEI) is a complex technique which involves the use of large electron fields. Electrons scattered from the treatment room floor and ceiling might contribute to skin dose and distort dose distribution, especially when dual-field approach is used. The purpose of this work is to study effects of scattered electrons on the dosimetry of TSEI by Monte Carlo (MC) simulations.

Material and Methods: 6 MeV and 9 MeV beams from Elekta Precise linac operated in High-Dose-Rate (HDR) mode are used for TSEI treatments. The EGSnrc code package was used for MC simulation. First, the incident electron beam parameters (energy spectrum, FWHM) were adjusted to match the measured data (PD and profile) for both energies at SSD=100 cm for 40x40 open field. These parameters were then used to calculate vertical dose profile at 1mm depth at the treatment distance of 400 cm. Floor was modeled within BEAMnrc using JAWS module. LATCH variable was used to track electrons history and calculate dose profile with and without electrons scattered from the floor. Dose profiles were normalized to the maximum dose from one horizontal field (gantry angle 90 degrees) at 1 mm depth. Influence of dual field angle and floor material on the contribution of floor scatter was investigated. Spectrum of the scattered electrons was calculated. Measurements of dose profile were performed in order to verify MC calculations.

Results: Vertical profile total dose, dose without floor scatter and the floor scatter contribution is shown in Figure 1. Floor scatter contribution is more than 20% near the floor and decreases to about 10% and 3% to the distance 50cm and 100cm from the floor, respectively. No dependence on the beam energy or dual-field angle was found. The scatter depends on the floor material (at 20 cm from the floor, scatter contribution was about 18%, 15% and 12% for concrete, PVC and water, respectively). Spectrum of the scattered electrons has distribution which is almost uniform between few hundred KeV to 4 MeV and then decreases linearly to 6 MeV. Dose verification measurements for the total dose were in good agreement (less than 3%) with the MC calculations.